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INTRODUCTION AND OVERVIEW OF THE THESIS 

C
ardiae death is the leading 

cause of mortality in the 

\"'estern world. The major COIl

tributor to cardiac death is coronary 

artery disease. \·3 Coronary atherosclero

sis is a chronic disease of the vessel 

wall afthe artery. resulting in a progres

sive narrowing of its lumen. 4 The 

advancing process of luminal narrowing 

is responsible for a progressive diminu

tion of blood flow to the myocardium, 

resulting in a myocardial perfusion 

defect with subsequently, a reduction in 

cellular oxygenation. Nlyocardial 

ischemia, through a not yet fully 

explained mechanism, is usually the 

cause of a significant (typically exercise 

induced) discomfort, known as angina 

pectoris. The final stage in the progres

sion of coronary artery disease is a com

plete interruption of blood flow to the 

myocardium. The interruption can also 

occur suddenly, as a result of athero

sclerotic plaque rupture and/or blood 

clot formation. 5•6 Unless restored 

promptly, the absence of antegrade 

blood flow will lead to tissue necrosis, 

or in athOl' words, myocardial infarc

tion. It is usually the ensuing electrical 

instability of the myocardium that is 

related with cardiac sudden death. 7
•
8 

"Vhatever the cause of the interruption 

of the coronary blood flow may be, in 

due time nature finds a way around: 

small vascular branches connect the 

coronary artery distal to the closure 

with the other, (non-diseased) coronary 

arteries. These connections, or collater

als, allow for a limited perfusion of the 

myocardial segment distal to the clo

sure of the parent coronary artery. In a 

teleological sense, one could argue that 

these collaterals - given their limited 

capacity - succeed in supplying the 

myocardium just enough to keep it 

"alive and suffering" (Fig lA,B), It is the 

patient with this very condition - a total 

blockage of a coronary artery, a partly 

"undernourished" myocardium and 

angina pectoris during physical activity 

- who plays a central role in the current 

thesis. 

"Vhat are the options for this patient? 

"Ve could chemically reduce the activi

ty of the heart muscle, thereby reducing 

its oxygen demand and subsequently 

the patient will not have his/her chest 

discomfort too often. 9 In other words, 

we keep the patient on medication for 

the remainder of his life. Another 

option is to refer the patient to the car

diac surgeon, who will open the 

patient's chest and leg in order to trans-

13 
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Figure 1 Total occlusion of a 
right COroIWl)' artery. A left 
Amplatz guiding catheter is 

positioned in the ostium of the 
right coronary artm}' and a 7 
French diagnostic catheter in 

the ostium of the left coronaI), 
artery. A. Antegrade injection 
showing the occlusion stump 

B. Bilateral simultaneous 
injection of contrast medium, 
showing the occlusion stump 

(antegrade flow) alld the distal 
parent lumen through both 
bridging and contralateral 

collateral branches 
(retrograde flow). 

plant a vein from the leg to the heart, 

thus bypassing the problem. lO If howev

er we wish to deal with the heart of the 

matter, we should try to open the block

age in an attempt to restore the blood 

flow through the original channel. 

Three questions are of importance in 

this matter. First, is it technically feasi

ble to recanalize a chronic total coro

nary occlusion? Second, if technically 

possible, can we expect a clinical bene

fit from reopening a blood vessel which 

supplies a potentially damaged myocar

dial area and third, if there is a clinical 

benefit, how does this compare to the 

results achieved with conservative 

(medical) therapy? These questioned 

will be addressed in detail in Part II of 

this Ulesis. 

XeCl~Excilllcr Laser Technology 

In a mechanistic approach to coronary 

14 

artery disease, there are two basic options. 

First, there is a "classical" approach in 

which the obstructing material is pushed 

aside, for instance by using dilatation bal

loons and/or intra-coronary stents. lI
.]S 

Within several years of its introduction, 

balloon dilation developed into a reli

able, non-surgical technique Witil acute 

success rates well over 90%. However, 

a limiting factor to a lasting result was 

the phenomenon of restenosis, a healing 

response of the vessel wall occurring 

four to six months after treatment in 

approximately 40% of patients. The 

necessity of reducing restenosis rates 

was the rationale for a second strategy: 

the development of new devices 

designed to enlarge the vessel lumen by 

removing the obstructing materiaI. 1fj
']8 

One of these new techniques for tissue 

removal (or atherectomy) was XeCI

excimer laser coronary angioplasty 
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(ELCA). A decade has passed since the 

introduction of ELCA in the arena of 

interventional cardiology. During this 

time, many patients - often with com

plex coronary artery disease - have been 

troated with this therapeutic modality.10}

.,0 The publication of the results from 

the U.S. ELCA Registry,N the European 

RegistrylB and the randomized AMRO 

trial,ZB allowed for an initial evaluation 

of the clinical ELCA experience. 

Although the earlier reports mainly 

emphasized favorable acute results, a 

geneml impression emerged that ELCA 

was associated with coronary dissec

tion, early recoil and restenosis rates at 

least as high as those following balloon 

angioplasty.2w-2S As initial expectations 

were based on the results of "free beam 

in air experiments" (using a free laser 

beam focussed by a set of mirrors to 

ablate dry tissue samples),J! the some

what disappointing clinical results were 

not fully understood. Therefore, it was 

of paramount importance to achieve a 

better understanding of basic excimer 

laser - tissue interactions in fluids, and 

to use this knowledge in an attempt to 

improve the safety and efficacy of laser 

atherectomy. Ceert HM Gijsbers, PhD 

and Anton van Leeuwen, PhD, at the 

University Hospital of Utrecht. The 

Netherlands, did much of the original 

work in the field of physical mecha

nisms in excimer laser-tissue interac

tion. From their pioneering work it 

emerged that the basic mechanism 

responsible for tissue removal is a com

bination of photochemical dissociation 

of organic molecules and vaporization 

of tissue water.Jl,31 At an early stage, it 

was recognized that these phenomena 

could be responsible for the efficacy of 

ELCA, but most likely were responsible 

for the negative side effects (e.g. dissec

tion, acute closure, and perforation) as 

well. In an effort to apply insights 

acquired in the experimental laboratory 

to a clinical setting, we touched upon a 

third physical phenomenon which 

stood at the basis of much of the work 

reported in this thesis: the influence of 

the configuration of a laser catheter on 

the efficacy and quality of tissue abla~ 

tion. 3 ! 

This Thesis 

This thesis consists of two parts. In the 

first, the concept of XeCl-excimer laser 

tissue ablation is described, based on 

the results of experiments performed 

between January. 1991 and December, 

1997. From these experiments it 

emerged, that tissue irradiation by UV 

photons resulted in the formation of 

insoluble gas due to photochemical dis

sociation of molecular bonds in lipids. 

It was calculated, that photochemical 

dissociation accoun ted for less than 

10% of the applied photon energy (see: 

Chapter 5). It was therefore assumed 

that the majority of photon energy was 

15 
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either reflected, or transformed into 

heat. It has been shown that thermal 

accllllulation is responsible for the for

mation of rapidly expanding and 

imploding water vapor bubbles and 

pressure waves after each laser pulse. 

The density of 'water vapor is 0.81 

kg/m 3 , which translates to 1235 liter 

vapor per liter of vaporized water. As a 

result, the evaporation of tissue, which 

consists for approximately 70% of 

water, leads to an increase of volume by 

a factor of 1235 x 0.7::::864. Likewise, the 

photochemical dissociation of lipids 

will further add to volume expansion. It 

is therefore likely, that tissue ablation is 

a result of forceful tissue disruption due 

to volume expansion in addition to 

evaporation and photochemical dissoci-

ation. This combined mechanism is 

reflected in the histology of tissue sam

ples (Chapter 2), with the occurrence of 

lobes (incompleto tissue removal), splits 

and vacuoles. Van Leeuwen et a1. 

demonstrated this phenomenon to be 

responsible for the induction of deep 

injury of the vessel wall, with dissec

tion of the media. H Of importance, was 

our finding that the extent of these 

events was related to the fIuence (or 

energy density) at the tip of a laser 

catheter. Increasing the fluence at the 

catheter tip resulted in the removal of 

more tissue. However, a higher fIuence 

also gave rise to higher insoluble gas 

yields and larger water vapor bubbles, 

which in turn resulted in an increase in 

mechanical damage to surrounding 

Figure 2 A. Scanning electron micrograph of a lesion after 50 laser pulses at a f1uence of 45 
mj/Ilun2 and a pulse repetition rate of 25 Hz . The porcine aortic tissue sample n'as immersed in 
saline (0.9 NaCl]. A pressure equivalent of 10 grams was exerted on the catheter tip during abla
tion. Note that the tissue in front of the catheter tip is only partially ablated ("Swiss cheese phe
nomenon"). B. Scanning electron micrograph of a lesion after 50 laser pulses at af1uence of 60 
m]/mm2 and a pulse repetition rate of 25 Hz . The porcine aortic fissue tissue sample was 
immersed in saline (0.9 NaCl} . .A pressure equil,a1ent of 10 grams was exerted on Ihe catheter tip 
during ablation. Ablation at a lligh fluence resulted in a more thorough reJllO\'a1 of tissue, but 
also in more damage 10 the surrounding endothelium. 

16 
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(non-ablated) tissue (Fig 2A,Il). Also, 

we learned to appreciate the influence 

of the composition of the experimental 

fluid medium 011 ablation efficacy and 

quality." Absorption of UV light by 

hemoglobin resulted in a marked 

decrease in ablation efficacy. The inter

action of UV light with iodide contain

ing radiographic contrast media result

ed in a marked increase in collateral tis

sue damage. while replacement of fluid 

media by a CO2 flush resulted in histol

ogy qualities comparable to the results 

of earlier "free-beam-in-air experi

ments" (Fig 3). The results from these 

experiments compared well with those 

achieved in other studies, using a saline 

flush method. JU7 Consequently. the 

saline flush method is systematically 

applied during ELCA procedures. As it 

was hypothesized that a decrease in 

mechanical strain of the vessel wall 

would improve clinical results. the aim 

was to find ways of increasing the sys

tem's ablation efficacy in order to allow 

for ablation at lower energy densities. 

Figure 3 Scanning eJectron micrograph of a lesion after 50 laser pulses at a flUeIiCe of 
60 mf/1lll1!2 and a pulse repetition rate of 25 Hz. Tlw porcine aortic tissue tissue sample was 
pierced by a 0.014" guide wire to facilitate the laser catlieter movement and immersed in CO2 

gas. A pressure equit'alent of 10 grams was exerted on tlie catlwler tip during ablation. Note the 
relative absence of damage to flie surrounding endothelium. 

17 
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The efforts to achieve this goal focussed 

on three strategies. A limitation of abla

tion efficacy could be the result of a 

catheter advancement speed beyond its 

capacity to ablate tissue. Therefore, in a 

series of experiments we evaluated the 

speed of tissue removal for different 

sets of laser parameters. These experi

ments led to the development of an 

automated catheter advancement device 

(AcAD, see Chapter 3), Spectranetics 

International, a US based excimer laser 

manufacturer, followed-up on this con

cept by designing a catheter advance

ment device suitable for clinical use. A 

description of the Spectranetics motor

ized advancement device is given in 

Appendix 1. 

Second, the transport of light from the 

laser into the human body is based on 

multifiber technology: a large number of 

small, flexible silica fibers grouped 

together into one catheter. The distance 

between the individual fibers inside a 

catheter is such that the light coming 

from the individual fibers does not 

overlap at the catheter - tissue interface. 

For this reason, each individual fiber 

acts as a single source of laser energy. 

Subsequently, any tissue situated in 

between individual fibers would not be 

directly ablated. Therefore, we evaluat

ed the possibility of improving ablation 

efficacy by increasing the number of sil

ica fibers within one laser catheter. 

Again, this concept was implemented 

18 

by the industry, through the clinical intro

duction of the so-called High-Density 

catheter (see Chapter 4). Finally, as the 

ablation efficacy of a multifiber catheter is 

limited by the presence of a non-light 

emitting area at the catheter tip ("dead 

space") we evaluated the possibility of 

ablation at significantly reduced energy 

densities by completely eliminating 

catheter tip dead space. The ensuing con

cept of homogeneous light distribution 

(HLD, Chapter 5 and Appemlix 2) howev

er, has not (yet?) been implemented in the 

clinical arena. 

The second part of this thesis provides 

the clinical experience with excimer 

laser coronary angiopiasty at the 

Rotterdam Thoraxcenter as of August 

1993. The emphasis was on the experi

ence with the Spectranetics laser 

gllidewire for percutaneous treatment of 

patients with myocardial ischemia due 

to chronic total coronary occlusion. The 

technique of the laser guidewire proce

dure is described (Chapter 6), signs of 

early left ventricular functional recov

ery following successful laser recanal

ization (Chapter 7), the acute results of 

registries performed in our center 

(Chapter 8), Europe (Chapter 9) and the 

United States (Chapter 10), as well as 

the final outcome of a European ran

domized trial (Chapter 11). All patients 

treated with the laser guidewire at the 

Rotterdam Heartcenter had clinical fol

low-up for a period of up to five years, 
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the results of which are described in 

Chapter 12. Finally, we described the 

results of the use of excimer laser for 

the treatment of patients with diffuse 

intra stent restenosis (Chapter 13). 

The hypotheses in this thesis were 

1. Damaging side-effects during 

excimer laser coronary angioplasty 

are related to intrinsic mechanisms 

of excimer laser tissue ablation 

2. Optimization of excimer laser coro

nary angioplasty can be achieved by 

elimination of UV-absorbing media, 

reduction of catheter advancement 

speeds and by reduction of the non

light emitting area at the tip of a 

laser catheter 

3. Percutaneous recanalization of 

chronic total coronary occlusions 

by using laser guidewire is feasible 

and safe 

4. Revascularization therapy is superi

or to medical therapy in patients 

with chronic total coronary artery 

occlusions 

SlThll\IARY OF TH«; INDIVIDUAL CHAPTERS: 

PART I 

In PART I, "Physical aspects of excimer 

laser-tissue interaction", we describe 

some of the studies performed at the 

Laser Laboratory Thoraxcenter. 

Chapter 1 

"Excimer laser coronary angioplasty: A 

physical perspective to clinical resultsl1 

contains the findings from our early 

experimental work, initiated at the Laser 

Center of the Academic Medical Center 

Amsterdam, under guidance of Prof. 

MJC van Gernert. The chapter provides 

an introduction to some physical mech

anisms responsible for excimer laser -

tissue interaction, the influence of UV 

absorption by hemoglobin on ablation 

efficacy and it contains the first descrip

tion of the concept of homogeneous 

light distribution. 

Chapter 2 

"Method for the assessment of ablation 

performance: a novel technique for 

direct evaluation of in vitro excimer 

laser tissue ablation" describes a 

methodology for on-line evaluation of 

tissue samples used for excimer laser 

experiments. The method introduces a 

practical alternative for time and 

resource consuming standard histology 

of a large series of tissue samples. The 

method was designed by the Laser 

Laboratory of the Thoraxcenter Rotterdam 

in cooperation with the department of 

PaUlO logy of the medical faculty at the 

Erasmus University, Rotterdam. 

Chapter 3 

"The usefulness of slow·speed automat

ed catheter advancement for optimiza

tion of excimer laser-tissue debulking" 

provides the results of experiments per-

19 
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formed to assess the speed of ablation 

by using standard laser catheters and 

laser parameters typical for ELCA. This 

is the first study in which the speed of 

ablation - under those conditions typi

cal for ELCA - is quantified. Of impor

tance, was the finding that for typical 

ELCA parameters (50-60mJ/mm', 25 Hz 

pulse repetition rate) optimal ablation 

was achieved at a catheter advancement 

speed of no more than 0.06 mm/s. The 

outcome of this study provided the plat

form for the development of an auto

mated catheter advancement device. 

Chapte1'4 

"Ablation properties of a new 2.0 mm 

high density excimer laser catheter for 

coronary angioplasty." This chapter con

tains the results of the in vitro evaluation 

of a new type of catheter technology, the 

"high density catheter (HD catheter)". As 

compaJ:ed to experiments with conven

tional catheters, the use of the HD 

catheter resulted in more efficient tissue 

removal. In these experiments it was pos

sible to increase the catheter advance

lllent speed to values higher than 0.06 

TIllItS by increasing the pulse repetition 

rate to 40 Hz or 80 Hz. HO'i\Tever. the vol

lID18S of insoluble gas as measured under 

in vitro conditions of optimal ablation, 

could prove to be inhibitive in a clinical 

setting. This in vitro study preceded the 

clinical introduction of the HD catheter at 

the Rotterdam Thoraxcenter. 

20 

Chapter 5 

"The influence of homogeneous light 

distribution on excimer laser ablation of 

vascular tissue" cOllclu~es the first part 

of this thesis. In this chapter we discuss 

the relation between energy density at 

the tip of a laser catlIeter and the physi

cal phenomena which occur during tis

sue ablation. As a homogeneous light 

distribution at the catheter tip increases 

its ablation efficacy, tissue could be 

ablated at lower energy densities. As a 

result, less adjacent tissue trauma 

occurred. However, it perspired that 

ablation with HLD at low energy densi

ties and slow device advancement 

speeds resulted in significant tissue 

temperature rises, which could nega

tively influence clinical results. 

PART II 

In PART II, "Clinical aspects of excimer 

laser coronary angioplasty". we 

describe our clinical experience wi th 

excimer laser coronary angioplasty in 

the 1993-1998 period. This part of the 

thesis contains both the Thoraxcenter 

Rotterdam single-co-nter experience, as 

well as results of international, multi., 

center studies in which the Thoraxcenter 

participated. The emphasis is in partic

ular on the experience with the 

Spectranetics laser guidewire for 

recanalization of chronic total coronary 

occlusions. 
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Chapter 6 

"Laser guidewire for recanalization of 

chronic total occlusions" provides a 

technical introduction to the laser 

guidewire procedure. The technique of 

this procedure evolved as a result of an 

effort to further the feasibility of percu

taneous techniques for revasculariza

tion of coronary chronic occlusions. 

Chapter 7 

"Early recovery of wall motion abnor

malities after recanalization of chronic 

totally occluded coronary arteries: a 

dobutamine-atropine stress echocardio

graphic prospective single center experi

ence" is the first dobutamine stress 

echo cardiography study to report 

improvement of left ventricular func

tion within 48 hours after successful 

recanalization of chronic total coronary 

occlusions. Surprisingly, we found a 

significant improvement of the con

tralateral myocardial area in addition to 

an improvement of the myocardial area 

supplied by the recanalized coronary 

artery. 

Chapter 8 

"Recanalization of chronic total coro

nary occlusions using a laser guidowire: 

a pilot-study" was the first publication 

in the literature of a consecutive series 

of patients with laser guidewire facili

tated recanalization of chronic total 

occlusions. 

Chapter 9 

"Recanalization of total coronary occlu

sions using a laser guide wire: The 

European TOTAL Surveillance Study" 

is the report on the final results of the 

European TOTAL Surveillance Study, 

in which 345 patients ·were treated with 

the laser guidewire. In this study - as 

well as in the US registry, described in 

the next Chapter -, the advantage of the 

use of the laser guidewire in those coro

nary occlusions refractory for conven

tional guidewires was clearly demoIl

strated. 

Chapter 10 

"Laser wire for crossing chronic total 

occlusions - 'Learning phase' results 

from the U.S. TOTAL Trial" is the 

report on the final results of the US 

TOTAL Surveillance Study. The author 

of this thesis participated as co-operator 

in eight of the participating clinical 

sites and as co-author of the manu

script. 

Chapter 11 

"Total Occlusion Trial with Angioplasty 

by using Laser guidewire: the TOTAL 

Trial" is the report on the final results 

of a European multicenter randomized 

trial, evaluating the safety and efficacy 

of the laser guidewire as compared to 

conventional guidewires. This study 

confirmed the safety and feasibility of 

the laser guidewire procedure. 

21 



L\lTRODVCTlON AND OVERVIEW OF TIU: 1HL~ISl 

Although the results of the registries 

described in the previous two chapters 

suggested an advantage of the laser 

guidewire over conventional guidewires, 

this advantage was not sustained in the 

randomized TOTAL trial. 

Chapter 12 

"Recanalization of chronic total coro

nary occlusions using a laser guidewire: 

long-term follow-up" provides the long

term follow-up (range 12 - 54 months) 

of patients with chronic total coronary 

occlusions either successfully revascu

larized (percutaneous trans luminal 

coronary angioplasty or coronary artery 

bypass surgery) or medically treated. 

There was a significant difference in the 

occurrence of serious adverse events at 

clinical follow-up in favor of those 

patients successfully revascularized. 

Chapter 13 

"Six-month outcome after excimer laser 

coronary angioplasty for diffuse in-stent 

restenosis: a single center experience" 

is a chapter in which we report patients 

who had excimer laser coronary angio

plasty for treatment of diffuse in-stent 

and discussed. Some areas for future 

research are indicated. 

Appendix 1 

"Spectranetics Catheter Advancement 

Device (CAD), a device description" is 

an industrial description of a device 

which was developed following the 

results of experiments described in 

Chapter 4. 

Appendix 2 

"Methode va or het verkrijgen van een 

homogene lichtdistributie (HLD) bij 

intravasculaire bestraling met laserlicht, 

alsmede daarbij te gebruiken laser

catheter, en werkwijze voor het ver

vaardigen daarvan" is the original text 

of the Dutch patent application no. 

9300064 concerning the concept of 

homogeneous light distribution. 
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New Aspects of Excimer Laser 
Coronary Angioplasty 

PART I 

Physical aspects of excimer laser-tissue interaction 

"Let Mm who seeks, continue seeking until he finds. When he finds, he will 
become troubled. When he becomes troubled, he will be astonislwd, and he 
will rule over the all. " 

From: The Gospel of Thomas, Nag Hammadi Library 





CHAPTER 1 

Excimer laser coronary angioplasty: 

A physical perspective to clinical results 

Jaap N. Ha1l1bllrgB1; Geert H.M. Gijsbers, 

Geed G.A.M. VerllOofstad, Jan van MarIe, 

DllCO G. van den Broecke, Clara E.E. Haneka1l1p, 

Patrick W. SeJ'I'llYs, Martin J. c. I'an Ge1l1ert 

In: Topol E, Serruys PW (ods), Current Review ofInterventional Cardiology, 
2nd edn (Philadelphia: Current Medicine, 1995); 159-172 





EXCIMER LASER CORONARY ANGIOPLASTY: 
A PHYSICAL PERSPECTIVE TO CLINICAL RESULTS 

I
t was Albert Einstein's publication 

in 1917 on the concept of stimulat~ 

ed emission of radiation, which 

eventually led to the development of 

lasers (Light Amplification by 

Stimulated Emission of Radiation},1 It 

still took 43 years before Maiman2 sue· 

ceeded in constructing tho first operat

ing Ruby laser in 1950. During the fol

lowing decade, many different typos of 

lasers were developed for a ,vide range 

of applications. The unique property of 

laser radiation, being a parallel mono

chromatic light beam, allows for local

ized energy deposition with very high 

energy densities into irradiated materi

al. It was specifically this feature that 

ultimately gave rise to the application 

of lasers in the field of medicine. 

The type of laser-tissue interaction is 

determined by the wavelength of the 

laser beam, the mode of light emission 

(continuous or pulsed), and the mode of 

application (ie, focused, defocused, or 

fiber delivery). Currently, a wide variety 

of pulsed and continuous wave lasers 

are available with wavelengths in either 

the infrared, visible, or ultraviolet range 

of the electromagnetic spectrum. As a 

result, many different types of laser-tis

sue interaction, such as thermal, photo-

chemical, photo-mechanical, photo

ablative or photo-biostimulative are 

being used for different medical appli

cations. 

LASERS IN CARDIOLOGY 

THERMAL LASERS 

In the early 1980s the first attempts 

were made to use laser energy for car

diovascular applications. Making use of 

continuous wave lasers such as the car

bon dioxide and neodymium-yag 

(infrared) or Argon laser (visible light), 

the laser was used as a thermal source 

by which intravascular devices such as 

the metal "hot tip", the "hot balloon", or 

a sapphire-tipped catheter were heated 

in order to weld or ablate atherosclerot

ic tissue. However, extensive thermal 

damage such as coagulation, vacuoliza

tion and carbonization of the en do vas

cular tissue, gave rise to poor clinical 

results and high complication ratesY 

XENON-CHLORIDE EXCllo.lER LASER 

It was only after the introduction of the 

pulsed xenon chloride (XeCI) excimer 

laser, emitting ultraviolet light at a 

wavelength of 308 nm, that laser angio

plasty established itself as a feasible 

technique for the treatment of sympto-

31 



matic coronary artery disease. The 

process of excimer laser-induced tissue 

removal was attributed to photo-chemi

cal dissociation of molecular bonds. In 

this process heat generation ·was consid

ered to be of minor importance. The 

early in vitro studies with the excimer 

laser, in which a free laser beam was 

focused through air on tissue samples, 

indeed showed very accurate removal 

of tissue without adjacent tissue 

injury.5-7 Next, the development of 

excimer lasers with long pulse duration 

allowed for coupling of the high energy 

laser bundle into flexible multifiber 

catheters.1I 

The clinical introduction of excimer 

laser coronary angioplasty (ELCA) in 

1988 was accompanied by high expecta

tions with regard to its efficacy and the 

possible reduction of angioplasty relat

ed restenosis rates. Since then, thou

sands of patients with symptomatic 

coronary artery disease have been treat

ed by means of ELCA, both in the 

United States and in Europe. 9 -15 

Although several reports have con

firmed the efficacy of ELCA, particular

ly in saphenous vein graft lesions, long 

lesions, ostial lesions, calcified 

stenoses, and unsuccessful balloon 

dilatations (so-called "alpha lesions"),ll 

reported restenosis rates vary from 42 to 

48%, thereby being quite comparable to 

rates associated with balloon angio

plasty.lO-11 ELCA related complications, 
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such as perforation, acute closure, and 

arterial wall dissection, have been 

reported as well. 12.1J The only prospec

tive randomized study of Ole immediate 

and long-term results of ELCA versus 

balloon angioplasty in long diffuse 

coronary lesions, the "MIRO trial", has 

been conducted in the Netherlands. 15 In 

this study, 308 patients with 325 type-C 

lesions were randomized to ELCA or 

conventional balloon angioplasty. In 

98% of the laser cases, laser angioplasty 

was followed by adjunctive balloon 

angioplasty. The following items were 

analyzed: procedural success, defined 

as < 50% residual stenosis at the end of 

the procedure; the net gain in minimal 

lumen diameter at 6-month follow-up 

angiography relative to the pre-proce· 

dural baseline; clinical endpoints 

(death, myocardial infarction, coronary 

artery bypass graft surgery [CABG] or 

repeat percutaneous trans luminal coro

nary angioplasty [PTCA] of the random

ized segment within six months); and 

the functional status at six months. 

Statistical analysis of these parameters 

failed to demonstrate a significant dif

ference bet'ween the two treatment 

modalities. 

These somewhat di.sappointing clinical 

results could not be explained by the 

findings of the previously mentioned 

free beam in air experiments. The phys

ical reality of ELCA, however, is a mul

tifiber catheter delivering a laser beam 
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to tissue in a liquid surrounding. 

Therefore, in an attempt to elucidate the 

mechanisms which are responsible for 

tissue removal and side effects in ELCA 

we performed in vitro experiments 

using multifiber catheters, simulating 

intravascular phenomena by using fresh 

tissue samples or tissue phantoms 

immersed in liquid. 17
•
IB Based on these 

experiments, in the next section we will 

describe physical phenomena responsi

ble for tissue removal in ELCA. As will 

be described in the third section, abla

tion with currently used multifiber 

catheters results in an incomplete 

removal of tissue at low laser energy 

densities and in severe mechanical 

damage to the adjacent vascular tissue 

at higher energy densities. In the fourth 

section, we will combino aliI' findings 

in an attempt to explain the results of 

the current clinical application of the 

excimer laser. Finally, some new tech

nical developments aimed at the reduc

tion of ELCA related vascular wall dam

age will be discussed. These techniques 

hopefuBy will lead to improved clinical 

results, making better use of the unique 

forward debulking properties of laser 

radiation. 

PHYSICAL PHENOMENA DURING ELCA 

INSOLUBLE GAS FORMATION 

Ablation of organic polymers by ultravi

olet (UV) radiation is uSlially attributed 

to photo-chemical dissociation of mole-

cular bonds by UV photons. Due to the 

absorption of photon energy, large mol

ecules are divided into smaller compo

nents. Some of these small molecules 

will be in the gaseous phase. Indeed, 

abundant gas production was seen dur

ing XeCI excimer laser tissue ablation in 

a liquid environment. IB
•
19 

GAS YIELD MEASUREMENTS 

"Ve determined tho- dependency of 

insoluble gas yield on laser pulse ener

gy density using a gas sample chamber 

baso-d on a design by Davis and co

workers.20 A sample of fresh porcine 

aorta was put on a spring to keep the 

tissue in contact with a multifiber 

catheter. The chamber was filled with 

saline. Gas production during laser 

ablation was determined from the rise 

of the Hquid level in a capillary (Figure 

1). The LAIS PC4010 (1.3-111111 diameter) 

and PC4021 (1.5-mm diameter) multi

fiber catheters were used, coupled to a 

LAIS Dymer 200+ (LA IS. Irvine. CA) 

excimer laser. The force provided by 

the spring was equivalent to 6 g for the 

PC4010 catheter and to 9 g for the 

PC4021 catheter. The ratio of the 

applied weights was equal to the ratio 

of the overall diameter of the two 

catheters, in order to exert equal pres

sures during ablation. Pulse energy den

sities were used in the range of 30 

mJ/mm 2 to 50 mJ/lllIll 2 with a pulse 

repetition rate of 20 Hz, to reflect those 
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CHAI'ITR 1 

Figure 1 Gas sample chamber. 1: Pel'spex cylinder; 2: hole; 3: Perspex cap; 4 lJnd 6: rubber rings; 
5: glass capjJJary, the rise of Ilw le\'el of liquid is proportional to the gas \'olume increase in fhe 
chamber; 7: screw caps; 8: mhTe; 9: attachment for syringe; 10: fiber or catheter; 11: ruler; 12: 
spring with table. 

laser parameters typically used in ELCA 

over the years. After, applying a maxi

mum of 120 pulses, the average gas pro

duction was determined. As shown in 

Figure 2, it is clear that an increase of 

the energy density from 30 to 60 

mJ/Illm2 resulted in an increase of the 

average gas production by a factor of 10. 

At 60 mJ/nuu 2 the gas production was 

about 0.25 ~tl per pulse per nuu2 at the 
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distal tip of the catheter. Therefore, per 

pulse approximately 0.06 pI of gas for 

the PC4010 and 0.1 III of gas for tho 

PC4021 'ivere created. For a typical 

pulse train of GO pulses, this means a 

total gas volumo of 4 pi and 6 pi, 

respectively. Since the dimnetol' of a 

single gas bubble of 4 III and 6 pi is 2 

mOl and 2.3 mm, respectively, these are 

large volumes as relatod to the size of a 
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figul"O 2 Gas production on 
porcine aortic tisslle per unit 
of light emitting area as a 
function of pulse energy densi
ty. An AIS PC4010 laser 
catheter {1.3 11l11l} and an AIS 
PC4021 laser catheter (diame
ter 1,6 mm) were used with 
forces equimlent to 6 g and 
9 g, respectively, to push the 
catheters against the tissue. 
The m/ues are determined 
at'er a complete pulse train of 
maximulll 120 pulses. The 
data are presented as Q\'erage 
± SD (11""-10). 

Energy density, mJ/mm2 

stenosed coronary artery. 

Given a gas production of 0.25 pl/mm2 

per pulse at 60 mJ/mm2, it can be calcu

lated that less than 7% of all photons 

are actually used for 

below 30 mJ/nun2• Evon at energy den

sities just above zero nuance the pro

duction of insoluble gas was observable. 

In order to determine the substance 

photo-chemical dissocia

tion. Therefore, the vast 

majority of photon energy 

is either reflected or other

wise will be transformed 

into heat. 

During ablation experi

ments we noted that in 

blood a substantial 

amount of gas was pro

duced as well (Figure 3). 

Gas formation was always 

observed, both in porcine 

aorta and in blood, and 

also at energy densities 
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Figure 3 Gas production per unit of light emitting area per 
pulse ill fresh beparinized human blood as a function of pulse 
energy density. An AIS PC4010 laser catheter (1.3 mm) and an 
AIS PC4021 laser catheter (diameter 1.6 11l111) were used. The 
data are the results of single measurements. 
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responsible for the detected gas forma~ 

lion in blood, we separated hemoglobin 

(a strong absorber in the UV spectrum) 

from the blood cell membranes. 

Although tho excimer laser light was 

strongly absorbed in this purified hemo

globin solution, no gas production 

could be measured. Howover, when the 

cell membranes wore brought in sus

pension it was observed that for a given 

energy density. gas was created in simi

lar amounts as in whole blood. From 

this we inferred that lipids. being the 

main component of cell membranes. are 

responsible for gas formation by XeGI 

excimer laser pulses. In accordance 

with this observation were the follow

iug findings. \JVhen excimer laser pulses 

'were delivered to gelatin consisting of 

30 % collagen-protein and water, there 

was an absence of gas production. 

Likewise, in a saturated solution of 

bovine thymus DNA gas formation did 

not occur. Thus, we concluded that pro~ 

teins and DNA do not contribute to gas 

formation by 30B-nm excimer laser radi

ation, and therefore play no role in the 

process of photo-chemical dissociation. 

To study the behavior of gas in a tight 

coronary artery stenosis, we simulated 

conditions during ELCA by using a tis

sue phantom. The phantom consisted of 

a polyacrylamide gel containing a high 

concentration of glycerin, a material of 

which the gas producing potential had 

previously been established. The poly- ' 
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acrylamide gel had tissue-like mechani

cal properties and was optically trans

parent, thus allowing for on-line video 

registration. A PC4021 catheter 'was 

placed perpendicular on the gel surface. 

A weight of 20 grams was added to the 

catheter to compensate for the friction 

between the gel and the catheter. Lasor 

pulses were applied with an energy 

density of 60 mJ/mm2 and a pulse repe

tition rate of 20 I-Iz. During the first sev

eral pulses a gas-filled spherical region 

was created under the catheter tip. After 

approximately 60 pulses, catheter pene

tration occurred into the space that was 

previously formed by the gas. From this 

moment we recorded continuous pene

tration until cessation of the laser pulse 

train. Due to gas formation there was a 

constant creation of space in front of the 

catheter tip. thus allowing the catheter 

to proceed. Although some gas was 

noted to escape in the liquid above the 

polyacrylamide gel, the major portion of 

it stayed around the catheter, as can be 

seen in Figure 4. Furthermore, the accu

mulation of gas was responsible for the 

creation of small radial fissures in the 

gel, alongside the catheter. If this model 

is indeed representative of phenomena 

occurring during ELCA, it suggests that 

the abundant gas formation during abla

tion mechanically dilates a stenosed 

artery, thereby facilitating the crossing 

of the lesion by the catheter. 

Consequently, this might cause a reeluc-



Figure 4 Close-up video recording of an envelope of gas produced in polyacrylamide (PAA) with 
glycerin around a PC4021 catheter delivering excillier laser pulses at 60mJ/mm2 at 20 Hz. The 
situation after approximately 1000 pulses is shoml. A u'eigllt of 20 g was added to the catheter. 
The catheter tip was at tIw bottom of the emteJope and mO\Ted steadily downward during appli
cation of the laser pulses. The other lesions in the PAA are from previous experiments. 

tion of the system's ablation efficiency, 

since the atherosclerotic material that is 

pushed aside most likely will not be 

ablated. 

FAST EXPANDING WATER VAPOR IJUHnUS 

During the process of tissue ablation the 

major part of laser energy is trans

formed into heat. Due to the short pulse 

duration a substantial increase in tem

perature is reached within a very short 

time span. This mechanism results in 

the formation of rapidly expanding and 

imploding water vapor bubbles (within 

250 lIS) after each laser pulse. \'Ve 

described fast expanding and collapsing 

water vapor bubbles that were created 

after each laser pulse in an UV absorb-
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Figure 5 Temporal dmrelop- \I ti 
mont of a jast expanding and ~ \f~\ 

collapsing water l'apal' bubble ' ,', 
created by (I xenon chloride 

{XeCI} excimer laser pulse 
delivered by a single optical 

fiber in a solution of uitlm'io
let-absorbing oxybuprocaine

HeL. Tlie vertical bar is tlie 
fiber tip, the spot of white 

light at the tip is fluorescence 
light. Tbe pulse energy was ,10 

mJ/1Il11l2. Tlie time after the 
pulse for each picture is. first 
TOW: hefore the pUlse, 0.75, 6, 

20 ps; second row: 45, 105, 
155 JIs; third TOW: 160,170, 

175, 185, 20,5 J15; fourth row: 
235,265,295,325,335 fls. 

ing medium (Figure 5),18 Likowise, Van 

Leeuwen and co-workors21 observed 

these fast expanding bubbles on porcine 

aortic tissue when XeCI excimer laser 

pulses were applied by means of a sin-
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gle fiber. 'When the fiber was allowed to 

penetrate the tissue they observed tis

sue surface elevation, which 'was attrib

uted to fast expanding bubble formation 

inside the tissue. Histology of the tissue 
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samples showed dissection of the inti

ma and media, presumably caused by 

dilatation of the fast expanding bubbles. 

Elsewhere, Van Leeuwen and co-'work· 

ersn proved that in rabbit femoral and 

iliac arteries fast expanding bubbles, 

having a maximum diameter of approxi· 

mately three times the catheter diame· 

ter, caused microsecond dilation and 

invagination of the adjacent vascular 

wall. Histologic examination showed 

extensive damage, characterized by rup

ture and abrasion of parts of the internal 

elastic lamina with extensive smooth 

muscle cell necrosis. Furthermore, red 

blood cells stained medial dissections 

that ran parallel to the arterial wall. In 

addition, these authors presume water 

vapor to be the major component of the 

fast bubbles. 

The threshold energy density for fast 

bubble formation in porcine aorta was 

found to be 20 mJ/mm2. This means 

that at energy densities in ELCA, fast 

bubble formation occurs always. Given 

the dynamics of this process, we can· 

sider the combination of the fast bubble 

and insoluble gas formation to be 

responsible for most of the above 

described collateral damage. 

EVALUATION OF TISSUE ABLATION 

EFFICIENCY AND QUALITY USING 

MULTIFIBER CAllIETERS 

In the previous section we described 

the process of excimer laser tissue abla· 

tion with the emphasis on lTV photon· 

tissue interaction. From a clinical point 

of view we were interested in the evalu· 

ation of the specific influence of multi

fiber catheter configuration on the effi

cacy and quality of ablation. ll From 

Monte Carlo computer simulations of 

photon behavior in tissue,18 it follows 

that no matter how tightly packed 

together, inevitably there is a certain 

amount of dead space bot ween fibers in 

a multifiber catheter configuration. 

Therefore, it can be expected that due to 

the configuration of the multifiber 

catheters currently used in ELCA, there 

is no light overlap between the fibers at 

the catheter-tissue interface. Further· 

more, it has been shown that light 

intensity distribution in tissue is related 

to fiber diameter. In short this means 

that by increasing the laser beam (or 

fiber) diameter, the maximum fiuence 

under the surface of irradiated tissue 

will increase as well (Figure 6). This 

mechanism is caused by the fact that 

the chance of absorption of a scattered 

photon in tissue within the diameter of 

a light bundle increases by the increase 

of the light bundle diameter. Given the 

absence of light overlap between fibers 

at the tip of a multifiber catheter, only 

the tissue directly beneath the individ

ual fibers would be ablated. 

To confirm the hypothesis of the 

increase of ablation efficiency by 

increasing fiber diameter, we compared 
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the former available LArs multifiber 

catheters PC 4021, containing 200 fibers 

of 50 11m, the PC 4020, containing 12 

fibers of 200 Pill, and a modified 

catheter 'with a single beam diameter of 

1600 11m. The modified catheter con~ 

sistod of a PC 4021 catheter with a flat 

polished distal tip and a silica window 

with a 1600 11m diameter and a 0.5~mm 

central guidewire lumen. Tho silica tip 

was used to diffuse the light coming 

from tho fibers in order to obtain a 

homogeneous 1ight distribution at the 

window-tissue interface. The window 

was fixed to tho catheter tip by means 

of a Teflon plug in the guide wire 

~ 

E 
of 
E' 
<Ii 
" c 

'" ~ u:: 

2.5 

2 

1.5 

0.5 

200 ~tm 

" 
'" 

" " 

OL\PITRl 

lumen. The laser was the LAIS 200+ 

Dimer. The catheters were vertically 

fixed in a shaft. The distal end of the 

catheter was free to be in contact with 

the tissue. The shaft moved freely in the 

vertical direction and was kept in verti

cal position by llleans of a thin wire, 

guided by pulleys and a COllnter weight. 

On a table fixed on the shaft, a weight 

of 12 grams was added to control the 

force with which the catheter was 

pushed onto the tissue. This weight was 

chosen based on previously published 

experiments.!9 The tissue was fixed on a 

holder in a glass reservoir and 

immersed in either saline or blood 

.... _---
O~-------r------~------~----~-~-==-~-~-~-~ 

Figure 6 Light distribution of 
308 nm light as a function of 
depth bela II' the central part of 
a single fiber of 50 11m in 
diameter and a single fiber of 
200 11m ill diameter as a result 
of a Monte Carlo simulation. It 
is assumed that 1 mJlmm2 is 
incident OIl the tissue . .At the 
surface tlle energy density is 
higher than the incident ener
gy density due to scattering. 
TlJis effect is more pro
nounced for the 200 JIm fiber. 

o 0.02 0.04 0.06 0.08 0.1 

Tissue depth, mm 
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(human packed cells). Fresh porcine 

aorta was used as a tissue sample. 

In order to evaluate the ablation effi~ 

dency and quality under several clini~ 

cally relevant conditions, the following 

experimental set-ups were used: a n011-

contact mode, in which tho cathetor tip 

was positioned 0.5 nUll above tho tissue 

surface during ablation; a contact modo, 

in which a weight was added to the 

cathoter to ensure a continuous pres

suro of the catheter tip on the tissue 

1100 o 1.6mmS Hz 

1000 ~ 1.6mmlOHz 

o 209x50~lm 
900 III 12 x 200 Ilm 

800 

700 
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"-
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600 
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0 

400 
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200 

100 

0 

7.5 mJ/mnl 

during ablation. 

The craters were made delivering 40 

pulses with energy densities of 30 

mJ/mm2 (total energy per pulse:::: 12.5 

m]) or 60 mJ/mm2 (total energy per pulse 

:::: 25 m]). Pulse frequencies were 5 and 20 

Hz. Since blood is known to be a strong 

absorber at 308 llll, all experiments were 

performed both in saline and in a blood 

environment. For each setting of parame

tors tell craters were made. For statistical 

analysis wo used a X2 test. 

Contact/saline 

Figul"C 7 A\remge crater depths in porcine aoria after 40 xenon clllolide (XeCl) excimer laser 
pulses using different catheters in contact with the tissue. A weight of 12 g was added to the 
catheters. The tissue was immersed in saline. The catheters used were the [dllS PC4020 (consist~ 
ing of 12x200 pm fibers), the LA1S PC4021 (consisting of 200x50 pm fibers), and a modified 
mtheter hmring a homogenized light distribution o\'er a diameter of 1.6 mm. The bars indicate 
the Qlrerage values, the SD is indicated by the thin bars {n=10j. 
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"Ve assessed crater depth, morphology, 

thermal, and mechanical damage by light 

and electron microscopy. The crater 

depths (mean ± SD) for tho PC4020, tho 

PC 4021, and the modified multifiber 

catheter are given in Figures 7 through 9. 

As can be appreciated from the results, 

the ablation efficiency of the convention

al multifiber catheters increased by 

300 
D200xSOllnl 

m3 12 x 200 11m 

250 

200 

E 
"-

t 150 
w 

0 

100 

50 

0 

30 mllmnl, 5Hz 

CHAf'H-R 1 

tact with the tissue (p<O.OOOl). Likewise, 

the ablation efficiency increased consid

erably when the catheter was in contact 

with the tissue as compared to the non

contact mode (1'<0,0001), The histology 

of the 50-11 fibor catheters in the noncon

tact mode revealed a picture which more 

resembles superficial erosion than real 

crater formation. 

Noncootact/saline 

60 mllmnl, 5Hz 60 mllmnl, 20Hz· 

Figure 8 A verage crater dept1!s in porcine aorta after 40 xenon chloride (XeCI) excimer laser 
pulses using different catheters positioned 0.5 111111 above the tissue. The tissue n'as immersed in 
saline. The catheters used were the LAIS PG4020 (consisting of 12x200 11m fibers) and the LAIS 
PC4021 (consisting of 200x50 11m fibers). The bars indicate the average values, the SD is indicat
ed by the thin bars (n=10). 

increasing the fluence (p<O.OOOl). As 

can be seen in Figure 7. the pulse repeti

tion rate had a significant influence on 

the ablation efficiency as well, but only 

when the tip of the catheter was in con-
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Striking was the absence of tissue abla

tion in the noncontact mode in blood, 

even at a fluence of 60 mJ/mm2 for both 

types of catheters. Figure 9 shows the 

results of ablation in a blood environ-
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Figure 9 Average crater depths in porcine aorta after 40 xen01l chloride (Xeel) excimer laser 
pulses using different catheters in contact with the tissue. A tl'eigllt of 12 g was added to the 
catheters. The tissue was immersed in blood (human packed cells), The catlieters llsed were the 
LAIS PC4020 {consisting of 12x200 pm fibers} and the L£11S PC4021 {consisting of 200;(50 pIlI 
fibers}, The bars indicate the Q\'emge \'nlues, the SD is indicated by the thin bars (11==-10). 

ment, with the catheter tip being in con

tact with the tissue sample. From these 

results it can be appreciated that even 

when the catheter during ablation is 

pressed against the tissue, the absorp

tion of 308 nm in hemoglobin still 

results in a significant reduction of the 

ablation efficiency as compared with 

the experiments in saline (p<O.OOOl). 

To validate the Monte Carlo computer 

simulations, we analyzed crater depth 

for any given set of parameters, compar

ing the 50-1' fiber with the 200-11 fiber 

catheter. As predicted Ly the Monte 

Carlo computer simulations, the 200-}l 

fiber craters were always deeper und~r 

all circumstances (p<O.OOOl), with the 

exception of the experiments at 60 

mJ/mm2, 20 Hz (p=0.38). Figures 10 and 

11 show typical examples of crater for

mation at a low fluence. As it shows, 

part of the tissue in front of the catheter 

tip is not illuminated and therefore not 

ablated (the "Swiss cheese phenome

non"). The nonablated tissue or "tissue 

bridges", prevented a continuous 

catheter advancement through the tis

sue. As can be seen in Figure 12, abla-
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Figure 10 Scanning electron 
microscopy of an ablation 

lesion in porcine aorta made 
by 40 xenon chloride (XeCl) 

excimer laser pulses delil'ered 
by a LA18 PC4021 catheter 

(200x50 11m fibers) in contact 
with the tissue. The pulse 

energy density was 30 
mJ/11Im2. Note the strands of 
unablated tissue and a circu~ 

lar area of endothelial damage 
sunnunding the area of abla

tion. 

Figure 11 Scanning electron 
microscopy of an ablation 

lesion in porcine aorta 
made by 40 xenon c!JJoride 
(XeCl) excimer laser pulses 

delivered by a LAIS PC4020 
catheter (12x200 11111 fibers) 

in contact with the tissue. 
The pulse energy density 

was 30 111/11111112. Again, 
there is no qblation of tissue 

bein'een the indiiTidual 
fibers, and a circular area of 

endothelial damage is pre~ 
sent. 

lion at a high fluence resulted in a more 

thorough removal of tissue. However, 

this invariably gave rise to extensive 

circumferential damage of the sur-
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rOlmding endothelium. 

In Figure 13 ,ve see a light microscopic 

detail of a crater wall showing an 

absence of cell nuclei and a confluent 
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aspect of the collagen fibers. These 

microscopic findings are generally con~ 

sidered to be a reflection of thermal 

injury, 

Figure 12 Scanning electron 
microscopy of an ablation 
lesion in porcine aorla mode 
by 40 xenon chloride (XeCl) 
excimer laser pulses delivered 
by a LAIS PC4021 catlieter 
(200x50 pIll fibers) in contact 
witli I1lB tissue. Tlie pulse 
energy density was 60 mJlmm2, 
A deep ablation crater is made 
without residual unablated tis
sue. However, a larger zone of 
endothelial damage is created 
t!Jan is present around 1118 

lesions made at 30 mj/mm2. 
Tile bright spot in tllB center of 
Ihe lesion is due 10 absence of 
a sputtered gold layer needed 
to prel'enl the build-up of elec
trostatic charge. 

Figure 13 Light microscopic 
detail of an ablation crater 
wall made in porcine aorta by 
40 xenon chloride (XeCl) 
excimer laser pulses deJil'ered 
by a LATS PC4021 catheter 
(200x50 p111 fibers) in contact 
with the tissue. The pulse 
energy density was 60 mJ/mm2, 
Along the crater edge (1n 

absence of cell nuclei and 
melting of collagen fibers can 
be absenTed, which indicates 
thermal injllJ)'. 

To assess the possible further increaso 

in ablation efficiency by an additional 

enlargement of the beam diameter and a 

reduction of the dead space at the 
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catheter tip, the effects of the modified 

multifiber catheter in porcine aorta 

were compared with standard multi~ 

fiber catheters. The same laser pulse 

energies (12.5 m] and 25 ill], respective

ly) were used. The active ablating sur

face was calculated to he 0.38 mm2 for 

the PC 4020,0.39 mm2 for tho PC 4021, 

and 1.8 mm2 for the modified catheter. 

The crater depths resulting from abla

tion with the modified multifiber 

catheter are given in Figure 7. The 

results show that the ablation depths at 

an energy density of 7.5 mJ/mm2 for the 

modified multifiber catheter were a fac

tor three to six larger than for the PC4021 

at an energy density of 30 m}/ullu2, 

Contrary to the standard multifiber 

catheters that produced different clus

tors of separate craters according to 

their design with ragged crater walls 

and extensive damage to the surround

ing endothelium, the modified multi

fiber catheter produced singlo smooth 

craters. In accordance with the Oleory of 

an increase of ablation efficiency by 

increasing the beam diameter, the aver

age ablation efficiency further increased 

using the modified catheter. 

Surprisingly, no damage to the sur

rounding endothelium was seen (Fig 

14a, 14b). In addition, electron micro

scopic signs of thermal damage sHch as 

carbonization or melting of collagen 

fibers in the crater wall were absent 

when H modified multifiber catheter 
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with a homogeneous light distribution 

was used. Thus, we concluded that 

homogeneous light distribution not 

only improves ablation efficacy, but 

also reduces damage to tho adjacent 

vascular tissue. 

DISCUSSION 

In the late 1980s the XeCI excimor lasor 

was introducod in tho arena of intorvon

tional cardiology as a nOll thermal for

ward debulking device. It came with the 

promise of smooth ablation and subse

quently, lower restenosis rates. All 

these promises and hopes were mostly 

based on experiments with a free laser 

beam focused on tissue samples in air. 

Based on the above described experi

ments 'with multifiber catheters on tis

sues and tissue phantoms immersed in 

saline and blood, we obtained more 

insight in the mechanisms of excimer 

laser-induced tissue removal during 

ELCA. 

Two different physical mechanisms 

were shown to he responsible for the 

ablation of vascular tissue with the cur

rent multifiber catheters. These mecha

nisms are, first, non thermal UV-light 

induced dissociation of molecules and, 

second, the thermal process of water 

vaporization. The described physical 

phenomena imply that tissue removal 

rosults from the disruption of tissue by 

gas and water vapor formation. The 

debris consisting of tissue remnants and 



Figure 14.A, Scanning electron microscopy of an ablation lesion in porcine aorta made by 
40 xenon chloride (XeGI) excimer laser pulses delil'ered by a modified LAIS PG4021 wtheter 
in contact with the tisslle. Throllgb this modification the light distriblltion incident ali the 
tissue was llOmogeni7.ed. The plllse energy density was 7.5 mJlmm2. The central part is 
IInablaled tissue due to a Teflon plug llsed fa mcc/wnica//y attach the silica window on a 
LilIS PG4021 calheter. H, Detail of the lesion sbml7l in A. Nole the intact endothelial ce//s 
up to the crater edge. 
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wator is subsoquontly forced away by 

both the fast bubble and accumulated 

gas. In ELCA, those phenomena will 

occur in narrowed arteries. In contrast 

to balloon angioplasty, atherosclorotic 

plaque will be removed. However, it 

can be envisaged that especially in tight 

lesions part of the plaque will not be 

ablated, but be pushed aside by the 

accumulating nondissoluble gas. Tho 

fact that in ELCA the post-ELCA lumi

nal diameter is usually smaller than the 

diameter of the catheter, is consistent 

with this hypothesis. 1O 

From light and electron microscopic 

evaluation of ablation with the multi

fiber catheters it followed that complete 

removal of tissue at low fluences 'was 

prevented by a substantial amount of 

dead space at the catheter tip. Tissue 

present at the location of dead space 

between the individual fibers was not 

removed, resulting in the occurrence of 

so called "tissue bridging". Subsequently, 

the cathotor movement into the tissue 

was halted by these tissue remnants. 

Indeed, it was also the clinical experi

ence that fluences of 30 to 45 mJ/mm2 

'were not sufficient to obtain an efficient 

debulking, especially in type C lesions. 

Only by increasing the fluence to values 

of 50 mJ/mm2 and up Gould most 

lesions effectively be crossed. I-Iowovor, 

an increaso of fiuonce does not result in 

light overlap between individual fibers. 

Therefore, the mechanism of successful 
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crossing in this setting is not as much 

an increase in tissue ablation but an 

increase of the size and the mechanical 

impact of the 'water vapor bubble and a 

sharp increase in the production of 

insoluble gas. As was discussed, at 

those fIuences currently usod for ELCA, 

the dynamics of the wator vapor bubble 

and accuIllulating indissoluble gas are 

large enough to remove mechanically 

any nonablated tissue. As a result, the 

ablation at high fiuences led to exton

sive collateral vessel wall damage. 

Subsequently. removal of tissue by the 

mochanical impact of both the water 

vapor bubble and accumulating inclis

soluble gas is probably responsible for 

most of the clinically reported compli

cations, such as dissection and pOl-fora

tion. 

From the above described experiments we 

may conclude that ablation is more effi

cient when the tip of the catheter is in 

contact with the tissue, exerting a certain 

alllount of pressure. Furthermore, tho 

ablation will be more efficient, and less 

damaging to the surrounding arterial 'wall 

when the blood interface between the 

catheter tip and the tissue is effectively 

removed. n Clinically this could be 

achieved by flushing the coronary artery 

with saline during the laser procedure. 

Tho finding that with a 0.5-mm blood 

interface even at a fluence of 60 mJ/llllu2 

no ablation occurred contradicts the so

called "Moses-effect" as described by 
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Isner and coworkers.2~ From the abla

tion rates as deducted from the results 

in the previous section, it is clear that 

tissue is ablated at a rate of approxi

mately 0.5 mm per second. Therefore, 

only a slow pass of the catheter through 

the coronary artery can be effecti ve. 

Any attempt to make a "fast pass" will 

probably only lead to a manual dotter

ing of the lesion, thereby increasing the 

chance of dissection formation. 

Based on Monte Carlo computer simula

tions of light distribution in tissue, we 

expected an increase of ablation effi

ciency by increasing the laser beam 

diameter. Measuring crater depth result

ing from individual fiber activity this 

hypothesis was verified by comparing 

200-11 fiber catheters with 50-~1 fiber 

catheters. Except for the "in contact I 
saline" measurements at 60 mJ/mm2 the 

difference in crater depth, and thereby 

ablation efficiency, was highly signifi

cant in favor of the catheter with the 

larger fiber diameter. The absence of a 

significant difference at maximum flu

ence and repetition rate during in con

tact ablation, is possibly caused by the 

fact that at these parameters the size of 

Ihe fasl bubble is large enough 10 be 

responsible for most of the tissue removal, 

thereby masking any other phenome

non. By using the modified multifiber 

cathetor, having a homogeneous light 

distribution with a beam diameter of 

1600 llm, a further increase of the abla-

lion efficiency could be obtained. 

Besides the Monte Carlo effect, this can 

also be contributed to tho absence of 

dead space at the catheter tip. The fact 

that the laser pulse energy was kept at 

the same lovel for experiments with the 

modified multifiber catheters, but the 

ablative surface of this catheter was 

much larger, tho resulting energy densi

ty at the tip of this catheter was much 

lower. Nevertheless, with a homoge

neous light distribution at a fluence of 

7.5 mJ/mm2, the crater depth increased 

by more than a factor of six compared 

with the conventional multifiber 

catheter at 30 mJ/nlln2. Since ablation 

with tho modified catheter occurred at a 

fluence well below the throshold for 

fast bubble formation, no collateral 

damage to the surrounding endothelium 

was seen. 

Another approach to the reduction of 

collateral damage is the concept of 

"Multiplexing" (Spectranetics, Colorado 

Springs, Colorado), or SELCA ("smooth 

excimer laser coronary angioplasty", 

MadoIas, Munich, Germany). By selec

tive activation of catheter sections, a 

significant reduction of energy per 

pulse can be achieved at the same flu

ence levels. Thereby the ovorall size of 

the fast expanding and collapsing water 

vapor bubble is reduced. This technical 

option for a possible improvement of 

the ablation quality, is currently under 

investigation at our laboratories. 
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In conclusion, a model was presented 

for the ablation of vascular tissue with 

the XeCI excimer laser, In this model, 

ablation is based on insoluble gas for~ 

mation due to photo-chemical dissocia~ 

tion of lipids and water vapor formation 

due to photon energy conversion into 

heat. 'Ne have shown that with the 

design of current multifiber catheters 

these phenomena are a necessary evil 

for an efficient recanalization of a diseased 

coronary artery. In our opinion, the 

mechanical interaction with the arterial 

wall of water vapor bubbles and insolu

ble gas explains both the effectivit), and 

the complications seen during ELCA, 

The initial experiments with a modified 

laser catheter with a homogeneous light 

distribution indicate that vascular tis~ 

sue indeed can effectively be removed 

by excimer laser at energy densities 

below the threshold for water vapor 

bubble formation. Hopefully. the further 

development and evaluation of this new 

technique will improve the clinical 

results of ELCA, which is potentially 

still the only true forward debulking 

technique available in coronary angio

plasty. 
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METHOD FOR THE ASSESSMENT OF ABLATION PERFORMANCE: 
A NOVEL TECHNIQUE FOR DIRECT EVALUATION OF 

IN VITRO EXCIMER LASER TISSUE ABLATION 

ABSTRACT 

Background-Light microscopy (LM) 

forms an integral part of in vitro evalua

tion of laser-tissue interaction. 

However, LM - and the making of LM 

preparations - is in general a time con

suming and costly affair. Direct 

Microscopy (DM) was designed as a rel

atively quick and less costly alternative 

method for the direct evaluation of 

excimer laser-tissue interaction. 

Methods and Results-Using a XeCl 30B 

nm excimer laser and standard 1.7 mm 

coronary laser catheters, ablation craters 

were made in porcine aortic tissue sam

ples. Images were visualized and digi

tally sampled using a color CCD video 

camera mounted on a microscope, and 

stored on CD-ROM for off-line analysis. 

Crater dimensions (in number of pixels) 

were assessed using standard image 

processing software. Following fixation 

in 10 % formalin, ablation craters ·were 

cut in the medial plane. One series of 

crater halves were prepared for stan

dard LM reference, while the opposite 

halves were immersed in a toluidin

blue solution and repositioned under 

the microscope. v~re defined six items 

related to ablation efficacy (quantitative 

assessment) and seven items related to 

collateral tissue damage (semi-quantita

tive scale; 0 = absence of an item, 2 = 

worst case). To test the relative accu

racy of DM vs. LM, randomly chosen 

craters were analyzed by an indepen

dent reviewer who was blinded for the 

experimental parameters of crater for

mation. The concordance for presence 

or absence of a phenomenon was: false 

positive 2.5%, false negative 5% (DM 

vs. LM, intra-observer concordance of 

92.5%, Cohen's Kappa=0.68, 95% 

Confidence Interval 0.35-1.02). When 

the presence of a phenomenon was 

specified (the "severity score"), the con

cordance was 70% (Cohen's Kappa::::0,43, 

95% Confidence Interval 0.23-0.63). 

Conclusion-Although LM remains the 

"golden standard" these results justify 

the use of DM as a routine technique for 

rapid evaluation of large quantities of 

tissue samples in the setting of applied 

research, 
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xcimer laser coronary angio

plasty (ELCA) was introduced E in 19S7,1 Since, several studies 

have been published reporting on the 

clinical benefits and complications of 

this treatment modality.H As the 

removal of atherosclerotic plaque 'was 

originally attributed to photochemical 

dissociation of illuminated tissue only,' 

later publications stressed the impor

tance of explosive tissue 'water vapor

ization as an essential part of the abla

tion process. 6,7 It transpired that the 

very nature of this ablation process was 

not only responsible for the effective

ness of ELCA, but also for its complica

tions. 8
,g Previously, we described the 

influence of catheter configuration and 

various laser parameters on the efficacy 

and quality of in vitro laser tissue abla

tion.7'IO·U The evaluation of these vari

ables and their impact on tissue abla-

Figure 1 Tissue 
holder. The tisue 

samples H'ere posi
tioned between the 
upper and the bot-

tom part. A laser 
catheter was posi

tioned perpendicu
larly all the tissue 

through the m'al 
opening in the 

upper part of the tis
sue holder, The 

channels in ilw bot
tom part allowed for 

unhampered pro-
gression of the 

catheter after perfo
ration of the tissue 

sample. 
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tion invariably involves the assessment 

of large quantities of tissue samples on 

a routine basis. Standard methods for in 

vitro evaluation include histology for 

light microscopy (LM) and scanning- or 

transmission electron microscopy.5-7.13-18 

However, these methods are both costly 

and time consuming. Therefore, we 

developed a new, less elaborate and less 

expensive method for assessment of 

ablation performance (MAAP). The pur

pose of this paper is to describe this 

practical tool in the evaluation of 

excimer laser tissue interaction. 

METHODS 

eRA TER FORllL\ TION 

All experiments were performed using 

fresh thoracic porcine aortic tissue sam

ples. Any loose connective tissue 

attached to the adventitia was removed 

using tweezers and a pair of surgical 
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scissors. The aorta was cut in segments 

of approximately 5 em length. These 

segments were then cut lengthwise, 

spread open with the intima facing 

upwards and placed in a tissue holder 

(Fig 1). The tissue holder was posi

tioned in a container, and immersed in 

saline (0.9% NaCl). The proximal part 

of a standard 0.014" coronary guidewire 

was cut in 10 segments of approximate

ly 5 em each. Subsequently, tissue sam

ples 'were pierced with these guide wire 

segments. Excimer laser multifiber 

catheters (Spectranetics Inc, USA) "were 

connected to a Spectranetics CVX-300 

XeCI-excimer laser system, emitting 

ultra violet light at a wavelength of 308 

nm. The catheters were positioned in a 

specially designed set-up that allowed 

for a stabile perpendicular position of 

the catheter tip on the tissue sample 

(Fig 2). The proximal part of the 0.014" 

guidewire was inserted in the distal 

guidewire lumen after which the laser 

catheter was placed in a perpendicular 

position on the aorta intima. 

Penetration of UlO catheter into the tis

sue during laser activation was con

trolled by means of a weight, placed on 

a shaft weight table. This experimental 

set-up has previously been described in 

detail.ll For the purpose of statistical 

analysis, 10 ablation craters were made 

for each set of laser parameters. 

IMAGE PROCESSING 

The samples were observed using a 

microscope (Olympus BH-2) and 

NeoPlan 5x objective and visualized 

using a color CCD video camera (Sony 

DXC-151P) mounted on the microscope. 

Images 'were sampled in a PC using a 

laser catheter 

weights 
weight 

saline 

Figure 2 Set-up for laser tissue ablation at a constant 
pressure. A laser catheter was mounted in a shaft that 
couid lJlOl'e freely in vertical direction. Weights were 
added to the shaft to control the pressure of the 
catheter on the tissue. 
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length 

.Figure 3 Example of an unfixed microscopic crater top view, TIle left image is tlre unprocessed 
image; the right image indicates tlre width and length of the crater and the crater contollr that 
was llsed to determine the crater cross-sectional area. 

frame grabber (Iris video digitizer, 

Inside Technology, The Netherlands). 

Twenty-four bit RGB pictures of 768 x 

574 pixol size were obtained in which 

296 pixels corresponded to 1 mm of 

physical length. Dimensions in number 

of pixels were assessed using standard 

image processing software (Adobe 

Photoshop 4.0, Adobe Systems, USA). 

Finally, the images were stored on CD

ROM for off-line data analysis. 

TISSUE SAMPLE PREPARATION 

Immediately following the creation of 

ablation craters, the catheter was 

pulled-back and the tissue sample was 

removed from the holder. The tissue 

samples were placed on a microscopy 

glass slide. Excess saline was gently 

removed using an absorbing tissue after 

which the slide was positioned on the 

stage of a microscope. As the samples 
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were too thick to allow for illumination 

from below, they were illuminated from 

above lIsing a fiboroptic bundle halogen 

light sourco (Schott KL 1500, Germany). 

The light bundle was adjusted such that 

it was incident under a grazing angle. 

Using the microscope mounted CCD 

video camera, images were taken from 

the crater top circumference to measure 

the crater length, width and cross-sec

tional area as indicated in Figure 3. 

Then, the tissue samples were fixed in 

10 % formalin (aqueous solution of 

formaldehyde) at room temperature, for 

a 24 hour period. Following fixation. 

the tissue was rinsed with distilled 

water to remove any formaldehyde 

remains. "VUh the ablation craters fac

ing upwards, the samples were placed 

on papor tissue sheets providing a suit

able support. The -craters were cut in 

the medial plane into two halves using 
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a scalpel no. 15 (Swann-Morton. UK) 

(Fig 4). Subsequently, the crater halves 

were removed from the aortic tissue 

sample. leaving a tissue rim of approxi

mately 2 millimeters. In order to reduce 

the chance of making cutting artifacts. a 

new scalpel was used for every 10 

craters. To assess the accuracy of MAAP 

as comparod to standard histological 

techniques, one series of crater halves 

(randomly selected) 'were imbedded in 

paraffin. These tissue samples were cut 

in 4 mm slides and stained with a 

hematoxylin-eosin dye for light micro

scopic reference. The remaining series 

of crater halves (or "direct microscopic 

samples (DM)") were immersed in a 

Figure 4 Tissue 
preparation for 
Direct Microscopy. A 
fixed ablation crater 
wa:> Gut in half by a 
scalpel. The ill'O 

lwl\res were colored 
by a Toluidin-Blue 
solution and subse
quentlyobserved 
1m del' a microscope 
as indicated in the 
bottom drawing. A 
light beam from a 
fjberoptic, halogen 
light source (Schott 
KL 1500, GermallY), 
jJluminated the 
hahres. 

toluidin-blue solution for approximate

ly 10 seconds in order to enhance con

trast. The colored halves were reposi

tioned under the microscope (Fig 4). In 

order to obtain sharp images of all parts 

of the sample. the cutting plane of the 

samples was placed parallel to the 

microscope stage. As drying of the tis

sue samples could potentially cause 

some tissue shrinkage. images were 

taken immediately after coloring. As the 

average tissue shrinkage due to forma

lin-fixation was measured to be less 

than 2%. this was not considered to be 

a relevant cause of artifact (Table 1). 
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TABLE 1. Tissue crimp due to fixation in formalin 

Crater length before Length after change width before 

fixing (Pix) Fixing (pix) % fixing (pix) 

240601 302 JIJ 3.6 230 

240602 360 354 ·1.7 290 

240631 350 3J9 -3.1 282 

240638 388 377 ·2.8 298 

250611 423 458 8.3 349 

250615 421 434 3.1 342 

Average 1.2 

MICROSCOPIC EVALUATION 

The ablation craters were analyzed 'with 

regard to the efficiency of tissue 

removal and the extent of collateral 

mechanical damage. These two groups 

were subdivided in six items related to 

the quantification of tissue removal 

(including the length, width, and crater 

area mentioned above) and seven items 

related to collateral tissue danlage. The 

c: diameter device )I 

Width after change aJ'e-a before aJ'eaafter change 

Fixing (pix) % fLxing (pix) fixing (pix) % 

221 -3.5 51200 51600 0.8 

303 4.5 71900 72100 0.3 

257 -8.9 79000 69000 -12.7 

297 ·OJ 90600 85800 ·5.3 

350 OJ 113800 125300 10.1 

344 0.6 115000 115800 0.7 

-1.2 -1.0 

item characteristics are schematically 

depicted in Figures 5 and 6. The items 

of the first group were Illeasured in pix

els (quantitative assessment) and the 

items of the second group were deter

mined semi-quantitatively. For this pur

pose we used a scale from 0 to 2, with 0 

being the absence of a given item and 2 

its maximum appearance (worst case). It 

Figure 5 Using Direct Microscopy, the upper diameter, the bottom diameter and the craieI' depth 
were determined and compared with the diameter of the laser catheter device. 
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Straight hole, no observable 
mechanIcal damage 

Torn appearance; 
0: absence 
1: a few tears (1-3) 
2: many (>3) 

Teardeplh: 
0; absence 
1: depth < 1/2 hole diameter 
2; depth> 1/2 hole diameter 

Vacuole depth (distance to crater wall) 
0: absence 
1; depth < 112 hole diameter 
2: depth> 1/2 hole diameter 

Lobe presence: 
0: absence 
1: a lobe upto in hole diameter 
2: a lobe larger than 112 hole diameter 

Tear width: 
0: absence 
1: clear1y presenUnot very large 
2: large 

Vacuole amount: 
0: absence 
1: a few (1-5) 
2; many (>5) 

Pressed appearance: 
0: fibers straight 
1: fiber ends pressed tess than 4Sdeg. 
2: fiber ends pressed between 45 and 90 deg. 

Figure 6 The scores of different tissue damage characteristics, schematically depicted. 
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must be noted that "tear width" and 

"tear depth" were not independent from 

"torn appearance", just as "vacuole 

depth" was not independent from "vac

uole presence" (Fig 6), 

MAAP EVALUATION 

To test the relative accuracy of the 

MAAP method, ten craters (both DM 

samples and their LM counterparts) 

were randomly chosen. Examples are 

Figure 7 Example of Direct Microscopy 
(upper image) and corresponding Light 
Microscopy (bottom image) of a Jaser abla
tion crater. TIw intact adventitia indicated 
that the laser catheter had not pBIforated 
the fissue samples (porcine aorta). 
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shown in Figures 7 and 8, Subsequently, 

an independent reviewer (*) who was 

blinded to the experimental parameters 

of crater formation, analyzed the sam~ 

pIes. Also, the order in 'which the samw 

pIes were revie'i\'ed was such that the 

laser parameters for any LM preparation 

did not correspond with the laser paraw 

meters of the ensuing DM preparation, 

in order to avoid any bias. 

Figure 8 Example of Direct l\-JiCroscopy 
(upper image) and cOlTesponding Lig!Jt 
Microscopy (bottom image) of a laser abla
tion crater. The laser catheter perforated the 
tissue samples, causillg extensive collateral 
damage. Nole the presence of lobes, tears, 
vacuoles, and pressed fibers. 



}'IETIlOD FOR TIlE ASSESS~fD,rr OF AIlLATIO~ PERfOlL\Lt. ... a: ,\ 1'0\'£1. TE(H~lQ11~; FO!( vlncr !-.VAl.\JA'lI()~ Of IN VI 11(0 FXtlMIR L\SER TI~~trl: AtIL\TIO~ 

TADLE2A. 

DMILM 

Frequency + - Tolal 

+ 33 I 34 

- 2 4 6 

Tolal 35 5 40 

Kappa=O.68, 95% Confidence Interval 0.35-1.02 

DM= direct microscopy, LM= light microscopy 

STATISTICAl. ANAI.YSIS 

The results are presented in a 2 x 2 and a 

3 x 3 table. A Cohon's Kappa coefficient 

was calculated to determine the level of 

agreement between the two evaluation 

methods. 

RESULTS 

The average time needed for tissue prepa

ration, image acquisition and microscop

ic assessment of a crater was approxi

mately 4 minutes. The results of the LM 

and DM evaluation are given in Tables 

2A and B. Comparing both assessment 

techniques we first calculated the concor

dance for presence or absence of a given 

phenomenon using the results of LM as 

the "golden standard". The results were: 

false positive 2.5%, false nogative 5% 

(DM vs. LM, intra-observer concordance 

of 92.5%, Kappa=0.6B, 95% CI 0.35-1.02, 

Table 2AJ. When the presence of a phe

nomenon was further specified (the 

"severity score"), the concordance was 

TABLE2B. 

DMILM 

Frequency 0 1 2 Total 

0 4 2 0 6 

1 I II 13 25 

2 0 5 34 39 

Total 5 18 47 70 

Kappa=0,43, 95% Confidence Interval 0.23-0.63 

DM= direct microscopy, LM= light microscopy 

70% (Kappa=0.43, 95% CI 0.23-0.63, 

Table 2BJ. 

DISCUSSION 

The aim of the proposed method was to 

allow for a relatively quick and low-cost 

assessment of in vitro excimer laser 

ablation efficiency and laser induced 

mechanical trauma of vascular tissues. 

In addition, the digital storing of images 

using MAAP allowed for off-line anal)'

sis of histology data. Notwithstanding 

the so advantages, it was by no means 

the intention to roplace light 

microscopy as the golden standard. 

Besides the possible advantages, a few 

limitations of MAAP were noted. First, 

MAAP provides information about one 

single plane only. Also, the resolution 

of this system is approximately 3 

micron, while the resolution of LlvI is 

approximately 1 micron. Finally, tho 

number of tissue samples evaluated for 
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this roport was limited to a set of ten 

craters (Le. ten sets of different laser 

parameters) only. However, we believe 

that an intra-observer concordance of 

93% was sufficiently high to justify the 

use of MAAP as a routine technique for 

rapid evaluation of large quantities of 

tissue samples in the setting of applied 

research. 
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THE USEFULNESS OF SLOW-SPEED AUTOMATED 
CATHETER ADVANCEMENT FOR OPTIMIZATION OF 

EXClMER LASER-TISSUE DEBULKING 

ABSTRACT 

Background-Clinical studies have thus 

far failed to prove the long-term advan

tage of excimer laser coronary angio

plasty (ELCA) over PTCA alone. The 

efficacy of ELCA depends on the choice 

of laser parameters, the amount of pres

sure the catheter exerts on the lesion 

and the speed of cathoter advancement. 

As these parameters are operator depen

dent, we tried to objectively define the 

relevance of each of these variables. 

Methods and Results-A CVX-300 XeCI 

excimcr las~r (308 nm, 200 TIS, 25 Hz) 

and standard 1.7 mm multifiber 

catLelors (Spectranotics. USA) were 

used to ablate craters in fresh porcino 

aortic tissue. Experiments were per

formed in a pressure driven advance

mont mode (PDA, weights of 12-36 

grams. duration of 30 seconds) or a 

speed driven advancement mode (SOA, 

predefined catheter travel of 1.7 mm, 

speeds of 0.06-0.51 mm/s). Tissue 

vaporization was monitored using high

speed videography. The insoluble gas 

production and temperature increase 

were measured on-line. Direct 

microscopy was used to measure the 

ablation efficacy and the surrounding 

tissue damage. In PDA. tho ablation effi

cacy was inversely related to the 

amount of pressure applied and in SDA 

inversely related to catheter advance

ment speed. Tissue tearing ,vas related 

to tissue vaporization, "while vacuoliza

tion of the tissue seemed related to 

accumulation of insoluble gas. 

Parameters for optimal ablation efficacy 

(SDA. 60 mJ/lll1ll2 - 0.06 mm/s) resulted 

in the least tissue damage as ·well. In 

SDA at 60 mJ/mm 2 , the gas yield 

increased by a factor of seven when 

decreasing catheter speed to 0.06 mrnls 

(74 ± 9 ItI). The maximum temperature 

increase above ambient was 22 ± 3 0c, 
Conclusions-In order to allow for an 

operator independent evaluation of 

optimal conditions for debulking (60 

mJ/mm2 - 0.06 mm/s) we introduce the 

concept of an automated catheter 

advancement device. However, when 

optimizing debulking conditions the 

possibility of arterial thermal damage 

and myocardial ischemia due to the 

accumulation of insoluble gas must be 

taken into account. 
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S
ince its introduction in 1988, a 

number of reports on the clini

cal experience with excimer 

laser coronary angioplasty (ELCA) have 

been published.'" In these, ELCA did 

not seom to have a long-term clinical 

advantage over percutaneous translumi

nal coronary angioplasty (PTCA) 

alone. 2 ,3.6.8 Various mechanisms have 

been suggested as an explanation for the 

absence of a sustained clinical advan

tage, such as a limited debulking capac

ity, an excess of vessel wall trauma 

andlor a relatively high late luminal 
1088.1.4.9.10-12 To better understand the 

clinical results of ELCA, a number of in 

vitro studies have boon performed to 

elucidate basic laser-tissue interactions. 

(1J.l9) Currently. it is assumed that 

excimer laser tissue removal is the 

result of tissue vaporization due to ther

mal accumulation ("fast expanding 

vapor bubbles") and photochemical dis

sociation induced formation of insolu

ble gas. It emerged that the process of 

tissue vaporization can be influenced 

by varying the amount of pressure 

exerted on the catheter tip during abla

tion. 17 Also, adjusting the advancement 

speed of the catheter during ablation '·'9 

could influence the extent of debulking. 

The efficacy of ELCA therefore, could 

be determined by the choice of laser 

parameters, the amount of pressure the 

catheter exerts on the obstructing tissue 

or the speed with which the catheter is 
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advanced through the lesion. As those 

parameters are intrinsically operator 

dependent, we tried to objectify the rel

evance of each of these variables sepa

rately. For this purpose, the in vitro 

debulking capacity of a standard 1.7 nun 

ELCA catheter was investigated using 

two different experimental modes. The 

results of a "pressure driven advance

ment" (PDA) mode, in which during the 

application of laser pulses a constant 

weight was applied on the catheter, 

were compared with the results of a 

"speed driven advancement" (SDA) 

mode, in which a constant speed was 

applied to the catheter. Finally, to allow 

for an operator independent clinical 

evaluation of these in ~'itro results, we 

sug-gest the introduction of an "auto

mated catheter advancement device 

(AcAD)". 

METHODS 

LASER AND LASER CATHETER 

The laser was a CVX-300 XeCI excimer 

laser (Spectranetics Inc, Colorado 

Springs, CO) emitting ultraviolet light at 

a wavelength of 308 nm with a pulse 

duration of approximately 200 TIS. For 

all experiments the pulse repetition rate 

was 25 Hz. A standard multifiber 

catheter (Vitesse-C 1.7 mm, Spectranetics 

Inc.) was used. The catheter contained 

135 silica fibers of6l-llm diameter, con

centrically distributed around a central 

guide wire lumen. The catheter outer 
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diameter was 1.62 ± 0.03 mm; the (liam

eter of the outer rim of the fiber bundle 

was 1.29 ± 0.05 mm. The outer diameter 

of the guide wire channel was 0.52 ± 

0.03 mm. The effective light emitting 

area was 0.39 ± 0.03 mm2 • The energy 

density used was 45 mJ/mm 2 or 

60 mJ/mm2. Vve chose theso values 

based on earlier observations. suggest

ing that ablation at energy densities 

bolow 45 mJ/mm2 was negligible, while 

60 mJ/mm2 is currently the clinically 

recommended maximum for this type of 

catheter. 

TISSUE SAMPLES 

Laser ablation lesions (henceforward 

called "craters") were made in fresh 

porcine thoracic aortic tissue samples. 

Loose connective tissue surrounding 

the adventitia was removed and the 

aorta was cut in tubular segments of 3 

to 4 cm. The thickness of the samples 

, "j 
b- i k~J 

l":i 

chosen was approximately 2 mm. These 

segments were kept in an airtight con

tainer on ice. Just prior to use, a seg

ment was cut longitudinally and spread 

with the intima faced upward, thus cre

ating a rectangular tissue sample of 

approximately 4 x 3 cm. The segment 

was mounted in a holder, which was 

placed in a glass container (Fig 1) and 

immersed in saline (NaCl 0.9 %) 

PRESSURE DRIVEN ADVANCEMENT (PDA) 

PDA experiments were performed by 

means of a set-up as shown in Figure 2. 

A laser catheter was nlOunted in a shaft 

that could move freely in the vertical 

direction. A counter weight ensured 

zero pressure when no weights were 

added. Weights of 12, 24 or 36 grams 

were added to the shaft to vary the pres

sure of the catheter on the tissue. The 

movement of the catheter was recorded 

using a position transducer (model 

catheter 

guide wire tissue 

Figure 1 Tissue holder (base dimensions 7 x 3cmJ. A rectangular piece of tissue was mounted 
on the tissue holder. Three slots allowed for access to the tissue. Cut pieces of a 0.014" guide 
wire were pierced through the tissue providing guide wire guidance of a catheter. The catheter 
was free to perforate the tissue info channels in the bottom part of the holder. 
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CHAPTER 3 

FigUl'e 2 Set-lip for pressure dril1en advancement, 

MTN/DL12.5, Monitran Ltd., Penn, UK) 

sampled by an AID converter in a per~ 

sonal computer (PC) (model DAS 1401, 

Keithley Metrabyte, Taunton, MA). An 

advancement recording started at the 

first laser pulse, The recording stopped 

if the catheter movement stopped, the 

catheter had perforated the tissue, or a 

maximum of 30 seconds of continuous 

laser activation had be on reached. Fast 

expanding vapor bubbles were observed 

by means of an intensified CCD video 

camera (model 4Quik05, Stanford 

Computer Optics Inc. USA) equipped 

with a borescope (model F100, 

Olympus Optical Co. Japan) for close

up imaging in a saline environment. 

The image intensifier of the camera 

served as an electronic shutter and was 
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signal 

J/I 

triggered by an electronic pulse from 

the laser. Short exposure times were 

used to image the fast expanding bub* 

bles at the moment of maximum expan

sion, The delay time between the laser 

trigger signal and the exposure time of 

the image intensifier was adjusted by 

means of a Pc. Typical delay- and expo

sure times were 80 ps and 5 ps, respec

tively. Images were recorded using a S

VHS video recorder (Panasonic Model 

NV-FS200, Japan). Those video frames 

showing the largest bubble size were 

captured in a PC using a video frame 

grabber (Iris Video Digitizer, Inside 

Technology, Amersfoort, The Nether

lands), The diameters of bubbles and 

catheter were determined by means of 

image analysis software (Photoshop, 
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Figure 3 Set-up for speed driven adllQnCement, 

Adobe Inc., USA). For statistical pur

poses, 10 craters were made for each set 

of experimental parameters, 

SPEED DRIVEN ADVANCEMENT (SDA) 

To provide a constant speed, the 

catheter was fixed in a shaft that was 

mounted on the X-direction carriage of 

an XY recorder (Model ED 90, Kipp & 

Zonen, Delft, The Netherlands, Fig 3). 

The catheter was positioned on the tis

sue using the zero-adjust control of the 

recorder. The X-direction connector 

controlled the movement of the 

catheter, through a voltage provided by 

a DI A-converter (PC-Labeard PCL-711S, 

Advantech, Taipei, Taiwan), The volt

age was varied by means of a Pascal 

program that allowed the choice of 

speed and the delay betweon tho onset 

of laser activation and the start of 

catheter advancement. The applied 

speods were 0,51 mm/s, 0,24 mmls, 

0,12 mmls and 0,06 mm/s. The 

sequence started with 0.51 mm/s as pre

liminary experiments had shown that 

speeds in excess of this value resulted 

in relatively poor ablation. The remain

ing speeds were obtained by arbitrarily 

halving each previous speed. Speeds 

below 0,06 mmls were not used as they 

were deemed to be impractical for clini-
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cal use. To prevent perforation of the 

approximately 2.0 mm diameter tissue 

samples, the total advancement of the 

catheter during lasing was 1.7 mIll. 

Typically, the laser pulse train startod 

one second prior to the initiation of 

catheter movement. This was based on 

observations in previous PDA studies 

showing that invariably, it took several 

pulses beforo actual catheter advance-

Tab!~ I. Numb .. o(pub .. during a <alb.t ••• dnn«m<.' or 1,1mm.lncludlng 

Speed (muJs) 0.51 0.24 0.12 0.06 

Nr. of pulses 108 202 379 733 

ment started. The total number of puls

os applied at any speed is given in 

Table 1. The diameter of fast expanding 

bubbles 'was measured as described 

above. For statistical purposes, 10 

craters were made for any combination 

of parameters. 

MICROSCOPIC ASSEsSr>.mNT OF 

ADLA TION PERFOR1\!ANCE 

Ablation efficacy and quality were deter

mined using a method described in detail 

elsewhere.10 In short, immediately follow

ing the creation of 10 ablation craters a 

microscopic image was made of UlO top

view of each unfixed crater by means of a 

microscope (BH-2 + NeoPlan 5 x objec

tive, Olympus, Japan) equipped with a 

color CCD-camera (DXC-151P, Sony, 
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Japan). The tissue sample with 10 craters 

was then fixed in formalin (10% 

formaldehyde) for 24 hours. Subsequently, 

each crater was cut in halves along the 

long axis. The halves were stirred in a 

diluted Toluidine-blue solution for image 

enhancement. All images were stored on 

PC hard disk using a video frame grabber 

(Iris Video Digitizer, Inside Technology, 

Amersfoort, The Netherlands). For analy

sis, standard image analysis software 

(Photoshop, Adobo Inc, USA) was used. 

From these images a number of quantita

tive and semi-quantitative feahrres were 

scored. From U18 unfixed top-view image, 

U10 cross sectional area (in mm2) and tho 

ratio of the long- and short axis of the 

superior circumference were measured. 

From the fixed and stained crater halves 

were determined tho presence or absence 

of perforation of UlG adventitia, U18 ratio 

of crater depUl and 1.7 mm catheter trav

el (in SDA) and the ratio of crater bottom 

dianleter and the catheter outer diameter. 

In a 0-2 classification (0 ;::: absence of a 

phenomenon, 2 ;::: \vorst case) Ule pres

ence of residual tissue OIl the crater wall 

(lobes), the extent of tissue tears (torn 

appearance) and Ule extent of vacuoliza

tion in the crater \\'all were assessed. 

Also, Ule bending of tissue fibers adjacent 

to Ule crater wall (bending of 0°,0 - 45° or 

45 - 90°) was assessed. As a result, the 

score was inversely related to U18 quali

ty of tissue ablation. 
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ring 

saline 

speed driven pressure driven 

A B 

Figure 4 Gas volume sampler. il) Speed dri\'en ad\'ancement B) Pressure driven advancement 

GAS YIELD MEASUREMENT 

For measurement of insoluble gas pro

duction, a 5 nun diamet~r disk was 

punched from a rectangular tissue seg

ment and put in a gas sample chamber 

(Fig 4). Gas measurements were based 

on the displacement of saline by accu

mulating gas. The device was designed 

to compensate for the inherent saline 

displacement due to forward movement 

of the catheter during SDA experiments. 

A catheter was positioned on a circular 

piece of tissue in a tube that was fitted 

airtight to the central body by a rubber 

ring. The catheter was guided through a 

holder that was fitted airtight by tight· 

ening the cap. The tube and channels in 
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tho contral body of the device were 

filled with saline. Gas produced by 

oxcimor laser pul~os caused a displace~ 

mont of saline. The saline escaped 

through a flow~measuring device 

(LiquiFlow Model LI-FB-ll-0, 

Bronkhorst Hi-Tee, Veenendaal, The 

Netherlands). The flow provided a pro

portional voltage in the range of 0 to 11 

plls. The voltage was sampled and 

processed by means of a PC-based AID 

converter (model DAS 1401, Keithley 

Metrabyte, Taunton, MA, USA). 

A) SDA GAS l\lEASUREl\lENTS 

The catheter holder was glued on a thin 

latex membrane. The catheter was guid

ed through a central hole in the mem

brane, the purpose of which was to 

ensure unhampered movement of the 

catheter in tho airtight cell. The XY 

recorder (Fig 3) advanced the catheter. 

To compensate for the inherent saline 

displacement by the forward movement 

of the catheter, a second membrane was 

simultaneously pulled downwards. The 

accuracy of the automated gas measure

ment system was better than 4% for 

total gas volumes, as determined by a 

50-vI-calibration syringe. The residual 

volume due to the membrane-compen

sated movement of the catheter was 

determined after each individual gas 

yield measurement and subtracted from 

the measured gas volume. This residual 

gas volume was typically less than 1 pI. 
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n) PDA GAS MEASUREi\lENTS 

As no compensation was necessary dur

ing pressure driven advancement, the 

second membrane was replaced by a 

rubber stop and the catheter holder was 

immobilized. To provide pressure, first 

the cap was loosened to allow free 

movement of the catheter and the 

required weights were added to tho 

shaft. As a result, a spring positionod 

under the tissue holder was impressed 

thus providing a constant pressure. The 

cap was then tightened and gas yields 

were recorded until no furUlOr gas for

mation was measured (which indicated 

tissue perforation) or a ma.ximum of 30 

seconds laser activation (=750 pulses) 

had been reached. 

TEl\ll'ERATURE l\mASUREl\IENTS 

Temperature measurements were per

formed using a thermocouple (Ceramo 

Type K, Thermo Electric International 

BV, "VarIllond, The Netherlands). To 

simulate recanalization of a coronary 

stenosis, an aortic tissue sample was 

tightly wrapped and put into a plastic 

cylinder (Fig 5). Through the center of 

the tissue sample a guide 'wire was 

inserted over which a catheter was posi

tioned on the tissue. Through a small 

opening in the plastic tube a 0.25 IllIll 

diameter thermocouple was placed 

2 mm below the surface of the tissue. 

The tip of the thermocouple was posi

tioned such to have either a 0_5 mill or 
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1 mm minimum distance from the outer 

surface of the catheter during ablation. 

The thermocouple was connected to a 

Keithley DAS 1401 AID-converter by 

means of a STP-37/C screw terminal 

connector (Keithley Metrahyte, 

Towlton, .MA, USA) with on board cold 

junction compensation for on-line tem

perature registration. 

DATA ANALYSIS 

The results are given as the mean ± SD. 

"Vhere appropriate results were com

pared using an unpaired Students t-tost. 

A p-value <0.05 was considered as sig

nificant. 

• ~ 2mm 

Ulemlocouple 

Figul'e 5 Temperature measurement set-up 

RESULTS 

l\llCROSCOPY 

ABLATION EFFICACY 

For the purpose of a direct comparison 

of PDA (presented as a function of 

weight) and SDA (presented as a func

tion of speed), the results are presented 

side-by-side in Figures 6, 7 and 8. The 

number of perforations as a function of 

weight (PDA) is shown in Figure 6A. At 

twelve grams, the catheter usually halt

ed in the media e.g. continued applica

tion of laser pulses did not result in 

additional catheter advancement. 

Increasing the fluence andlor applying 

higher pressures enhanced catheter pro

gression. The ratios of SDA crater depth 

and catheter advancement as a function 

of speed are given in Figure 6B. At 60 

mJ/mm 2 , the average crater depth \\'as 

equal to the catheter travel. At 45 

mJ/mm2, the crater depth was inversely 

related to catheter speed (crater depth I 
catheter travel ratio at 0.51 mIllIs vs. 

0.06 mm/s: 0.43 ± 0.06 vs. 0.84 ± 0.10, 

p<O.OOOl). The ratio of the short and 

long axes (Figs 6e,D) was less than 1 in 

all experiments, indicating that the 

craters were elliptical andlor irregular. 

rather then circular. The cross sectional 

area for PDA (Figs BE and 8) was 

inversely related to both the applied 

weight and energy density. Note that 

even the largest area, at 45 mJ/mm2 - 12 

grams, was less than 0.75 times the 

cross-sectional area of the outer rim of 
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Figure 6 A PDA, number of medial perforations in a series of 10 as a function ofweigllt. B. SDA, mtio of 
crater depth and catheteradl'ancement of 1.7 mm as a function of speed. A crater depth of 1.7 yields a 
value of 1. C. PDA, the ratio of the short (widtlr) and long {lenglh} axes of the minimal crater cross~sections 
as a function of weight. A ratio of 1, indicated by Ihe dotted line, indicates a circular craler. D. SDA, the 
ratio of the short (width) and long (length) axes of the minimal crater cross-sections as a function of speed. 
E. PDA, minimal cross sectional area of freshly made ablation craters as a function of weight. For compar
ison, the cross sectional areas of fhe catheter and the outer rim of the fiber bundle are indicated. F. SDA, 
minimal cross sectional area of freshly made ablation cmters as a function of speed. G. PDA, ratio of 
crater bottom diameter and catheter diameter as a function of weight. For comparison, the diameters of 
the catheter and the outer rim of the fiber bundle are indicated. H. SDA, ratio of crater bottom diameter 
and catheter diameter as a function of speed. 
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Figure 7 A. PDA, lobe presence as a function of weight. B. SDA, lobe presence as a function of speed. 
C. PDA, tear u'idth as a function of weight. D_ SDA, tear width as a function of speed. E. PDA, tear depth 
as a function of weight. F. SDA, tear depth as a function of speed. G. PDA, torn appearance as a function 
of weigh I. H. SDA, torn appearance as a function of speed. 
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Figul'e 8 A. PDA, vacuole amount as a function of weight. B. SDA, vacuole amount as a functioll 
of speed. C. PDA, vacuole depth as a function of weight. D. SDA, mCl/ole depth as a fUllction of 
speed. E. PDA, pressed appearance (1S a jUllction of weight. F. SDA, pressed appearance as (1 

function of speed. 

the laser fibers. Also for SDA, the cross 

sectional aTea (Fig 6F) was smaller at 60 

mJ/mm2 than at 45 mJ/mm2, except for 

its maximum value: SDA 1.24 ± 0.12 

mm 2 (at 60 mJ/mm2 - 0.06 mmls) vs. 

PDA 0.94 ± 0.08 mm' (at 45 mJ/mm' -
12 grams, SDA>PDA, P < 0.0001). 

Conform cross sectional area measure-
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ments, PDA bottom diameters were 

always smaller than the diameter of the 

laser fiber outer rim (Fig 6G). The SDA 

bottom diameters (Fig 6H) were similar 

for both energy densities, but increased 

at lower speeds to diameters larger than 

the fiber bundle outer diameter. 
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Pl'CSSIU'C driven advancement Speed drIven advancement 

45 mJ/mny. 36 gram 45 mJlmm2 , 0,51 mmls 

6OmJlmntl. 36 gram 60mJlmw. 0,51 mnVs 

45 mJ!mrrJZ. 12 gram 45mJi01m1:.0.00mmfs 

60 mJlmr«. 12 gram 60 mJ{mm~. 0.00 mm/s 

Figul'e 9 Top view of l11!fixed craters of a series of 10, made at weights of 12 -. or 36 grams (PDA) 
and speeds of 0.06 -, to 0,51 mJ/mm2 (SDA) for 45 and 60 ml/111m2. 

ABLATION QUALITY 

Tears (Figs 7 A-H, SA-F). Remarkable, 

was the presence of lobes blocking the 

crater lumen at 60 mJ/mm2 - 0.51 mm/s, 

indicating inefficient ablation (Figs 

7B,9). At 45 filj/mm 2 very few lobes 

were seen. At 0.06 mm/s no lobes wero 

observed for either energy density. Note 

(Figs 10,11) that especially at 45 

mJ/mm2 tissue remnants were seen 

around tho guide wire punch hole in 

the center of the craters. These were not 

classified as lobes. It was observed that 

in those cases where a central tissue 

chunk was absent in the histology, a 

cylindrical piece of tissue was present 

around the guide wire over which the 

catheter had been advanced. The cross 

sectional area was inversely related to 

the presence of lobes. Tissue tears were 

ohserved tmder all experimental condi

tions (Figs 7C-H). At 60 mj/mm2 , exten

sive tearing was obs~rved for SDA 

speeds ~0.12 mm/s. The smallest and 
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FigUl'e 10 Typical examples of 
FDA crater morphology at 

energy densities of 45 and 60 
mJlmm2 and weights of 12,24 

or 36 grams, 

Figlll'O 11 Typical examples of 
SDA crater morphology at 

energy densities of 45 and 60 
mJ/11l11l2 and speeds of 0.06-

0,51 mm/s, 

4~I'rlJhnml 
0.51 mmfs 

60mJ,~l1m1 

O.51mmh 

least amount of tears were found at 

45 mJ/mm 2 and higher SDA speeds. 

Small numbers of vacuoles, usually 

close to tilD crater wall, were present in 

all PDA cases (Figs BA,C) and (at 

60 mJ/mm2 ) at all SOA speeds (Figs 

88,0). At 45 mJ/mm2 , hardly any vac

uoles 'were observed at speeds of 0.12 
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45mJ,mm' 
0_24mm/i 

45mJlmrn' 
0.12mmls 

60mJ.-\nm1 
0.12mmh 

60 mJtmml. 12 grams 

4SmJlmm1 

0,06 mm's 

60mJ!mm' 
0_06mmts 

~ 

and 0.24 mm/s. Tho tissue fibers were 

only mildly pressed using SOA (Fig 8F), 

while for PDA, fibers were increasingly 

pressed whon using larger weights. To 

bettor appreciate the effects of pressure 

and applied speed, Figure 9 shows the 

superior views of craters mado with the 

extreme upper and lower weights (36 
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the catheter diameter as a function of speed. 

gas yield (~I) ., 
80 
70 
80 
ro 
40 
30 
20 
10 O~5""lrm' 

o+·~w~~~'""'--r----r----r---~ 
o 10 20 30 

A 
weight (gr.) 

gas yield (~I) 
00 
80 
10 
60 
ro 
40 
30 
20 
10 04SmJ'm'n' 

o 
0.0 0.1 

B 

0.2 0.3 0.4 0.5 0.6 

speed (mmls) 

Figul'e 13 A. PDA, total gas yield after 750 pulses as a junction of weight. B. So.A, total gas yield 
avera catheter travel of 1.7 mm as a function of speed. 

and 12 grams) and speeds (0.51 and 

0.06 Hun/s), Representative examples of 

crater halves made at all weights and 

energy densities are shown in Figure 

10. while examples made at all speeds 

and energy densities are shown in 

Figure 11. 

TISSUE WATER VAPORIZATION 

The maximum fast bubble size for FDA 

decreased by increasing weight (Fig 

12AJ. At 36 grams fast bubbles were 

hardly observable. For SDA, the fast 

bubble diameter increased less than 

6 % when going from 0.51 mIllIs to 

0.06 mm/s (Fig 12B). With SDA, the 

catheter was positioned in contact with 

the tissue with a presumed minimal 

pressure. Therefore, the maximum bub

ble size at FDA 60 mJ/mm2 - 12 grams 

being much larger than any bubble 

observed for SDA, was an unexpected 

finding. \'Vhenever present, the fast bub

ble lifted the tissue surface once the 

catheter ontered the tissue, thus sug

gesting a potential for tissue disruption. 
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INSOLUBLE GAS MHASUREi\IENTS 

During ablation, gas was forcefully 

ejected in a more or less constant 

stream of small bubbles from beneath 

the catheter tip. Sometimes gas bubbles 

escaped from previously made craters 

in the vicinity of the current catheter 

position. The rDA gas yields during a 

pulse train of 30 seconds (750 pulses) 

are shown in Figure 13A. As with maxi~ 

mum bubble diameter, the gas yield 

decreased considerably by increasing 

pressure. In SDA at 60 mJ/Bun2, the gas 

production increased by a factor of 

seven when decreasing catheter speed 

from 0.51 mm/s to 0.06 mm/s (Fig 13B). 

TEMPERATURE i\IEASUREI-tIENTS 

Temperature increase above ambient 

temperature measured for a catheter 

speed of 0.06 mmls is shown in Figure 

14. In Figure 14A the pulse energy den~ 

sity was 45 mJ/mm2 and the tempera~ 

ture curves were measured at 0.5~mm 

distance from the outer surface of the 

catheter. The catheter passed the ther

mocouple tip 35 seconds after activa

tion of the laser. The total advancement 

was 6 mm in 101 seconds, during 

'which 2525 pulses were delivered. The 

average maximum temperature increase 

measured in these experiments was 16 

± 6 °e. As is evident from these curves, 

there was a delay between the moment 

the catheter tip passed the thermocou

ple and the moment of maximum tem-
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perature. In measurements with the 

thermocouple tip positioned at 1 mm 

distance, the average maximum temper

ature increase reached was 14 ± 3 °C 

(Fig 14B). The temperature curves for 

experiments at 60 mJ/mm2 and a ther

mocouple distance of 0.5 mIll from the 

outer surface of the catheter are shown in 

Figure 14C. Here, the average maximum 

temperature increase was 22 ± 3 0c. 

DISCUSSION 

In ELCA a diseased coronary artery is 

recanalized by manually advancing a laser 

catheter. The catheter is pushed towards 

the lesion and dUl'ing application of laser 

pulses gently advanced, usually at speeds 

in the range of 0.5-1 mm/s. In practice, 

neither speed nor pressure can be kept 

constant and it is unclear to what extent 

these parameters affect the process of 

plaque debulking. In this study, pres

sure and speed parameters were evalu

ated separately. 

ABLATION EFFICACY 

'VUh rDA the crater cross sectional area 

increased for decreasing pressures. "Ve 

hypothesized that once the first central 

layers of tissue were ablated, larger 

pressures allowed the catheter to cross 

the tissue by pushing the fibers aside, 

thus limiting the ablation efficacy. 

However, when the pressure applied to 

the catheter was decreased, the 

catheter's ability to penetrate the tissue 
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Figure 14 A. Temperature increase as a function of time {n=lOj, A Jaser pulse energy density of 
45 mllmm2 and a catheter admncement speed speed of 0,06 mmls. Temperatures are measured 
at a fixed point 2 mm below the tissue surface. A minimum catheter to thermocouple distance of 
0.5 mIll. B. Temperature increase as a function of time (n=7). A laser pulse eneJ'SY deI1Sity of 45 
mJ/lllln2 and a catheter advanceIllent speed 0.06 mmls. Temperatures are measllred at a fixed 
point 2 mm below the tissue surface. A minimum catheter to thermocouple distance of 1.0 mm. 
C. Temperature increase as a function of time (n=4). A laser pulse energy density of 60 mJIlll1n2 
and a catheter ad\'ancement speed 0.06 mmls. Temperatures are measllred 01 a fixed point 2 
mm below the tissue surface. A minimum catheter to thermocouple distallce of 0.5 mIll. The 
dotted lines indicate the moment the catheter tip passes the thermocouple. 

decreased as well. Therefore. when 

applying a constant pressure at the 

catheter tip, lal"ger crater diameters are 

obtained at the cost of a limited penetra

tion capacity. In agreement with this 

hypothesis was the finding that fiber 

bending at the crater wall was a feature 

predominantly seen in FDA experiments. 

For SDA, the effect of speed on dehulk

ing efficiency and quality was pro

found. At 0.51 mmls, the amount of 

ablation was limited. At 45 mJ/mm2 -

0.51 mm/s the crater depth was less 

than half the catheter travel. Thu5, the 

speed at which tissuo was removed was 

less than the speed of the advancing 
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catheter tip i.e. the tissue was pushed 

forwards rather than ablated. When the 

catheter speed was reduced to 0.06 

mm/s, the crater depth increased to 

more than 80 % of the catheter travel. 

At 60 mJ/mm2 - 0.06 mmls, the crater 

depth equaled the catheter travel, while 

the crater area nearly equaled the area 

of the outer rim of the fiber bundle. 

Furthermore, there were no lobes, while 

the bottom diameter was larger than the 

laser bundle outer diameter. Comparing 

PDA and SDA debulking properties, the 

latter was superior with regard to the 

amount of material removed: with SDA 

the maximum cross-sectional area was 

combined with a crater depth equal to 

the catheter travel and bottom diame

ters slightly larger than the fiber rim 

outer diameter. 

ABLATION QUALfIY 

For SDA, in contrast to PDA, the least 

tear formation was found at those para

meters responsible for optimal debulk

ing (SDA, 60 mJ/mm2 - 0.06 mm/s). 

Crater wall vacuolization was seen in 

most tissue samples, although with 

SDA there \vas an almost absence of 

vacuoles at 45 mJ/mm2 and speeds of 

0.24 and 0.12 mm/s. However, it should 

be noted there was a large spread in the 

vacuolization scores. 
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TISSUE VAPORIZATION 

In PDA, the maximum diameter of fast 

expanding bubbles decreased with 

increasing weight. This phenomenon 

could be explained by an increase in 

water boiling temperature at increasing 

pressures. Once the catheter tip pene

trated the tissue, the tissue surface 'was 

lifted, presumably by expansion of the 

fast expanding bubble. As we found a 

relatively large number of tears at 60 

mJ/mm2 - 12 grams, we believe that fast 

expanding bubbles are -at least partly

responsible for tear formation. 

Accordingly, it is likely that this phe

nomenon is related to ELCA-induced 

dissections. 

INSOLUDLE GAS FORMATION 

For both PDA and SDA, the gas yields 

increased with increasing tissue debulk

ing. The forceful ejection of large quan

tities of insoluble gas could be responsi

ble for crater wall vacuolization as seen 

in most tissue samples. In addition, tear 

formation (i.e. dissection following 

ELCA) could be enhanced by the same 

phenomenon. At optimal debulking 

parameters (SDA, 60 mJ/mm2 - 0.06 

mm/s). the gas yield was 74 ± 9 V!. If 

the observed gas yields are indicative of 

conditions during ELCA, such volumes 

could create a serious clinical chal

lenge: a coronary lesion of 10 mm 

length would yield approximately 430 

III of insoluble gas, which is equivalent 
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to a single spherical bubble of 9.4 nrn}. 

For a person weighing 70 kg, this would 

be a gas load of 6-jlllkg-body weight. In 

a porcine model, a gas load of 2-jll/kg

body weight resulted in reversible 

myocardial motion abnormalities. 21 

TEMPERATURE MEASUREMENTS 

The maximum temperature increase 

above ambient was 22 ± 3 gc, Maximum 

temperature increases were measured 

only after the catheter tip had passed 

the position of the thermocouple. This 

delay could be related to diffusion of 

accumulated heat generated at the 

catheter tip during a prolonged laser 

pulse train. Also, the progression of 

insoluble gas created in deeper regions 

could add to this temperature increase 

tiIlle delay. In a coronary artery, a tem

perature increase of 22 °C above ambi

ent (circa 37 °C) would lead to a vessel 

wall temperature of approximately 60°C. 

Although temperature increases up to 

60 °C have not been associated with sig

nificant thermal damage in post-mortem 

human aorta 22 other groups reported 

thermal damage following porcine in 

vivo studies. l1 Therefore, at slow 

catheter advancement speeds, especial

ly in longer lesions, ELCA induced ther

mal necrosis of the vessel wall can not 

he ruled out. 

CONCLUSIONS 

Assuming that experiments on porcine 

aorta hold some relevance for ablation 

of human atherosclerotic plaque, the 

results of the current study may prove 

helpful in attempts to optimize debulk

ing properties of ELCA. The PDA 

results suggest, that if progression is 

halted, further catheter advancement 

will only be achieved by applying more 

pressure, ·which however could cause 

the catheter to "Dotter" the lesion, ra

ther then to improve the ablation 

process. 

The SDA results indicate that in order 

to optimize plaque debulking, the 

catheter advancement speed should not 

exceed the speed at which the system is 

capable of ablating tissue. In the clinical 

practice of ELCA, catheter advancement 

speeds are usually ;;::0.5 mm/s. The 

above findings however suggest that 

clinical results could benefit from a 

spoed reduction by a factor of 5 to 10 in 

comparison. It is not likely that this 

could be achieved by a manually con

trolled catheter manipulation. 

Therefore, we suggest the introduction 

of an automated catheter advancement 

device (AcAD). The application of an 

AcAD could not only prove to be useful 

in optimizing coronary debulking, but 

may also be helpful in standardizing 

ELCA procedures. This could be of sig

nificance for renewed attempts to evalu

ate the clinical advantage of optimal 
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lesion debulking in coronary artery dis

ease. It must be realized however, that 

by reducing catheter advancement 

speeds the total lasing time will 

increase. Consequently, improved tis

sue debulking at slow catheter advance

ment speeds might result in thermal 

necrosis of the vessel wall. In addition, 

it can be expected that the accumula

tion of gaseous debris will be substan

tial. Although in vitro and animal stud

ies might not be directly applicable to 

the human heart in a clinical setting, it 

is likely that large volumes of insoluble 

gas could cause myocardial ischemia. 

Obvious I)" these effects should be 

anticipated when introducing AcAD in 

the clinical practice of ELCA. 
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Ablation properties of a new 2.0 mm 

High Density 

excimer laser catheter for 

coronary angioplasty 
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ABLATION PROPERTIES OF A NEW 2.0 MM 
HIGH DENSITY EXCIMER 

LASER CATHETER FOR CORONARY ANGIOPLASTY 

ABSTRAcr 

Objecti\'es~This in vitro study was 

designed to evaluate the ablation prop· 

erlies of a new design catheter for 

excimer laser coronary angioplasty 

(ELCAj. 

Background-The ablation efficacy of a 

laser catheter is determined by the ratio 

of the active surface area and tho total 

surface area at the catheter tip. 

Therefore, a novel 2,0 nIDI High Density 

catheter (2.0 HD) with an increased 

number of fibers was introduced. 

Methods-The laser was a CVX-300 XeCI 

excimer laser (308 nm, 200 ns, 

Spectranetics Inc., USA). A standard 2.0 

lllm multifiber catheter (2.0 C) and the 

new 2,0 HD catheter were used to ablate 

craters in porcine aorta. Experiments 

WBIB performed in a speed driven 

catheter advancement mode (predefined 

catheter travel of 1.7 mm) at spoeds of 

0.06-0.51 mm/s. Energy densities rang

ing from 25 mJ/mm2 to 60 mJ/nlln2 and 

pulse repetition rates of 25 Hz, 40 Hz, 

and 80 Hz 'were used. The insoluble gas 

production was measured on-line. 

Direct microscopy was used to assess 

ablation efficacy and surrounding tissue 

damage. 

Results-Use of the 2.0 HD increased 

ablation efficacy (2.0 HD VS. 2.0 C, 

crater mouth cross sectional area 2.19 

mm 2 ± 0.12 vs. 2.04 mm 2 ± 0.17, 

p::::O.035, minimal cratBl' diameter 1.83 ± 

0.09 VS. 1.49 ± 0.12, p<0.0001j. The 

extent of tissue damage was comparable 

for both catheter types. The lowest gas 

yield (IllI ± SD) was measured at para

meters resulting in optimal ablation (25 

mJ/mm2 - 40 Hz - 0.10 mmls, 2.0 I-ID vs. 

2.0 C, 65.1 ± 29 ml vs. 86.7 ± 16 m}, 

p::::0.05). Increasing 010 l'Cpetition rate to 

80 Hz significantly increased the insol

uble gas yields. 

Conclusion-Using the new 2.0 HD 

catheter improved in vitro ablation effi

cacy without increasing surrounding 

tissue damage. 
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E xcimer laser coronary angio

plasty (ELCA) has been demon

strated to be a safe therapeutic 

modality.H However, its capacity to 

ablate atherosclerotic plaque effectively 

has been questioned,5.7 In addition, sev

eral studies failed to prove a long-term 

clinical benefit of ELCA over percuta

neous transluminal coronary angioplas

ty (PTCA) alone. s-IU In recent in vitro 

studies a number of explanations for 

sub-optimal clinical results have been 

suggested.1w Typically, in vitro tissue 

ablation could be improved 1) by reduc

ing the non-light emitting area at the tip 

of a catheter and 2) by reducing the 

catheter advancement speed to veloci

ties of less than 0,5 mm/s. 1 1.1l
-
1S Current 

multifiber laser catheters have a light 

emitting area that covers less than 30% 

of the total catheter tip surface area. 

Therefore, a new 2.0 mlll High Density 

catheter (2.0 HD, Spectranetics Inc., 

USA) ·was designed with an increased 

number of fibers and subsequently, a 

reduced non-light emitting area. As 

catheter advancement speeds of <0.5 

mmls were considered not practical for 

the clinical setting, we evaluated the 

feasibility of tissue ablation at higher 

advancement speeds by increasing the 

laser pulse repetition rate from the cur

rently used 25 Hz to 40 Hz and 80 Hz. 

Thus, in the present study the in vitro 

debulking properties of the new 2.0 mlll 

HD-catheter at various pulse energy 
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densities and pulse repetition rates 

were evaluated. 

METHODS 

LASER AND LASER CATIIETERS 

The laser was a CVX-300 XoCI excimer 

laser (Spectranetics Inc., USA) emitting 

ultraviolet pulses at a wavelength of 

308 nIll with a pulse duration of 

approximately 200 ns. The laser was 

adapted for the purpose of this study to 

reach a pulse repetition rate of 80 Hz. A 

prototype 2.0 I-ID multifiber catheter 

was used. The catheter contained 356 

silica fibers of 61 pill diameter, concen

trically distributed around a central 

guide wire lumen (Fig IA,B). The abla

tion properties of the 2.0 I-ID were com

pared with those of a standard 2.0 mm 

catheter (2.0 Vitesse-C, Spectranetics 

Inc., USA), containing 238 fibers (Fig 

1C,D). The physical properties of both 

catheters are summarized in Table 1. 

PULSE ENERGY DENSITIES 

\'Vhen using a standard 1.7 mIll catheter 

(active area 1.7C, 0.39 mm2 = 21%), the 

typical energy density boundaries in 

ELCA were 45 mJ/mm2 and 60 lllJ/mm2• 

As a higher fiber density in the 2.0 C 

resulted in a larger active area (active 

area 2.0 C, 0.70 mm2 = 36%) we used 

35 mJ/mm2 as a lower limit for this 

catheter. Following a further increased 

active area (active area 2.0 HD, 1.94 mm2 

= 52%), pulse energy densities of 25, 30 
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and 45 mJ/mm2 wefe used fOf the 2.0 I-ID. 

AUTO~fATlm CATHETER ADVANCEMENT 

To provide a constant speed to a 

catheter, the catheter was fixed in a 

shaft mounted on the X~direction car~ 

ringo of an XY recorder (Model ED 90, 

KipI' & Zonen, Delft, The Netherlands, 

Fig 2). The X~direction connector con~ 

trolled the movement of the catheter, 

through a voltage provided by a DI A~ 
COllverter (PC-LabCard PCL-711S, 

2.0 mm High Density (HD) catheter 

A 

B 

Advantech, Taipei, Taiwan). The volt~ 

age was varied by means of a Pascal 

program that allowed the choice of 

speed and the delay betweon the onset 

of laser activation and tho start of 

catheter advancement. To prevent per~ 

foration of the approximately 2.0 mm 

diameter tissue samples, the total pre~ 

defined advancement of the catheter 

during lasing was 1.7 mm. 

The catheter advancement speed cur

nmtly advised for ELCA procedures is 

2.0 mm standard catheter 

c 

D 

Figtu'o 1 Front views of the 2.0 mm HD catheter (A,B) and the 2.0 mm standard catlleter(C,Dj. 
The lower images shoti' the fiber distribution, the upper images also shaw the outer dimensions 
and the dimensions of the inner tubing of the guide wire lumen. 
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CHM'TF-R4 

device #fibers active area ActiveOD Passive lD Device OD Lumendiam. 

(mm2
) (mm) (nml) (rum) (mm) 

2.0 rum HD cath, 356 1.04 1.80 0.83 2.02 0.52 

2.0 nun stand. Cath. 238 0.70 1.55 0.86 1.94 0.57 

Table 1. Catheter properties 

Active area: light emitting area of all opt/ca/fibers. Active aD: diameter of outer rim offiber bundle. 

Passive ID: diameter ofi/mer rim offiber bundle. Device aD: diameter of catheter. Lrunell diameter: 

inner diameter of gllide wire lumen. 

0.5 - 1 mmls.!6 However, in a previous 

study the speed of tissue removal 0.7 
mm catheter, at 60 mJ/mm2 - 25 Hz) 

was measured to be ::::;0.06 mm/s.15 ELCA 

at such low speeds could potentially 

cause clinical complications due to pro

longed procedure times. Therefore, we 

comparatively used catheter advance

ment speeds of 0.5 mm/s, 0.12 mm/s 

and 0.06 mmls at a pulse repetition rate 

of 25 Hz with proportionally increased 

advancement speeds of 0.10 and 0.19 

mm/s for pulse repetition rates of 40 Hz 

and 80 Hz respectively (Table 2). 

TISSUE SAMPLES 

Laser ablation lesions (henceforward 

called "craters") were made in fresh 

porcine thoracic aortic tissue samples. 

Loose connective tissue surrounding 

the adventitia was removed and the 

aorta was cut in tubular segments of 3 

to 4 cm. The thickness of the samples 
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chosen was approximately 2 mm. These 

segments were kept in an airtight con

tainer on ice. Just prior to use, a seg

mont was cut longitudinally and spread 

with the intima faced upward. The seg-

rep. rate Speed Speed speed 

(Hz) (mm/s) (mm/s) (mm/s) 

25 0.51 0.12 0.06 

40 0.10 

80 0.19 

Table 2. Applied catheter advancement speeds 

rep. rate'" pulse repetition rale (Hz) 

ment was mounted in a holder as previ

ously described. u-n The holdor was put 

in a glass container and immersed in 

saline (NaCI 0.9%). For gas measure-
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ments, a 5 mm diameter disk was 

punched from a rectangular tissue seg~ 

ment and put in a gas sample chamber 

(see below). For statistical purposes, 10 

craters were made for every defined 

combination of energy density. pulse 

repetition rate and catheter advance

ment speed. 

i\IICROSCOPIC ASSESSMENT OF 

TISSUE DAMAGE 

Ablation efficacy and quality were 

determined using a method described 

in detail elsewhere. 17 In short, immedi

ately following ablation a microscopic 

image was made of each unfixed crater 

by means of a microscope (BH-2 + 
NeoPlan 5 x objective, Olympus, Japan) 

equipped with a color CCD-camera 

(DXC-151P, Sony, Japan). Tissue sam

ples were fixed in formalin (10% 

formaldehyde) for 24 hours. Subsequently, 

each crater 'was cut along the long axis. 

The tissue halves were stirred in a 

Toluidine-blue solution for image 

enhancement. All images were stored 

on a porsonal computer (PC) hard disk 

using a video frame grabber (Iris Video 

Digitizer, Inside Technology, Amers

foort, The Netherlands). For analysis, 

standard image analysis software 

(Photoshop, Adobe Inc, USA) was used. 

From these images a number of quanti

tative and semi-quantitative features 

were scored. From the superior circum

ference were measured the cross sec

tional area (in mm2) and the ratio of the 

long- and short axis. From the fixed and 

stained crater halves 'were determined 

the crater depth (in mm) and the mini

mal crater lumen diameter. In a 0-2 

classification (0 ::: absence of a phenom-

Figm'e 2 Set-up for speed dri
\'ell adl'ancement. A constant 
speed was applied to a 
catheter by means of an X}'
recorder. 
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membrane 

channels 
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Figure 3 Gas volume sampler with catheter displacement compensation, 

enon, 2 :::: worst case) the presence of 

residual tissuo on the crater wall 

(lobes), tho oxtent of tissue toaring (tear 

depth. tear width, numb or of tears) and 

the extent of vacuolization (number of 

vacuoles and distance to the crater wall) 

were assessed, as well as the bending of 

9S 

tissue fibers adjacent to, the crator wall 

(bonding of 00 ,0 - 45 0
, or 45 - 900

), The 

sum (average ± SD. n::::l0) resulted in an 

"injury score", As a result, the injury 

score was inversely relatod to the quali

ty of tissue ablation, It should be noted 

that the injury score reflocted the 
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25 mJlmm', 25 Hz 45 mJlmm', 25 Hz 

0.51 mmls 0.51 mmls 

0.12 mmls 0.12mmls 

Q.OQmmis O,06mm/s 

2.0 rom HD catheter 

Figure 4 Top view of unfixed craters of a series of 10 created with a 2.0 lllIll HD catheter. Pulse 
energy densities of 25- and 45 mJIlllI1l2 and a pulse repetition rate of 25 Hz were used. Catheter 
adl'ancement speeds were 0.51 mIllis, 0.12 mmls, and 0.06 mmls. 

assessment of damage in the tissue lat

eral to the movement of the catheter 

(the "crater wall"), analogous to a 

potential damage of the vessel wall dur

ing ELCA. Also, the possibility of perfo

ration of tissue samples at higher energy 

donsities andlor pulse repetition rates 

would precludo a systematic evaluation 

of the crater bottoms. 

GAS YIELIJ MEASUREMENT 

The device used for gas yield measure

ments was described in' detail else

where OJ . .,). In short, gas measurements 

were based all the displacement of 

saline by accumulating gas, The device 

was designed to compensate for the 

inherent saline displacement due to for

ward movement of the cathoter during 

experiments (Fig 3). The saline escaped 

through a flow-measuring dovice 

(LiquiFlow Model LJ-FB-11-0, Bronkhorst 

Hi -Tee, Veenendaal, The Netherlands) 

that provided a proportional voltage in the 

range of 0 to 11 J1l/s. The voltage was sam

plod and processed by means of a PC

based AID COllverter (model DAS 1401, 

Keithley Metrabyte, Taunton, MA, 

USA). The accuracy of tho automated 

gas measurement system was better 

than 4 % for total gas volumes. The 

residual volume due to the membrane-
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25mJ/mm2 45 mJ!mm' 

25 Hz, 0.06 mm!s 

40 Hz, 0.10 mm/s 40 Hz, 0.10 mm!s 

·]·1······ .~ .. , ···.I"'·~·· 
.. c .•.•..•... > ....••.....•.........•.••....•.....•..... ••••• . ~ -~ -"-'-' 

80 Hz, 0.19 mm!s 80 Hz, 0.19 mm!s 

2.0 mm HD catheter 

Figure 5a Top view of unfixed craters of a series of 10 created with a 2,0 HD catheter, Pulse 
energy densities lI'e1'8 25~ and 45 m]lmm2. The craters were made at 0.06 mmls - 25 Hz, 0.10 
mmls - 40 Hz and 0,19 mmls - 80 Hz 

35mJ/mm2 

40 Hz, 0.10 mm!s 

80Hz,O.19mm!s 

2.0 mm standard catheter 

60mJ!mm' 

40 Hz, 0.10 mm!s 

•.•. · .. ·· •. ·.!.I •.....•. ·.:.· .•........ - .• ;;1 
ffj ••• eJ 

80 Hz, 0.19 mm!s 

Figw'e 5b Top \1etl' of unfixed crufers of a series of 10 created with a 2,0 C catheter. Pulse energy den
sities were 35- and 60 mJ/mm2, 'J1IB cmters were made 0,10 11llIJis - 40 Hz and 0.19 mmls - 80 Hz 
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area (mm2) 

3.0 

2.5 

2.0 

1.5 

1.0 

----------~--··------------ii-

Figure 6 Minimal 
cross sectional area 
of craters made with 
a 2.0 nnn HD
catheter as a func
tion of pulse repeti
tion rate, The energy 
densities wore 25-, 
30- and 45 rnJ/mm2. 
The dashed line 
indicates the area of 
the outer rim of the 
HD fiber distribu
tion. 

• 25 mJ/mm2 t t 
25 Hz 40 Hz 

0.5 o 30mJfmm2 

045mJlmm2 

0.04 0.08 0.12 
speed (mm/s) 

compensated movement of the catheter 

was determined after each individual 

gas yield measurement and subtracted 

from the measured gas volume. This 

residual gas volume was typically less 

than 1 )1l. 

STATISTICAL ANALYSIS 

Continuous data were presented as 

mean ± SD. Comparisons of continuous 

variables were performed using 

unpaired two-tailed t tests. Incidents 

with a p value <0.05 were considered 

significant. 

RESULTS 
AllLATION EFFICACY 

The top views of the 2.0 HD craters 

made at 25 Hz indicated U,at debulking 

efficacy was significantly affected by 

the catheter advancement speed (Fig 4). 

t 
80 Hz 

0.16 0.20 

The craters made at speeds of 0.06 

mm/s (25 Hz), and equivalent speeds of 

0.10 mm/s (40 Hz) and 0.19 millis (80 

Hz) were an illustration of the incre

mental effect of a higher pulse repeti

tion rate on debulking efficacy (Fig 

5a,b). 

CROSS SECTIONAL AREA 

At lower energy densities, the crater 

mouth cross sectional area significantly 

increased following an increase in pulse 

repetition rate (25 mJ/mm2, 25 Hz vs. 40 

Hz: 1.61 ± 0.12 mm2 vs, 2.19 ± 0.12 mm2 , 

p<O.OOOl; at 30 mJ/mm2, 25 Hz vs. 40 Hz: 

1.60 ± 0.11 mm2 vs. 1.97 ± 0.25 mm2 , 

p:::0,0004). A subsequent increase in pulse 

repetition rate to 80 Hz did not further 

increase the crater area (Fig 6). At a fiu

ence of 45 m]1 mm2 , the effect of an 

increase in pulse repe-tiUon rate on crater 
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• Standard 2.0 mm catheter, ., 
40 Hz, 0.10 mmls 

2.0 mm HD catheter, 
40 Hz, 0.10 mmls 

o Standard 2.0 mm catheter, 0 2.0 mm HD catheter, 
80 Hz, 0.19 mmls 80 Hz, 0.19 mmls 

Figure 7 A. Crater mouth cross sectional area as a function of pulse energy density and catheter 
advancement speed. For comparison, the cross sectional areas of the outer rim of the fiber bun
dle of the HD-catheter (dashed line) and the standard catheter (dotted line) are indicated. 
B. The ratio of the short (width) and long (length) axes of the smallest crater cross-sections as a 
function of pulse energy and catheter ad\'aI1Cemezit speed. C. Crater depth as a function of pulse 
energy and catheter ad\'ancement speed. The pre.defined catheter adl'ancement was 1.7 mm 
and is indicated by the dashed line. D. Minimal craier diameter as a junction of pulse energy 
and catheter ad\'OllCement speed. The diameters of the outer rim of the fiber bundle of the 2.0 
HD-catheter (dashed line) and the 2.0 C catheter (dotted line) are indicated. 

area reached only border-line significance 

(45 mj/nm}2, 25 Hz vs. 40 Hz: 1.79 ± 0.24 

lllm2 vs. 2.10 ± 0.45 mm2 , p::::0.071). 

Ablation with tho 2.0 HD catheter resulted 

in a larger crater mouth cross sectional 
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area (2.0 HD VS. 2.0 C: 2.19 ± 0.12 mm2 vs. 

2.04 ± 0,17 mm2, p=0.035), Note, that 

when using the 2.0 HD, the crater area was 

smaller than the fiber area for all sets of 

parameters (dashed lines, Figs 6, 7a). 
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WIDTIIILENGTH RATIO 

The widthllength ratio was always 

smaller than 1, indicating an ellipsoid 

rather than a circular crater shape (Fig 

7b). The larger ratios were seen follow

ing ablation with low energy densities 

and high pulse repetition rates (2.0 C at 

35 mJ/mm' - 80 Hz: 0.87 ± 0.07; 2.0 HD 

at 25 mJ/mm2 - 80 Hz: 0.82 ± 0.06, 

p=0.10). 

CRATER DEPTII 

The crater depth increased at greater 

energy densities andlor pulse repetition 

rates, regardless of what type of catheter 

was used. At either maximum energy 

density or an 80 Hz pulse repetition rate 

craters woro deeper than the pre-defined 

1.7 mill catheter travel (Fig 7c). For the 

Injury score 

12 I 10 

8 P<O.OOOI[~ 
6 

4 
2 p=O.OO7 

0 

15 25 35 

maximum crater depth thore was no sig

nificant difference between the two 

catheter types (2.0 HD vs. 2.0 C: 2.63 ± 

0.21 mIll vs. 2.68 ± 0.45 mm, p=0.48). 

possibly due to the fact that at 45 mJ/mm' 

- 80 Hz (2.0 HD) or 60 mJ/uml' - 80 Hz 

(2.0 C) most tissue samples ,vere perforat

ed, thus precluding a more precise com

parison of the ablation efficacy. 

CRATER MINIMAL LUMEN DIAMETER 

As compared to the 2.0 C, using the 2.0 

HD catheter resulted in a larger minimal 

diameter (2.0 HD vs. 2.0 C: 1.83 ± 0.09 

mm vs. 1.48 ± 0.12 mm, p<O.OOOl). At 

25 mJI mm2 - 40 Hz, and 45 mJ/mm2 -

80 Hz, the crater minimal lumen diame

ter equaled the active fiber outer diame

ter (Fig 7d). 

JFO.OOO6 

I 
I I ] p<O.OOOI 

45 55 65 

energy density (mJ/mm') 

• Standard 2.0 mm catheter. • 2.0 mm HD catheter, 
40 Hz, 0.10 mmls 40 Hz, 0.10 mmfs 

o Standard 2.0 mm catheter. 0 2.0 mm HD catheter, 
80 Hz, 0.19 mmls 80 Hz, 0.19 mmls 

Figm'e 8 .t\ graphic representation of the injury score. 
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2SmJ/mm2 45 mJ/mm' 

40 Hz, 0.10 mmfs 40 Hz, 0.10 mmls 

80 Hz,O.19mmls 

2.0 mm HD catheter 

Figul'O 9 Examples of the morphology of craters made by the 2.0 HD-catheter at energy densities 
of 25- and 45 mJl 111m2 and pulse repetition rates of 40 Hz and 80 Hz 

ABLATION QUALITY 

Microscopically it was not possible to dUM 

ferentiate between the two catheter types, 

as all craters showed a considerable 

aIllount of surrounding tissue damage 

(Figs 8-10), The only negative exception 

was the presence of a maximum pressed 

appearance (fiber deflection of 45 - 90° at 

35mJlmm' 

40 Hz, 0.10 mInis 

80Hz,O.19mm/s 

2.0 mm standard catheter 

the crater rim) in all fID craters at 25 

mJ/mm2 - 40 Hz. In general, a higher ener

gy density corresponded with a highor 

injUI'y score. With the exception of 2.0 HD 

30 mJ/nm12 - 80 Hz, the injury scores at 

80 Hz wefe significantly lower than at 40 

Hz for all energy densities and pulse repe

tition rates (Fig 8). 

60mJ/mm2 

40 Hz, 0.10 mmfs 

ao Hz. 0.19 mmls 

Figure 10 Examples of the morphology of craters made by the 2.0 C-catheter at energy densities 
of 35- and 60 111/1 111m2 and pulse repetition roles of 40- and 80 Hz 
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250 gas yield (111) 

200 * * 
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* 
100 
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energy density (mJ/mm2) 

• Standard 2.0 mm catheter, • 
40 Hz, 0.10 mmls 

2.0 mm HD catheter, 
40 Hz, 0.10 mmls 

o Standard 2.0 mm catheter, <> 2.0 mm HD catheter, 
80 Hz, 0.19 mmls 80 Hz, 0.19 mmls 

Figure 11 Total gas yield as a [wICtion of pulse energy density and catheter ad\rancement 
speeds. The asterixes indicate flow meter saturation during the pre-defined 1.7 mOl catheter 
tra\rel. As a result, for these situations the actual gas yield was higher than the indicated \'a/ues. 

GAS YIELD 

Total gas yields are shown in Figure 11. 

Tho maximum capacity of the gas flow 

meter used was 11 plls. At higher ener

gy densities and 80 Hz excessi ve gas 

production caused an overload of the 

flow meter at the onset of the laser 

pulse train. Therefore, only those values 

given at 25 mJ/mm2 - 40 Hz (2.0 lID) 

and 35 mJ/llun2 - 40 Hz (2.0 C) were 

true yields, 'while the other values were 

an (under) estimation due to the limited 

maximum capacity of the flow meter 

(Fig 11, indicated by an asterix). 

Likewise, at 80 Hz only gas yields for 

lower energy donsities could be deter-
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mined. The gas yield measurements for 

the 2.0 HD ranged from 65 ± 29pl (25 

mJ/mm2 - 40 Hz) to 195 ± 281d (45 

mJ/mm2 - 40 Hz, 1'<0.0001). For the 2.0 C 

the measurements ranged from 87 ± 

16111 (35 mJ/mm2 - 40 Hz) to 182 ± 52111 

(60 mJ/rum2 - 40 Hz, p<O.OOOl). 

DISCUSSION 

Previous clinical studies suggested 

ELCA to be of limited additional value 

in coronary angioplasty.?.8-10 Both clini

cal- and in vitro studies have indicated 

that the moderate ablative capacity of 

currently available catheters could be 

responsible for sub-optimal clinical 

results. 5
-
7

•
11 However, it has been demon

strated that the in vitro ablation process 

can be enhanced by increasing the light 

emitting area at the catheter tip and by 

reducing the catheter advancement 

speed to values below 0.5 mm/sY·\3·15 

Therefore, a new 2.0 mm High Density 

excimer laser catheter with an increased 

number of fibers was designed and the 

current study was performed to evalu

ate its performance. An automated 

catheter advancement device was used 

to control the catheter movement at 

speeds <D,S nun/so In order to facilitate 

higher catheter advancement speeds, 

the 25 Hz pulse repetition rate - typical 

for ELCA - was increased to 40 Hz and 

80Hz. 
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U!APTI"R 4. 

ABLATION EFFICACY 

Any definition of "optimal ablation" is 

arbitrary. However, from a clinical 

point of view one could argue that an 

optimal system should remove tissue 

effectively and predictably, while 

inflicting a minimum amount of dam

age to the surrounding vessel wall. As 

we used an automated catheter 

advancement device for all experi

ments, the post-ablation lumen should 

preferably have a diameter equal to the 

fiber area outer diamet~r ("maximum 

debulking") while the distance over 

which tissue was removed should equal 

the predefined advancement of the 

catheter ("predictable debulking"). 

The largest cross sectional area was 

obtained with the 2.0 HD at 25 mJ/rnm2 

- 40 Hz - 0.10 nun/s (Fig 7a). Ablation 

'with the same catheter and laser para

meters also resulted in the largest crater 

minimal lumen diameter (Fig 7d). The 

largest cross sectional area for the 2.0 C 

was reached at 60 mJ/mm2 and equaled 

the cross sectional area of the 2.0 C fiber 

area outer diamet~r. Although the top 

view at this energy density appeared to 

be smooth (Fig 5b), all dimensions were 

smaller than those found for the HD 

catheter. 

In all experiments the widthllength 

ratio of the crater tops was smaller than 

one, indicating an irregular or ellipsoid 

shape. This phenomenon could possi

bly be explained by splitting (rather 
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than ablation) of tissue along tho direc~ 

tion of tissue fiber alignment in the 

media of the vessel wall. At lower ener

gy densities (25 and 35 mJ/mm2) and 80 

Hz, craters were more circular than at 

40 Hz. Also, craters made with the 2.0 C 

were more circular than those made 

with the 2.0 HD. This finding would 

thus favor the use of conventional 

catheters at laser parameters of 35 

mJ/mm2 and 80 Hz. However, at a pulse 

repetition rate of 80 Hz, craters were 

always deeper than the predefined 1.7 

mOl catheter travel, which could imply 

an increased risk of (coronary artery) 

perforation. 

Despite the fact that the pro-defined 

catheter travel was shorter than the 

thickness of the tissue samples (as mea

sured prior to ablation), perforation of 

the adventitia of the tissue samplos 

occurred in most experiments when 

using a 80 Hz pulse repetition rate. 

Although the lateral damage -as 

expressed by the injury score- was less 

for 80 Hz than for 40Hz, the insoluble 

gas production at 80 Hz was factors 

higher, ""hile the dimensional parame

ters for tissue removal were smaller. 

The excimer laser is predominantly a 

"contact laser". Nevertheless, it is possi

ble to remove some tissue at a distance 

of the catheter tip, especially when using 

higher energy densities and pulse repeti

tion ratos in a saline environment. 11 

Whether the perforation of tissue samples 

should be appreciated as a marker of 

improved ablation efficacy, or contrarily, 

should be regarded, as a roflection of 

increased tissue damage cannot be 

determined with certainty. The accu

mulation and ejection of large volumes 

of insoluble gas could be responsible for 

a forceful disruption of the distal tissue. 

This then 'ivould possibly explain the 

lower injury score, as an early distal 

perforation would eliminate the process 

of gas accumulation inside the tis suo. In 

addition, if perforation would be a reflec

tion of improved ablation efficacy, one 

would expect to find crater diameters at 

least equal to those created at 40 Hz. In 

contrast, they were smaller. 

CATIIETER AIJVANCEl\lENT SPEED 

The currently advised catheter advance

ment speed for ELCA is 0.5 - 1.0 mm/s. 15 

At 0.51 mIllis and a pulse repetition rate 

of 25 Hz, tissue ablation was negligible 

for oiOler catheter andfor energy densi

ty. Significant tissue removal occurred 

only at advancemont speeds as low as 

0.06 mm/s. If for example, an advance· 

ment speed of 0.06 mm/s would be used 

to cross a coronary lesion of 10 mill in 

length, this would take 167 seconds of 

lasing time. Such a long treatment time 

could result in myocardial ischemia 

due to a sustained obstruction of coro

nary flow. Therefore, tlle advancement 

speed was increased proportionally to 

an increase in pulse repetition rate, thus 
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maintaining the same advancement per 

pulse. Using the same example, at 80 Hz 

and 0.19 mm! s the lasing time to cross a 

10 mm long lesion would be reduced from 

nearly 3 minutes to 53 seconds. However, 

as stated before, at 80 Hz the crater depth 

was always larger than the predefined 

cathoter travel, thus introducing a poten~ 

tial risk of vessel wall perforation. 

COLLATERAL TISSUE DAMAGE 

An important finding was that although 

there were some minor differences, 

there was no set of parameters that 

allowed for ablation 'without collateral 

tissue damage. Tearing and vacuoliza~ 

tion of adjacent tissue layers was a com

mon feature in most tissue samples. 

These histologic phenomona probably 

reflected the mechanical impact of tis

sue vaporization and the accumulation 

and forceful ejection of insoluble gas. 

\-Ve also found a marked swelling of the 

tissue adjacent to the crater which 

resulted in an increased tissue sample 

diameter (Figs 7c,9,10). Unfortunately, 

it could not be determined with certain

ty whether this phenomenon was an 

expression of laser-tissue damage, or 

whether it resulted from friction 

between the catheter and the tissue. 

INSOLUBLE GAS FORMATION 

The formation of insoluble gas is most 

likely caused by excirner laser induced 

photochemical dissociation.1l·18.lg From 

lOB 

o~4 

previous experiments it emerged that 

photochemical dissociation occurs only 

as a result of the ablation of lipids. lUg 

As lipids are the predominant con

stituents of cell membranes we assume 

that although the current study was per

formed using porcine aorta, the results 

are indicative of the clinical setting of 

ELCA. 

Even though gas yields exceeding 100 pl 

could not be measured directly (due to 

technical limitations), it was clear that 

increasing either energy density or the 

pulse repetition rate resulted in a signif

icant increase in gas production. 

Increasing the pulse repetition rate from 

40 Hz to 80 Hz resulted in a greater than 

75% increase (>114 mI). As the crater 

depth increased only by 30% and the 

minimal crater diameter actually 

decreased, the 75% increase in gas 

yield could not be explained as a result 

of an increase in ablated volumo. 

Following an increase in pulse repeti

tion rate from 40 Hz to 80 Hz, using the 

2.0 C at 35 mJ/mm2, there 'was a 40% 

increase in gas yield 'without an 

increase in ablated volume. The possi

bility of an increase in pulse energy 

density per se being responsible for an 

increase in gas yields has been 

described before.11,n.H.18.1~ Moreover, we 

previously observed a conversion of a 

linear to a non-linear increase in gas 

production, suggesting a second thresh

old for gas production occurring at (or 
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above) 35 mJ/mm2. Therofore, the gas 

yields in this stuely could be a reflection 

of the applied energy density more then 

of the amount of tissue removed. 

Alternatively, an 80 Hz pulse repetition 

rate related increase of the catheter tip 

temperature could be responsiblo for 

this phenomenon as well. However, a 

direct relation between photochemical 

dissociation and ambient temperature 

has not been reported as yet. As distal 

embolization of insoluble gas could 

causo myocardial ischemia, the combi

nation of a maximum debulking effi

ciency and a minimum gas yield would 

be preferable. The optimal result in this 

study was achieved using the HD 

catheter at 25 mJ/mm 2 - 40 Hz -

0.10 mm/s. Under these conditions, the 

crater depth was equal to the 1.7 mm 

catheter travel, the minimal crater 

diameter -was equal to the fiber rim 

outer dianleter, the cross sectional area 

approached the fiber cross sectional 

area, while these parameters resulted in 

the lowest gas yield as measured in this 

study. 

Prior to a combined clinical introduc

tion of the 2.0 HD and an automated 

catheter advancement device a word of 

caution seems appropriate. If the 

amounts of gas liberated on porcine 

aorta are indicative of gas yields during 

ELCA, treatment of a 10 mm length 

stenosis using a 2.0 mm HD-catheter at 

25 mJ/mm2 - 40 Hz - 0.1 mm/s would 

result in an insoluble gas yield of 

approximately 382 pI, which is equiva

lent to a single spherical bubble of 

9.0 mm. For a person weighing 70 kg 

this would bo a gas load of 5.5 Ill/kg 

body weight. Animal experiments with 

a gas load of 2 pI/kg body weight inject

ed directly into the LAD resulted in 

reversible myocardial nlotion abnormal

ities!O 

STUDY LIMITATIONS 

In all experiments, the catheter 

advancement was less than the mea

sured thickness of the tissue samples. 

Nevertheless, perforation of tissue sam

ples did occur and precluded the evalu

ation of a potential difference in abla

tion efficacy between the two catheter 

types at higher pulso repetition rates 

and/or energy densities. A second limi

tation was the capacity of the gas flow 

meter, which did not allow for flow 

measurements of >11 pI/s. Subsequently, 

the gas measurements at higher energy 

densities and pulse repotition rates 

wore an underestimatio.n of the true gas 

production. Finally, it is reasonable to 

assume that tisslle ablation at 80 Hz 

will result in higher tissue temperatures 

than ablation at 25 Hz or 40 I-Iz. 

Therefore, it would be relevant to mea

sure in vitro tissue temperatures prior to 

a clinical introduction of 80 Hz as a 

pulse repetition rate in ELCA. 
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CONCLUSION 

Use of Ihe 2.0 HD increased debulking 

efficiency as compared to ablation with 

standard 2.0 C catheters. This improve~ 

mont was achieved without significant

ly increasing surrounding tissue dam

age and at relatively low gas yields. 

Increasing the repetition rate to 80 Hz 

resulted in a crater depth larger than the 

pre-defined catheter travel, a smaller 

cross sectional area and a smaller mini

mal crater diameter, while the gas yield 

increased by at least 75 %. If tho results 

from this study can be extrapolated to a 

cHnical setting of ELCA, a significant 

improvement in ablation efficiency of 

non-calcified atherosclerotic plaque 

could be achieved. It will however be 

difficult, if not impossible 10 reliably 

realize such slow catheter speeds by 
manually controlling the catheter 

advancement. Therefore, we suggest the 

introduction of an automated catheter 

advancement device (IS]. Finally, as 

insoluble gas yields could increase sec~ 

ondary to improved debulking, poten~ 
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THE INFLUENCE OF HOMOGENEOUS LIGHT DISTRIBUTION ON 
EXCIMER LASER ABLATION OF VASCULAR TISSUE 

ABSTRACT 

Background - Exdmer laser coronary 

angioplasty (ELCA) is associated 'with 

high restonosis rates. Improvement of 

results lIlay be achieved by increasing 

ablation efficacy andlor reducing laser 

induced vessel wall trauma. The abla

tion efficacy of a laser catheter is deter

mined by the ratio of the active surface 

area and the total surface area at the 

catheter tip. ELCA induced vessel wall 

trauma (dissection) is secondary to 

accumulation of insoluble gas and 

vaporization of tissue water. The extent 

of theso processes is determined by the 

energy density at the catheter tip. 

Elimination of non-light emitting area at 

the catheter tip results in a homoge

neous light distribution (HLD). This 

study was designed to evaluate the 

hypothesis that HLD allows for 

increased ablation efficacy at lower 

energy densities with as a result, less 

adjacent tissue trauma. 

Methods and Results - The laser was a 

CVX-300 XeCI excimer laser. A 1.7 mIll 

HLD device and a 1.8 mm High-Density 

multifiber device (HD) were used to 

ablate craters in porcine aorta. 

Experiments were performed using an 

automated catheter advancement 

device. The antegrade device travel was 

1.7 lllm, at speeds of 0.015-0.51 mm/s. 

Energy densities ranging from 9 

mJ/mm2 to 44 mJ/uuu 2 and a pulse rep

etition rate of 25 Hz were used. Tissue 

vaporization was monitored using high

speed videography. The insoluble gas 

production and temperature increase at 

0.5 mm distance from the HLD tip lNere 

measured on-line. Direct microscopy 

was used to measure ablation efficacy. 

The surrounding tissue damage was 

quantified using predefined parameters 

of mechanical damage and expressed as 

a compound injury score. Optimal abla

tion efficacy was defined as the crater 

mouth area being equal to the catheter 

Hght emitting area (a crater mouth area 

ratio of one). The crater mouth area 

ratio was inversely related to catheter 

advancemont speed. The maximum val

ues were reached at a device speed of 

0.015 mmls and energy densities of 

11.4 mJ/mm2 (0.8 ± 0.04, HLD) and 

43.7 mJ/mm2 (0.8 ± 0.09, HD) respec

tively. At these parameters, ablation 

with the HLD device resulted in signifi

cantly smaller vapor bubbles (HLD vs. 

HD: 3.01 ± 0.22 vs. 3.30 ± 0.31, 

p=0.027). loss insoluble gas (HLD vs. 
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HD: 74 ± 19 m! vs. 178 ± 25 m!, 

p<O.OOOl) and a lower injury score 

(HLD vs. HD: 3.5 ± 0.43 vs. 6.1 ± 0.6, 

p<O.OOOl). The maximum temperatures 

measured ranged from 79 ± 9 DC (55 ± 9 

DC above ambient, HLD at 11.4 mJ/Ilun2) 

to 85 ± 9 DC (61 ± 8 °C above ambient, 

HLD at 20 mJ/mm 2 ). The fraction of 

photons contributing to insoluble gas 

production was less than 5%. 

Conclusion - HLD at slow catheter 

advancement speeds and low energy 

densities results in optimal ablation 

efficacy and minimal mechanical tissue 

injury. However, both the increase in 

tissue temperature and the large vol

umes of insoluble gas could be the lim

iting factors of a clinical application of 

HLD·ELCA. 

S ince its introduction in 1977. 

percutaneous transluminal 

coronary angioplasty (PTCA) 

has increasingly been used for the treat

ment of coronary artery disease. l In 

order to improve both the acute and 

long-term results of balloon angioplasty, 

various catheter techniques for removal 

of atherosclerotic plaque have been 

evaluated,2"7 The clinical introduction of 

308 Hm XeCI excimer laser coronary 

angiop!ast)' (ELCA) was based on initial 

in vitro experiments, demonstrating 

vascular tissue removal without adja

cent tissue damage. Initially, photo

chemical dissociation was thought to be 
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the physical mechanism responsible for 

tissue ablation. 8 However. the occur

rence of fast expanding and imploding 

vapor bubbles as demonstrated in sub

sequent experiments, stressed the rele

vance of thermal induced tissue evapo

ration as an important additional mech-

anisnl.'HI 

In ELCA, the light emitted froIll the 

laser is transported to a coronary lesion 

by use of flexible. multifiber catheters. 

From Monte Carlo computer simula

tions it follows, that in a multifiber 

catheter configuration there is always a 

certain amount of space in between the 

fibers.ll It can be calculated that given a 

multifiber configuration. there is no 

light overlap between the fibers at the 

catheter tip-tissue interface. n Due to the 

absence of light overlap between fibers 

(or the presence of "'dead space"), only 

the tissue directly beneath the individ

ual fibers will be ablated. This was con

firmed in experiments showing the 

inability of ELCA catheters to penetrate 

vascular tissue at low energy densities, 

resulting in a "Swiss cheese" like pat

tern of ablation lO (Fig 1). Only at energy 

densities of 245 mJ/mm2, the physical 

forces (larger water vapor bubbles, 

increased insoluble gas yield) were 

strong enough to shatler and remove 

non-ablated tissue strands located 

between the individual micro craters. 

However, this increase in ablation effi

cacy was at the cost of an increase in 
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Figure 1 Scanning electron micrograph of a 
lesion aftor 50 Jaser pulses at a fluence of 45 
mJlmm2 and a pulse repetition rate of 25 Hz. 
The porcine aortic tisslle sample was 
immersed in saline (0.9 NaC/). A pressure 
equivalent of 10 grams was exerted on the 
catheter tip dllring ablation. Nato that the 
tissue in front of the catheter tip is only par
tially ablated ("Swiss cheese phenomenon ") 
dlle to a lack of light overlap at the catheter 
tip-tissue interface. 

mechanical damage to adjacent tissue 

(Fig 2), We hypothesized that the elimi

nation of dead space at the catheter tip 

would allow for officiont tissue ablation 

at lower energy densities and thus, 

result in less adjacent tissue damage. 

Therefore, in this study we evaluated 

the ablation properties of a multifiber 

High Density (HD) device in which a 

bundle of fibers, typically usod in ELCA 

catheters, was packod as tight as possi

ble in order to obtain a minimum 

amount of dead space. The results were 

compared with the ablation properties 

of a similar diameter single fiber with a 

homogeneous light distribution (HLD) 

at its tip. "Ve measured tissue vaporiza-

Figure 2 Improved catheter penetration at 
higher energy densities (60 mJIllun2). Note 
the increase in collateral tissue damage. 
Scanning electron micrograph. 

tion, insoluble gas volumes and tissue 

temperature increase during ablation of 

porcine aortic tissue samples. The mor

phology and dimensions of the ablated 

area ("ablation craters") and the adja

cent tissue damage were subsoquently 

evaluated. 

IVlETHODS 

LASER AND LASER DEVICES 

The laser was a Spectranetics CVX-300 

XeCI excimer laser (Spectranetics, 

Colorado Springs, CO, USA) emitting 

ultraviolet light at a wavelength of 308 

nm with a pulse duration of approxi~ 

mately 200 ns. For all experiments the 

pulse repetition rate was 25 Hz. A 1.8 
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llUll diameter High·Density device (l.8 

HD, Spectranetics, USA) and.a 1.7 mm 

diameter homogeneous light distribution 

device (1.7 HLD, Spectranetics, USA) 

were used. The 1.8 HD contained 288 

concentrically distributed silica fibers 

of 61-llm diameter, while the 1.7 HLD 

contained a 1.52 mm diameter single 

fiber. The characteristics of both 

devices are given in Figure 3. The ener

gy densities used for the 1.8 HD ranged 

from 19 to 44 mJlnm12, for the 1.7 HLD 

HD 1.8 mm 
outer diameter: 1.83 mm 
outer rim fiber bundle: 1.49 mm 

device surface area: 2.57 mm2 

fiber area: 1.74 mm2 

active area: 0.84 mm2 

fiber area/surface area = 69% 
active area/fiber area = 48% 
active area/surface area =33% 

HLD 1.7 mm (cladding only) 
outer diameter: 1.65 mm 
outer rim fiber: 1.52 mm 

device surface area: 2.19 mm2 

fiber area: 1.82 mm2 

active area: 1.82 mm2 

fiber area/surface area = 83% 
active area/fiber area = 100% 
active area/surface area =83% 

Figw'e 3 Characteristics of the 1.8111111 diameter High.Density del'ice {288 concentrically distrib
uted silica fibers of 61-pm diameter, top} and the 1.7 mm diameter homogeneous light distribu· 
lion del'ice {I ,52 mm diameter single fiber, bottom}, 
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from 9 to 20 mJ/mm'. We chose these 

values based on earlier observations, 

suggesting that ablation was negligible 

at energy densities below the given 

minimum values. H In addition to abla

tion at these minimum values, ablation 

properties at intermediate and maxi

mum values were evaluated. 

TISSUE SAMPLES 

Laser ablation experiments were per

formed using fresh porcine thoracic aor

tic tissue samples. Loose connective tis

sue surrounding the adventitia was 

removed and the aorta was cut in tubu

lar segments of circa 4 cm, The thickness 

of the samples chosen was approximately 

2 mOl. These segments were kept in an air

tight container on ice. Prior to use, seg

ments were cut longitudinally and spread 

with the intima faced upward, thus creat

ing a rectangular tissue sample of approxi

mately 4 x 3 cm. The segment was mount

ed in a holder, which was placed in a 

glass container and immersed in saline 

(NaCI 0.9 %). 

SPEED DRIVEN ADV ANCEJ\.IENl' (SDA) 

To provide a constant speed to a 

catheter, we used a system previously 

described'!> In short, the catheter was 

fixed in a shaft that was mounted on the 

X-direction carriage of an XY recorder 

(Model BD 90. KipI' & Zonen, Delft, The 

Netherlands). Tho X-direction connec

tor controlled the movement of the 

catheter, through a voltage provided by 

a D/A-converter (PC-LabCard PCL-711S, 

Advantech, Taipei, Taiwan). The volt

age was varied by means of a Pascal 

program that allowed the choice of 

speed and the delay between the onset 

of laser activation and the start of 

catheter advancement. The catheter 

advancement speed currently advised 

for ELCA procedures is 0.5 - 1 mm/s,16 

However, in a previous study the pro

gression of the ablation front (1.7 mm 

cathetor, at 60 mJ/mm' - 25 Hz) was 

measured to be sO.06 mm/s,15 Therefore, 

speods of 0.51 mm/s and 0.06 mm/s 

were applied for the purpose of compar

ison, while in addition speeds of 0.03 

mm/s and 0.015 nnu/s were evaluated. 

To prevent mechanical perforation of 

the approximately 2.0 mm diameter tis

sue samplos, the advancement of the 

catheter during lasing was programmed 

to be 1. 7 mm. The lasor pulse train 

started one second prior to the initia

tion of catheter movement. For statisti

cal purposes, 10 craters were made for 

any combination of parameters, 

l-ollCROSCOPIC ASSESSMENT OF 

ABLATION PERFORMANCE 

Prior to tissue fixation, images wore 

made of the top-view of craters using a 

microscope (BH-2 + NeoPlan 5 x objec

tive, Olympus, Japan) equipped with a 

color CCD-camera (DXC-151P, Sony, 

Japan), The tissue sample with to 
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craters was then fixed in formalin (10% 

formaldehyde). Subsequently, each 

crater was cut in half along the long 

axis. The halves were stirred in a dilut

ed Toluidine-blue solution for image 

enhancement. All images were stored 

on a personal computer (PC) hard disk 

using a video frame grabber (Iris Video 

Digitizer, Inside Technology, Amersfoort. 

Tho Netherlands). For analysis, standard 

image analysis software (Photoshop, 

Adobe Inc, USA) was used. From these 

images a number of quantitative and 

semi-quantitative features were scored. 

From the top-view image, 010 cross sec

tional area (in mm2) and the long- and 

short axis (in mm) of the crater mouth 

circumference were measured. Ideally, 

the crater cross sectional area should 

equal the effective light emitting area 

(or "active area") at the tip of the laser 

device (crater mouth area/catheter core 

area ratio of 1). Also, 018 crater mouth 

circumference should be circular (crater 

circumference width/length ratio of 1). 

From the fixed and stained crater 

halves, measumments were made of Ole 

crater depth (in mm, as related to the 

pre-determined catheter travel of 1.7 nrnI), 

the minimal crater lumen diameter (in 

mm, as related to the device fiber outer 

diameter) and of the cross sectional area 

of the crater halves (in mm2, as related 

to the product of 1.7 mm catheter travel 

times the device fiber outer diameter "" 

2.5 mm 2). In a 0-2 classification (0 :::: 
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absence of a phenomenon, 2 :::: worst 

case) the presence of residual tissue on 

the crater wall (lobes), the extent of tis

sue tearing (tear depth, tear width, 

number of teal's) and the extent of vac

uolization (nlllilber of vacuoles and dis

tance to the crater wall) were assessed, 

as well as the bending of tissue fibers 

adjacent to the crater wall (bending of 

0°, 0 - 45°, or 45 - 90°). The sum (aver

age ± SD, n::::10) resulted in an "injury 

score". 

HIGH-SPEED VIDEOGRAPHY FOR 

MONITORING OF TISSUE VAPORIZATION 

Fast expanding vapor bubbles were 

observed by means of an intensified 

CCD video camera (model 4Quik05, 

Stanford Computer Optics Inc. USA) 

equipped with a bores cope (model 

Fl00, Olympus Optical Co. Japan) t1lat 
allowed for close-up imaging in a saline 

environment. The image intensifier of 

the call1era served as an electronic shut

ter and was triggored by an electronic 

pulse from the CVX-300 oxcimer laser. 

Short exposure times were used to 

image the fast expanding vapor bubbles 

at tho moment of maximum expansion. 

The delay time between the laser trigger 

signal and the exposure time of the 

image intensifier was adjusted by 

means of a PC. Typical delay- and expo

sure times were 80 J-ls and 5 )ls, respec

tively. Images were recorded using an 

S-VHS video recorder (Panasonic Model 



NV-FS200, Japan). Those video frames 

showing the largest bubble size were cap

tured in a PC using a video frame grabber 

(Iris Video Digitizer, Inside Technology, 

Amersfoort, The Netherlands). 'l'he diam

eters of bubbles and catheter were deter

mined by means of image analysis soft

ware (Photoshop, Adobe Inc., USA). 

GAS YIEU) ~IEASURE/'.fENTS 

Measurements of insoluble gas produc

tion were performed llsing a previously 

described airtight gas sample chamber.1'; 

The method of this measurement was 

based on the principle of a displacement 

of saline due to accumulation of insolu

ble gas. The saline escaped through a 

flow-measuring device (LiquiFlow 

Model LI-FB-11-0, Bronkhorst Hi -Tee, 

Veenendaal, The Netherlands). The flow 

provided a proportional voltage in the 

range of 0 to 11 plls. The voltage was 

sampled and processed by means of a 

PC-based AID converter (model DAS 

1401, Keithley Metrabyte, Taunton, .MA, 

USA). The accuracy of the automated gas 

measurement system was better than 

4 % for total gas volumes, as determined 

by a 50-pi-calibration syringe. The 

device was designed to compensate for 

the inherent saline displacement due to 

forward movement of the laser device. 

The residual volume due to the mem

brane-compensated movement of the 

catheter was determined after each indi

vidual gas yield measurement and sub-

tracted from the measured gas volume. 

This residual gas volume was typically 

less than 1 pI. 

CALCULATION Ot' THE PHOTON }o'RACTION 

USED t'OR GAS PRODUCI'ION 

From previolls experiments it emerged 

that tissue irradiation by UV photons 

resulted in the formation of insoluble 

gas due to photo-chemical dissociation 

of molecular bonds in lipids. In addi

tion, photon energy could be either 

reflected or transformed into heat. In 

order to define the relative contribution 

of photo-chemical dissociation to the 

ablation process we calculated the frac

tion of photons used for gas production. 

The calculations are given in the 

Appendix. 

TEMPERATURE r-olEASUREMENTS 

Tomperature measurements 'were per~ 

formed using a thermocouple (Ceramo 

Type K, Thermo Electric International 

BY, Warmond, The Netherlands). To 

simulate recanalization of a tight stOIlO

sis, an aortic tissue samplo was tightly 

wrapped and put into a plastic cylinder. 

Through the center of the tissue sample 

a guide wire was inserted over which a 

catheter was positioned on the tissue. 

Through a small opening in the plastic 

tube a 0.25 mm diameter thermocouple 

was placed 2 mm below the surface of 

the tissue. The tip of the thermocouple 

was positioned such to have either a 
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0.5 mm or 1 IllIll minimum distance 

from the outer surface of the catheter 

during ablation. IS The thermocouple was 

connected to a Keithley DAS 1401 AID· 

converter by means of a STP~37/C screw 

terminal connector (Keithley Metrabyte, 

Taunton, MA, USA) with on board cold 

junction compensation for on~line tem~ 

perature registration. During temperature 

measurements, the lasor device advance

ment speed was 0.015 mm/s. The pre~ 

defined catheter travel was 4 mm, as a 

result of which 6717 pulses wore deHv-

low energy densities 
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:: ~ 
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" 
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000 001 002 003 o~ 0115 000 007 

c 
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I:J. 11.4 mJ!mmll.6mmHLD ;. 25.7 mJfmm21.8mmHD 
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ered during 269 seconds (4 minutes, 29 

seconds) of lasing time. Results are given 

as the maximum temperature increase 

above ambient (mean ± SD, n:::::10). 

DATA ANALYSIS 

The results are given as tho mean ± SD. 

'Nhere appropriate. rosults wero com

pared using an unpaired. two~tailod 

Students t-test. A p-value <0.05 was 

considered as significant. 

High energy densities 
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Figure 4 A. Tlie mtio of the crater mouth and catheter core area. Ablation at intermediate ener~ 
gy densities B. The mtio of the crater mouth and catheter core area. Ablation at lligh energy den
sities. c. The ratio of the crater mouth circumference short {width} and long (length) axes. 
Ablation at intermediate energy densities. D. The ratio of the crater mouth circumference short 
(width) and long (length) axes. Ablation 0/ lligh energy densities. 
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RESULTS 
MICROSCOPIC ASSESSl\lENT or' 

ABLATION PERFORMANCE 

CA'Il-Il.;t"ER ADVANCEMENT SPEED 

Similar to fl catheter advancement speed 

typical for ELCA, we evaluated ablation 

efficacy at 0.5 mm/s. As ablation was fair

ly incomplete, further experiments were 

conducted by diminishing the advance

ment speed in a series of 0.12 mm/s, 0.06 

millIs, 0.03 nmus and 0.015 mm/s. 

CRATER MOUTII AREA/LIGHT l-;MI1TING AREA 

RATIO 

(Fig 4 A,B). The crater mouth area/light 

emitting area ratio was inversely related to 

the device advancement speed. The ratios 

were optimal at a speed of 0.015 mmls 

and an energy density of 11.4 mJ/mm 2 

(HLD), or 43.7 m)/nlln2 (HD). 

CRATER WIDTIIlLENGTII RAllO 

(Fig 4 C,D). At intermediate energy density 

levels, the crater mouth widthllength ratio 

was significantly larger following HLD 

ablation (HLD 11.4 m)/m1ll2 vs. HD 25.7 

mJ/mm2, 0.87 ± 0.04 vs. 0.73 ± 0.09, 

1'=0.0004). The widthllength ratio was 

borderline significant larger in HD craters 

than in HLD craters only at both high 

energy density and high speed: (0.06 

mm/s, HD 43.7 mJ/mm 2 vs. HLD 

20.6 m)/nnn2 , 0.95 ± 0.06 vs. 0.77 ± 0.17, 

1'=0.048). 

CRATER DEPTII 

(Fig 5 A,B). HLD crater depths varied from 

1.35 ± 0.46 nlll (9.1 m)/n1lu2- 0.06 nnn/s) 

to 2.38 ± 0.19 mm (20.6 m)/mm 2 -

0.06 mInis), HD craters ranged from 1.17 ± 

0.53 nnn (19 mJ/u1Iu2 - 0.03 nlllis) to 2.33 

± 0.4 mm (43.7 mJ/nuu2 - 0.06 n1IIl/s). At 

intermediate and high energy density lev

els, crater depths were always larger than 

the pre-determined 1.7 nml device travel. 

HD craters were deeper than HLD craters 

only at high energy density levels and a 

device speed of 0.015 mm/s (HD 43.7 

mJ/mm2 vs. HLD 20.6 mJ/mm2, 2.17 ± 

0.22 vs. 1.82 ± 0.05, p=O.OOOI). However, 

even at 9.1 mJ/mm2 - 0.015 mm/s, the 

HLD device still had the capacity to per

forate tissue samples and crater depths 

were significantly larger than HD craters 

at low energy density levels (HLD 9.1 

mJ/mm 2 vs. HD 19 mJ/mm 2 - 0.015 

mm/s, 2.27 ± 0.15 mm vs. 1.98 ± 0.24 

nUll, p=0.0046). 

J\UNIi\L\L CRATER UThffiN DIAMETER 

(Fig 5 C,D). A minimal crater lumen 

diameter equal to the fiber area outer 

diameter (HD 1.49 nml, HLD 1.52 mm) 

was considered optimal. Also for this 

parameter, the belter results were 

achieved at lower device speeds (HLD 
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Figum 5 A, Cmter depth as a function of pulse energy and catheter admncomont speed. The pre
defined catheter advancement was 1.7111111 and is indicated by the dashed line. Ablation at inter
media!;'] energy densities B. Gmter depth as a function of pulse energy and catheter admncement 
speed. The pre-defined catheter adwmcement H'as 1.7 111m and is indicated by the dashed line. 
Ablation at high energy densities C. Minimal cmter diameter as a function of pulse energy and 
catheterad\rancement speed. The diameters of the outer rim of the fiber bundle of the HD and HtD
devices (dashed line) are indicated. Ablation at intermediate energy densities. D. Minimal crater 
diameter as a function of pulse energy and catheter admncement speed. The diameters of the outer 
rim of the fiber bundle of the HD and ffi,v-devices (dashed line) are indicated. Ablation at high 
energy densities. E. Crater mouth cross sectional area as a function of pulse energy density and 
catheter advancement speed. For comparison, the cross sectional areas of the outer rim of the fiber 
bundle of the HD-dwice and HW-de~rjce are given (dashed line). Ablation at intermediate energy 
densities F. Crater mouth cross sectional area as a function of pulse energy density and catheter 
adl'ancement speed. For comparison, the cross sectional areas of the outer rim of the fiber bundle of 
the HD-dwice and HLD-device ore ghren (dashed line). Ablation at high energy densities 
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20.6 mJ/nun2 vs. HD 43.7 mJ/nun2 - 0.015 

mm/s, 1.42 ± 0.12 mm vs.l.42 ± 0.14 mm). 

CRATER CROSS SECfIONAL AREA 

(Fig 5 E,F). At low- and intermediate 

onergy density levels, we found an 

inverse relationship between cross sec~ 

tional area and device travel speed. At 

low enelgy densities 

injury score 

o I 
001 002 003 004 OC05 0(0') 007 

A 

" 

ABLATION QUALITY PARAMETERS 

(Fig 6 A,B). On direct microscopy, some 

histology features were seen in the 

majority of samples and were consid~ 

ered as typical for oxcimer laser 

induced mechanical tissue damage. 

Among these were laceration, or tearing 

of tissue layers, the presence of vac~ 

uoles in various sizes and quantities 

High energy densitIes 

injury score 

001 002 OQl 004 005 000 007 

B 

Figure 6 A grapllic representation of the injury score. Ablation at intermediate energy densities 
{A} and ablation at high energy densities (B). 

high energy density levels, tho cross 

sectional area was always larger than 

the product of 1.7 (mm catheter travel) 

x 1.5 (mm the device fiber outer diame~ 

ter, dotted line). Also for this parameter, 

HLD at low energy density resulted in 

significantly more tissue removal than 

the HD device (HLD 9.1 m]/uun2 vs. HD 

19 m]lmn12 , 2.78 ± 0.22 mm2 vs. 2.46 ± 

0.32 mm', p=0.017). 

and the protrusion in to the crater 

lumen of non-ablated tissue remnants 

{"lobes"}. The downward deflection of 

fibers directly adjacent to the crater 

("pressed appearance") was considered 

to reflect a mismatch between the 

device advancement speed and the 

actual speed of tissue removal. The 

HLD injury score ranged from 3.4 ± 0.44 

to 11.1 ± 0.28, the HD score from 4.8 ± 
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Figum 7 Maximum fast expanding bubble diameter (in mm) as a function of speed. Ablation at 
intermediate energy densities (A) and ablation at 1Iig1l energy densities (B). 

0.59 to 11.56 ± 0.42. With the exception 

of HLD 20.6 mj/mm 2 vs. HD 43.7 

mj/mm2 at 0.03 nml/s (p=0.08), all HLD 

injury scores wefe significantly lower 

than the I-ID injury scores at the saIlle 

device advancement speed. The HLD 

injury score at 11.4 mJ/mm 2 ~ 0.015 

mm/s (3.5 ± 0.43) was significantly 

lower than any of the other values mea

sured. 

TISSUE v APORIZA nON 

(Fig 7 A,B). For all experiments per

formed in this study, tissue ablation 

was invariably related to the occurrence 

of fast expanding vapor bubbles. For 

both the HD and HLD device, the vapor 

bubble diameters at a high energy den

sity were significantly larger than those 

at intermediate energy density (at 0.015 

mm/s, HLD 11.4 mJ/mm 2 vs. 20.6 

mJ/mm2, 3.01 ± 0.22 vs. 3.53 ± 0.22, 
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p<O.OOOl. HD 25.7 mJ/nlln2 vs. 43.7 

mJ/mm2, 2.53 ± 0.16 vs. 3.3 ± 0.31, 

p<O.OOOl). Also, the vapor bubbles were 

larger with HLD than the with HD (at 

0.015 mmls, HLD 11.4 mJ/mm2 vs. HD 

25.7 mJ/mm2, 3.01 ± 0.22 vs. 2.53 ± 

0.16, p<O.OOO1j. 

GAS YIELD l\ffiASUREl\ rENTS 

The results of the insoluble gas yield 

measurements are given in Fig 8 A,B. 

The HLD gas yields ranged from 39.4 ± 

16 ml (at 10.7 mj/mm2 , 0.06 mm/s) to 

111.1 ± 30 ml (at 20.1 mj/mm2 , 0.03 

mm/s), while tho HD gas yields ranged 

from 86.1 ± 20.8 ml (24.8 mj/mm2 , 0.06 

mm/s) to 178.4 ± 24.9 ml (43.8 mj/mm2 , 

0.015 mm/s). For all laser parameters, 

the HLD gas yields 'were significantly 

lower than the HD gas yields. Those 

laser parameters resulting in optimal 

tissue removal (HLD, 10.7 mJ/mm2, 
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Figure 8 A Total ga::; yield as a function of device (ldvancement speeds. Ablation at intermediate 
energy densities. B. Ablation at high energy densities. C. The calculated number of gas molecules 
per number of incident photons at intermediate energy densities. D. At high energy densities. 

0.015 mm/s) were associated with rela

tively low gas yields (74 ± 19.6 ml). 

Only at 10.7 mJ/mm2, 0.06 mmls the 

gas yields were lower, however these 

parameters were associated with incom

plete tissue ablation. The calculated 

number of gas molecules per number of 

incident photons showed an almost lin

eal' decrease with decreasing energy 

densities (Fig 8 C,D). At device 

advancement speeds of ::::;0.02 mm/s, 

less than 5% of the incident photon 

energy was transformed in insoluble 

gas. 

'rEl'oiPERATURE ~mASURE!\IENTS 

The results of the temperature measure

ments during HLD ablation are shown in 

Fig 9. For experiments at 11 mJ/mm2, the 

ambient temperature was 25 ± 0.5 °C. 

During ablation, the maximum tempera

ture increase at 0.5 nun distance from the 

device tip was 55 ± 8 °C and at 1 nun dis

tance 45 ± 6 0c. This resulted in a maxi

mum temperature of 79 ± 9 0c. For experi

ments at 20 mJ/mm2, the ambient temper

ature was 24 ± 0.9 °C, the maximum 

increase 61 ± 8° C (0.5 mm distance) and 

51 ± 5 cC (1 mm distance), resulting in a 

maximwn temperature of 85 ± 9 cC. 
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Figum 9 A. Temperature increase as a function of time for a laser pulse energy density of 
llmJ/mm2 and a Hill device ad\rancenwnt speed speed of 0.015 mm/s. Temperatures are mea
sured at a fixed point 2 mm belol\' the tissue surface. A minimum catheter to thermocouple dis
tance of 0.5 111m. Results (Ire given os the llwxil1lUI1l temperature increase above ambient (mean 
± SD, n=10). B. Temperature increase as a function of time for a laser pulse energy density of 
20 mJ/I1111l2 and a Hill device advancement speed speed of 0.015 mm/s. A minimum catheter to 
thermocouple distance of 0.5 mm. C. Temperature increase as a function of time for a laser 
pulse energy density of 11 mJ/mm2 and a HLD del'ice adl'ance111ent speed speed of 0.015 11I111/S. 

A minimulll catheter to thermocouple distance of 1.0 l1l11l. D. Temperature increase as a func
tion of time for 11 laser pulse energy density of 20 mJ/lll11l2 and a HLD dm'ice admncement speed 
speed of 0.015 mm/s. A minimum catheter to thermocouple distance of 1.0 mm 

CO"IDINED ANALYSIS 

Optimal ablation efficacy was defined 

as the crater mouth area being equal to 

the catheter light emitting area (a crater 

mouth area ratio of one). This would 

translate to an ELCA catheter in a coro

nary atherosclerotic lesion, ablating a 

channel with a diameter equal to tho 
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diameter of its light emitting area. The 

maximum crater mouth area ratios were 

reached at a device speed of 0.015 mm/s 

and energy densities of 11.4 mJ/nlln2 (0.8 

± 0.04, HLD) and 43.7 mj/nll1l2 (0.8 ± 0.09, 

HD) respectively (Fig 10). At these para

moters, the respective cross sectional areas 

wore comparable as well (HLD "s. HD: 
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1.7 nun HLD device 

1.8 nun lID ""ice 

43.4 mJ/mm2, 0.06 mOlls 43.5 mJ/mm2, 0.015 mOlls 

Figure 10 i\. The maximum crater mouth area ratios were reached at a dm-ice speed of 
0.015 mmls and energy densities of 11.4 mJlmm2 (0.8 ± 0.04, HLD, top row) and 43.7 mJ/mm2 
(0.8 ± 0.09, HD, bottom row) 

2.99 ± 0.46 vs. 3.31 ± 0.27, p~0.07). 

However, ablation with the HLD device 

resulted in significantly smaller vapor 

bubbles (HLD vs. HD: 3.01 ± 0.22 vs. 

3.30 ± 0.31, p~0.027), less insoluble gas 

(HLD vs. HD: 74 ± 19 ml vs. 178 ± 25 

ml, p<O.OOOl) and a 1000ver injury score 

(HLD vs. HD: 3.5 ± 0.43 vs. 6.1 ± 0.6, 

p<O.OOOlj. 

DISCUSSION 

Historically, ablation of organic poly

mers by UV radiation is attributed to 

photo-chemical dissociation of molecu-

lar bonds by UV photons.II•lo Due to the 

absorption of photon energy large mole

cules are divided into smaller compo

nents. Some of these small molecules 

will be in the gaseous phase. A second 

phenomenon which has been described, 

is the occurrence of rapidly (within 250 

~IS after each laser pulse) expanding and 

imploding vapor bubbles. 9 Similar to 

cavitation bubbles, a shock wave is gen

erated at the moment of implosion. In 

previous studies, a correlation between 

the energy density at the tip of a laser 

delivery device, the volume of insoluble 
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gas and the dynamics of the fast 

expanding vapor bubblo has been estab

lishod.lo.15.16.18 Also, a direct relation 

betweon these physical phenomena and 

the severity of adjacent tissue damage 
has been poslulated.9.lo.II.H-16 

For technical reasons, the application of 

laser energy in ELCA depends on the 

use of multifiber catheters. As the light 

rays emitted by individual fibers do not 

overlap, the catheter tip is partly light 

emitting, partly not ("dead space"). 

Obviously, this dead space at the 

catheter tip limits ablation efficacy, as 

tissue situated between the individual 

fibers is not directly ablated. By increas

ing the energy density at the tip of a 

lasor catheter, non-ablated tissue rem

nants will be shattered and removed. 

Those energy densities typical for ELCA 

are sufficiently high to remove athero

sclerotic plaque, but cause damage to 

the arterial wall as well. 

In this study, we evaluated the hypothe

sis that an elimination of dead space at 

the catheter tip would increase ablation 

efficacy, therefore, allow for ablation at 

lnwer energy densities and subsequent

ly, would result in a reduction of adja

cent tissue damage. From the above pre

sented experiments it emerged, that by 

using a homogeneous light distribution 

vascular tissue could indeed be ablated 

at significantly lowor energy densities, 

with lower gas yields and significantly 

reduced collateral damage. Interestingly, 
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even at the lowest energy densities eval

uated, tissue ablation was always asso

ciated with the accumulation of insolu

ble gas and the occurrence of \vater 

vapor bubbles. In this study, the lowost 

gas yield measured was 74 ml (HLD, 

0.015 mm/s and 1'1.4 mJ/mm2), which 

was well in excess of gas yields in simi

lar experiments with conventional 

ELCA catheters.l;.\7.1~ The accumulation 

of 74 ml of insoluble gas would result 

in a spheric bubble with a diameter of 

5.2 mm. However, for thoso parameters 

typical of optimal ablation the calculat

ed number of gas molecules per number 

of incident photons was less than 5%, 

while tissue tempol'atmes of 85 ± 9 °C 

in the proximity of the laser device 

reflected tissue water vaporization. 

These findings suggest that thermal 

ablation rather than photochemical dis

sociation is the true mechanism of 

excimer laser tissue ablation at such 

low energy density levels. 

FUTURE [JIRECI10NS 

\'Vith this sot of experiments we made an 

attempt to describe some of the physical 

phenomena that occur during 308 nm 

XeCI-excimel' laser ablation of vascular 

tissue. An additional evaluation of some 

laser parameters, i.e. an adjustment of tim 

pulse repetition rate, could still further 

improve conditions for optimal ablation. 

On a morc fundamental level, the ques

tion why the energy density controls the 
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balance between photo-chemical dissoci

ation and water vaporization, needs to he 

clarified. '<Vhether attempts to answer 

this question will provide us with the 

most optimal parameters for ELCA, or 

-on the contrary- will pave the way for 

the therapeutic use of other energy 

sources is an intriguing issue. 

CONCLUSION 

HLD allows for ablation at low energy 

densities. As a result, vapor bubbles were 

smaller, insoluble gas production was 

diminished (although gas yields were 

still not insignificant) and adjacent tissue 

damage was significantly reduced. Less 

than 5% of the calculated incident pho

ton energy was transformed in insoluble 

gas while tissue temperatures increased 

up to 61 ± 8° C above ambient. Therefore, 

it can be concluded that under these con

ditions excimer laser tissue ablation is 

predominantly a thermal process. It is 

tempting, to suggest that HLD and slow 

catheter advancement speeds will 

improve clinical outcomes of ELCA by 

significantly reducing mechanically 

induced vessel wall damage. However, it 

is conceivable that the combined thermal 

strain, large volumes of insoluble gas and 

prolonged procedure times, rather than 

angiographic dissections could have a 

negative effect on the acute and long

term results of HLD-ELCA. 
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APPENDIX 

CALCULATION OF TilE PHOTON FRACTION 

USED FOR GAS PRODU(''TION 

In order to calculate the fraction of pho

tons used for gas production 

we made the following assumptions: 

1. Insoluble gas formation. during 

excimer laser tissue ablation is the 

resultant of UV-photon induced 

dissociation of organic molecules 

2. Photo-dissociation of one organic 

molecule is caused by the event of 

absorption of one single photon 

(multi-photon excitation was not 

taken into consideration) 

3. The gas created as a result of photo

dissociation is an ideal gas at room 

temperature (20'C) 

EXPERThlENT 

Excimer laser pulses with a pulse ener

gy density of x mJ/mm2 are used. The 

total light emitting area of a beam deliv

ery device (fiber bundle in a catheter or 

a single HLD fiber) is A mm2 • 

During application of n laser pulses a 

total gas amount of y VI is created. 
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To calculate the number of gas mole~ 

cules in this volume, the ideal gas law 

is applied: 

PV=NkT 

P: pressure, assuming atmospheric pres~ 

sure: p = 9.8·104 N/m2 

V: volume; y pI equals y·l0·9 rn3 

N: number of gas molecules 

k: Boltzmann constant: 1.38·10-23 ]IK 

T: absolute temperature, T = 293 K (= 

20'C) 

This can be rewritten as 

N = pV/kT 

The number of molecules Ng in Y III of 

gas is (units are omitted): 

The total energy E (in Jl that is supplied 

to the tissue by n laser pulses is: 

E = n·x-A-1O-3] 

The energy Ep of a single photon is 

given by 

h: Planck's constant: 6.63.10-34 ]s 

c: light speed: 3.0·10B m/s 

A: wavelengtil: 308 nm::::: 3.08.10.7 m 
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The energy Ep,30B of a 308 nm photon is 

therefore 6.5.'10-19 ]. 

The number of photons Np in the total 

delivered n pulses is 

Np = EIEp,30B = (n·x·A·1O-3j/6.5·lO,19 

= 1.5·1015·n·x·A 

The number of gas molecules created 

per incident 308 nm photon, or tile frac~ 

tional gas production F g' is 

Fg = NgfNp = (2.4·1016·y)/(1.5·1O",n·x·Aj 

= 16y/(n·x·Aj 

Example: 

A 1.6 mm HLD single fiber with an 

advancement speed of 0.06 mmls fires 

884 pulses of 19.9 mJ/mm'. The light 

emitting area is 1.82 mm2 . During this 

experiment 121.6 pI of insoluble gas 

was created. 

The fractional gas production is: 

Fg = 16·121.6/(884·19.9·182) = 0.061 

This indicates that per 100 incident UV 

photons 6.1 gas molecules were created. 

If all photons are absorbed and one 

event of photo-dissociation by one pho~ 

ton creates one gas molecule, then this 

number implies that only 6.1 % of all 

incident photons are used for gas pro~ 

duction, while the remaining 93.9 % is 

dispersed in another form of energy (Le. 

transformed into heat). 
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LASER GUIDEWIRE FOR RECANALIZATION OF 
CHRONIC TOTAL OCCLUSIONS 

S
ince its introduction, percuta

neous trans luminal coronary 

angioplasty (PTCA) has estab

lished itself as an important alternative 

to coronary artery bypass surgery 

(CAB G) in the treatment of coronary 

artery disease. A continuing develop

ment of techniques and tools, has led to 

a considerable increase in both the 

number and complexity of cases per

formed annually,l Once considered to 

be 'a temptation to resist', the percuta

noous treatment of diseased saphenous 

vein bypass grafts, small diameter coro

nary arteries. and multi vessel disease 

are becoming part of tilO routine rather 

than the exception in today's angioplas

ty practice. The recent explosive 

increase in the use of intracoronary 

stonts has played a major role in this 

shift of the former boundaries of PTCA.2 

One of the last remaining bastions of 

CAnG has been t}:le treatment of chronic 

total coronary occlusions. Hampered by 

low initial success rates 3-8 and high 

recurrence rates/HI it ·was only after the 

introduction of improved guidewire 

technologytl.13 in addition to the demon

stration of a positive influence of stent

ing on long term vessel patency14, that 

chronic total occlusion became a more 

acceptable indication for percutaneous 

treatment. The laser guidewire is an 

example of such new guidewire tech

nology.15 It was specifically designed for 

the recanalization of chronic coronary 

artery occlusions refractory to recanal

ization attempts using conventional 

guidewires. Earlier, our group reported 

on the initial clinical experience with 

the laser guidewire. 16 'tVe report here on 

the technical aspects of laser guidewire 

assisted recanalization of total occlu

sions, a treatment modality for a poten

tially large group of patients.17•18 

THE LASER GUIOEWIRE 

The Spectranetics Prima Coronary Total 

Occlusion System (Model 018-003) 

(Spectranetics, Colorado Springs, CO), 

consists of an O.OlB-inch laser 

guidewire and a support catheter and is 

designed to combine the mechanical 

attributes of a typical coronary 

guidewire with the ablative energy of 

the CVX-300 excimer laser in order to 

enable the initial crossing of total coro

nary occlusions (Fig 1). The wire con

sists of optical fibers with a 45 micron 

diameter, encased within a O.OlB-inch 

diameter shaft. The distal 30 em of the 

wire. is relatively floppy and is treated 
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oc~~~~~~ ~J~~~~: I I I I J I I I I" I I II II I II I I I II I II II I I I I 
showing the tip of 

thelaser guidewiI"e, 
unshaped (top) and 

shaped (bottom). 

with a lubricious coating. The distal coil 

tip is radio-opaque for visualization 

under fluoroscopy. The wire tip is sha

pable and, if required, re-shapable during 

a procedure in order to meet specific 

anatomic circumstances. Furthermore, it 

has a torque device mounted on the prox

imal shaft. The support catheter, which 

comes with the laser guidewire is 135 em 

long and has a single a.DlB-inch wire 

compatible lumen. It has a radio-opaque 

marker mounted 1 mIll proximal to a 2.5 

French tapered tip. Finally, the system is 

supplied with a 15 CIll long tapered 'peel

afr introducer to assist insertion of the 

laser guidewire into the support catheter. 

The laser source compatible for the 

laser guidewire is the Spectranetics 

CVX~300 XeCI excimer laser, emitting at 

a wavelength of 308 nm. The physical 
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phenomena which occur during tissuo 

ablation at this wavelength are 

described elsewhere. 19 

THE LASER GUIDEWIRE PROCEIJURE 

The working mechanism of the laser 

guidewire is based on the ablation of 

diseased vascular tissue. Contrary to 

conventional guidewires that follow the 

path of least resistance, the laser 

guidewire will advance in whatever 

direction tho wire tip is directed during 

activation of tho laser beam. 

Consequently, a proper alignment of tho 

laser guidewire is tlle most critical issue 

involved in this procedure. Therefore, 

to guide the steering of the wire through 

a missing segment, both a proximal 

entry point and a clear distal (anatomic) 

re~entry point loading to a visible true 
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distal lumen are an absolute pre-requi

site for a successful procedure. As a 

rulo, a complete distal opacification of 

the target vessel by collaterals (mini

mum: Rentrop20 class 2) is required to 

assure the visibility of the target vessel 

during the procedure. 

Currently, at the Thora.xcentre we use 

the approach described belm" in order 

to optimize the chances of a successful 

procedure. Puncturing of both femoral 

arteries with insertion of a second, 

smaller French-size catheter in the con

tralateral coronary artery is employed. 

By a combination of simultaneous bilat

eral injection of contrast medium into 

both coronary arteries, thus making use 

of the inter-coronary collateral circula

tion and (whenover availablo) biplane 

coronary angiography. optimal informa

tion is obtained about the anatomy of 

the missing segment (Fig 2). A mono

plane system could be used, provided 

multiplo views from different angles are 

made each time prior to the advance

ment of the lasor guidowire. 

A guiding catheter, minimum 8 French 

size, that provides good coaxial align

ment and back up support is chosen. 

An exanlple of a guiding catheter which 

supplies optimal back up support 

would be an Amplatz left, rather than a 

Judkins-type, guiding catheter for occlu

sions of either the left or right coronary 

artery. A large lumen Y-connector is 

mounted on the guiding catheter to 

allow for the potential introduction of a 

laser catheter. if crossing of the wire 

needs to be followod by an excimer 

laser coronary angioplasty (ELCA) pro

cedure. Unless ipsilateral collaterals 

sufficiently supply the occluded seg

ment, a 7 French diagnostic catheter 

introduced through the contralateral 

femoral artery is positioned in the 

ostium of the contralateral coronary 

artery. 

To facilitate flushing of the support 

catheter during the procedure, a stan

dard Y-connector with a three-way stop 

cock is mounted on the supplied sup

port catheter. After flushing with a 

heparin solution, the support catheter is 

preloadod with tho laser guidewire, 

using the peel-off introducer to avoid 

damage to the wire tip. Subsequently, 

the tip of the laser guidewire is shaped 

by rolling the tip gently between the 

first and second finger. Once positioned 

in the coronary artery, tho tip of the 

wire tends to loso tho imparted shape. It 

is therefore advisable to curve the wire 

tip to a larger extent than usually done 

with a conventional type guidewire for 

the same anatomical situation. After 

this, the laser guidewire is calibrated at 

a fIuence of 60 mJ/mm2 and a pulse rep

etition rate of 25 Hz. It should be noted 

that calibration of the wire is done only 

aftor shaping of the wire tip. since the 

tip shaping manoeuvre may damage the 

silica fibers inside the laser guidewire 
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F18111'e 2 Total ... 
occlusion of a rigllt ". 
coronaryartel}', A 

left Amplatz guiding 
catheter is posi

tioned in the OStiUllI 
of the RCA and a 7 
French ,udkills left 
diagnostic catheter 

in the ostium of the 
left coronary arlery', 
Bilateral silllllltane-
ous injection of con
trast medium, show-

ing the occlusion 
stump and the dis

fallumen, 

which 'would be manifest as a calibra

tion failure, Once the calibration is 

completed, the laser guidewire is 

retrieved into the support catheter and 

both are introduced into the guiding 

catheter, The support catheter is 

advanced toward the tip of the guiding 

catheter, and the wire is advanced into 

the stUIllp of the occlusion, "\lhen there 

is a sharp bend in the artery proximal to 

the target occlusion (e,g, an occlusion in 

the circumflex artery), prior to introduc

tion of the laser guidewire, a mechani

cal guidewire can be used in order to 

position the tip of the support catheter 

in the funnel of the occlusion, In situa-
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tions where there is an eccentric ftmnel, 

as an alternative to the support catheter, 

it Illay be helpful to use a balloon 

catheter and to inflate the balloon in the 

occlusion stump at a low pressure, for 

the creation of an entry point with a 

central location, 

Initially, advancement of the laser 

guidewire without activation of the 

laser may be attempted, In the situation 

whore it is not possible to advance the 

laser guidewire mechanically, the wire 

is moved forward during laser activa

tion, The fluence typically used during 

a laser guidewire procedure is 60 

m]/nHu2, with a pulse repetition rate of 
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25 Hz. The corresponding pulse energy 

at the tip of the wire at this fiuence, is 

approximately 1.2 mI. 

During pulse trains, with a maximum of 

5 seconds, the wire is gently advanced 

at a rate of 0.5 - 1 mm per second. 

During advancement of the wire, con

tinuous monitoring with biplane fluo

roscopy of the position and alignment 

with the vessel segment to be crossed is 

strongly recommended. Each time the 

tip of the laser guidewire has reached a 

new position, the alignment with the 

distal lumen is checked by a contralat

eral injection of contrast medium. In 

case of misalignment, the advancement 

of the wire is discontinued and the laser 

guidewire is repositioned before further 

advancement. 

If during laser activation the laser 

guidewire encounters intraluminal 

resistance which hampers its normal 

progression (e.g. plaque calcification), 

the pulse repetition rate should be 

increased to 40 Hz. In certain condi

tions, despite a pulse repetition rate of 

40 Hz, wire progression can still be 

insufficient. This could be explained 

by: 

• insufficient back up support, inabil

ity of the laser guidewire to ablate 

the tissue it is in contact with (e.g. 

calcium) 

• a subintimal position of the wire tip 

(misalignment), 

• mechanical damage of the wire tip 

with a subsequent drop in the ener

gyoutput. 

In these situations the following strate

gy is suggested. First, advance the sup

port catheter in order to supply addi

tional back up support. Although expe

rience has taught us that nature is for

giving and staining of the occluded seg

ment with contrast medium (intralumi

nal or perivascular) should not be a rea

son for terminating the procedure in 

general, pushing of the tip of the sup

port catheter into the occluded segment 

should be avoided in order to prevent 

dissections. 

Next, especially in case of fluoroscopi

cally visible calcifications. a slight pull

back of the tip of the wire can be tried. 

"Vhen readvancing the wire, the wire 

tip is steered around the obstruction, 

obviously staying \\'ithin the boundaries 

of the arterial segment (Fig 3). Another 

option (especially if there are indica

tions of a subintimal position of the 

wire tip) would be to withdraw the tip 

of the laser guidewire into the proximal 

stump of tho occlusion, in order to 

make a new entry point. If, despite 

these efforts, wire progression is negli

gible, the tip of the support catheter 

should be positioned in the stump of 

the occlusion and the wire removed 

from the support catheter. Subsequently, 

the tip of the laser guidewire can be 

examined for mechanical damage, and 

the energy output can be measured. 
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Figul'e 3 Total occlusion of the proximal right coronal}, artel),. Panels A-C: the laser guidewire is 
steered around a calcified obstruction. D: angiogrophic confirmation of the intraluminal posi
tion of t/le distal tip of the laser guidewire 

In case of reduced output, the laser 

guidewire should be recalibrated in an 

attempt to restore the original output. 

Obvionsly, if the distal part of the 

occluded segment could not be crossed 
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with the laser guidewire, the lasor 

guidewire can be exchanged for a con

ventional (i.e. mechanical) guidewire, 

while still making use of the support 

catheter. 



If on fluoroscopy the wire tip projects 

outside the boundaries of the vessel, tho 

wire should be withdrawn into tho 

proximal part of OlD coronary artery. A 

proximal injection is used to check for 

possible leakage of contrast medium 

into the free pericardial space. Since 

there is usually no perfusion pressure 

inside the occluded segment, especially 

in longer segments, leakage into the free 

pericardial space is not likely. Nature 

seems to bo forgiving in this situation 

and a so-called 'wire exit' is not neces

sarily a reason to abort the procedure. 

Once the laser guidewire has crossed 

the occlusion, the intraluminal position 

of the wire in the distal true lumen 

must be confirmed by means of a COll

tralateral injection of contrast medium. 

If there is doubt regarding tho wire posi

tion the support catheter should never 

be advanced, nor should a balloon 

catheter be used, since it is this impa

tient manoeuvre which converts a 

benign wire exit into a perforation with 

tamponade introducing unnecessarily a 

major, potentially life tIueatening com

plication. Thus only after the intralumi

nal position of the wire has been con

firmed, should the laser guidewire be 

used as an exchange wire for the ensu

ing interventional procedure. 

l\DJUNCfIVE ANGlOPLASTY 

The aim of the adjunctive angioplasty is 

to remove as much obstructing material 

as possible, prior to 'dottering' of the 

remainder. Therefore, depending on 

lesion morphology and proximal refer

ence diameter, either the 1.4 nml, 1.7 mll1 

or 2.0 mm excimer laser catheter can be 

used, according to standard guidelines 

for the use of excimer laser equipment. 

Based upon tIle true ablation rate of tIle 

currently available multifiber catheters, 

the laser catheter should be advanced at 

a maximum speed of 0.5 mm per sec

ond at a fluence of 50 mJ/mm2 and a 

pulse repetition rate of 25 Hz, for a 

maximum duration of five seconds. 

Both prior to and during activation of 

the laser, it is mandatory to flush the 

target vessel with saline. By removing 

any intraluminally present contrast 

medium as well as clearing most of the 

blood interface, the doleterious side~ 

effects on the vessel wall of shock wave 

formation, due to absorption of 308 nm 

laser energy by contrast medium and 

haemoglobin, are minimized. The com

bination of a 'slow pass' with the use of 

saline flush has made excimer laser 

related coronary dissection an unneces

sary complication. ZI 

Finally, tho issue remains whether or 

not the result achieved with balloon 

angioplasty should be optimized by 

means of the placement of one or more 

intra coronary stents. Violaris et a1. 22 

reported on the long-term restenosis 

rate following successful balloon dilata

tion of coronary occlusions. The study 
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population comprised 2950 patients 

(3549 lesions), which included 244 

occlusive stenoses (6.9%). The six 

month angiographic restenosis rate 

(>50% stenosis at follow up) was signif~ 

icantly higher in the occlusion group at 

45% compared to 33% in the non~ 

occlusive group. Similarly the relative 

loss (mm, mean ± SO) in the occlusive 

group, 0.17 ± 0.3, n :::: 244 was signifi~ 

cantly higher than in the non~ocelusive 

group 0.12 ± 0.2, n ~ 3305, p<O.OO1. 

However, the higher restenosis rate in 

the occlusion group was entirely due to 

increased reocclusion: 18% (44/244 

lesions) compared to 4.7% (156/3305 

lesions) for the nonMocclusive group 

(p<O.OOl). After exelusion of these reoc~ 

elusions, tlle restenosis rate between the 

two groups was similar, 32.5 vs. 29.3% 

(p :::: 0.338), while tho relative loss was 

even significantly Im\rer in the occluM 

sive group (0.07 ± 0.17, n:::: 200) than in 

the nonMocclusive group (0.09 ± 0.16, n 

~ 3149, P ~ 0.023). These results suggest 

that, other than what might be a popula~ 

tion subgroup (18% oarly reocelusion), 

long~term results of successful angioM 

plasty of total occlusions may be comM 

parable with results of balloon angioM 

plasty of non~occlusive coronary 

stonosos. Subsequent publicationsH.I~ 

have indicated that both the (early) 

reocclusion rate as well as the late 

restenosis rate after successful recanalM 

ization of total occlusions are favorably 

146 

OL\PITR G 

influenced by stent implantation. 

Therefore, it is our current policy to 

stent the occlusion site in all patients 

after successful recanalization has been 

achieved (Fig 4). The advantage of tho 

use of intravascular ultrasound (IVUS) , 

ospecially in optimizing the stent proce

dure, has been reported elsewhere. 21 .
14 

Finally, all tho patients in the 

Thoraxcentre are put on a medical regiM 

men with ticlopidine and aspirin for 

two weeks and six months, respoctive~ 

ly, in order to reduce the possibility of 

subacute reocclusion. 

SUMMARY 

"VUh respect to the low success rate of 

PTCA for the treatment of chronic coroM 

nary total occlusions in general, and the 

clinical relevance of this condition to 

the practice of the (interventional) car

diologist, it seems justifiable to investi

gate new technologies aimed at increas~ 

ing the opportunities of percutaneolls 

intervention for this specific condition. 

Presently, the European registry with 

the laser guidewire, the European 

TOTAL Surveillance Study, has been 

completed. 1
<; From this experience, we 

have learned that foHowing an initial 

failed attempt to mechanically re~estabM 

lish flow, the SllCCOSS rate of the laser 

guidewire procedure is approximately 

sixty percent. Currently, the major lil1li~ 

tation of the laser guidewire procedure 

is its technical complexity, resulting in 
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lengthy procedures 'with extensive usc 

of fluoroscopic time and contrast medi

um. Development of alternative tech

niques for forward detection (e.g. ultl'3-

sound, fluorescence- or Raman spec

troscopy) could prove to be essential in 

increasing the availability of the laser 

guidewire technology for general interven

tional practice. Although the prelinrinary 

European experience with the laser 

guidewire is encouraging, favorable suc

cess rates in recanalization of total coro

nary occlusions have been reported 'with 

Hew mechanical guidewires. such as the 

Figlll'e 4 Recanalization of a chronic fofally occluded right coronary artery and reconstruction 
offhe occluded segment using mliltiple stents. (Final result of tIre procedure in fig. 2). 
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Choice PT plus wire (Scimed, BSC, 

Minesota, USA), the Cross wire 

(Teruillo, Tokyo, japan) and the 

Japanese Athlete guidewire (Asahi Intec, 

Co. Ltd, Tokyo, japan). Consequently, tile 

ongoing EuropeanwAmerican multicenter 

randomized trial comparing the laser 

guidewire with the best available convenw 

tiona! mechanical guidewires (tile 'TOTAL' 

trial) will answer the question whether this 

technique will obtain a definite place in the 

arena of interventional cardiology. 
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EARLY RECOVERY OF WALL MOTION ABNORMALITIES AFTER 
RECANALIZATION OF CHRONIC TOTALLY OCCLUDED CORONARY 

ARTERIES: A DOBUTAMINE-ATROPINE STRESS ECHOCARDIO
GRAPHIC PROSPECTIVE SINGLE CENTER EXPERIENCE 

ABSTRACT 

Background-Patients with symptomatic 

myocardial ischemia from a chronic total

ly occluded coronary (TOC) artery are 

usually referred for coronary artery bypass 

surgery. Because guidewire technology 

has improved in recent years, percuta

neous coronary angioplasty has become a 

useful technique in opening chronic Toe 
arteries. \'Ve evaluated tho early functional 

results of successful percutaneous recanal

ization by performing dobutamino stress 

echacardiagraphy (DSE). 

~1ethods-Fifteen patients with a chronic 

Toe artery who underwent a successful 

recanalization were prospectively studied. 

Each patient had a DSE within 24 h before 

and 48 h after the procedure. "Vall motion 

was scored according to a 16 segments/5 

points model. A clinical and angiographic 

follow-up of 6 months was obtained. 

Results-The wall motion score index at 

rest improved from 1.26 ± 0.23 before to 

1.22 ± 0.21 after the procedure (p <0.05). 

Of those 10 segments that improved at 

rest, 7 were collateral-recipients and 3 

were collateral-donors. The number of 

ischemic segments decreased from 46 

before to 4 after the procedure (p <0.0001). 

"Vall motion score index at peak stress 

improved from 1.34 ± 0.20 p1'e- to 1.15 ± 

0.12 post-procedure (p <0.05). DSE was 

positive for ischemia in 15 patients before 

and 2 patients after the procedure 

(p <0.0001). Angina was present in 12 

patients before and in 2 patients after 

recanalization (p <0.0001). Two patients 

(13%) had angiographic reocclusion and 5 

(33%) restenosis after 6 months follow-up. 

Conclusions-Successful percutaneous 

recanalization of chronic Toe artery 

results in an early improvement of hoUI 

clinical status and resting or stress

induced wall motion abnormalities, as 

detected by DSE. 
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CHAPTER 7 

A
ngina pectoris is usually relat

ed to a significant stenosis of 

one or more coronary arteries. 1 

Progression of a stenosis may lead to 

chronic total occlusion of the vessel, also 

in the absence of myocardial infarction/ 

Patients with a chronic totally occluded 

coronary (TOC) artery may experience 

exertional angina, possibly from an 

inverted shunt of coronary flow from 

the occluded segment(s) through collat

erals to the non-occluded segments in 

times of increased blood flow require

ments.3 Therapeutic options are limited 

because medical treatment is not always 

sufficient, and coronary angioplasty is 

associated 'with both a high failure rate4 

and a high restenosis or reocclusion 

rate. Therefore, patients 'with significant 

symptoms are routinely referred for 

coronary bypass surgery.5 However, var

ious recent improvements in guidewire 

technology have considerably increased 

the success rates of percutaneous 

attempts at recanalization.6
-
s The effica

cy of successful recanalization has been 

proven in the late follow-up by exercise 

tesP and early after the procedure by 

cardiac pacing. 10.11 Dobutamine stress 

echo cardiography (DSE), an established 

technique for the detection of myocar

dial ischemia,12 has not been used to 

test the effects of recanalization of TOC 

artery early after a successful proce

dure. Therefore, we performed DSE to 

investigate whether a successful proce-
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dure results in an early reduction of 

myocardial ischemia in patients who 

underwent guidewire percutaneous 

recanalization of a chronic TOe artery. 

METHODS 

PATIENT POPULATION 

Patients 'were prospectively included 

according to presence of angina pectoris 

andlor objective signs of ischemia in 

relation to a chronic TOC artery. An 

attempt was made to recanalize the tar

get occlusion, by use of various 

guidewire technologies. This included 

the use of the excimer laser guide wiro 

(Spectranetics Int.. Colorado Springs, 

CO) in case of a failed attempt with COll

ventional guide wires. An informed 

consent was obtained from all patients, 

according to the guidelines of the 

Medical Ethics Committee of the 

University Hospital Rotterdam. 

ANGJOGRAPHIC DATA 

A TOe artery was considered chronic if 

more than 4 weeks of angiographically 

proven duration~ elapsed between the 

diagnostic coronary angiography and the 

date of the attempt at recanalization. For 

each patient the echocardiographic 16 

segments modeIn was assigned to each 

coronary field and when collaterals were 

found, the corresponding echocardio

graphic segments were divided in either 

collateral donors or collateral recipients. 



EARLY REmVERY Of' WAIL ~!Ono:-< ABXOR-\1Ai.Il1ES AFITR RICANAlll.HIO:-< 0)-' (HWC"Ir: fOTALLY or.aUDED CO!':O~L\RY ARTERIES: 

A OOBUfA\l~'E-'\TROPL";l> SIRL'<S [CIiOCARD:OGRAP!lIG rRU~pn:ll\,E ~I~GU: CENTER LXPE:RIIXCE 

DODUTAMINE STRESS ECHOCARDIOGRAPIIY 

Dobutamine stress echo cardiography 

was performed within 24 hours before 

and 48 hours after the procedure. 

Dobutamine was administered as fol

lows: 10 llg/kg/min for 3 minutes, 

increasing by 10 J-lg/kg/min every 3 

minutes to a maximum of 40 pg/kg/min. 

In submaximal nondiagnostic DSE, 

atropine was added: 0.25 mg repeated 

to a maximum of 1.0 mg in 4 minutes. 

Criteria for a positive DSE were stress

induced new or worsened wall motion 

abnormalities. Additional criteria were 

ST-segment elevation of 0.1 mV 80 ms 

after the J point in patients without 

prior myocardial infarction and hori

zontal or downsloping ST-segment 

depression of 0.1 m V 80 ms after the J 
point and angina. Pretest criteria for 

interruption of DSE were achieved 85 % 

of the maximal for sex- and age-predict

ed target heart rate, achieved maximal 

dose of both dobutamine and atropine. 

new significant wall motion abnormali

ties, horizontal or downs loping ST-seg

ment depression >0.2 mV 80 ms after 

the J point compared with the baseline, 

ST-segment elevation >0.1 mV 80 ms 

after the J point in patients without 

prior myocardial infarction, severe angi

na, symptomatic reduction in systolic 

blood pressure >40 mm Hg from base

line, hypertension (blood pressure 

>240/120 mm Hg), significant cardiac 

tachyarrhythmias and any serious side 

effect attributed to dobutamine infu

sion, such as headache, dizziness or a 

symptomatic vagal activation. 12 

ECHOCARIlIOGRAPIDC Ii\IAGING 

The left ventricle was divided in 16 seg

mentsll and visually assessed for both 

systolic wall thickening and inward 

wall motion. Each segment was graded 

on a 5-point scoring system (1 = 

normokinesis or hyperkinesis; 2 = mild 

hypokinesis; 3 = severe hypokinesis; 4 

= akinesis and 5 = dyskinesis) by an 

experienced observer blinded to both 

preprocedural and postprocedural data. 

The scoring was repeated by the same 

observer and in case of intra-observer 

disagreement the judgment of a second 

observer was obtained. Ischemia was 

defined as a deterioration in score at 

any stage of the test in one or more seg

ments, unless an akinetic segment at 

rest and low dose dobutamine became 

dyskinetic at peak stress.14 \'Vallmotion 

score index was defined as the sum of 

the scores of the individual segments 

divided by the total number of seg

ments. The medication used during the 

two DSE was not significantly different. 

The B-blocking agents were withdrawn 

3 days before the first DSE and not rein

troduced before the second DSE. 

TIIE ANGIOPLASTY PROCEDURE 

The attempt at recanalization was per

formed typically using either the Choice 
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PT wire (Scimed, Minneapolis, MN), 

TenmlO Crosswire (TenmlO, Japan) or the 

Prima laser wire (Spectranotics Corp., 

CO), The technique of the laser wire pro· 

cedure has boon extensively described 

elsewhere.6
.7.15 After successful crossing of 

the occlusion by the guidewiro, angio· 

p1asty was performed either by balloon 

angiopiasty. or a combination of excimer 

laser coronary angioplasty (ELCA) using 

the Spectranetics 1.4 mm or 1.7 mIll 

Vitosse-C rapid exchange coronary 

catheters with adjunctive balloon angio

plasty. Routinely, one or more intracoro

nary stents were implanted to obtain an 

optimal procedural result. After a suc

cessful 8ngioplasty. patients wore kept on 

a heparin infusion for 24 hours, main

taiIling the activated prothrombin time 

between 60 and 90 seconds. 

FOLLOW-UP STUDY 

All patients underwent a 6-month clini

cal and angiographic follow-up. 

Functional classification was performed 

according to the Canadian Cardiovascular 

Society. Restenosis was defined as >50% 

diameter stenosis at the treated coronary 

site, as determined by on-line quantita

tive angiographic analysis. 

STATISTICAL ANALYSIS 

Unless specified, values 'ivere expressed 

as mean ± SD. Comparison of variables 

was performed with two-tailed 

Student's t test for continuous variables 
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and chi-square test for discrete vari

ables. Differences of p <0.05 were COll

sidered significant. 

RESULTS 

PROTOCOl, COMPliANCE 

Of 34 consecutive patients with a 

chronic TOC artery and a DSE before 

the procedure, 22 (65%) patients under

went successful recanalization. Of 

these, 2 patients were excluded due to 

poor echo cardiographic image quality 

and 5 for no adherence to tho protocol. 

Therefore, 15 patients fulfilled the 

study protocol, by undergoing two 

DSE's: before «24 hours) and after «48 

hours) successful recanalization. The 

pretost baseline chaTacteristics are given 

in Tablo I and confirm that the patient 

population is representative of current 

clinical practice with coronary angio

plasty. 

ANGIOGRt\PlliC DATA 

The angiographic data are given in 

Table II. The TOC artery was the right 

coronary artery in 7 patients (47%), left 

anterior descending coronary a1'ter), in 7 

(47%) and left circumflex coronary 

artery in 1 (6%). 

DOBUTAI\IINf<; STRESS ECHOCARDIOGRAPIIY 

The hemodynamic data of preprocedure 

and postprocedure DSE are given in 

Table Ill. As shown, there was no signif

icant differonce between the pro proce-
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A DOBUT,HIL'\<:+ATROPL .... <: STRESS El1!UCARDlOGRAPHIC PRU$PEGIl\'E SL"Clt CtNTtR l:,~I't:k!f:M f: 

Hyper. Hyper· 
Suble(l Age(y) s.x AP (CCS) Prior MI tension Smoke Diobeles cholesterolemia FomHx 

1 48 f 3 0 0 0 0 
2 71 f 3 0 0 0 0 
3 39 M 2 0 • 0 
4 57 M 3 0 0 0 
5 69 M 3 0 0 0 0 0 
6 62 M 3 0 0 0 0 0 
7 36 M 2 0 0 0 0 
8 67 M 3 • 0 0 0 • 0 
9 " M 3 0 0 • 0 0 

10 67 f 3 0 0 0 0 0 
11 67 f 3 • 0 0 0 
12 62 M 3 • 0 0 0 
13 45 M 2 0 0 0 
14 58 M 2 0 0 0 0 0 
15 50 M 4 0 0 0 0 

Meon ± SO 56 ± 11 2.8 
Tolol 11M 9M! 6 6 6 

A~ A-.g-'" p.><.'<Y,' COS CC'o-;!"" CI.,,,f m •v ,. lo-H" to "f f"'>Yr, tAl, ,>0::0--0,,1 ,d."",,,,, 

Tnble 1 Pretest baseline c/Jaracferistics of the patient population 

dural and postprocedural data. \'Vall 

motion score index (Table IV) at rest 

improved from 1.26 ± 0.23 before to 1.22 ± 

0.21 after the procedure (p <0.05). Of 10 

segments (in 5 patients) that improved at 

rest, 7 were collateral recipients and 3 

were collateral donors. DSE was positive 

for ischemia in 15 patients before and in 2 

patients after the procedure (p <0.0001). 

The number of ischemic segments 

decreased from 46 before to 4 after the 

procedUl'e (p <0.0001). The number of 

Improved Ocduded Collolelol donor 
Ans!no 

Sublect segmenls' venel vessel{s) p,. Po" 

1 1 RCA lAO • 0 
2 3 RCA lAO 
3 1 RCA LAO,lCX 0 0 
4 2 RCA lAO 0 0 
5 3 RCA LAO, RCA • 0 
6 6 RCA LAO, leX 0 
7 5 RCA lAO • 0 
8 1 lAO RCA 0 
9 5 lAO RCA 0 

10 1 lAO leX. RCA 0 
11 7 lAO leX, RCA 0 
12 5 lAO [CX.RCA 0 0 
13 2 lAO RCA 
14 , lAO RCA 0 
15 4 lCX lAO 0 

lAD. !E-~ o"e;~" !kSCE',j,"J c.o.''''-'''yMecy,ll1.. <:'-c>.,-~~, {C'o-0'1o't~'y, "lA. '9'"Jc<:>-'Y,e,),o,",y, >""'_ pv''p-c-:0,'., F" P'<"-",,,cj.'" 
• SerE'" o! ". .. ""cW"'" '''' "'-''''f "''-''Y '" ,-.0' f ,., .., '-p c,~d '"D\ r~'Go cI-", '~,""'" 'O"B'O' 

Tp< (0)1 VOp'C-::Nc'O" ~.o,y,xed-.'. 

Table II Anatomic, angiographic, preprocedure, and postprocedure clinical data 

SH 

P,. Posl 

0 
0 0 
0 0 
0 0 

0 
0 0 
0 0 
0 0 
0 0 
0 

0 

• 
0 

0 
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Preprocedure 

Table III H. H. 58P 58P DP DP H. 
Sublect red peok rlUl peak rell peak reSI 

Hemodynamic --
data at rest 1 " 116 1<0 125 6960 14,500 80 

and peak 2 80 133 92 " 7360 11,438 90 
3 75 135 147 163 11,025 12,005 as 

dobutamine , 90 1<3 153 153 13,770 21,879 80 

preprocedure 5 61 105 1<2 124 8662 13,020 62 
6 71 120 110 115 7810 13,800 70 

and postpro- 7 " 117 1<5 180 10,730 21,060 80 

cedure 8 70 130 163 1<, 11.410 18,720 76 
9 70 138 112 107 7840 14,766 " 10 60 115 130 130 7800 14,950 72 

11 " 1<2 137 103 10,138 14,626 88 
12 70 132 98 100 6860 13,200 77 
13 60 132 135 135 8100 17,820 " I< 59 91 1<5 151 8555 13,741 70 
15 50 126 110 125 5500 15,750 50 

Meon ± so 68± 10 125 ± 14 130±21 129 ± 25 8968 ± 2100 16,085 ± 3392 76± 10 

,;F 0..:.-',.'< 1>~0 t '~'" ~ ',".' , lIC':·~ V'''_ .,,] 1" ,..j_~~ ,0 k''''/~,'' ~ HJ r- ., h' ,~-" n, t~G" - -; ~f' ,,"':.'0\:\:.,.:11".'" 0 ~..-_"'t!" 

segments 'with wall motion abnormality 

angiographically supplied by the 

occluded coronary artery that exhibited 

wall motion improvement after revascu

larization was 48 (Table II), Wall 

motion score index at peak stress 

improved from 1.34 ± 0,20 before to 

1.15 ± 0.12 after the procedure (p 

<O.OS). Angina was experienced during 

DSE by 12 patients before and 2 

patients after tho procedure (I' <0,0001) 

(Table II), 

FOLLOW-UI-' IlATA 

A 6-month clinical and angiographic 

follow-up was available for all patients. 

No major cardiac events sueh as death, 

myocardial infarction, coronary bypass 

WMAresling behent!c Resting Stress 
segmenls ~"~ WMSI WMSI 

Svb!ed P,. Pad P,. Pasl P,. POll p" Posl 

1 0 0 1 0 100 100 UJ 100 
2 3 1 3 1 1.19 1.06 1.19 1.06 
3 5 5 1 0 1.31 1.31 125 1.19 , 3 3 2 0 1.31 1.31 1.19 1.13 
5 2 0 2 0 1.13 100 1.13 100 
6 3 3 6 0 1.31 1.31 1.50 L25 
7 0 0 5 0 100 100 1.36 100 
8 8 7 1 0 1]5 1.69 1.61 L25 
9 7 7 5 0 1.50 1.50 1.38 1.31 

10 0 0 1 0 100 100 1.06 100 
11 , , 7 0 1.25 1.25 156 1.25 
12 , , , 0 1_25 1.19 1.50 1.13 
13 4 , 5 3 1.25 1.25 1.31 1.25 
14 0 0 2 0 100 100 1.31 1.19 
15 6 2 1 0 1.63 1.36 1.38 1.31 

$c'm o~d me(}~\ (±$D) " 39 '6 " L26 ±0_23 1.22±0.21' 1.34±0.20 1.15±0.12' 

Fe·;'. rC"p'C'Cod .. -, p,~ F',p-c< .. :t. -~. \'ltM. w~'I..-.,.'~" ,'~'-o--0LH IW,ISI. <,.,1 , •. •• Y:c·'~ ~":!~. 
'p~ 05 FOr.-'X";.-<" ,,-ol,>,-.;:.:;~d .•• ~ 

Ta1Jle IF Preprocedure and pDstprocedure wall motion analysis 
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H. 
peak 

127 
130 
130 
137 
121 
120 
133 
131 
1<, 
113 
115 
158 
142 
118 
117 

130 ± 13 
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A DOBUTAMLW-A1ROI'IS,; SlRtSS E(J[OC.\RDIOGRAPlITC PROSrECiT\'E STI;Cl£ CL'HER L>;PERIESn; 

Poslprocedure developing more effective technologies 

for percutaneous treatment of chronic 

TOC arteries. Typical examples of 

improved technology are the introduc w 

tion of hydrophilic-coated guide wires 

and the excimOl' laser guide wire. 

sap 
resl 

90 
86 

110 
132 
141 
120 
125 
126 
137 
111 
115 
112 
120 
126 
108 

17+15 

sap DP DP 
peak resl peak 

66 7200 8382 
80 77<l0 10,-l00 

100 9350 13,100 
162 10,560 22,194 
107 87<l2 12,947 
120 "00 14,400 
150 10,000 19,950 
109 9576 14,279 
131 10,138 18,864 
86 7992 9.118 
95 10,120 10,925 

129 8624 20,382 
120 10,080 17,040 
110 8820 12,980 
125 "00 14,625 

113 + 26 8849 + 1380 14,679+4J85 

surgery, repeated PTCA or hospital 

admission for unstable angina occurred 

in this patient group. At six month fol

low-up 4 (27%) patients were in stable 

angina, whereas angiographycally 2 

(13%) patients had a roocclusion and 

five (33%) had restenosis. 

DISCUSSION 

Shortly after the introduction of coro

nary angioplasty by Andreas Gruentzig 

in 1977, this tochnique was attempted 

in patients with chronic Toe arteries. 

Successive investigators reported on the 

relatively low procedural success rates 

and high restenosis rates following suc

cessful percutaneous recanalization. 16
.
1B 

Ho·wever. the long-term clinical 

improvelllent.I~.l(l the increased resting 

left ventricular function and the reduc

tion of exercise-induced ischemic 

symptoms in the late follow-up of 

patients after successful recanalization,? 

supported the continuing effort in 

Thus far, no study documented the 

early nmctional impact of a successful 

percutaneous recanalization of a cluon

ic TOC artery. in terms of resting 

regional left ventricular function and 

stress-induced myocardial ischemia. 

Obviously, a successful revasculariza

tion procedure should result in a reduc

tion of myocardial ischemia. \'Ve used 

DSE, an established technique for the 

detection of myocardial ischemia, 24 

hours before and within 48 hours after a 

successful revascularization to evaluate 

the immediate functional outcome of 

the procedure, 

As a main result of our study. we found 

a significant improvement of stress

induced wall motion abnormalities. 

Therefore, DSE is helpful in document

ing objectively the early functional out

come of a successful procedure. In addi

tion, we also detected a significant 

improvement of resting wall motion 

abnormalities. involving 7 segments of 

the collateral-recipient coronary artery 

and 3 segments of the collateral-donor 

coronary artery. These results suggest 

the presence of dysfunctional but viable 

myocardium, which improves early 

after revascularization, consistent with 
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previous studies documenting an imme

cliate functional recovery after revascu

larization. 2
\ Viable myocardium is also 

present in some collateral-donor seg

ments (although supplied by a non-dis

eased coronary artery) possibly through 

a stealing effect resulting in repetitive 

stunning. The immediate increase of 

both coronary flow and flow reserve 

after revascularization, involving both 

collateral-recipient and collateral-donor 

segments, parallel with the angiogra

phic disappearance of collaterals, may 

be the vascular substrate of the early 

functional recovery detected in our 

patients.a 

Although not the aim of the present 

study, a reocclusion rate of 13% and a 

restenosis rate of 33% at six-month fol

luw-up angiography appear significant

ly belter than previously reported rates 

in the literature. The consequent use of 

OL\PTER 7 

ful revascularization. "Ve believe that 

the demonstration of improvement of 

myocardial function early after a revas

cularization of a chronic TOe artery is 

important and may support further 

efforts to improve nonsurgical tech

niques for revascularization of Toe 

arteries. 

CONCLUSIONS 

In patients with symptoms or signs of 

myocardial ischemia resulting from a 

chronic TOe artery. DSE performed 

before and within 48 hours after a suc

cessful percutaneous recanalization 

documents a significant improvement 

of both clinical status and resting or 

stress-induced wall motion abnormali

ties. 
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RECANALIZATION OF CHRONIC TOTAL CORONARY OCCLUSIONS 
USING A LASER GUIDE WIRE: A PILOT STUDY 

ABSTRACT 

Objectives-This shlrly sought to prospec

tivoly evaluate the performance of a laser 

guido wire in crossing chronic total coro

nary occlusions in patients with a failed 

previous mechanical guide wire attempt. 

Background-Despite continued refine

ment of mechanical hardware available 

for coronary angioplasty. restoration and 

maintenance of blood flow through a 

chronically occluded coronary artery 

remains 11 true challenge. 

~Iethods-Fifty patients with a chronic 

total coronary occlusion and a previous 

failed attempt at recanalization using 

mechanical guide wires were included. A 

mee lanical attempt to cross the occlu

sion was repeated. In case of failure, an 

additional attempt was made with tho 

laser guide wire. 

Results-The median age of occlusion was 

22 weeks (range 5 to 200), and the occlu~ 

sion length was 23 ± 11uUll (mean ± SD). 

A repeat mechanical attempt was suc~ 

cessful in six cases (12%). Dissection 

occurred in five other cases, and device 

crossover was not attempted. Thus, in 39 

patients an attempt was made with the 

laser guide wire, with sllccessful recanal~ 

ization in 23 (59%). Thereby the overall 

success rate increased from 12% to 58% 

(29 of 50 patients). The ammmt of con~ 

trast medium used was 515 ± 154 mI, flu~ 

oroscopy timo was 99 ± 43 min, and total 

procedure timo was 2 h 48 min (± 55 

min). Procedural success was achieved in 

26 cases and clinical success (procedural 

success 'ivithout in hospital events) in 24. 

In~hospital events were two non-Q wave 

myocardial infarctions related to suba

cute reocclllsion. In one patient, a bal

loon dilation after laser guide wire perfo

ration resulted in tamponade requiring 

pericardiocentesis. After a successful pro

cedlue, the angina class decreased from 

2.9 ± 0.2 to 1.4 ± 0.7 at 3 IllonUls of clini

cal follow~up. Six-lllonth angiographic 

follow-up was completed in all 24 eligi

ble patients and showed vessel patency 

in 20 (80%). 

Conclusions-The use of the laser guide 

wire for recanalization of chronic total 

coronary occlusions refractory to treat

ment with mechanical guide wires is fea

sible and relatively safe and was success

ful in 59% of cases. This device must 

thus be considered a valuable addition to 

the intorvontional armamentarium and 

accordingly will be evaluated in a ran

domized clinical trial. 
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Abbm'ialions and Acronyms 

CK := creatine kinase 
ELCA =; cxdmer laser coronary angioplasty 
PTCA := percutaneous transluminal coronary 

angioplasty 
OCA = quantitative coronary angiography 

. TIM! - Thrombolysis in Myoc.ardial Infarction 

T
otal coronary artery occlusion 

is estimated to be present in 

approximately one~third of the 

patient population undergoing diagnos

tic angiography for symptomatic coro

nary artery disease. 1 Despite a steady 

improvoment in angioplasty tools to 

recanalizc totally occluded vessels over 

the past decade, success rates have not 

dramatically increased. 2
•
7 A recently 

developed laser guide wire that com

bines the mechanical properties of a 

typical coronary guide wire with the 

ablative energy ofaXeCI excimer laser 

may facilitate the recanalization of 

chronically occluded coronary arteries. 

Therefore, the primary goal of this 

study was to evaluate the performance 

of this new device in patients with 

symptomatic coronary artery disease 

duo to a chronic total coronary occlu

sion. 

METHODS 

PATIENT SELECITON 

From August 1993 to January 1995, a 

prospective observational pilot study 

was conducted at the Thoraxcenter of 

the University Hospital of Rotterdam to 
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evaluate the performance of the 

Spedranetics Prima Total Occlusion 

System in crossing chronic total coro

nary occlusions. Inclusion criteria were 

a Thrombolysis in :Myocardial 

Infarction (TI1vn) flow grade 0 coronary 

occlusion8 and a failed previous attempt 

at recanalization using conventional 

guide wires. In all cases, a mechanical 

attempt to cross the total occlusion was 

repeated before (in case of failure) an 

ensuing attempt was made with the 

laser guide wire. 

To evaluate the true potential of this 

new device, there were no exclusion 

criteria, with the exception of acute 

myocardial infarction within 2 weeks of 

the intervention. Thus, lesions that are 

typically considered unfavorable for a 

mechanical attempt at recanalization, 

including bridging collateral vessels, a 

major side branch originating from the 

stump of the occlusion, eccentric 

lesions or a nonvisible entry point, were 

intentionally not excluded (Fig 1). The 

age of occlusion was assessed in combi

nation by angiographic data and from 

clinical history. The stump morphology 

was evaluated from the preprocedural 

angiogram. The distal vessel lumen was 

routinely visualized by a contrast medi

um injection in the contralateral coro

nary artery so that both femoral artories 

were punctured in all cases. The length 

of occlusion was measurod by quantita

tivo coronary angiography (QCA) after 
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Figure 1 A, Total occlusion of the right coronor}' arter}' with a blunt stump, a major side branch originat
ing in the stump and bridging collateral channels (top row, frontal view; bottom row, lateral view). n, Total 
occlusion of a proximal left COrOllary artery with a septal branch and a diagonal bronch originating in the 
stump. There is a lesion in the ostium of the diagonal bronch (top row: right illferior oblique view, bottom 
roll': left superior oblique view). 

visualization of both the occluded 

stump and the distal lumen by means of 

a simultaneous bilateral coronary injec

tion at the commencement of the proce-

dure. Fluoroscopic time, total proce

dure time and the amount of contrast 

medium used were recorded. Blood 

samples for creatine kinase (CK) analy-
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sis were taken 12 h after the procedure. 

Because the first-generation laser guide 

wire was less steerable than most con

ventional guido wires, wire success was 

defined as angiographic evidence of 

reaching the true lumen of any branch 

distal to the occlusion. Procedural suc

cess was defined as an average diameter 

stenosis <50% in two orthogonal views 

by on-line QCA. Clinical success was 

definod as procedural success without 

G~8 

death, myocardial infarction, coronary 

artery bypass graft surgery or repeat 

angiopiasty during the index hospital 

stay. 

LASER GUIDE WIRE 

The laser guide wire (The Prima Total 

Occlusion System, model 018-003, 

Spectranetics) consists of an D.OIB-inch 

guide 'wire containing 12 silica fibers 

with a 45-pm diamet~r. Tho supplied 

Figure 2 A, Total occlusion of the loft anterior descending coronary ariel),. Top panel: right inferior 
oblique "ion'. Bottom panel: left s'lperior obJique view. B, Alignment of the guidewire tip H'ith the distal 
lumon is suggested in the top panel, Due to simultaneous bilateral injection of the contrast medium and 
biplano angiography the maJalignmenf of tho guidewire is clearly ~'isiblo in fho bottom panel. 
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support catheter has a 2,5F tapered tip, 

providing additional coaxial backup 

support. The model 018-001 (Generation 

1) had a nonshapable and subsequently 

nonsteerahle tip that could only be 

advanced in straight coronary sections. 

The model 018-003 (Generation 2A) 

'with a shapahle steerable tip was intro

duced in Decemher 1993. It was origi

nally designed to function as an 

exchange guide wire. Because the flop

py proximal paTt of the guide wire did 

not allow for an easy exchange, the 

Generation 2B with a stiffened proximal 

exchange section 'was introduced in 

Aprillgg4. 

The laser was tho Spectranetics CVX 300 

XeCI excimer laser. The fluence typically 

llsed during a laser guide wire procedure 

was GO mJ/mm2, with a pulse repetition 

rate of 25 Hz. On encountering resistance 

with the guide wire, the laser was activat

ed in pulso trains for a maximWll of 5 s. 

During laser activation, the laser guide 

wire was advanced at a rate of ~1 mm/s, 

usually during a simultaneous injection 

of contrast medium in the contralateral 

coronary artery. Biplane f1uoroscopy was 

used to guide the alignment of the guide 

'wire with the target segment (Fig 2). 

\'Vhenever tho laser guide wire encoun

tered intraluminal resistance during laser 

activation (e.g., in more calcified lesions), 

the pulse repetition rate WHS increased to 

40 Hz, thus increasing the ablation rate. 

Table 1. Guide Wires Used in the Present Study 

Conventional Guide wires 
Schneider 0.014" J-tip 
ACS HTF 0.014" 
ACS standard 0.018" 
Schneider 0.012" 

Scimcd Roadrunner 
Magnum wire 
Not recorded 

Laser Wires 
Generation 1 
Generation 2A 
Generation 28 

PROCEDURAL DATA 

An initial attempt was made to cross the 

occlusion using conventional guide 

wires, typically using a ballooll caUlOtor 

(Medtronic IB K) for additional backup 

support. If unsuccessful, a second 

attempt was made with the laser guide 

·wire. Table 1 shows the various types of 

guide wires Ulat were used. The conven

tional guide wire used most was the 

Schneider 0.014-in. guide wire (n :::: 32), 

whereas the currently used Generation 

2B laser guide wire was available only 

in the last 18 cases, Because all these 

procedures were repeat percutHneous 

transluminal coronary angioplasty 

(PTCA) procedures, we avoided exces

sive use of very stiff guide wires, so as 

not to risk dissections that would pre

clude use of the laser guide wire. 

!v!oreover, because the distal end of the 

first-goneration laser guide 'wire was 

extremely floppy, its potential to cross 
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4 
2 
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an occlusion mechanically '\\'as sommvhat 

limited. After successful guide wire cross

ing. angioplasty was usually performed 

using excimer laser coronary angioplasty 

(ELCA), using the Speclmnetics 1.4- or 

1.7-mm Vitesse-C rapid-exchange coro

nary catheter, and adjunctive balloon 

angioplasty. ELCA procedures were per

formed using a saline flush to facilitate 

removal of contrast medium and blood 

beforo and during laser activation to 

diminish vascular wall damage resulting 

from shock wave formation. 9 

Occasionally. placement of one or more 

stents was required to obtain an optimal 

procedural result (n = 6). After success

ful angioplasty, patients received a 

heparin infusion for 24 h that main

tained U10 activated partial thromboplas

tin time between 60 and 90 s. 

PATIENT FOLLOW~UP 

Patients were recalled after 3 months for 

a clinical assessment and after 4 to 6 

months for a follow-up coronary 

angiogram. In case of a failed procedure, 

patients were referred for elective coro

nary artery bypass graft surgery. 

STATISTICAL ANALYSIS 

Results are expressed as moan value ± SD, 

unless otherwise indicated. Univariate 

logistic regression analysis was performed 

to determine whether clinical, angiograph

ic or procedural factors were predictive of 

success. The predictive value was 
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expressed as an odds ratio with corre

sponding 95% confidence interval. 

INFOMmD CONSENT 

The study protocol had the approval of 

the University Hospital of Rotterdam 

Medical Ethics Committee. '¥ritten 

informed consent was obtained from all 

patients. 

RESULTS 

PROCEDURAL DATA 

Data for 61 consecutive patients with a 

TIMI flow grade 0 total coronary occlu

sion in at least one coronary artery on 

diagnostic angiography and who were 

referred for a laser guide wire attempt at 

recanalization were prospectively col

lected. Of these, nine patients appeared 

to have TIMI flow grade 1, two TIMI 

flow grade 2 at the timo of the proce

dure. These patients were consequently 

excluded from analysis. In the remain

ing group there were 51 occlusions in 

50 patients. This patient cohort repre

sented <20% of the total number of 

patients undergoing PTCA for a TIMI flow 

Table 2. Baseline Clinical Characteristics of 
50 Patients With 51 Occlusions 

Age (yr) 
Male 
Previolls MI 

CCS angina class 
II 
III 

58 ± 10 
43 (86%) 
32 (64%) 

4 
46 
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Table 3. Baseline Lesion Characteristics 

LAD 
LCx 
RCA 

Age of occlusion (wk): 
Angiographic age 
Median 
Range 

Clinical age (n=42) 
Median 
Rang, 

Length of occlusion (mm) 
Stump morphology 
cenlnll funnel 
eccentric funnel 
blunt stump 
Major side branch 
Micro capillary refill 
Non visible enlI)' point 

21 (41) 
3 (6) 

27 (53) 

10 
2 - 200 

22 
5 -200 

23 ± 11 

24 (47) 
11 (22) 
15 (29) 
19(37) 
5 (8) 
2 (4) 

Data are presented as mean ± SD or number (%) of 
lesions, unless otherwise indicated. LAD=left anteri
or descending arlery; LCx",left circumflex artery; 
RCA=right coronary artery 

grade 0 total occlusion in our department 

dUTing this period.10 The baseline clinical 

characteristics aTe given in Table 2 and 

confirm that the patient group is represen

tative of CllITent clinical practice with per

cutaneous angioplasty. The baseline 

angiographic data are given in Table 3. 

The duration (procedural time) of the 

initial attempt to cross the occlusion 

using a conventional guido wiro was 33 

± 34 min. The dUl"ation of a subsequent 

attempt llsing the laser guide wire was 

36 ± 28 min. The total fluoroscopic time 

was 99 ± 43 min, ·with a total procedur

al duration of 2 h 48 ± 55 min. The 

amount of contrast medium used was 

515 ± 159 ml. 

WIRE SUCCESS 

Despite a previously failed mochanical 

attempt at rocanalization, a ropeat 

attempt to cross the occlusion with a 

mechanical guide wire- was succossful 

in six patients (12%). In five patients 

the procedure was terminated duo to 

the presence of a mechanically induced 

dissection, considered to preclude the 

further use of a laser guide wire, \'Vith 

increasing experience it became evident 

that the occurrence of a dissection did 

not necessarily increase the risk or 

diminish the chance of success. In a 

number of cases with dissection, a new 

entry point could bo created by steering 

the tip of the laser guide wire away 

from the site of the entry point of the 

dissection (Fig 3). Careful biplane 

angiography in several orthogonal pro

jection combinations is accordingly an 

invaluable aspect of the procedure to 

facilitate reliable, preciso and safe 

maneuvering of UlO lasor guide wire. 

Thus, in 39 patients (40 occlusions) an 

attempt was made with the laser guide 

wire, resulting in an additional 23 

patients (24 occlusions) with a success

fully crossed occlusion (59% laser 

guide wire success). As a result, the 

overall guide wire success rato 

increased from 12% to 58% (29 of 50 

patients) (Fig 4). 

Although longer and more tOTtuOUS 

occluded segments could be treated 

with the second-generation steerable 
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wire than the first¥generation wire (25 ± 

12 mm In = 321 VS. 19 ± 6 mm In = 71. P 

:::: 0.2), the difference in wire Sllccess 

did not reach statistical significance 

(53% vs. 80%, p = 0.11). As shown in 

Table 4, none of the variables normally 

associated with procedural outcome 

were predictive of failure or success, 

OIM'IH:ij 

PROCEDURE-RELATED CO;\IPIJCATIONS 

Misalignment of the laser guide wire 

with the vessel wall boundaries ·was 

interpreted as laser guide wire perfora

tion and occurrod in seven patients. In 

one case, the guide wire position was 

mistakenly thought to be intraluminal. 

WiUlOut previous angiographic proof of 

Figure 3 Laser guide wire attempt despite a mechanically induced dissection . .t\: Total occlusion of the 
right coronOl}, arter}' (RCA) with a blunt stump and an ipsilateral collateral, filling the distal lumen. 
B: attempt with all 0.014" conventional guidewire to cross the occlusion. C: Spiral dissection of the RCi\. 
D: Introduction of the laser gllidewire creating a new entry' point. E: The tip of the laser guidewire in the 
distal lumen of the RCi\. F: Final results after balloon angioplasfy. 
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the intraltIDlinal localization of the laser 

guide wire, a 1,5-mm diameter balloon 

catheter was advanced and inflated. 

Extravasation of contrast medium 

occurred, leading to tamponade that was 

successfully managed by pericardiocente

sis. In the remaining six cases, the laser 

guide wire perforation was the reason for 

terminating the procedure. Systemic anti

coagulation was reversed, and the 

patients were monitored by transthoracic 

echocardiography and continuous hemo

dynamic assessment. There were no clin

ical sequelae in these patients. 

Adjunctive angioplasty failed to restore 

TlM! flow grade 3 in three patients with 

distal dissection. As a result, procedural 

success 'was obtained in 26 patients. 

Total: 

50 patients (51 occlusions) 

with a failed mechanical attempt 

+ 
study entry 

+ 
50 MW2 attempt 

A/ ' .. 
6 success (12%) 

+ 
5 dissection 
(no LW attempt) 

39 LW attempt 

A/'. 
23 success (59%) 16 failure 

29 success (58%) 21 failure 

Figure 4 BreakdOl17l of the results. All patients 
who entered the study had a pre\,jous failed 
attempt at recanalization llsing mechanical 
guide t!'ires. M1\'2;=; a repeat attempt llsing 
mechanical guide wires, LW:= laser guide wire 
attempt. 

Table 4. Angiographic predictors of succes 

age of occlusion 
Angiographic 
Clinica! 

Localization 
LAD YS. non - LAD 

Morpbology 
RD 
Central funnel 
Blunt funnel 
Ec(cntric funnel 
MSB 
Bridging collateral dlannels 
Length of occlusion 

OR (95% CI) 

1.03 (0.97 - 1.1) 
0.99 (0.98 - 1.02) 

0.7 (0.2 - 2.5) 

0.5 (0.1 - 2.1) 
0.9 (0.2 - 3.1) 
1.9 (004 - 8.8) 
0.6 (0.1-3.01) 
0.96 (0.2 - 3.8) 
1.1 (0.6-7.1) 
0.95 (0.9 - 1.01) 

p va!lle* 

0.) 
0.7 

0.6 

0.4 
0.8 
0.4 
0.6 
0.96 
0.96 
0.11 

*Not significant for all comparisons. Ch:confidonco 
inton'al; OR=odds ratio; RD=pmximal mfamilco 
diamter; MSB::major sido branch originating from 
the stump; other abbreviations as in Tabla 3. 

CLINICAL EVENTS 

Angina recurred within 48 h after an 

initially successful procedure in two 

patients (4%), leading to a non-Q wave 

myocardial infarction in both (CK 270 

and 799 U/liter, respectively), A diagno

sis of subacute reocclusion was con

firmed angiographically. leading to suc

cessful repeat angioplasty in one patient 

and elective bypass surgery in Uw other. 

As a result, the overall clinical success 

rate was 48% (24 of 50 patients). 

CLINICAL AND ANGIOGRAPIllC FOLLOW-UP 

At 3-month clinical follow~up after a 

successful procedure, the mean angina 

class (Canadian Cardiovascular Society 

class) was reduced to 1.4 ± 0.7 versus 

2.9 ± 0.3 before the procedure. 

In 24 patients the occluded artery was 

successfully recanalized without occur-
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renco of clinical events. Follow-up 

angiography was performed in all 24 

patients. and 20 had a patent vessel 

(80%). Seven of these 20 patients (35%) 

had stenosis >50% by QCA (reference 

diameter 2.43 ± 0,52 mm, minimal 

lumen diameter 0.98 ± 0.21 mm, per

cent diameter stenosis 59 ± 8), As a 

result, late angiographic success (vessel 

patency in the absence of reocc1usion or 

reslenosis [defined as diameter stenosis 

>50% by QCA on the 6-month follow

up coronary angiogram)) was achieved 

in 54% of cases. Six patients (five with 

restenosis, one with reocclusion) under

went repeat intervention (25% reinter

venlion rate) that was successful in all. 

DISCUSSION 

SUCCESS RATES 

The past decade has not witnessed a 

substantial improvement in the success 

rate of recanalization of chronic totally 

occluded coronary arteries despite the 

advent of various new mechanical 

devices, such as the Magnum guide 

wire and the Rotacs system. ll Using a 

meta-analysis of previously published 

reports, Meier12 described an average 

success rate of 65% in recanalizing 

totally occluded vessels. The low suc

cess rate of 12% in our mechanical 
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guide wire group is a reflection of the 

inclusion of only those patients with a 

TIMI grade 0 flow occlusion and at least 

one failed attempt using mechanical 

guide wires. Furthermore, angiographi

cally unfavorable lesions were deliber

ately not excluded. Accordingly, a laser 

guide wire success rate of 59% in such 

a difficult lesion subset must be regard

ed as encouraging. Because the laser 

guide wire 'was used after a failed 

mechanical attempt at recanalization in 

this patient cohort, the question whether 

primary use of the laser guide wire will 

lead to higher success rates still needs 

to be answered. The Total Occlusion 

Trial With Angioplasty by Laser Guide 

"Vire (TOTAL) trial, a randomized clini

cal trial evaluating the safety and effica

cy of the laser guide wire, will address 

this question. 

COMPLICATIONS 

Laser guide wire perforation occurred in 

seven patients, WiUlOut clinical sequelae. 

However, in one case balloon dilation 

after a laser guide wire perforation 

caused a tamponade that was managed 

by pericardiocentesis. Therefore, we 

strongly recolllllend not to advance any 

device over the laser guide wire before 

the intraluminal position of the guide 

wire tip has been angiographically con-
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firmed. Furthermore, although we have 

not yet encountered such a situation, 

the possibility of reentry into the true 

distal lumen after laser guide wire per

foration (especially in tortuous seg

ments) must be kept in mind. However, 

the absence of clinical sequelae in all 

other cases of laser guide wire perfora

tion suggests that guide wire perforation 

itself might be a benign phenomenon, 

allowing continuation of the procedure 

after with-drawal of the guide wire into 

the proximal part of the coronary artery 

(Figure 5). Although the issue of guide 

wire perforation should not be down

played, and is a maneuver that must be 

avoided as much as possible, the term 

perforation with its ominous connota

tion could perhaps be replaced by a 

more benign term such as "guide wire 

exit." A change in terminology may be 

too early although, within this context, 

it seems relevant that the European 

Multicenter Surveillance Study,IJ with 

the laser guide wire has largely con

firmed the benign character of these so

called laser guide wire perforations. 

Furthermore, the reporting of tampon

ade as a complication when llsing 

mechanical guide wires H suggests that 

this complication is not exclusively 

associated with the use of a laser guide 

wire. 

In addition to these procedural compli

cations, possible long-term complica

tions due to prolonged fluoroscopy and 

the relatively large volume of contrast 

medium should also be considered. 15•16 

LONG-TERM FOLLOW-UP 

In accordance with previous reports/·17
•
IB 

we found marked clinical improvement 

at follow-up in patients with successful 

recanalization. At 6-month angiograph

ic follow~up. the reocclusion (20%) and 

restenosis rates (35%) in the remainder 

of our patient cohort are also in keeping 

with previously reported results. 19 As 

recently indicate(PO-u, more liberal use 

of intracoronary stents will most likely 

lead to a significant reduction in the 

incidence of early and late reocclusion 

(Figure 6). 

By undergoing recanalization of a total 

occlusion, a patient at no risk for 

restenosis is converted to a potential 

candidate for restenosis or reocclusion. 

However, the benefit of increasing the 

number of patent vessels should not be 

underestimated because the number of 

patent vessels has a strong bearing on 

the long~term prognosis of patients with 

coronary artery disease. However, the 

aim of the present pilot study was the 

primary evaluation of a laser guide 

wire. \JVhether use of a guide wire could 

affect 6-Jl1onth restenosis rates is 

unlikely and beyond the scope of our 

study. 

As the technology of the laser guide 

wire continues to evolve, it is conceiv

able that additional refinements, such 
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Figure 511bc Laser guide wire "exit. " A, Total occlusion of the proximal left anterior descending 
artely: numerous Jaser guide wire exits in different vieu's. B, The laser guideU'im positioned in 
the distal lumen. C, Final results after excilller laser coronary angioplsfy and sfenting. 
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as remote tip control or simultaneous 

intravascular ultrasound to guide the 

procedure, will load to a further 

increase in success rates and to a reduc

tion of overall procedure time. 

STUDY LIMITATIONS 

This report describes our initial experi

ence with a technology that was contin

ually improving as our experience 

increased. 'Ve started with a ne'\\' device 

that we deliberately tried to "push to 

the limit." Ho'\\,ever, soon it became 

apparent that to be successful, both a 

visible entry point and visualization of 

the distal lumen through collateral cir

culation were mandatory. In addition, 

the technical changes in the guide wire 

during this pilot phase possibly inter

fered with a uniform analysis of the 

results because two-thirds of proce

dures were performed with the less 

ideal earlier versicns of the laser guide 

·wire. Furthermore, only a relatively 
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Figure 6 (Upper panels: left anterior oblique view; bottom panels: left laterol view) A, Proximal 
occlusion of the right coronaI)' artery. B, Alignment of the laser guiden'ire with the distal target 
segment, C: Results after a single pass with a 1.7 mIll lasercatlwter. D, nnal result after place
ment of lllultJjJle stents. 

small number of pationts were included 

in this pilot study, 

Finally, the large difference in success 

rates with the laser guide wire com

pared with mechanical guide wires 

(with additional backup support from a 

balloon catheter) cannot be ascribed 

sololy to potentially superior me chan i-
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cal qualities of the laser guide wire. 

This pilot study was not conducted in 

double-blind fashion; thus, a potential 

bias cannot be fully excluded. In this 

context it has been suggested that a 

"double-deaf" study-where the laser 

makes the usual sound during activa

tion with or without producing the 
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actual laser light beam~might resolve 

this issue. 

CUNICAL IMPLICATIONS 

With the successful development of 

new technologies for percutaneous 

interventions, total coronary occlusion 

is no longer the exclusive domain of the 

cardiac surgoon. In the light of a recent 

reportH on the high success rate of trea~ 

ting total occlusion with mechanical 

guide wires, the potential of the laser 

guide wire should be investigated in a 

randomized trial. The ongoing randolll~ 

ized TOTAL trial, with serial clinical 

and angiographic documentation, is 

expected to evaluate the place of percu~ 

tan eo us recanalization in general and 

the trne value of the laser guide wire 

compared with the best available 

mechanical guide wires in particular. 

CONCLUSIONS 

Despite the aforementioned limitations, 

we conclude that use of the laser guide 

wire for recanalization of chronic total 

coronary occlusions refractory to treat~ 

mont with mechanical guide wires is 

feasible, relatively safe and successful 

in 59% of attempted cases. 
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RECANALIZATION OF TOTAL CORONARY OCCLUSIONS 
USING A LASER GUIDEWIRE: THE EUROPEAN 

TOTAL SURVEILLANCE STUDY 

ABSTRACf 

The success rates of coronary angioplasty 

for the troatment of chronic total occlu

sions are loss favorable than for coronary 

stenosis. Therefore. a now laser guidewire 

(LW) was designed to facilitate the cross

ing of chronic total occlusions. We report 

on the results of a European multicenter 

surveillance study, evaluating the laser 

guidewire performance. Between May 

1994 and july 1996, 345 patients (age 59 ± 

10 years, 291 men) with chronic total 

occlusions were enrolled in 28 European 

conters. The median age of occlusion was 

29 weeks (rango 2 to 884), the occlusion 

length 19 ± 10 lllIll. L\'V recanalization 

was successful in 205 patients (59%), L\¥ 

perforation occurred in 73 patients (21 %), 

with hemodynamic consequences in 4 

(1 %), There were no deaths, emergency 

coronary artery bypass surgery, or Q-wave 

myocardial infarctions. In a multivariate 

regression analysis an occlusion age of 

<40 weeks (p=O.OOl, RR=1.34) and an 

occlusion length <30 mm (p=O.Ol, 

RR:::::1.59) were independent predictors of 

success. Results indicate that the L\'V is an 

effective and safe tool in the treatment of 

chronic total occlusion refractory to con

ventional guidmvires. 

C
hronic total occlusions remain 

the "enfant terrible" of coronary 

angioplasty, as the success rates 

still lag behind those of angioplasty for 

coronary stenosis. \-l) Because total occlu

sion is estimated to be present in one 

third of the angioplasty population7
,8 an 

attempt was made to improve on the pro

cedural success rates in this specific 

patient category. Thus, a steerable 

guidewire with forward debulking prop

erties, the laser 'wire (L\"'J. was devel

oped. Following a single center pilot

study? in May 1994, a multicenter surveil

lance study evaluating the performance of 

the Spectranetics Prima Total Occlusion 

System (Spectranetics, Colorado Springs, 

Colorado) was initiated. In this report we 

discuss the final outcome of the European 

Multicenter TOTAL Surveillance Study, 

which served as a preamble for the cur

rently ongoing multicenter randomized 

trial, the "TOTAL trial". 

METIlODS 

TIlE LASER WIRE 

The L Wand the technique of the L W 

procedure have been described else

where. IO
-
12 In short, the Prima Total 
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Occlusion System consists of an 0.018-

inch guidewire containing 12 silica fibers 

with a 45-11m diameter and a support 

cathoter providing additional coaxial 

back-up support. Since its introduction 

in 1993, the L W has been subject to a 

number of technical improvements. It 

changed from a nonstoorable straight 

wire to a steerable guidewire, designed to 

function as an exchange wire (Model 

018-003, Generation 2B), which is the 

currently used model. 

l1U; LASER 

The laser was tlle Spectranetics CVX 300 

XeCI excimer laser. The fluence typicaHy 

used during a L "V procedure was 60 

mJ/nuu2 , with a pulse repetition rate of 

25 Hz. If any resistance prohibited suffi

cient wire progression, tho pulse repeti

tion rate was increased to 40 Hz, thus 

increasing the L\JV ablation rate. During 

pulse trains WitlI a maximum of 5 sec

onds the wire was gently advanced at a 

rate of up to 1 mm/s. 

PATIENT POPULATION 

Data of patients with a total occlusion 

(Thrombolysis In Myocardial Infarction 

[TIMIj trial 0 and I flow)" existing for >2 

weeks who underwent a procedure using 

the L\JV were prospectively collected. A 

written informed consent was obtained 

from all patients, according to local med

ical eUlies committee recommendations. 

Lesions typically unfavorable for an 

186 

attempt at recanalization, such as bridging 

collaterals or a major side branch originat

ing from the occlusion stump, wero 

deliberately not excluded. However, a 

visible entry point and visualization of 

the distal vessel through collateral flow 

were mandatory. The study protocol did 

not provide restrictions to whether or not 

an attempt with a mechanical guidewire 

should be made before the LW aHemp!. 

All data regarding clinical history. pre

procedural angiographic assessment, 

angioplasty procedure, and eventual seri~ 

ous adverse effects were recorded in a 

standard case report form. The reference 

diameter of the occluded segment and 

the lengUl of occlusion ,vere determined 

by visual assessment. 

DEFINmONS 

L"V success was defined as angiographic 

evidence of reaching the true lumen of 

any branch distal to U18 occlusion. This 

was subdivided in "lotal success," mean

ing Ule L\V reached the true distal lumen, 

and "partial success," referring to 

patients in whom a combination of L\I\' 

and mechanical guidewire was used to 

achieve reconstitution with the parent 

neolumen. Procedural success was 

defined as an average diameter stenosis 

of <50% in 2 orthogonal views at com

pletion of Ule procedure. Clinical success 

was defined as procedural success WiUl

out death, myocardial infarction, emer

gency coronary artery bypass graft 
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surgery, or repeat percutaneous translu~ 

minal coronary angioplasty during the 

hospital stay. 

ADJUNCflW: ANGIOPLASTY 

After successful crossing of a guide'ivire, 

the nature of the ensuing angioplasty was 

at the discretion of the investigator. For 

excimer lasor coronary angioplasty 

(ELCA), the 1.4-, 1.7-, or 2.0-nlll Vitesse 

(Spectranetics) rapid exchange coronary 

catheters were available. For ELCA pro~ 

cedures it was advised to use a saline 

flush. The removal of contrast medium 

and blood before and during laser activa~ 

tion diminishes vascular wall damage 

resulting from fast expanding water 

vapor bubble formation with subsequent 

shock wave formation H ,15 and thereby 

reduces the incidence of coronary dis sec

tion. 16 

STATISTICAL ANALYSIS 

A multivariate regression analysis using 

SAS statistical software was performed to 

identify independent predictors of suc

cess. Incidents with a p value <0.05 were 

considered significant. 

RESULTS 

Between May 1994 and July 1996, in 28 

centers, 345 patients (age 59 ± 10 years, 

291 men, previous myocardial infarction 

217 [63%1 ,,1th a TIMI 0 flow [n ~ 2841 

or TIMI I flow [n = 61] coronary occlu

sion) who were treated with the L\'V 

entered the study. In 16% of cases (n = 

54), a previous failed attempt at recanal

ization using mechanical wires was 

reported. The modian angiographic age of 

occlusion was 12 weeks (range 2 to 728) 

or 29 weeks (range 2 to 894) according to 

clinical history (Fig 1). The occlusion 

length was 19 ± 10 mm Cfable I). The 

enrollment per center was :::;10 patients in 

13 conters, 11 to 20 patients in 14 centers 

and 66 patients in 1 center. 

WIRE SUCCESS 

None of the primary mechanical wire 

attempts (n=182, median duration 15 

minutes, range 1 to 135) wore successful 

(Figure 2). In all patients, a second 

attempt was performed using the L\'V, 

which was successful in 105 (58%). In 

patients in whom the LW was the prima

ry guidewire (n = 163, median duration 

25 min, range 1 to 180), the attempt was 

successful in 100 cases (61%). From the 

205 cases successfully performed with 

the L\'V, 109 cases were a "total success," 

whereas in 30 cases (17.5%) a combina~ 

tion of techniques was used ("partial suc

cess"). As a result, the overall L\'V success 

rate was 59% (205 of 345 cases). 

STATISTICtU ANiUYSIS 

The following parameters were entered 

in a multiple univariate analysis: the age 

of occlusion, the occlusion length, the 

reference diameter, the presence of a side 

branch originating from the occlusion 
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Figure 1 Distribution of the angiographically docllmented age of occlusion. As the distribution 
is "nonnorrnal", the median (at 12 weeks), rather than the mean age of occlusion is given. 

shmlp, the presence of bridging collater

als, the funnel shape (central vs eccentric 

funnel, or a blunt stump) and the loca

tion of the occlusion (left anterior 

descending vs no left anterior descend

ing). A logarithmic transformation of the 

age of occlusion was performed to com

pensate for skew due to a nonnormal dis

tribution of parameters. A multivariate 

regression analysis of these variables 

indicated that the independent predictors 

of success were clinical age of occlusion 

(p = 0.004) and the occlusion length (p = 
0.0004). When the analysis was repeated 

for only patients with a TIlvII 0 flow coro

nary occlusion, again the clinical age of 

occlusion (p ::;: 0.005) and the occlusion 

length (p = 0.002) were independent pre-
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dictors of success. The respective cutoff 

lines of success were reached at the clini

cal age of occlusion of 40 weeks (crossing 

success 63% for age <40 weeks vs. 47% 

for age ;"40 weeks, p=0.012, RR=1.34) and 

Table I Ba.!eline lesion Char.:!c!eru!ics 

left ,\uterior 1R5c~oding artery 
Cin:umlkx Artery 
Right Coromry Artery 
TIM! How 

o 
I 

Stump mNpht>!t>gl' 
emtra! funnel 
E~~~ntrk funnel 
B!unl5tump 
Major ~iM bran,h 
Mi(fo ~apiH:uy refill 

Age ofo;:c!usion(llk) 
Angiographk age (n~161) 
C\ini;:al age (n='!74) 
Lesion mca.surements (mm) (mclll ± SD) 
Length of ocdu;-ion (n=19S) 
Reference diameter (0= 18-t) 

(%) 

125 (36) 
SJ (15) 
168 (49) 

'" (82) 
6J (18) 

125 (3i1) 

" (lS) 
125 ()6) 
126 (37) 
36 (10) 

MeJim (rJnge) 
12 (2-728) 
29 (2-S94J 

19± 10' 
2.S-t ± 0.55 

• R:mge: 2 10 50 mm. TIMI=TI-,f<)mool)sis In Myocardial Infan:!ion tri.! 
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an occlusion length of 30 mm (crossing 

success 62% for length <30 mm vs 39% 

for length 230 mm, p~O,0013, RR~l,59), 

ADJUNCTIVE ANGIOPLASTY 

An adjunctive angioplasty was per

formed after successful crossing of the 

total occlusion in all 205 patients. Of 

these, 194 were successful (procedural 

success rate of 95%). Only a minority of 

patients were treated with balloon angio

plasty alone (23%). The remaining 

patients were treated with ELCA and 

adjlillctive balloon angioplasty (n = 78, 

38%), whereas in another 78 patients, 

angioplasty was completed by implanta

tion of 21 intracoronary stent (Table II), 

The overall procedure duration was 105 

minutes (range 20 to 330). 

PROCEDURE RELATED CO:\IPUCATIONS 

Noteworthy is the relatively high mmlber 

of LW perforations (n ~ 73, Table III) that 

were originally perceived as a reason to 

terminate the procedure (n = 56). In 4 

patients (1.2%), the wire position was 

mistakenly thought to be intraluminal. In 

these cases, the advancement of a device 

over the L\'V caused extravasation of con

trast medium leading to tamponade, 

which in all patients could be treated by 

means of nonsurgical drainage. However. 

becauso no clinical sequelae were report

od resulting from L\'V perforation per se, 

L\'V perforation emerged to be a more or 

less benign event, thus allowing for a 

345 patients 

/~ 
182MW 163 LW 

o success 

~ 
182 LW 

/~ 
77 falliur. 105 success 

(56%) 

63 faillure 100 success 
(61%) 

Figure 2 Breakdou71 of the results. MW"" initial 
aHempt at recanalization using a meclwnical 
guidewire; LW=atlempt at recanalization using a L1I'. 

continuation of the procedure after with

drawal of the ,\.ue into the proximal part 

of the coronary artery. 

SERIOUS AIJVERSJ.; EVENTS 

Serious adverse events woro reported in 

twelve patients (3.5%): 3 non~Q 'wave 

myocardial infaTctions. 4 repeat percuta

noDus trans luminal coronary angioplas

ties, 4 tamponades, and 1 L\'V malfunc

tion. Of interest is the overall benign 

character of these events. in the absence 

of Q-wave myocardial infaTction, emer

gency coronaTY aTtery bypass slugery and 

death. As a rosult of these adverse events, 

clinical success was obtained in 54% of 

the original patient cohort. 

DISCUSSION 

Since the early days of Hngioplasty, 

despite the introduction of various new 
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Table 2 Procedural Success of Adjunctive Angioplasty 

Procedure No. 

LaLa 2 
LaBa 47 
LaLaDa 78 
LaBaSt 40 
LaLaBaSt 38 

Total 205 

(:HAnER 9 

Success (%) 

0 (0) 
40 (85) 
78 (I 00) 
39 (98) 
37 (97) 

194 (95) 

recanalization, In addition, in 

the study there was a 100% 

failum of primal')' mechalllcal 

attempts, Obviously, by the 

very nature of tiris device reg

istry, cases in which a 

mechalllcal guide\\'ire attempt 

'i\'as successful 'were not 

reported because in these 

LaLa = LW assisted laser angioplasty, LaBa= LW :mis1edbJlloon angiop13sty, LaLaDa =LW assist~d cases the L \'V ,vas not used, 
laser- and balloon angiop!asty, lallaSt" LW assisted Nlloon angioplasty \\ith stenling, LaLaBaS \= LW 
assisted laser- and balloon angioplasl), with stenling. (L W = lascr\\irc). Ho\\rever, \ve feel that an aver-

mechanical devices,l'·19 we have not wit

nessed a substantial inlprovement in the 

success rates of recanalization of chronic 

total occluded coronary arteries, The 

only exception to this experience could 

be the results described by Kinoshita et 

al,20 which were achieved with the 

Japanese "Atillete" guidewiro, 

Although the baseline characteristics of 

our study population indicated that the 

patient group was representative of cur

rent coronary angioplasty practice, the 

numher of patients with a previous 

myocardial infarction \vas relatively high. 

As reported, 16% of the patients had a 

previously failed mechanical attempt at 

Table 3 R1.'3S0n for Failure Laser Wire Crossing (n=144) 

/'.lisllignment 
Wire stuck 
Wire p<:rforation 
Wire fracture 
Other 
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No. (%) 

44 (31) 
27 (19) 
56 (39) 

1 (0.7) 
12 (9) 

age 59%. success rate with the 

LW after a failed attempt >11th any type of 

mechanical guidewire is an encouraging 

development. Furthermore, it is conceiv

able that in a number of cases a failed pri

mary attempt with a mechanical wire, 

causing dissection, might have negatively 

influenced tilO success rate of tile L\'V dur

ing a subsequent attempt. 

In 4 patients a LH' exit resulted in tam

ponade. In all 4 this ,\vas due to the 

advancement of a catheter into the free 

pericardial space. Therefore, it is strongly 

recommended not to advance ally device 

over tho L\'V before tho intralwninal posi

tion of the wire tip has been confirmed 

by angiography. 

In this registry there was a marked 

absence of serious adverse events. No 

L\'V-related deaths, Q-wave myocardial 

infarction, or emergency coronary aI'tery 

bypass graft surgory have been reported, 

suggesting that recanalization of total 

occlusions by using a L\'V is a relatively 

safe procedure. 
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Notwithstanding the initially positive 

results with this new technology in a 

notoriously difficult subset of patients, 

there are some linlitations to this study. 

Given the protocol design, there was free

dom in initial guidewire selection 

(mechanical wire, L"V) , without record

ing of the intention to treat. Completion 

of a screening log was not required. As a 

result, it could not be determined what 

percentage of patients with cluonic total 

occlusions were enrolled in this study. 

Earlier, we demonstrated the influence of 

a "learning curve," showing an increase 

in success rates of 50% to 85% in a sin

gle center experience. 9 Therefore, the 

inclusion of learning curve data ('13 of the 

2B participating centers enrolled ~10 

patients) and the implementation of tech

nical changes in the L\¥ during tho study 

may possibly interfere with tho results 

and thoir just intorpretation. Finally, the 

limited collection of in-hospital events, 

in the absence of an angiographic and/or 

electrocardiographic corelab, precludes 

the possibility of determining the mid

and long-term condition and prognosis of 

01OS0 patients. Therefore, a randomized 

trial 'WiOl intention to treat recorded by a 

central telephone allocation center was 

initiated in 1995. This trial, with exten

sive and prospective collection of clinical 

and angiographic data, will be conducted 

by an independent coordinating center 

with corelab facilities. 

APPENDIX 

List of participating investigators, in 

order of the number of patients recnlited 

for the European !vlulticenter Laser 

Guidewire Surveillance Study. 

1. Thoraxceneter, University Hospital 

Rotterdam, The Netherlands. J.N. 

Hanlburger, P."V. Sernlys 

2. Santa Cruz Hospital, Lisbon, 

Portugal. R. Seabra-Gomes 

3. Cluistian Albrechts UniversWit Kiel, 

Gemlany. R. Simon 

4. Catherina Hospital, Eindhoven, The 

Netherlands. J.J. Konlen, H. Bonnier 

5. Deutsches Herzzontrulll Berlin, 

Germany. E. Fleck 

6. Kardiologisches Gemeinschafts-prax

is Hamburg, Germany. D. Mathey, J. 
Schofer 

7. Bethanii'm Krankenhaus, Frankfurt 

am Main, Germany. H. Sievert 

B. Rudolf Virchow, Charit6, Berlin, 

Germany. "V. Rutsch 

9. UniversiUitsklinik Goettingen, 

Germany. A.B. Buchwald 

10. Clinique Pasteur, Toulouse, France. 

J. Marco, J. Fajadet 

11. Armed Forces Cardiac Center, Riadh, 

Saudi Arabia. S. Al Kasab 

12. Medizinisches UniversiUitsklinik 

Bonn, Germany. L. Pizzulli 

13. Univorsitatskrankenhaus Eppendorf 

Hamburg, Germany. C. Hamm 

14. CMC Parly Grand Chesnay, Paris, 

France. Th. Corcos 
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15. Rates Kreuz Krankenhaus Frankfurt, 

N. Reifart 

16. RWTH Aachen, Germany. P. Hamath 

17. R.O. Gont, Belgium. Y. Taeymans 

18. Harefield Hospital, London, United 

Kingdom. Ch. lisle), 

19. Hospital "Gregorio Maranon", 

Madrid, Spain. E. Garcia 

20. Sahlgrenska University Hospital 

G6tenborg, Sweden. H. Emmanual

son 

21. St. Anthonius Ziekenhuis, Nieuwe

gein, The Netherlands. J. Ernst, H. 

Plokker 

22. Universitalsklinik Essen, Germany. 

M. Haude 

23. UniversWitsklinik Inselspital. Bern. 

S,dtserland. B. Meier 

24. Centro Cuore Columbus, Milano, 

Italy. A. Colombo 

25. St. Thomas. London, United 

Kingdom. M. Webb-Poploe 

26. UB Gasthuisberg. Leuvoll. Belgium. 

F. van dOT "Verf 

27. Clairval Hospital, Marseille, France. 

H. Escojido 

28. Franz Volhard Klinik, Berlin, 

Germany. Dr. Waigand 
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LASER WIRE FOR CROSSING CHRONIC TOTAL OCCLUSIONS
"LEARNING PHASE" 

RESULTS FROM THE U.S. TOTAL TRIAL 

ABSTRAcr 

The Prima® laser guidewire system 

(Spectranetics Corp., Colorado Springs, 

CO) consists of an 0.018" hypotube con

taining a bundle of 45-IlIll optical fibers 

coupled to a pulsed excimer laser operat

ing at a tip flucnce of 60 mJ/mm2 and a 

repetition rate ranging from 25-40 Hz. 

This laser guidewire was specifically 

designed to cross total occlusions refrac

tory to passage with conventional wires. 

The Prima wire was evaluated in a feasi

bility study at 14 U.S. centers. Following 

failure to cross a total occlusion with 

approved guidewires. the Prima wire 

was utilized in 179 patients. Average age 

of subjects 'was 61 yr. Lesion locations 

included left anterior descending (36%), 

right (45%) and circumflex (19%) coro

nary arteries. Mean angiographic age of 

total occlusions was 70 wk (range, 2-

1,020 'wk, median, 14 wk). The use of the 

Prima 'wire either solely or in combina

tion with conventional guidewires 

resulted in successful crossing in 61 % of 

these previously impenetrable occlu

sions. Failure of the device was com

monly related to length of the occlusion 

and tortuosity along the occluded path

way. Major complications included 

The on"ginal Figure 2 l\'OS omitted for technical rei/sons. 

myocardial infarction in 7 patients 

(3.9%). tamponade in 3 (1.7%). and 

deatil in 2 (1.1 %). This "learning phase" 

pilot study confirmed the feasibility of a 

laser guidewire in chronic total occlu

sions that are resistant to passage of con

ventional guidewires. An extended reg

istry at these investigative sites is 

planned. 

C
hronic total occlusion of a 

major epicardial coronary 

artery presents a major obstacle 

to complete coronary revascularization 

by percutaneous techniques. The pres

ence of a chronic total occlusion is 

often a primary factor in choosing surgi

cal revascularization over a percuta

neous approach. The inability to cross a 

coronary occlusion with a conventional 

guidewire precludes the use of any 

device (balloon, atherectomy, or stent), 

as all require delivery over a guidewire. 

Despite two decades of technological 

advances, angioplasty success rates 

rarely exceed 60%. 

The most important determinants of 

failure to cross chronic total occlusions 

include age and length of the obstruc-
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tion. The inability to cross totally 

occluded coronary segments with con

ventional guidewires is usually related 

to an inability to generate sufficient 

force to pass Uuough the plaque and the 

propensity of mechanical guide wires to 

seek a "false" or subintimal passage. 

To address these limitations. a steerable 

laser guidewire (Prima@ wire, 

Spectranectics Corporation, Colorado 

Springs, CO) was developed and tested 

in this study. The Prima wire is an 

0.018" guidewire capable of delivering 

high-density laser energy, at its tip, 

through an optical fiber bundle. From 

January 1995-November 1996, 14 cen

ters in the United States enrolled 

patients in a feasibility and "learning 

phase" study of this laser guidewire as a 

prelude to a controlled trial (TOTAL, 

for Total Occlusion Trial with 

Angioplasty by using a Laser Wire). 

Results of this United States Phase I 

learning phase registry are summarized 

in this report. 

METHODS 
PATIENT SELf:crION 

The primary objective of this feasibility 

study was to characterize the safety and 

efficacy of the Prima laser guidewire 

while allowing investigators to familiar

ize themselves with the operational 

characteristics of the system and master 

the nuances of laser guidewire manipu-
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lation. The learning phase of the U. S. 

TOTAL trial was approved by the 

United States Food and Drug 

Administration. Institutional review 

board approval was obtained at each 

site. All patients gave informed consent 

before participation in the study. 

The study group comprised patients 

with angina or objective evidence of 

ischemia (by stress echo or nuclear 

scintigraphy) and a documented total 

occlusion, demonstrated by previous 

angiographic or cli nical indicators. By 

protocol, the minimum age of occlusion 

was greater than 2 wk by clinical symp

toms. Patients WiOl an acute myocardial 

infarction within 2 wk of the planned 

procedure were excluded. 

Patients were entered into the study at 

the discretion of the principal investiga

tor at each site. Angiographically unfa

vorable lesions (e.g .. bridging collater

als, side branch emanating from occlu

sive funnel. heavy calcification, curved 

occlusive segments and ultra-long 

occlusions) were included; however, 

total occlusions that had distal seg

ments poorly visualized by collaterals 

(less than Rentrop grade 2) were exclud

ed. 

DEVICE DESCRWTION 

The Prima coronary total occlusion sys

tem was designed to couple the 

mechanical attributes of a conventional 

corohary guidewire with the ablative 
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energy of II laser to facilitate crossing of 

total occlusions, especially when 

mechanical force proves insufficient. 

Shaping Ribbon 

The proximal end of the laser guidewire 

is connected to the excimer laser 

(Spectranecties cvx- 300@ excimer 

L 
I , 

I 270cm r PFTE 
I Hypo-lube 

l _____ _ 

27cm 
Polymer 
Jackel 

12 x 45 micron 
Oplical Fiber 

i 
3cm ----~ 

Radio-opaque 
Wire Col! 

Figlll'O 1 Schematic diagram of tlie Prima laser guideU'ire, 

The laser guidewire consists of a con

centric array of 12 optical fibers (45-pm 

diameter) enclosed in an 0.018" diame

ter hypotube (Fig 1). The working 

length is 175 cm, which can be convert

ed to an exchange length of 300 cm by 

removing the proximal coupler and tail

tubing. The leading 30 cm of the laser 

guidewire is covered with a lubricious 

coating to reduce friction. The tip is a 3-

cm shapeable coil that is easily visual

ized by fluoroscopy. The laser 

guidewire can be steered like a conven

tional guidewire with a torque device, 

mounted on the proximal shaft. 

laser console) with a proprietary "plug

i n l1 coupler. The laser guidewire is 

externally calibrated at the laser console 

and is designed to operate at a maxi

mum tip fluence of 60 mJ/mm2 and a 

repetition rate of 25-40 Hz (pulses per 

sec). 

The Prima coronary total occlusion sys

tem includes a support catheter used to 

position the laser guidewire at the site 

of total occlusion and to facilitate 

guidewire exchange. The support 

catheter is 135 cm long and has a single 

lumen for insertion of an 0.018" or 

smaller diameter guidewire. The sup-
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port catheter has a i-nun radiopaque 

marker band mounted 1 mlll back from 

the leading tip. The shaft of tho cathetor 

is tapered from 3.5 French proximally 

to 2.4 French at its distal tip. Tho load

ing 35 cm of catheter are coated with 

lubricious material. The support 

cathoter is introduced through a hemo

static Y -adapter into any conventional 8 

French coronary guiding catheter. 

The Prima laser guidewire has been 

extensively used in Europe, where a 

randomized trial was recently complet

ed. It is limited to use in the United 

States under an Investigational Device 

Exemption from the U.S. Food and Drug 

Administration. 

LASER GUIDE\VIRE PROCEDURE 

A general description of the technique 

is as follows. Procedures were per

formed using standard techniques of 

percutaneous coronary intervention. 

After failure to cross an occlusion Witil 

conventional guidewires, the laser 

guide'ivire was positioned at the proxi

mal stump of the total occlusion before 

activating the laser. Although the laser 

guidewire could usually be advanced to 

tho site of occlusion without use of the 

support catheter, the tip of the wire is 

relatively stiff and its rapid and safe 

delivery to the segment of total occlu

sion could often be facilitated by prior 

delivery of the support catheter. The 

support catheter was easily advanced to 
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the proximal occlusion over conven

tional coronary guidewires. The 

mechanical wire was then exchanged 

for the laser guidewrre. 

The segment of coronary artery with the 

targeted total occlusion had to be clear

ly visualized in orthogonal views. The 

proximal vessel and the distal reentry 

site had to be visible by angiography. 

Adequate visualization of the coronary 

artery distal to the occlusion was a pre

requisite for enrollment. The absence of 

collaterals to the coronary segment dis

tal to the occlusion was felt to be a rela

tive contraindication to the use of the 

laser guidewire. 

Simultaneous contrast injections of the 

ipsilateral and contralateral coronary 

artery were froquently required to delin

eate the extent and trajectory of the total 

occlusion. 

The operator-shaped laser guidewire tip 

was torqued and advanced to the proxi

mal aspect of the total occlusion. The 

excimer laser is an obligate contact 

laser; henco, the tip of the wire had to 

be firmly applied to the plaque. Firm 

guiding catheter support was needed. 

The support catheter also provided sub

stantial "backup" support for advance

mont of the wire. 

Appropriate guidewire trajectory was 

confirmed by multi plane angiography, 

the laser was activated by a foot switch, 

and the laser guidewire was slowly 

advanced (the laser automatically 
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defaults to an inactive mode after S sec of 

operation). Procedures were performed at 

a fIuence of 60 mJ/nm12 and a pulse repeti

tion rate of 2S-40 Hz. The laser guidewire 

was generally advanced no more than 1-2 

mm with each 3wS~sec laser burst. The 

laser guidewire trajectory 'was reconfirmed 

by biplane angiography; adjustment in tip 

direction, if necessary, was made and the 

Jaser reactivated. The support catheter was 

frequently advanced over the laser 

guidewire to provide continued support 

for advanconumt. The laser guidewire was 

occasionally exchanged for a conventional 

wire, allowing the support catheter to be 

redirected; the laser guidmvire was then 

re-introduced. 

Laser guidewire entry through the distal 

aspect of tho total occlusion and into the 

distal vessel was characterizod by uncon

strained advancement within the distal 

coronary segment without laser activa

tion. "Vith the laser guidewire positioned 

in the distal artery, the very proximal seg

ment of the wire was cut, converting the 

device to a 300-cm exchange-length 

0.018" wire. FurUlOr debulking of the total 

occlusion was usually carried out with a 

1.4-, 1.7-, or Z.O-mm concentric laser 

catheter (Spectranectics). The laser 

guidewire was then exchanged, if neces

sary, over the support catheter for a con~ 

ventional 0.014" guidewire, and the resid~ 

ual stenosis was further treated with 

adjunct balloon angioplasty. atherectomy 

and/or stenting, 

DEFINmONS 

Primary laser success was defined as 

reaching the true lumen of any branch 

distal to the total occlusion, solely with 

the laser guide·wire. without major com

plication (myocardial infarction, tam

ponade, emergency surgery or death). 

Success was documented by angio~ 

graphic demonstration of the wire mov

ing freely in the true lumen of the distal 

coronary segment. 

Facilitated laser success was defined as 

reaching the true lumen of any branch 

distal to the total occlusion with the 

combined use of the Prima laser wire 

and any approved conventional 

guidewire, without major complication. 

Procedure success was defined as 

device success and final residual steno

sis < SO% on visual assess mont, follow

ing adjunctive angioplasty. athel'octo

my, andlor stenting, with absence of 

major complications in hospital 

(myocardial infarction, need for revas

cularization of target occlusion during 

concurrent admission, tamponade, 

emergency coronary bypass, or cardiac 

related death), 

RESULTS 

BASELINE CIIARACfERISTICS 

A total of 179 patients were enrolled at 

14 centers from January 1995-November 

1996 (TaL Ie I), The mean age was 61 

years (range, 38-96 yr). Mon comprisod 

82% of tho study group. Provious target 
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Table I Clinical Characteristics 

179 

was central in 30%, eccen

tric in 18%, and blunt in 
Number of Patients 
Age 
Male 

61 yr (range, 37-96 yr) 
147 (82%) 

49%. Major side branches 

emanated from the proxi

mal stump in 27% of Previous Q wave infarction 
Previous revascularization of target 
CABG 
PTCA 
Stent 
Laser 

87 (49%) 
54 (30%) 
30 (17%) 
21 (12%) 

2 (1%) 
2 (1%) 

lesion revascularization had been 

attempted in 30%. Nearly half (49%) 

had had previous transmural myocar

dial infarction, with 69% of these in the 

distribution of the target lesion. 

LESION CHARACfERISTICS AND LOCATION 

The mean angiographic age of total 

occlusions attempted was 70 wk (± 142 

wk) with a clinical estimate of 89 wk (± 

159 wk). The range of angiographically 

demonstrated total occlusions 'was 2-

1,020 wk (Table II). The median angio

graphic age of occlusion was 14 wk. 

The proximal stump morphology (Fig 2) 

Occlusion "Stump" Morphology 

Central Eccentric Blunt 

Fig. 2. Proximal "stump" morphology. A:CenLral. 

B:Eccenlric. C:Blunl 
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cases. 

Nearly half of the total 

occlusions attempted were 

in the right coronary artery 

(44%), a Ulird were in the 

left anterior descending (35%) and 19% 

wefe in the left circumflex coronary 

artery. The mean reference diameter of 

treated vessels was 3.0 ± 2.2 mm. The 

mean length of total occlusion was 18.6 

± lOA mm. The origin of collaterals was 

ipsilateral in 41 %, contralateral in 51 %. 
hridging in 23%. and micro-capillary in 

4%. 

PROCEDURAL RESULTS 

Each patient in this study had a total 

occlusion that could not be crossed 

after a concerted attempt with conven

tional mechanical coronary guidewires. 

The combined use of the Prima laser 

guidewire and mechanical guide wires 

resulted in successful crossing of 109 of 

179 occlusions (61%) (Table III). 

Success was greatest in the left anterior 

descending artery (70%), intermediate 

in the circumflex artery (62%), and low

est in the right coronary artery (54%). 

Procedural success appeared to be inde

pendent of age of occlusion. Mean age 

of occlusion in successful cases was 
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Table II Target Lesion Characteristics (N=176) 

Location 
LAD 
RCA 
LCX 

Proximall11orphology 
Blunt 
Central 
Eccentric 

Mean age of occlusion (wk) 
Angiographic 
Clinical 

Origin of collaterals 
Ipsilateral 
Contralateral 
Bridging 
Microcapillary 

Proximal Reference Diameter 

63 (36%) 
79 (45%) 
34 (19%) 

87 (50%) 
53(31%) 
33 (19%) 

70 ± 141 (median 14) 
89 ± 159 (median 28) 

73 (41%) 
92(51%) 
41 (23%) 

8(4%) 
3.01 mm(±2.21) 

65 wk, as compared to 85 wk in unsuc

cessful cases (p ~NS). The length of U18 

occlusion was clearly related to proce

dural success. Tho mean length was 8.6 

mm for successful vs. 22.3 mm for 

failed cases (p ~ 0.003). 

The laser guidewire was used alone in 

48 of the 109 successful crossings 

(44%). A combination of laser 

guidewire and mechanical guidewires 

was used to successfully perform the 

proceduro in tho remaining cases. 

The comlllon causes for failure to cross 

'with the laser guidewire are delineated 

Table HI Results With laser Guidewire N=179 

Laser wire succe-5S 
Facilitated success 
Overall success 
Procedure success 
f-.,'{ean duration of attempt 
Total procedure time 

86 (48%) 
23 (13%) 

109(61%) 
1011109 (93%) 
25 min (range 1-176) 

122 mill (range 3-360) 

in Table IV. Misalignment of the wire 

tip frequently led to recurrent wire exits 

and the development of multiple false 

channels. These wire exits, however, 

did not result directly in clinical seque

lae. 

The mean time for laser guidewire 

application was 25 minutes (range, 1-

176 min). The mean proceduro time 

was 122 min (range, 3-360 min). 

ADJUNcnVE TREATMENT 

Following successful crossing with the 

Table IV Common modes of failure to cross 
with laser guidewire 

Misalignment 19% 
False route 17% 
Wire fracture 1% 
Wire stuck 19% 
Perforation 27% 

laser guidowire, occlusions were usual

ly further debulked 'with an excimer 

laser caU,eter (1.4-,1.7-, or 2.0-mm), fol

lowed by balloon angioplasty and stont

ing (Table V). Procedural success was 

accomplished in 101 of U,e 109 (93%) 

occlusions crossed with the laser 

guidewire. TIMI 3 flow was achieved in 

91 % of thoso successful procedures. 

The mean residual stenosis was 26% (± 

34%). 

COMPLICA nONS 

The laser guidewirc caused several 

local complications (Table VI). 
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Table V Adjunctive percutaneous procedures following laserwire crossing procedure. The first 

occurred in an 85-

year-old man. An 

attempt to open the 

left anterior 

descending artery 

with a laser wire 

was unsuccessful. 

During the attempt 

La (laser guidewire (GW) alone) 
LaLa (laser GW, laser angioplasty) 
LaBa (laser GW, balloon angioplasty) 
LaLaBa (laser GW, laser angioplasty, balloon angioplasty) 

3(3%) 
1(1%) 

18(19%) 
15(16%) 

LaLaSt (laser GW, laser angioplasty, stent) 
LaBaSt (laser GW, balloon angioplasty, stellt) 
LaLaBaSt (laser GW, laser angiopiasty. balloon, stellt) 
LaRaBa (laser GW. rotational atherectomy, balloon angioplasty) 

3(3%) 
5(16%) 

40(42%) 
1(1%) 

Coronary spasm 'was the most common

ly encountered local complication. 

Major dissections were rare (2'3'0). 

Cardiac rhythm disturbances were not 

encountered. 

Serious adverse events (Table VII) 

included death in 2 patients [1.1 'Yo), 

and myocardial infarction in 7 patients 

(3.9%). Cardiac tamponade occurred in 

3 patients (1.7%) who were stabilized 

by catheter drainage of their hemorrhag

ic effusions. 

The two deaths were both related to the 
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Table VI Minor Complications 

Spasm 
Conventional "ire 
Laser wire 

Dysrhythmia 
Com"entional \\ire 
Laser\\irc 

Minor dissection 
Conventional \\lre 
Laser \\lre 
PTCA 
Oilier 

Major dissection 
Conventional \\ire 
Laser \\lre 
PTCA 

Perforation 
Conventional \\ire 
Laser \\ire 
PTCA 

30 (17%) 
31 (17%) 

1(1%) 
o 

2(1%) 
6(3%) 
4(2%) 
6(3%) 

2(1%) 
3(2%) 
2 (1%) 

o 
24 (13%) 
1 (1%) 

ho developed mild 

congestive heart failure, which was 

treated with diuretics. The right coro

nary artery was then dilated and stented 

Table VII i\fajor Adverse Events (10 cases- 6%) 

rvlyocardial Infarction 
Tamponade 
Death 

7 (3.9%) 
3(1.7%) 
2 (l.l%) 

during the same procedure. The com

bined procedure time was long (2 hr, 49 

min) and the patient left the laboratory 

with early evidence of pulmonary 

edema. He subsequently deteriorated 

with renal insufficiency and pulmonary 

edema. The family requested no intuba

tion or dialysis and he died 5 days after 

the procedure. 

The other death occurred in an 86-year

old man who had successful recanaliza

tion of a totally occluded proximal right 

coronary artory with place mont of foul' 

3.5x15 mm Palmaz-Schatz® coronary 

stents. Subacute stent thrombosis 

occurred the following day. He was 
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returned to the laboratory where he 

received heparin (30.000 units IV). 

ticlopidine (500 mg), ReoPro® and 60 

mg of rTPA. Balloon angioplasty 

restored flow to TIMI 3. Three hours 

following the procedure a massive 

intracranial hemorrhage occurred, lead

ing to coma and death, 

DISCUSSION 

\'Vhen introduced 20 years ago, percuta

neous transluminal coronary angioplas

ty (PTCA) was largely limited to con

centric noncalcified stenoses in proxi

mal coronary arteries. Although angio

plasty of acute total occlusions in the 

setting of a myocardial infarction was 

soon promoted by many operators, 

chronic total occlusions were usually 

beyond the reach of the initial fixed 

wire dilatation devices. The advent of 

independently movable guidewires1 

with the evolution of steerability and 

variable tip stiffness allowed experi

enced operators to explore the potential 

of treating chronic total occlusions with 

PTCA. 

Following improvements in guidewire 

manufacturing in the early 1980s, 

nnmerous single-center reports of total 

occlusion angioplasty were published. 2
" 

\I Procedural success rates in these 

reports varied from 40 - 70%. Patient 

selection and operator experience had a 

clear impact on the ultimate success of 

the procedure, Age and length of the 

occlusion were the most important 

lesion determinants of procedural suc

cess, 

Finei et a1. J1 clarified the clinical signifi

cance of successful transluminal 

recanalization of totally occluded arter

ies, At long-term follow-up, successful

ly treated patients had greater relief of 

symptoms and performed better on a 

treadmill workload. There was a lower 

incidence of surgical rcvascularization 

and myocardial infarction in the group 

with successful PTCA. Melchior et a1. n 

have also documented improvement in 

left ventricular function following suc

cessful angioplasty oftotal occlusions. 

The common causes of failure of con

ventional balloon angioplasty include 

vessel wall dissection leading to abrupt 

closure, inability to dilate the" lesion, 

failure to cross with a guidewire, and 

long-term restenosis, The broad applica

tion of intracoronary stents has led to 

substantial lowering of restenosis 

rates,14.15 Stents have, for the most part, 

obviated the need for emergency 

surgery by their ability to stabilize dis

sections, High speed rotational atherec

tomy (Rotablator®)16 and excimer laser 

angioplastyl7 have facilitated treatment 

of inelastic stenoses resistant to balloon 

angioplasty, The inability to cross a 

total occlusion with a guide'wire 

remains one of the few primary modes 

for angioplasty failure and a common 

indication for surgical revasculariza-
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tion. 

Mechanical modifications to conven

tional guidewires have had variable 

influence on the treatment of chronic 

total occlusions. Meier et ai. 18 and 

Alleman et al. 19 reported a substantial 

experience with a blunt-tip, stiff 

guidewire (Magnum@ wire, Schneider 

Medintag, Zurich, Switzerland). 

Although apparently useful in the 

hands of a few operators, the Magnum 

wire has not been widely adopted. The 

development of lubricious guidewires 

with hydrophilic coatings has allowed 

some operators to cross occlusions that 

were impassable with non-coated 

guidewires.:IO•
z4 The general use of these 

wires has been limited by their propen

sity to seek subintimal routes and the 

inability to generate sufficient force in 

some resistant occlusions. 

The potential for use of a laser 

guidewire in chronic total occlusions 

was recognized early in the develop

ment of lasers for angioplasty. Excimer 

laser energy is commonly utilized to 

"debulk" long segments of total occlu

sions, after successful passage of a 

mechanical guidewire. z5
,26 The delivery 

of laser catheters, as well as balloon 

dilatation catheters, stents, and atheroc

tomy devices, is predicated on the suc

cessful delivery of the guidewire within 

the true lumen, distal to the site of total 

occlusion. It was anticipated that in 

cases where a guidewire could not pass, 
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a laser guidewire could be used to gain 

access to tho distal vessel and then 

serve as a "rail" to track these angioplas

ty devices. 

The Prima laser guidewire is the first 

laser wire prototype to be used for 

recanalization of refractory total coro

nary occlusions. The wire is a 0.018" 

hypotube containing a bundle of flexi

ble optical fibers that transmit laser 

energy. The laser wire tip can be readily 

shaped. The hypotube is relatively stiff 

but retains reasonable torque response. 

Operating at relatively high fluence 

(60 mJ/mm2), the Prima laser guidewire 

can ablate 'while traveling through all 

but the most heavily calcified occlu

sions. 

This "learning phase" study demon

strates the potential of the Prima laser 

guidewire to successfully cross total 

occlusions resistant to passage of a con

ventional guidewiro. Over half (61 %) of 

lesions that had been uncross able with 

a mechanical wire were retrieved with 

the adjunctive or stand-alone use of the 

Prima wire. These results are nearly 

identical to those from a concurrent 

European registry of Prima wire use.27 

The subset of patients with total occlu

sions of the left anterior descending 

artery experienced the greatest success 

with the laser guidewire (70%); this is 

likely explained by the relatively 

straight course of the anterior descend

ing artery in the interventricular groove. 
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Patients with occlusions of the right 

and circumflex coronary arteries had 

lower success rates, perhaps related to 

the curvilinear course of these vessels 

in the atrioventricular groove. 

Tho ago of tho occlusion had no signifi

cant influence on the succoss of tho 

laser wire. Excessive length of the 

occlusion was clearly an impediment, 

particularly in the atrioventricular groove. 

Despite the potential of the laser 

guidewire to "exit" the native vessel, 

these wire perforations were almost 

always benign, without contrast 

extravasation, pain, or hemodynamic 

compromise. "Vhen "wire exits" were 

encountered, the laser guidewire was 

customarily retracted, realigned, and 

laser advancement continued. The laser 

wire procedure was most frequently 

aborted due to an inability to enter into 

the true distal lumen. 

Successful laser wire crossing was fol

lowed by adjunctive laser angiopiasty, 

balloon angioplasty, and stenting in the 

majority of cases. Debulking of the 

chronic total occlusion with a 1.4-, 1.7-, 

or Z.O-mm laser catheter was used by 

most investigators to facilitate balloon 

angioplasty and stenting. The incidence 

of restenosis in this study cohort was 

not determined. Simple balloon angio

plasty of chronic total occlusions is fol

lowed by a high incidence of restenosis; 

hence, adjunct stenting was used in vir

tually all of these patients. 

This "learning phase" study confirms 

the efficacy and safety of a laser 

guidewire for crossing chronic total 

occlusions that have been uncrossable 

with conventional guidewires. The laser 

guidewire has the potontial to convert 

to success over half the cases of chronic 

total occlusions that could not be 

crossed with prevailing wires, includ

ing the new generation of hydrophilic 

coated devices. We emphasize that this 

aggressive approach to chronic total 

occlusions does have the potential for 

serions complication and should be 

reserved for those patients with com

pelling indications. Many chronic total 

occlusions are clinically benign and do 

not warrant intervention. The economic 

value of the procedure and durability of 

the successful results clearly await defi

nition in the context of a controlled 

clinical trial comparing the las~r 

guidewire with mechanical guidowires. 

APPENDLX 

Collaborative centers and 

principal investigators 

1. Brigham and ''''omen's Hospital, 

Harvard Medical School- John Bitt! 

Z. Duke University- James Tcheng 

3. Cedars-Sinai Medical Center, Los 

Angeles-Frank Litvak, Neal Eigler 

4. Columbia-Miami Heart Institute

James Margolis, Sameer Mehta, 

Jorge Bejarano 

5. Emory University-Spencer King, 
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john Donglas, Neal Scott, Ziyad 

Ghazzal, Douglas Morris 

6. Jewish Hospital, Louisville, 

Kentncky- Ronald Madsen 

7. johns Hopkins Hospital-jeffrey 

Brinker, Jolm Resar 

8. Lenox Hill Hospital-Jeffrey Moses, 

Antonio Colombo 

9. The Mayo Clinic-David Holmes, 

Kirk Garratt, Guy Reeder, Peter 

Borger, Malcom Bell 

10. Presbyterian Medical Centerl 

University of Pittsburgh-Howard 

Cohen, Conrad Smith, John Power 

11. Providence Hospital, Ivlobile 

Alabama-Terence Hale,Charles 

Parrott 

12. Stanford University- Stephen 

Oesterle, Alan Yeung, Simon 

StertzOf, David Clark 

13. University lvledical Center, 

Jacksonville, Florida-Paul Gilmore, 

Ted Bass 

14. "Vashington Hospital Center, 

\J\fashington D.C.- Martin Leon, 

KeIlneth Kent, Lowell Satler, 

Augusto Pichard, jeffrey Popma 

15. Core Angiographic Laboratory 

\'Vashington Hospital Center, 

Washington D.C.- jeffrey Papma, 

M.D. 
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TOTAL OCCLUSION TRIAL WITH ANGIOPLASTY BY USING 
LASER GUIDEWIRE: THE TOTAL TRIAL 

ABSTRACT 

nackgrollnd~Despite continuous improve

ment of conventional guide'ivires for coro

nary angiopiasty. chronic total occlusions 

remain a true challenge. A novel laser 

wire (Spoctranectics Inc. Colorado 

Springs, CO) combines mechanical attrib

utes with the ablative energy of the CVX-

300 excimor laser to facilitate recanaliza

tion of chronic total occlusions. Therefore, 

a multicenter, randomized trial was per

formed to assess its safety and efficacy. 

Methods and Results-In 18 European cen

ters, 303 patients (age 58,7 ± 9,9 years) 

with an angiographically documented 

TIM I 0 flow coronary occlusion (~ 1 

month) 'were randomized to treatment 

with either the laser wire (LW, n:::144) or 

conventional guidewires (M"V, n:::159). 

The median angiographic age of occlusion 

was 9 weeks (range 0 ~ (68). The occlu

sion length (L\'V vs. M\rV) was 18 ± 11 vs. 

16 ± 10 mm. The primary end-point of the 

study was treatment success, defined as 

reaching the truo lumen distal to the 

occlusion by the allocated wire within 30 

minutes of fluoroscopic time: L\ry vs. M\·V; 

52,8% (n~76) vs, 47,2% (n~75). p ~ 0,33, 

The average cumulative success (includ

ing crossover to a non-allocated 

guidewire) was 64.7% (n::::1ge. c,1. 59.3-

70.1 %). Serious adverse events (death. MI. 

emergency CABG, tamponade) following 

the initial guidewire attempt were 0% 

(LW) and 0,6% (MW) respectively. 

Angioplasty was successful in 179 

patients (91 %. LW n~79. MW n~100). fol

lowed by stent implantation in 149 (79%), 

Routine angiographic follow-up was com

pleted in 147 cases (82.1%), Although the 

absolute loss in l\1LD at 6 month was larg

er in the LW group (LW vs. MW; 1.11 ± 

0.92 mm vs. 0.80 ± 0.89 1mB, p=0.04), the 

difference in binary restenosis rate (LW vs. 

l\,f\'V; 45.5% vs. 38.3 %. p=0.72) or reoc

clusion rate (25.8% v5.16.1%. p=0.15) did 

not reach statistical significance. The one

year clinical follow-up was completed in 

all patients. At 1, 6 and 12 month. the 

angina and .MACE-free survival was 69%, 

35% and 24% (L\'V) vs. 74%. 40% and 

31% (MW). 

Conclusions-Although L\'V technology 

was safe, the increase in crossing success 

did not reach statistical significance. 

Despite a liberal use of stenting, long term 

results of successful recanalization are still 

plagued by a high incidence of restenosis 

and re-occIusion. 
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S
ince the introduction of percuta

neous trans luminal coronary 

angioplasty (PTCA), recanaliza

tion of chronically occludod coronary 

arteries has been recognized as a true 

challenge. Consecutive series of patients 

treated with various guidewire technolo

gies have been reported by a large num

ber of investigators. Typically, the suc

cess rates in most reports were less than 

favorable, the most common reason for 

failure being the inability to pass a 

guidewire through the occlusion into the 

distal true lumen. U As several reports 

have demonstrated the clinical relevance 

of successful recanalization of occluded 

coronary arteries,3-s further exploration 

and improvement of percutaneolls tech

niques seemed justifiable. As a result, a 

laser wire (L"V), the Spectranetics Prima 

Coronary Total Occlusion System Model 

018-003 (Spectranetics. Colorado 

Springs, CO) was developed. Following a 

single center pilot-study, 9 and the 

European- and US multicenter reg

istries,IO,11 a multicenter randomized con

trolled clinical trial was performed. Here 

we report on the final results of the ran

domized trial. 

METHODS 
PATIENT SELECTION 

From May 1995 until June 1997, a multi

center randomized controlled clinical 

trial was conducted in 18 European 

centers. A total of 303 patients with 

21<1 

angina and lor objective evidence of 

ischemia and a TIM"! 0 flOW l2 occlusion, 

older than 4 weeks, as provon with 

prior coronary angiography, were 

included in tho study. Angiographic 

exclusion critoria consisted of: loss than 

Rentrop Classification Il Grade 2 visual

ization of tho distal lumon via collate

rals; an occluded ostium of the right 

coronary artery or the main stem of the 

left coronary artery; a non-visible entry 

point of the target lesion; more than one 

anatomical curve expected within the 

missing segment of the vessel; or angio

graphic evidence of thrombus in the tar

get occlusion. The study had the 

approval of the local Ethical Review 

Committees. ''''ritten informed consent 

was obtained from all patients enrolled 

in the study. 

STUDY DESIGN AND ENDPOINTS 

The primary objective of the study was 

to evaluate the safety and efficacy of 

crossing a chronic coronary total occlu

sion using the laser wire as compared to 

"conventional" mechanical guidewires. 

The primary endpoint was treatment 

success, defined as roaching the true 

lumen of any branch distal to the occlu

sion within 30 minutes of fluoroscopic 

time. This had to be angiographically 

documented by an antegrade or retro· 

grade filling of the distal segment show· 

iug the tip of the wire in the true lumen. 

In case of failure, the study protocol 
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allowed for a crossover to the non-aIlo

cated guidewire for a second attempt. 

The duration of the additional attempt 

was also restricted to 30 minutes of flu

oroscopic time. Finally, the protocol 

allowed for a third attempt, re-using the 

allocated guidewire. Clinical follow-up 

was performed at 1, 6 and 12 months. 

Routine angiographic follow-up of UlOse 

patients who underwent successful 

angioplasty was carried out at the 6-

month visit. Diagnostic angiography 

before the procedure, after the proce

dure and at the 6-month follow-up \\'as 

performed according to standard angio

graphic acquisition procedures for 

quantitative analysis. H 

SECONDARY OIlJECllVES 

Secondary objectives were to establish 

the safety and efficacy of the laser wire 

compared to mechanical guidewires 

within 1, 6 and 12 months after the ini

tial crossing and adjunctive angioplasty; 

to investigate UlO efficacy and safety of 

crossover treatment after initial unsuc

cessful attempt with the allocated 

guidewire; to investigate within '6 

months after treatment the event-free 

survival rate, the anginal status, the tar

get vessel patency and restenosis of the 

recanalized target vessel; to investigate 

within 12 months after treatment the 

event-free survival rate and anginal sta

tus; and to explore resource utilization 

of the procedure, which consisted of 

procedure time, procedure related mate

rials (catheters, angiopiasty devices and 

contrast medium used) and length of 

hospital stay. 

DEFINTI10NS 

Procedural success was defined as an 

average diameter stenosis of less than 

50% in 2 orthogonal views. Clinical 

success was defined as procedural suc

cess without death, myocardial infarc

tion, coronary bypass surgery, tampon

ade or repeat angioplasty during tho 

index hospital stay. Safety was evaluat

ed on the occurrence of perforation of 

the vessel wall, defined as leakage of 

contrast dye into the pericardial space, 

or tanlponade necessitating either med~ 

ical treatment, pericardiocentesis with 

drainage or thoracotomy. MACE-free 

survival was definod as freedom from 

cardiac death, myocardial infarction, or 

revascularization of the target vessel 

(PTGA andlor GABGl. All deaths were 

considered cardiac unless otherwise 

documented. All myocardial infarctions 

were counted as events, whether or not 

they occurred in association with angio

plasty or CABG. A positive diagnosis of 

myocardial infarction was made if one 

of the following ECG or enzyme criteria 

was met; development of new abnormal 

Q-waves not present on tho patient's 

baseline ECG (Le. before randomiza

tion), enzyme changes defined by more 

than twice the upper limit of normal of 
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creatine kinase and the presence of cre· 

atine kinase ME (Le. greater than the 

upper normal limit for the appropriate 

laboratory). A non Q-wave myocardial 

infarction was defined as enzyme 

changes defined by more than twice the 

upper limit of normal of creatine kinase 

and the presence of creatine kinase ME 

(Le. greater than the upper normal limit 

for the appropriate laboratory) 'without 

the development of new abnormal Q. 

waves. Elective repeat angioplasty or 

CABG during follow-up was preceded 

by an exercise tolerance test showing 

anginal complaints and/or objective evi

dence of ischemia. In addition, coro· 

nary angiography was performed to 

indicate a diameter stenosis of greater 

than 50% (visual assessment). 

TREATMENTS 

The laser wire consisted of a 0.018" 

shapeable guidewire containing 12 sili· 

ca fibers with a 45-micron diameter. 

The supplied support catheter had a 2.5 

French tapered tip providing additional 

coaxial back·up support. The guidewire 

was designed to function as an 

exchange guidewrre. The laser was the 

Spectranetics CVX 300 XeCI excimer 

laser. The fluence typically used during 

a laser wire procedure was 60 mJ/mm2, 

with a pulse repetition rate of 25 Hz. On 

encountering resistance with the 

guide"wire, the laser was activated in 

pulse trains for a maximum of 5 sec-
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onds. During laser activation. the laser 

wire was advanced at a rate of approxi· 

mately l·mm per second, usually dur· 

ing a simultaneous injection of contrast 

medium in the contra lateral coronary 

artery. if applicable. Simultaneous 

biplane right and left coronary angiogra· 

phy was recommended to assess the 

alignment of the laser wire with the seg· 

ment to be crossed. "Whenever the laser 

wire encountered intraluminal resis· 

tance during laser activation (for 

instance in more calcified lesions) the 

pulse repetition rate was increased to 

40 Hz thus increasing UlO ablation rate. 

The choice of mechanical guidewire 

was left to the discretion of U10 investi

gators with the following exceptions: 

rotational mechanical devices (e.g. 

Rotacs) or fixed wire·balloon systems 

(e.g. Onmiflex, which did not allow for 

a stepwise debulking). The type of 

adjunctive angioplasty was also left up 

to tho discretion of the investigator. 

DATA J\.1ANAGEME~1'f ANn TRIAL ORGANIZATION 

Cardialysis, based at Rotterdam, the 

Netherlands, 'was the Data Coordinating 

Center. The randomization procedure 

was pre-defined and the balance 

betwoon treatments within the centers 

was obtained by randomizing in blocks. 

Patients were randomized through a 

Central Telephone Allocation Service, 

which was provided with a complete 

randomization list before recruitment of 
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the first patient. An independent 

Angiographic Core Laboratory, based at 

Cardialysis, was responsible for con~ 

firming all angiographic components of 

the primary and secondary endpoints 

and for the quantitative analysis of the 

post~procedure and 6 month follow~up 

angiograms. Compliance ,vith U10 angio

graphic criteria was assessed by tho 

Angiographic Core Laboratory and adju~ 

dicated by an Angiographic Committee 

that was not blinded for the treatment 

assignment. Protocol violations were 

documented as such. 

POWER CALCULA TIONS A~T{) 

STATISTICAL ANALYSIS 

The power calculations were based on a 

success rate of 60% in the mechanical 

wire treated patients and a type I error 

level of 0.05 (two-sided). With 320 

patients, the trial had a power of 91 % to 

detect an increase in success rate to 

77.5% in the laser wire treated group, 

and a power of 79% to detect an 

increase to 75%. The Data Safety 

Monitoring Committee (DSMC) 

reviewed the efficacy and safety data 

after one hundred and sixty patients 

had been enrolled in the study. Two 

types of statistical analysis were pre

specified according to the protocol and 

study design. The first analysis includ

ed all randomized patients (intention to 

treat analysis). The second analysis 

included only those patients who aclu-

ally fulfilled the angiographic inclusion 

and exclusion criteria of the study (per 

protocol analysis). Continuous variables 

were tested with the Student's t-test. 

For categorical variables the chi~square 

test (without continuity correction) was 

used. Event~free survival distributions 

were estimated according to the Kaplan~ 

Meier method and tested with the Log

Rank test. As there was only ono prima~ 

ry endpoint, no correction for multiple 

comparisons was made. 

RESULTS 
Between March 1995 and June 1997 a 

total number of 303 patients were ran~ 

domized in 18 European centers. The 

enrolment per centor was ::::;10 patients 

in 7 centers, 11~20 patients in 6 centers 

and 20~50 patients in 5 centers. The 

baseline demographic and lesion char

acteristics are shown in Table 1. The 

majority of patients had stable angina 

(73%), while 56% had suffered from a 

previous myocardial infarction. The 

median angiographic age of occlusion 

was 9 weeks in both study arms (Fig 1). 

According to the clinical history the 

median or.clusion age was 30 weeks for 

the laser wire and 20 weeks for the 

mechanical guidewire arm. The occlu

sion length as determined by QCA was 

lB ± 11 mm in the laser wire group 

(range 5~5B mm) and 16 ± 10 mIll (range 

4-63 mm) in the mechanical guidewire 

group. During the first attempt, a large 
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TAnLE 1 - PATlE1'I'T m:\fOGRAPIIICSANI>LESIOXCIlARACITRlsncs 
LASER MECIlAt'lICAL 

~c----- ---+-~(":C~;oH,-!l (n= 159) 
M.,k \22 (8-1.1%) 126 (79-2%) 

Mcan age 58.6 ± 93 y~aJ> 58.7 ± lOA )e:u, 

P,;orMi 8-1 (58.3%) 86 (S-I.I%) 

P,iwCABG 14 (9.7%) 8 (5.0%) 

l'r"d-"C;pO:TC~·Ac-----~I---oJ4;-~(2~).6,,;·Cc.)-C---Cli;C-(23.9%) 

FamilyhisIOf)'ofC'AD 4S (33.8%) 5-1 (3U%) 
CM~'ITW~'''"~'~~'-----'''''''''''-~------'C---

Noangiru 
V"->---tlbl~ 
Subk 

CCS Cl-,>s I 
("lsss2 
CJa5s3 
Cl=4 

Distribution ws""[ 
RCA 
LAD 
LeX 

21 (IH%) 
J7 (I LS%) 

106 (73.6%) 

7 (4.9%) 
58 (-Io.m) 
50 (J-I.7%) 

8 (5,6%) 

n (50,0%) 
58 (40,3%) 
14 (9.m) 

25 (15.7%) 
19 (11.9%) 

115 (72.3%) 

10 (63%) 
50 (HAlO) 
65 (-I0.9'll) 
9 (5.7%) 

77 (4SA%) 
59 (37.\%) 
2) (I4-5%) 

StUlllPmoIJ'ooi;:,g),----c------t---------i 
Blunt ,lump 
C.ntralfunn<l 
E~,~ntrk 

MajOI sid" blanch fwm stump 

Mi<ro C~riJbf)' Rditl 
Oed. Length (Vi,. AS>~>5.) 

< IOrnm 
1O-20mm 
2J -30rnm 
J[ -40= 
>-10 rum 

~ (44A%) 
45 (3L3%) 
3S (24.3%) 

65 (40.9%) 
59 (37.1%) 
35 (nO%) 

79 (5,f'91W·.).----C--"C6"1'C(l"'"""")---j 

22 (153%) 

17 {IL9%} 
13 (5Ui'l\) 
31 (2L5%) 
14 (9.5%) 
8 (5.6%) 

29 (18.2%) 

25 (IH%) 
67 42A%} 
4S (30A%) 
[2 {7.6%} 
6 {J.S%} 

mechanical guidewire group 

(LW vs. MW: 4.6 ± 3.7 days vs. 

4.0 ± 4.9 days, p~O.03). 

In Table 2, the crossing suc

cess in the laser wire group 

and the mechanical guidewire 

group are listed according to 

an intention to treat analysis. 

The difference in primary suc

cess rate between the laser 

wire and the mechanical wire 

(treatment success) did not 

reach statistical significance 

(53% vs. 47%, p ~ 0.33). The 

procedure 'was discontinued 

after a failed initial attempt in 

17% (LW) and 11 % (MW) of 

cases. The reasons for failure 

with the allocated wire aro list

ed in Table 3. The most fre

quent reason for failure 

observed in the laser group 

was misalignment (10.8%) and 

variety of wires with different mechani

cal properties were used. They were 

grouped in 3 categories of stiffness: soft 

(42%), intermediate (29%) and stiff (29%). 

For both study arms the total anlOunt of 

contrast (L\'V vs. MW: 517 ± 244 ml vs. 

492 ± 262 ml, p~0.28), the total fluoro

scopic time (42 ± 26 min vs. 41 ± 26 

min, p=0.84) and the overall procedural 

time (172 ± 87 min vs. 164 ± 102 min, 

p=0.25) were comparable. The duration 

of hospital stay was shorter in the 

false route tracking ('15.1 %), 

whereas in the mechanical group the 
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most common reason for failure was 

non-progression of the wire (29.6%). 

Guidewire perforation was seen in a 

similar proportion of cases in both 

study arms (7.2% for L\'V vs. 8.8% for 

tvnV). The rate of perforation in the 

entire patient cohort (successful and 

unsuccessful) was 14 % (l,'.y) and 10% 

(M"V). A second attempt using the nOIl

allocated guidewire was performod in 

31 % (LW) and 42% (MW). The success 



TOTAL OCClllSlU:-' TRL\L \\Tnl Ar>G10PLASn' IJY USL .... G LASER GWD1,\-lRE: TIlE TUTAL TRiAL 

TABLE 2 THE \TMENT SUCCESS " , , ." rate of an additional attempt after 

crossover to the laser wire was 45% (30 

out of 66), while in the initially laser

treated group the success rate after 

crossover to a mechanical guide1Nire 

was 27% (12 out of 44, p = 0.054). A 

third attempt using the initially allocat

ed guidewire was performed in 3 % 

(LW) and 5% (MW). The overall success 

rate after the third attempt was 63% in 

the laser group and 66% in the mechan

ical group (p=0.61). The average cumu

lative success rate combining the 

sequential use of L"V and :tvI1N was thus 

G5% (198/303, C.1. 59.3-70.1%), COIll

pared to 47% (75/159, C.1. 39.4-54.9%) 

with the use of mechanical guidewires 

lIT 

J,\\' i\lW 

n % N % P 

-
I altempt 144 100 159 100 

Success 76 53 75 47 0.33 

Failure 68 47 84 53 
_.-

No2: attempt 24 17 18 II 

2 Attempt 44 JI 66 42 

Success 12 8 30 I. 0.05 

Failure 32 22 J6 23 

No) attempt 27 19 28 18 

3 altempt 5 3 8 5 

Success 3 2 0 0 0.04 

Failure 2 I 8 5 

Success 1,2,3 .1 63 105 66 0.61 

-
Failure 1,2,3 53 37 54 34 

TABLE 3 - REASONS FOR FAILURE OF 1ST ATTEMPT AS ASSESSED BY THE 
INVESTIGATOR 

LASER MECHANICAL 
P 

(II = 144) (II = 159) 

Misalignment (lncongmence of wire axis and 
14 (9.7%) (0.6%) <0.001 

target vessel axis) 

Wire Stuck (No progression of wire despite 
9 (6.3%) 47 (29.6%) <0.001 

mechanical manipulation) 

False Route (subintimal tracking) 21 (14.6%) 14 (8.8%) 0.12 

Perforation (extravasation of contrast) 10 (6.9%) 14 (8.8%) 0.55 

Insufficient support 
(0.6%) 1.00 

Guiding Catheter a (0.0) 

Other 10 (6.9%) 6 (3.8%) 0.22 

Unknown 4 (5.9%) (1.2%) 0.17 
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only. In the laser wire group, following 

successful recanalization in 91 patients, 

angioplasty was successful in 79. In the 

mechanical guidewire group, angioplas

ty was successful in 100 out of 105 

patients foIlowing successful guidewire 

crossing. As a result, clinical success 

·was achieved in 51 % (L"V) and 60% 

(MW) respectively (1'=0.12). 

tONG TERM CLINICAL FOLLOW-UP 

ACCORDING TO RANDOMIZATION 

The composite end-point and the item

ized events at 400 days (L W vs. MW) 

arc given in Table 4a. The angina- and 

MACE free survival as shown by the 

Kaplan-Meier curves in Figure 2 show 

no significant difference in clinical out

co~ne between the two groups (Log

Rank test: 1'=0.11, chi-square test: 

1'=0.17). 

Figure 1 - Distribution ofthe angiographically doc
cumented age of occlusion. The yerticalline indi
cates the median age. 
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LONG TERM CLINICAL fOLLOW-U(J 

ACCORDING TO SUCCESS OF RECANAUZATION 

Table 4b outlines the MACE and angi

nal status at 12-month foHow-up for the 

patients with successful PTCA vs. 

unsuccessful PTCA. The angina and 

MACE free survival as shown by the 

Kaplan-Meier curves in Figure 2 show 

that patients with successful angioplas

ty (n=179) had an angina and MACE 

free survival rate of 35.2%, while in 

patients with failed recanalization 

(n=124) this rate was 17.7% (Log-Rank 

test: 1'<0.001, chi-square test: 1'< 0.001). 

This significant difference is mainly 

ascribed to a 33% incidence of surgery 

in the failed recanalization group. In 

addition, in tho successfully treated 

group 45.8% of patients woro angina 

free vs. 25% in the failed recanalization 

group. 

ANGIOGRAPHIC ENDPOINTS 

Following successful recanalization in 

179 patients, routine 6-month angio

graphic follow-up was performed in 147 

(82%). Table 5 describes the result of 

quantitative angiography measure

ments. Immediately post~procedure, the 

MLD in the laser wire group was slight

ly larger than in the mechanical 

guidewire group (L"V vs. M"V: 2.43 ± 

0.47 mm vs. 2.34 ± 0.52 mm). However, 

at follow-up the MLD in tile mechanical 

guidewire group 'was larger (M\-V vs. 

L"V: 1.52 ± 0.87 nlll vs. 1.30 ± 0.90 mm) 
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due to a significantly larger loss in the 

laser wire group (LW vs. MW: 1.11 ± 

0.92 mm vs. 0.80 ± 0.89 mm, p::::0.04). 

Consequently the restenosis rate in the 

laser wire group (45.5%) was slightly. 

but not significantly higher than in the 

MW group (38.3%. p=0.38). The re

occlusion rates were 25.8% (L\'V) and 

16.1% (MW. 1'=0.15). despite a liberal 

use of stenting in hoth grOlips (90% vs. 

78%, respectively). 

DISCUSSION 

STUDY m:SIGN AND RELATED ISSUES 

The design of this trial was a complex 

issue and involved consultation with 

the investigators, the Food and Drug 

Administration and the sponsor. The 

reason for the relatively long gestation 

of the protocol is that the European 

investigators did not want to conduct a 

major clinical trial with conventional, 

clinical end-points \vithout having prior 

FIGURE 2 - KAPL,\N MEIER CURVF-S OF E\'Er-.'T-FREE SURVIYAI .. 
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TABLE 4 EVENTS (NR OF PAnnns "UH EVENTS) , , 
LASER MECHANICAL P 

ry treatment success did 

not reach statistical signif

icance. A per protocol 

analysis (excluding specif

ic angiographic violation 

criteria) prospectively 

described in the trial 

design also failed to show 

a significant difference 

(p~O.10). However, we 

must acknowledge, that a 

catheter laboratory with

out "laser capabilities" 

would have only achieved 

a crossing success rate of 

N % N % 

400 days 
DNth J 2.1 7 4.4 0.26 
M[ IJ 9.0 8 5.0 0.[7 

_Q_wave I 0.7 5 J.l 0.22 
- nonQ-wave 12 83 3 1.9 0.0098 

CABO 30 20.8 2J 14.5 0.15 
RePTCA J4 23.6 27 17.0 0.15 
No MACE 78 5-U 106 66.7 0.026 
Angina 91 63.2 99 62,3 0,87 
Angina + E,-enl fru 35 24.3 50 31.4 0.17 

TABLE ~b EVENTS 11m OF PATIENTS WITIIE\'J:1\'TSi - , , ., 
PTCA $lI~~ns PTCAfailllre P 

N % N 

400 days 
Death 8 4.5 2 
M[ II 61 10 

.Q J 1.7 J 
-nonQ 8 4.5 7 

CABO 12 6.7 41 
RcPTCA 51 28.5 10 
No MACE 112 62.6 72 
Angitu 97 5U 9J 
Angina + Ewnl free 63 35.2 22 

evidence of the technical superiority of 

the new lasor wire. Therefore, a techni

cal, device related primary end-point 

'was chosen_ Secondly, the investigators 

did not want to see their patients 

denied the potential benefit of a cross

over design allowing the use of a laser 

wire in case of a failure with a mechani

cal guidewire, or vice versa. As a conse~ 

quenee of a cross-over design, the short, 

medium, and long-term outcome would 

not reflect the initial intention to treat 

with an allocated guidewire, but would 

reflect the clinical outcome of a recanal

ization procedure obtained either with a 

laser wire, a mechanical wire or a com~ 

bination of both. A intention to treat 

analysis was only applied during the 

first 30 minutes of fluoroscopic time. 

From a strict point of view, the trial was 

inconclusive, as the difference in prima-
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% 

1.6 
8.1 
2.4 
5.6 

33.1 
8.1 

58.1 
75,0 
17.7 

0.17 
0.52 
0.69 
0.64 

<0.001 
<0.001 

0.43 
<0.001 
<0.001 

47%, while a laboratory having at its 

disposal a laser wire would have a 

cumulative success rate of 65%. Since 

the ultimate success rate in both arms 

was similar, an additional attempt with 

the laser 'wire only after a failed attempt 

with conventional wires would be more 

cost-effective than a primary attempt 

with the lasor wire. It should be empha

sized that in terms of clinical outcome a 

composite end-point of death, MI, 

CABG and re-PTCA may not reflect the 

true clinical benefit of a successful ver

sus a failed attempt at recanalization. 

The outcome of a failed recanalization 

may be accepted and may not result in 

an event (e.g. l'evascularization) 

although the patient remains sympto

matic; conversely a failed recanalization 

may be followed by a surgical revascu

larization (event) with as a consequence 
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TABLE S - Quantitative Coronary Angiography 

LASER MECHANICAL P 
(11=79/66) (11=100/81) 

Ref. Diameter (nun): 
Post 3.06 ± 0045 3.01 ± 0.50 0.50 
FUP 2.88 ± 0.50 2.97 ± 0.56 0041 

MLD (lIilll): 
Post 2043 ± 0047 2.34 ± 0.52 0.19 
FUP 1.30 ± 0.90 1.52 ± 0.87 0.13 

Absolute loss (mill): 1.11 ± 0.92 0.80 ± 0.89 0.04 

Diameter stenosis (nun): 
Post 20.5 ± 8.1 22.5 ± 10.1 0.15 
FUP 54.8 ± 29.6 48.8 ± 26.3 0.20 

Restenosis :?:SO %, <100% 13 (19.7%) 18 (22.2%) 0.71 
Re-occlusions FUP 17 (25.8%) 13 (16.1%) 0.15 
Restenosis I fe-occlusion 30 (45.5%) 31 (38.3%) 0.38 

alleviation of angina pectoris. An ini

tially successful recanalization may 

result in the medium-term in a restenot

ic lesion with resurgence of angina 

necessitating a reintervention. Therofore, 

the angina and event-free sl..mrival rate was 

considered as a secondary end-point. 

SAFETY ISSUES 

Despite sometimes multiple attempts at 

recanalization, there was no incidence 

of death, emergency CABG or tampon

ade. However, extravasation of contrast 

dye was seen in 13.8% of the laser wire 

group and 10.1 % in the mechanical 

group. The most frequent reasons for 

laser 'wire failure were false route track

ing (15.1%) and misalignment (10.8%), 

while the most common reason for fail

ure in the mechanical wire group was 

absence of wire progression despite 

mechanical manipulation (L''''' vs. :tvPN, 

6.5% vs. 29.6%. p=<O.OOl). This differ

ence is presumably related to the abla

tive properties of the laser wire. Post

procedure, the incidence of cardiac 

enzyme leak was not significantly dif

ferent for both groups (CK>2 x upper 

limit of normal L"V vs. M"V 7.8% vs. 

3.6%, p=O.14). Thus, tho additional 

ability to recanalize a chronic total 

occlusion with a laser wire 'was not at 

tho cost of an increased risk of compli

cations. 
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ANGIOGRAPHlC FOLLOW-UP 

Despite a liberal use of stents (79%), the 

reocclusion rate for the entire study 

population was 20.7%. The restenosis 

and reocdusion rates were comparable 

in both study arms. The main reason for 

not stenling a recanalized lesion was 

ascribed to a combination of small ves

sel size (PTCA vs. stent. reference diam

eter post procedure 2.65 mm vs. 3.13 

mm. p<O.Ol) and a low post-balloon 

angioplasty residual diameter stenosis 

(27%). Indeed. from previous studies 

we have learned that "stent-like balloon 

angioplasty" results in a 6-month angio

graphic outcome comparable to post

stenting. IS •18 Tho percentage of reocclu

sian was comparable to reocclusion 

rates for chronic total occlusions as pre

viously reported in the literature. 19•w As 

it has been suggested that reocclusion 

occurs early in the course of follow-up, 

this could potentially be prevented by 

an aggressive policy of anticoagulant 

and antiplatelet treatment. 21 

LONG TERM FOLLOW-UP ANn CI.INICAL 

BENEFIT 

LASER WIRE VS. MECHANICAL WIRE 

This study was not designed and pow

ered to detect differences in clinical 

outcome at 6 or 12 months. However, a 

sub-analysis of the follow-up results 

could be helpful in understanding the 

specific clinical problems related to the 
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pathology of chronic total coronary 

occlusions. The freedom-from-1vlACE 

curves (Fig 2) indicated that the laser 

wire arm had a significantly lower 

MACE free survival at one year 

(p=O.026). This difference resulted from 

a higher incidence in the L\'V group of 

MI, CABG and re-PTCA without an 

increase in the incidence of mortality 

(LW vs. MW, 2.1 % vs. 4.4%, p~0.26). 

However. the freedom from MACE and 

angina at 1 year was similar for both 

groups (L\'V vs. M\'V, 24.3% vs. 31.4%. 

p ~0.17). 

SUCCESS VS. FAILURE 

The freedom from MACE at one-year 

(Fig 2) did not differ for either success

ful or failed recanalization. This seem

ingly lack of treatment efficacy was 

explained by an increased incidence of 

early CABG in the failed group (success 

vs. failure, 12/179 (6.7%) vs. 41/124 

(33%),1'<0.001) and a higher incidence 

of late fO-PTCA in the successful group 

(success vs. failure. 51/179 (28.5%) vs. 

10/124 (S.1 %), p<O.OOl). As a result of 

vessel patency at one year (79.6%) the 

incidence of combined CABG and re

PTCA was lower in the successful 

PTCA group (success vs. failure. 56/179 

(31.3%) vs. 49/124 (39.5%, p~O.14). 

The difference in freedom from MACE 

and angina until 1 year was statistically 

significant (success vs. failure, 35.2% 

vs. 17.7%. p<O.001). Also, the percent-
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age of angina-free patients at 12 months 

was higher in the successful group (suc

cess vs. failure. 65% vs. 53%, p=0.02). 

\'Vith regard to CCS classification, those 

patients following successful recanal

ization fared better nVilcoxon RS: 

p~O.023, chi-square test: p~O.04, Table 

6). Following failed recanalization, the 

incidence of angina at 12 months in 

those patients undergoing surgery was 

23.1 %. In contrast, 58.2% of patients 

TADI.E 6 -Angirnl status atl2 m<>nth5, su.:"ssful H Ur'lSu.;c.:;sfull'fCA 

PTCA SUCCESS PTCA FAILURE 

Anginafr.x III (653%) 63 (53.4%) 

Angin.l CCS Closs I 23 (13$.) [8(15.3%) 

" 27 (l5.9"'.) 2) (19.5%) 

'" 9 (53%) 13(11.0%) 
IV 0 I (0.9%) 

not referred to CABG were symptomatic 

(CABG vs. no CABG, 9/39 vs. 46/79, 

1'<0.001). This would favor a policy of 

consequent referral for elective CABG 

following a failed percutaneous attempt 

at recanalization. 

CONCLUSIONS 

Although laser wire technology was 

safe, the increase in crossing success 

did not reach statistical significance. 

However, as the protocol allowed for 

crossover, the combined use of both 

laser wire and mechanical guidewire 

technology increased the success rate 

from 47.2% (C.1. :19.4-54.9%, MWonly) 

to 64.7% (C. I. 59.3-70.1%, LW + MW). 

At 1 year, the clinical outcome (MACE-

free) was approximately 60%, which is 

inferior to long term outcome of PTCA 

of patent stenotic lesions of similar 

length. Successful recanalization result

ed in an event-free survival of 63% with 

an incidence of 7% CABG and with 46 

% of patients remaining asymptomatic, 

whereas failed recanalization had a 

58% event-free survival with an inci

dence of 33% of CABG and with 25% of 

the patients remaining asymptomatic. 

Long-term results of successful recanal

ization are still plagued by a high 

restenosis (20.5% excluding re-occlu

sions) and reocclusion rate .(20.4%) 

despite a lib~ral use of intracoronary 

stents. Taking in to account a rapid 

progress of mechanical guidewire tech

nology, further improvement in laser 

wire technology (steerability, lubricity, 

diameter reduction and guidance sys

tem) is warranted in order to render this 

technology more efficacious. 
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RECANALIZATION OF CHRONIC TOTAL CORONARY OCCLUSIONS 
USING A LASER GUIDEWIRE: LONG-TERM FOLLOW-UP 

ABSTRAGT 

Objectives-In this study, we report the 

long-term follow-up of patients with a 

laser guidewire attempt at recanaliza

tion of a chronic total coronary occlu

sion (GTO). 

Methods-All patients with a GTO eligi

ble for coronary artery bypass surgery 

(GABG) and a laser guidewire attempt at 

recanalization were prospectively eval

uated. Routine follow-up angiography 

was performed at six months. Patients 

were seen at 30 days. six months and 

Olle year. Subsequently, patients were 

contacted by telephone annually for 

recording of irreversible adverse events 

{death, cerebro-vascular stroke, myocar

dial infarction (MIlL revascularization 

events (GABG, re-PTGA), anginal status 

and current medication. 

Results-The study population com

prised 101 patients with 103 occlusions 

of median 30 weeks duration (range 6 -

884 weeks) who completed ;;:::one year of 

clinical follow-up. The occlusion length 

was 22 ± 13 mm (mean ± SD). Laser 

guidewire crossing was successful in 61 

patients (63 occlusions, 61.2%). 

Procedural success was achieved in 55 

patients (57 occlusions). Sub-acute 

reocclusion <24 hours occurred in 3 

patients, re-PTCA was successful in 

two. Following a failed attempt at 

recanalization (n:::::46), elective CABG 

was performed in fourteen patients. 

During follow-up, one patient died of 

carcinoma. Angiographic follow-up was 

completed in 51 of 53 eligible patients 

(96.2%) showing reocclusion in ten, 

and significant restenosis (>50% DS) in 

an additional seven patients (combined 

recurrence rate of 33.3%). During the 

remainder of the study, clinical recur

rence occurred in six additional cases. 

Patients with recurrence of symptoms 

(n=23) had either re-PTGA (n=8), GABG 

(n=10), or were treated medically (n=5). 

As a result, revascularization was per

formed in 62 patients (PTGA, n=38 or 

GABG, n=24, group A), while medical 

therapy was the preferred regimen in 

the remaining 38 (group B). Referral for 

GABG was influenced by pre-procedur

al vessel size (reference diameter, mean 

± SD; GABG vs. no GABG, 2.94 ± 0.52 

mm vs. 2.68 ± 0.48 mm, p=0.05) and 

LAD location (GABG vs. no GABG, 

13/24 vs. 6/38, p=0.001, RR 2.67 

(95%GI: 1.48-4.85). Glinical follow-up 

of ~12 months was completed in all 

patients, with a median duration of 31.5 
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months (12 - 54 months). Revasculari

zation resulted in a decrease in irre

versible adverse events {A vs. B. 2/62 vs. 

7/3S, p=0,025, RR 5,71 (95% CI 1.25 -

26.0S)}. angina classification (CCS classi

fication, A vs, B: 1.26 ± 0.65 vs. 2.13 ± 

0.74, p<O.OOOl) and the need for cardiac 

medication (number of prescriptions, A 

vs. B, 2.6 ± 1.3 vs. 3.S ± 1.2, p<O.OOOl). 

Overall. the event free survival of irre

versible adverse events following revas

cularization. was 100% (at 6 months). 

100% (at one year) and 97% (at 32.2 ± 

12.4 months) respectively. 

Conclusion-A combined strategy of per

cutaneous recanalization and surgical 

revascularization is superior to medical 

treatment in the treatment of patients 

with cllTonic total coronary occlusion. 

P ercutaneous transluminal coro

nary angioplasty (PTCA) for 

recanalization of chronically 

occluded coronary arteries has been 

associated with lower procedural suc

cess rates and higher reCUlTence rates in 

comparison with PTCA of non-occlu

sive stenoses.H However. some reports 

have indicated clinical benefit from 

successful recanalization. while more 

recent studies have stressed the advan

tage of intra coronary stenting with 

regard to increased vessel patency 

andlor reducing restenosis rates. 5. 17 

Despite a steady progTess in new device 

technology for coronary angioplasty. 
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passage of a guidewire through a chron

ic total occlusion to the distal coronary 

bed remains a true technical challenge. 

Therefore. at the clinical introduction of 

the Spectranetics laser guidewire 

(Prima Total Occlusion System, 

Spectranetics, CO, USA) we prospective

ly evaluated its additional value within 

this context. As the initial results of the 

laser guidewire procedure have been 

reported previously,18.n the emphasis of 

the current study was on the long-term 

outcome of laser guidewire facilitated 

recanalization of cluonic total coronary 

occlusions. 

METHODS 

STUDY POPULATION 

Between August 1993 and July 1998 we 

prospectively collocted the procedural 

and follow-up data of all patients who 

underwent a laser guidewire facilitated 

attempt at recanalization of a chronic 

total coronary occlusion at the 

Rotterdam Thoraxcenter. The study pro

tocol had the approval of the University 

Hospital of Rotterdam Medical Ethics 

Committee. \,Vritten informed consent 

was obtained from all patients. Patients 

with acute myocardial infarction (Ml) 

within two weeks prio~ to the interven

tion were excluded from this study. 

Angiographic exel usion criteria were 

the presence of thrombus, a non-visible 

entry point of the target lesion (includ

ing a flush occlusion of the aorto-coro-
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nary ostium) or a less than Rentrop 

Classification Grade 2 visualization of 

the distal target lumen. Saphenous vein 

bypass grafts were excluded as target 

vessel. Otherwise, lesions which are 

typically considered to be unfavorable 

for a mechanical attempt at recanaliza~ 

tion (Le., bridging collaterals, a major 

side branch originating from the stump 

of the occlusion, or eccentric stump 

morphology) were intentionally not 

excluded. The age of occlusion was 

assessed by a combination of angio~ 

graphic data and data from clinical his

tory. 

PROCEDURES 

The stump morphology was evaluated 

from the pre-procedural angiogram. 

Routinely the distal vessel lumen was 

visualized by a contrast medium injec

tion in the contra lateral coronary 

artery. The length of occlusion was 

measured by quantitative coronary 

angiography (QCA) after visualization 

of both the occluded stump and the dis

tal lumen by means of a simultaneous 

bilateral coronary injection at the com

mencement of the procedure. 

LASER EQUIPMENT 

The laser guidewire and the technique 

of the laser guidewire procedure have 

been described in detail elsewhere.u,zo; 

In short, the Prima Total Occlusion 

System consists of a 0.018" guide wire 

containing 12 silica fibers with a 45-

micron diameter and a support catheter 

providing additional coaxial back-up 

support. Since its introduction in 1993, 

the laser guidewire has beon subject to a 

number of technical improvements. It 

changed from a non-steerable straight 

wire to a steerable guide wire. designed 

to function as an exchange 'wire. The 

laser was the Spectranetics CVX 300 

XeCI oxcimer laser. The fluence typical

ly used during a laser guidewire proce~ 

dure was 60 m]lmm2. with a pulse repe

tition rate of 25 Hz. If resistance prohib

ited laser guidewire progression, the 

pulse repetition rate 'ivas increased to 

40 Hz, thus increasing its ablation rate. 

During pulse trains with a maximum of 

5 seconds the wire was gently advanced 

at a rate of up to 1 nrnl per second. 

AIlJUNGTIVE ANGIOPLASTY 

Once the intraluminal position of the 

wire in the distal lumen was confirmed 

by means of a contrast injection, an 

adjunctive angioplasty was performed. 

Typically, this would be a combination 

of balloon angioplasty and excimer 

laser coronary angioplasty (ELCA), with 

or without additional intra coronary 

stent implantation. Balloon angioplasty 

was performed using semi-compliant 

balloons matched ·1:1 to the interpolat

ed reference diameter, as measured by 

on-line QCA. For ELCA. catheter 

advancement speeds of 0.5 mm/sec 
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were used, and all cases were per

formed using the saline flush methQ(U~ 

Following stent implantation. high 

pressure post dilatation (with balloon 

inflations at >14 atmospheres, using a 

1.1:1 balloon artery ratio) was per

formed to ensure adequate stent deploy

ment, aiming at a <20% residual steno

sis. According to treatment protocol, 

after a successful procedure patients 

were maintained on a heparin drip for 

24 hours. keeping the activated pro

thrombin time between 60 and 90 sec

onds. Following stent implantation, 

patients were treated with Aspirin and 

Warfarin for six months. As of 1995, 

Warfarin was replaced by Ticlopidine 

250 mg. twice daily for four weeks. 

DEFINmONS 

Chronic total occlusion was defined as 

absence of antegrade flmv {Thrombolysis 

In Myocardial Infarction 0 flOW}21 as visu

alized by diagnostic angiography and a 

minimum of two weeks delay between 

the diagnostic angiogram and the 

recanalization procedure. Laser 

guidewire success was defined as angio

graphic evidence of reaching the true 

lumen of any branch distal to the occlu

sion. Procedural success was defined as 

restoration of TIMI 3 flow and an aver

age diameter stenosis of less than 50% 

in two orthogonal views by on - line 

QCA at the end of the procedure. 

Clinical success was defined as proce-
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dural success without death, cerebro

vascular stroke, myocardial infarction. 

coronary bypass surgery, or repeat 

angioplasty during the index hospital 

stay. Myocardial infarction was defined 

as more than twice the upper limit of 

the serum creatinin, with formation of 

new Q-waves on the electrocardiogram. 

Non Q-wave myocardial infarction was 

defined as more than twice the upper 

limit of the serum creatinin. in the 

absence of new Q-waves on the electro

cardiogram. 

At the time of the six-month follow-up 

angiography, vessel patency was 

defined as maintenance of ante grade 

blood flow in the target vessel. 

Restenosis was defined as a >50% 

diameter stenosis, reocclusion as an 

absence of antegrade flow in a previous

ly successfully recanalized target vessel. 

The absolute loss in MLD at follow-up 

(in mm) was defined as post-procedure 

MLD minus MLD at follow-up. The loss 

index is the relation of late loss to acute 

gain and was defined as post-procedure 

MLD minus MLD at follow-up divided 

by post-PTCA MLD minus pre-proce

dureMLD. 

For purpose of analysis we divided the 

study population in two subgroups. 

At 1 year following the initial attempt at 

recanalization patients were in Group A 

in case of either 

a successful percutaneous recanal

ization and vessel patency at the 6 



RECANAllV.TIO~ Of OIRO:-'1C lOTA!. CORO~AR\, (JCUUSIOXS l'SI1':G A LASER r.LJIIJ~'\1RE; LOXG-TfR~1 fOLLOW-UP 

~onth angiographic follow~up, or 

a succesful percutaneous recanal~ 

ization. target vessel failure at 6 

months followed by coronary artery 

bypass surgery. Of 

a failed percutaneous attempt at 

recanalization followed by coronary 

artery bypass surgery. 

Patients wefe in group B in case of a 

failed percutaneous attempt at recanal~ 

ization, or target vessel failufe at 6 

month angiagraphic follow-up without 

additional coronary artery bypass 

surgery, who were kept on cardiac med~ 

icatian. 

MEASUREMENTS 

Serial QCA measurements were made 

before and after the recanalization pro~ 

cedure and at 6 month follow~up, using 

an automated edge detection algorithm 

(CAAS II system, PIE Medical, 

Maastricht, The Netherlands), The nOI1-

contrast filled guiding catheter was 

used as the calibration standard. 28 The 

interpolated reference diameter, MLD 

and percent diameter stenosis (DS%) 

were calculated in multiple views and 

are given as the resultant average. The 

occlusion length was measured in the 

view with the least amount of foreshort~ 

ening. Fluoroscopic time, total proce~ 

dura time and the amount of contrast 

medium used were recorded. Blood 

samples for CPK analysis were taken 6 

and 12 hours post ~ procedure. 

110LLOW~UP 

A routine follow-up angiography was 

performed six months after the initial 

pfocedure. The decision to perform 

repeat PTCA was clinically driven. 

Clinical evaluation included an inter~ 

view, complete physical examination 

and electrocardiogram and was per

formed before hospital discharge, at 30 

days. 6 months (two weeks prior to fol~ 

low~up angiography) and one year after 

the recanalization procedure. Following 

the first year, patients were contacted 

by telephone annually for recording of 

irreversible adverse events (death, 

stroke, MIl. clinical events (CABC, re

PTCA), anginal status and current car

diac medication. The recorded cardiac 

medication included, but was not con~ 

fined to anti~anginal medication. 

Adverse events were recorded in a rank~ 

ing order of clinical severity (death, 

stroke, Q-wave MI, CABC, repeat PTCA 

or angina). As the purpose of this study 

was the IOIlg~term evaluation following 

a laser guidewire procedure, only those 

patients who completed a clinical fol~ 

low~up of one year or more were 

included in the current analysis. 

STATISTICAL ANALYSIS 

Categorical data were presented as fre~ 

quencies. Continuous data were pre~ 

sented as mean ± SD, or in case of a non 

normal distribution of values as median 

with range. Comparisons of continuous 
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variables were performed using 

unpaired two-tailed t tests, ·while com

parison of categorical variables was per

formed using Chi-square or Fisher's 

exact test, whichever was appropriate. 

Comparison of medians was performed 

using a Mann-Whitney test. A multi

variate logistic regression analysis using 

SAS statistical software was performed 

to identify independent predictors of 

procedural success and vessel patency 

at follow-up angiography. Incidents 

with a p value <0.05 were considered 

significant. 

TABLE 1. Patient Demographics 

RESULTS 

PROCEDURAL DATA 

The data of 101 consecutive patients 

(103 TIMI 0 flow chronic total coronary 

occlusions) with a laser guidewire 

attempt at recanalization were ana

lyzed. The baseline clinical characteris

tics are given in Table 1. These data 

confirm that, with the exception of a 

relatively high percentage of previous 

myocardial infarction (63.4%), the 

patient group was representative of cur

rent clinical practice with percutaneous 

angioplasty. In 66 patients (65.4%), an 

initial attempt at recanalization by 

using convcntional guidewires was per-

Procedural outcome Groul! 

Total Success Failure A B 

No. of patients 101 55 46 62 38 

No. of vessels 103 57 46 64 38 
Male 88 46 (84) 42 (91) 53 (86) 34 (90) 
Age,y 57 ±9 57 ± 10 57± 8 S7± 9 56±9 

Angina class· (n, %) 
lIII 16 10 (18) 6 (13) I I (18) 5 (13) 
IJIIIV 85 45 (82) 40 (87) 5 I (82) 33 (87) 

Risk Factors (n,%) 
Previous MI 66 36 (66) 30 (65) 39 (63) 26 (68) 
Prior PTCAt 28 13 (24) 15 (33) 17(27) 10 (26) 
Hypertension 30 18 (33) 12 (26) 16 (26) 14 (37) 
Diabetes 14 10 (18) 4 (9) 10 (16) 4 (II) 
Hypercholesterol 39 20 (36) 19 (41) 24 (39) 16 (42) 
Current smoker 33 20 (36) 13 (28) 21 (34) 12 (32) 
FalllilyHX 24 17 (31) 7 (15) 20 (32) 5 (13)" 

Group A: patients with sllccessful revascularization; Group B: patients on Illedical therapy . 
.. According to Canadian Cardiovascular Society; MI, myocardial infarction; t = prior attempt 
at recanalization by using conventional guidewiresj HX, history; Hp----o.035 
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formed prior to a laser guidewire 

attempt. The baseline angiographic data 

for the entire patient cohort are given in 

Table 2. 

Laser guidewire crossing 'was successful 

in 61 patients (63 occlusions. 61,2%) 

and increased from 46% in 1994195 to 

78% in 1996/97 (Fig 1). Due to severe 

dissection precluding additional angio

plasty (n=3), TIM! 2 flow following 

stent implantation (n=2) and a 55% 

residual diameter stenosis in one 

patient, procedural success was 

achieved in 55 patients (57 occlusions). 

Balloon angioplasty was the sale treat

ment in 6 patients. ELCA+PTCA was 

'#. I{I(I __ 

G«t2A&B 

, j 

performed in 15 cases (26.8%), while 

intra coronary stenting (-with or without 

ELCA) was performed in 34 patients 

(61.8%. 2.1 stents/patient. median stent 

length 50 mm (15-130 mIll, Table 3). 

The final MLD was 2.36 ± 0.63 mm 

with a residual DS of 20.5 ± 9%. In a 

univariate analysis. which was per

formed for all items listed in Tables 1 

and 2. the occlusion length (mean ± SD) 

was significantly longer in the proce

duro failure group (success vs. failure 

19.2 ± 10.4 mm vs. 25.6 ± 15 mm, 

p=0.005), while the prosence of a cen

tral funnel in the occlusion stump was 

associated with a successful outcome 

9J% 

Figure 1 Laser glliden,jre success rate per year of experience {1993-1997 time frame}. Gen.1= 
first generation Jaser guidewire. Gen. 2A & B= second and third generation Jaser guidewire 
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(p~0.05). A Multiple linear regression 

analysis identified occlusion length as 

the only independent predictor of pro· 

cedural outcome (p~0.012). 

In~hospital events were sub-acute rooc

clusion of the target vessel in three 

patients. A repeat PTCA was successful 

in two. As a result. 54 patients had tar

get vessel patency upon hospital dis

charge (Fig 2). There were no deaths, Q

wave myocardial infarctions or emer· 

gency CABG's during the index hospital 

stay. 

Following a failed attempt at recanaliza

tion (n::::46), fourteen patients had 

bypass surgery. Consequently, during 

the index hospital stay, 68 patients 

(68.3%) had successfully undergone 

either percutaneous or surgical revascu· 

larization of a chronic total coronary 

occlusion ("group A"), while 32 

patients remained on medical treatment 

("group B "). 

ANGIOGRAPHIC FOLLo\\'~UP 

As Olle patient died of pancreatic carci

noma seven months after successful 

recanalization (angiography performed 

at three months, had shown a patent 

vessel without signs of restenosis), 53 

patients were eligible for six month 

angiographic follow-up, which was 

completed in 51 (96.2%). Ten coronary 

arteries had reoccluded, while in the 

remaining 41 patients, an additional 7 

patients had significant restenosis (a 
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combined restenosis/reocclusion rate of 

33.3%). In a univariate analysis, longer 

occlusion length (occlusion length, 

patency vs. reocclusion 17.8 ± 9.8 mm 

"s. 25.2 ± 12.1 mm, p~0.045) and a pos

itive family history for cardiovascular 

disease (p~0.045) had a significant bear

ing on vessel patency. A post-procedure 

larger MLD was also associated with 

vessel patency (patency vs. reocclusion, 

MLD-post: 2.42 ± 0.60 mm vs. 2.06 ± 

0.59 mlll, p::::O.09, Table 4). However, in 

a multivariate regression model, no 

independent predictors of vessel paten

cy at six months were identified. In the 

sub population of patients with intra· 

coronary stents, a longer stented seg

ment was associated with a less favor~ 

able outcome (patency vs. roocclusion, 

stent length (median-range): 39 mm (15-

130), 1l~27, "s. 96 mm (66-120), n~5, 

p::::O.008). In patients with vessel paten

cy at follow-up, the absolute loss in 

MLD was 0.47 mm,with a loss index of 

0.19 (Table 5). 

CLINICAL FOLLOW~UP 

Clinical follO'w-up of ~12 months was 

completed in all patients, median 31.5 

months, range 12 - 54 months). 

Recurrence of symptoms associated 

with restenosis at six months (n::::-17), 

resulted in CABG in seven patients, re

PTCA in five, while the remaining 5 

patients wore treated by continuation of 

medical treatment. During the 6-12 
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101 pts. (103 occlusions) 

medication, n"'32 

Re\'ascularized, n 68 
Ho~p[jal dlschargt 

Medical thcrapr. n=38 
I rearF-up 

S[udyend A B 

Figure 2 Patient flow chart, Pts = patients, sao:=o sub aCllte occlusion, PTell = percutaneous 
trans/uminal coronary angioplasty, CABG = coronary arielY bypass grafting, nc death = non-car
diac death, Ml = myocardial infarction 

months follow-up period, recurrence of 

angina in six more patients resulted in 

additional CABG (n~3) and re-PTCA 

(n=3). As a result, continued revascular

ization (PTCA andlor CABG) at one year 

follow-up was achieved in of 62 patients 

(61.4%, Fig 2). 

During the entire follow-up period, in Ole 

successfully revascularized patient 

cohort (group A) there were no deaths, 

one stroke and one myocardial infarction. 

In contrast. in the non-revasGularized 

patient group (group B) there were two 

deaths, one stroke and four myocardial 

infarctions {combined end-point. A vs. B, 

n~2162 vs. n~7/38, p=0.025, RR 5.71 

(95% CI 1.25 - 26.08), Figures 3A,B}. 

Referral for CABG was influenced by pre

procedural vessel size (reference diame

ter, CABG vs. B. 2.94 ± 0.52 mm vs. 2.68 

± 0.48 mm, p=0.05) and strongly influ

enced by whether or not the LAD was the 

target vessel (LAD, CABG vs. no CABG, 

13/24 vs. 6/38, p=O.OOl, RR 2.67 (95%CI: 

1.48-4.85). At the end of the study peri

od, significantly more patients in group 

A were symptom-free (A vs. B, n=50/62 

vs. n=8/38, p<O.OOOl; mean CCS classifi

cation, A vs. B, 1.26 ± 0.65 vs. 2.13 ± 

0.74, 1'<0.0001). Likewise, the need of 

cardiac medication was significantly 

reduced in these patients (number of pre

scriptions, A vs. B, 2.55 ± 1.3 vs. 3.81 ± 

1.2, 1'<0.0001). 
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DISCUSSION 

TECHNICAL CONSIDERATIONS 

Since the first reports in the early 1980s 

on percutaneous recanalization of 

chronic total coronary occlusions, vari

ous aspects of this sub-topic have been 

addressed. A number of the early stud

ies stressed the feasibility of a percuta

neous approach. H Typically, the 

emphasis was put on proper case selec

tion, describing various predictors of 

procedural failure. However, more 

recent studies, as well as our findings 

suggest that some of the "classic predic

tors of procedural failure", such as the 

presence of bridging collaterals or the 

age of the occlusion are of less impor

tance 'with currently available technolo
gy.1929 

During the course of this study, it 

emerged that with the introduction of 

new dedicated guidewires, such as the 

laser guidewire, the Crosswire and 

Stiffwire (Terumo, Tokyo, Japan), the 

Choice PT wire (Scimed, MN, USA), or 

the Miracle guidewires (Asahi Tlltecc, 

Tokyo, Japan), the key to success was 

more in using a combination of differ

ent guidewiros with different technical 

specifications rather than the use of one 

single type of guidewire. Also, the con

sequent use of biplane fluoroscopy (or 

multiple views, when using single 

plane) and the technique of double can

nulation of both coronary arteries, using 

the collateral circulation to visualize 
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the distal target lumen, have been 

instrumental in the improvement of 

procedural success rates. Nevertheless, 

it should bo stressed that the introduc

tion of the laser guidewire in 1993 has 

positively stimulated many of these 

teclmical developments. 

TIlE j,ASER GUIDEWIRE LEARNING CURVE 

The overall success rate of the laser 

guidewire "\vas 61.2%. It is likely that at 

least three different factors contributed 

to this result. First, the laser guidewire 

experience was actually the laser 

guide wires experience, as the technolo

gy of this device evolved during the 

time frame of this study. As the first 

version was not steOl'able, the earlier 

cases might have been somewhat less 

challenging than the long tortuous seg

ments attempted with the stemable sec

ond generation laser guidewire. This 

phenomenon could explain for the ini

tially "reversed" learning curve (Fig 1). 

Second, in the current era of cost con

straint, we deliberately pushed the per

formance of this new device to Ule limit 

by intentionally applying a liberal case 

selection policy. This is maybe reflected 

by the fact that typically those patients 

were referred for a laser guidewire 

attempt after initial attempts by using 

conventional guidewires had failed (66 

patients with at least one rocorded, 

failed attempt, comprising 65.4% of tho 
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TABLE 2. Lesion Characteristics 

Procedural outcome Grout! 

Total Success Failure A B 

Age of occlusion * 
Clinical 30 (6-884) 28 (6-728) 32 (6-884) 30 (6-728) 25 (6-884) 
Angiographic 13 (2-728) IO (2-728) 14 (3-156) 13 (2-728) 13 (4-156) 

Vessel,n 
RCA 56 28 28 28 28 t 
LAD 37 24 13 31 6tt 
LCX 10 5 5 5 4 

Slump, n 
Central 51 35 .. 16 37 13tH 
Blunt 35 20 IS 20 IS 
Eccentric 17 2 15 u* 7 IO 

Major SB 45 22 22 25 19 
Bridging Coil. 28 17 11 16 12 

'" in weeks, median (range); RCA, right coronary artery, LAD, left anterior descending artery, 
LeX, left circumflex artery; Stump, occlusion stump morphology; SB, side branch; 
Bridging Coli, bridging collaterals; *"'p=O.009;***p<O.OOOI; tp=O.007; ttp=O.0006; ttt p=O.023 

reported patient population). Finally, 

the steady increase in success rate from 

46% in 1994 to 78% in 1996/'97 com

pares well with similar chronic total 

occlusion learning curves as reported 

by other groupS.~,N 

CLTh.l]CAL AND FUNCI'JONAL ASPECTS 

A successful percutaneous recanalization 

converts a patient not at risk into a 

patient at risk for restenosis, reocclusion 

and/or additional revascularization pro

cedures. As this shidy was not designed 

to evaluate a difference in long-term out

come between percutaneous recanaliza

tion and surgical revascularization, we 

chose to evaluate the effect of revascular-

ization (percutaneous and/or surgical) on 

a combined end·point of irreversible 

adverse events, death, stroke and myocar

dial infarction. In addition, we analyzed 

the influence of revascularization on free

dom of angina and the need for cardiac 

medication. In concordance with earlier 

reports/'lO,]7 we fOlmd a significant reduc

tion in the combined encl·point of death, 

stroke or Ml (p~O.OZ5) following success

ful revascnlarization. In addition, the 

majority of these patients wero free of 

angina, with a marked reduction in the 

need for cardiac medication. 

Another rationale for the efforts to recon

struct chronically occluded coronary 

arteries can be found in studies on the 
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TABLE 3. Procedural Characteristics 

MW attempts, n (%) 66 (65.4) 

LW time· 33.5 (28.7) 
Procedure time 174.6 (60.6) 
Fluoroscopy time 88 (45.8) 
Contrast medium, JIll 618.2 (247.9) 

PTCA, n(%) 6 (10.9) 
PTCA+ELCA 15 (27.3) 
PTCA+Stellt 12 (21.8) 
PTCA+ELCA+Stent 22 (40) 

MW, mechanical guidewires; L W,laser guidcwire; 
• time in minutes; (mean ± SO); PTCA, percutaneous transluminal coronary angioplasty; 
ELCA, excimer laser coronary angioplasty; Stent, coronary stent implantation; 
ml, milliliters. 

effect of recanalization on left ventricular 

performance.}(),JO-3J In a previous study, 

using dobutamine stress echocardiogra~ 

phy, significant improvement in wall 

motion score was detectable within 48 

hours following successful recanalization. n 

TABLE 4. QCA, Procedural Data 

Procedural outcome 

Success Failure 

11=55 n=46 

RDprc 2.80 ± 0.49 2.78± 0.49 'I' 
RDpost 2.95 ± 0.49 2.73± 0.44 0.02 
MLOpost 2.36 ± 0.63 0 
DS 20.5 ± 9.1 100 

p 

Occ. L. 19.2± lOA 25.6 ± 15 0.013 

RECURRENCE RATES 

In this study, the combined angiographic 

recurrence rate at six months was 33.3%. 

At the time of the six-month follow~up 

angiography. the MLD in the cohort 

without reocclusion was 1.95 ± 0.66 mm, 

Vessel Qatency at F·uQ 

Yes No p 

n=41 11=10 

2.81 ± 0.52 2.72 ± 0.46 os 
3.01 ± 0.45 2.74 ± 0.53 os 
2.42 ± 0.60 2.06 ± 0.59 0.09 
19.9 ± 9.0 24.8 ± 8.4 liS 

17.8 ±9.8 25.2 ± 12.1 0.045 

RD, reference diameter (mm, mean ± SD); pre/post, pre/post procedure; "MLO, minimum lumen diameter, 
(nUll, mean ± SD); OS, diameter stenosis (%, mean ± SO); ace. L., length of occlusion (mm, median+range); 
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TABLE 5. QCA, Follow-up Data 

All 

n=5! 

Reference diameter (mm) 
p" 2.79 ± 0.51 
Post 2.94 ± 0.47 
Follow-up 2.98 ± 0.61 

MLD(mm) 
Post 2.35± 0.61 
Follow-up 1.56± 0.99 
Absolute loss 0.79 
Loss index 0.34 
Recurrence rate (%) 33.3% 

DS(%) 
Post 20.9 ± 9.0 
Follow-up 48.2 ±28.9 

while the loss index was no more than 

0.19 (Table 5). This confirmed an oarlier 

finding that as compared to dilatation of 

non-occlusive disease the recurrence 

rate following recanalization of chronic 

occlusions is primarily related to reoc

clusion rather than to restenosis.3~ As it 

has been suggested that reocclusion is 

likely to he an early phenomenon. a 

more liberal use of new. powerful 

anti platelet drugs. such as abciximab 

and clopidogrel. could prove to be 

instrumental in maintaining initially 

achieved results. 

The increasing number of studies on the 

effect of intra coronary stenting on ves

sel patency at 6 month have suggested 

that stenting may be mandatory for the 

maintained optimization of recanaliza

tion procedures. 1z-17 In our series. stent 

Reocclusion No reocclusioll 
at follow-up at follow-up 

n=1O n=41 

2.72 ± 0.46 2.81 ±0.52 
2.74 ± 0.53 3.0 ±O.45 
2.77 ± 0.60 3.02 ± 0.59 

2.06 ± 0.59 2.42± 0.60 
0 1.95± 0.66 
2.06 0.47 
I 0.19 
19.6% 13.7% 

24.8 ± 8.4 19.9 ± 9.0 
100 35.3 ± 14.1 

implantation was performed in 61.8% 

of vessels {2.1 stents/patient. median 

stent length 50 mm (15-130 mm). In this 

sub-group. the 6-month reocclusion rate 

was 14.7% with an additional resteno

sis rate of 10.3%. Especially when the 

length of the stented segment is taken in 

to consideration. UlOse results compare 

favorably with the literature. 

IRREVERSmLE ADVERSE EVENTS 

The occurrence of myocardial infarction 

and cardiac death in patients with 

chronically occluded coronary arteries 

can not be explained by progression of 

disease in the occluded vessel. 

However. it is not unlikely that the 

absence of the potential for collateral 

flow from the occluded vessel could 

prove to be fatal in case of progression 
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of disease in the non·occluded vessels. 

Routinely, the indication for PTCA or 

CABG is based on the assumod influ

ence of revascularization on life 

expectancy as related to the diseased 

artery. In contrast, in patients with 

chronic total occlusion the indication 

for revascularization should take into 

account not just the immediate, target 

vessel, related reduction of myocardial 

ischemia, but also the potential future 

importance of the now occluded vessel 

in case of a life-threatening coronary 

incident in the contralateral artery. 

Consequently, the decision to refer a 

patient with single vessel occlusive dis· 

ease for coronary revascularization 

should involve a non-target vessel relat

ed risk strategy. 

In conclusion, percutaneous reconstruc

tion of previously occluded coronary 

segments is technically feasible and 

safe. In this patient cohort, successful 

recanalization reduced the incidence of 

irreversible adverse events, the need for 

coronary bypass surgery. the angina 

classification and the need for cardiac 

medication. Although chronic occlu

sion is still considered as a less reward

ing indication for PTCA, the incidence 

of chronic total occlusion could be as 

high as 20 - 30 percenLHl,},; In order to 

make "reconstructive angioplasty" a 

reasonable option for general practice, 

continuous efforts should be made to 

improve the technology aimed at mak-
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iug the primary procedure easier and 

more predictable in its outcome. 

Whether new, (3D)-imaging modalities 

will prove to have a function in this set

ting is an up coming challenge. 

Whether additional treatments, such as 

intra coronary brachytherapy should be 

applied to further reduce recurrence 

rates was beyond the scope of this 

study. 

STUDY LIMITATIONS 

Although this study comprised the 

world's largest single-center experience 

with the laser guidewire. the total num

ber of patients treated was relativoly 

small. Second, although data were col

lected prospectively, the study was not 

designed as a randomized trial. Therefore, 

some of the study results could be a mere 

reflection of evolving clinical experi

ence and decision making. Of impor

tance is that a bias, influencing the pat

tern of patient referral for CAnG can not 

be ruled out. Finally, the laser 

guidewire technology evolved during 

the study period, potentially interfering 

with a uniform analysis of this technol

ogy. 

CONCLUSION 

The success rate of laser guidewire 

facilitated recanalization procedures 

increased from 46% in 1994 to 78% in 

1997. A combined strategy of percuta

neous techniques with CAnG for those 
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Figure 3 A, Sunlival CUlves following successful revascularization, B, Sunrim/ Guntes for 
patients on medical therapy, folloIl'ing a failed attempt at recanalization, HD= hospital dis
charge, d=days, mo= montlis, A11=myocardial illfarction, CABG= coronary artery' bypass graft
ing, PTCA= percutaneous transluminal coronary angioplasf)', angina=angina pectoris 
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patients not successfully recanalized 

resulted in a significant reduction in the 

combined end-point of death, stroke 

and MI, the angina classification and 

the need for cardiac medication. As a 

result, this strategy seems superior to 

medical therapy in the treatment of 

patients with chronic total coronary 

occlusions. 
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SIX-MONTH OUTCOME AFTER EXCIMER LASER CORONARY 
ANGIOPLASTY FOR DIFFUSE IN-STENT RESTENOSIS: 

A SINGLE CENTER EXPERIENCE 

ABSTRACT 

Objective-This study evaluated the inter

mediate-term follow-up after excimer laser 

coronary allgioplasty (ELCA) and adjunc

tivo percutaneous transluminal coronary 

angioplasty (PTCA) in patients with dif

fuse in-stent restenosis. 

Background-Coronary stenting is now the 

preferred mode of percutaneous revascu

larization in more than fifty percent of 

patients undergoing PTCA. In-stent 

restenosis requiring re-PTCA occurs in up 

to 20% of cases, but increased incidence 

may occur with the use of longer stents or 

stenting of small vessels. Following its 

capacity to ablate soft coronary plaque. we 

used ELCA to treat patients with diffuse 

in-stent restenosis of long stented coro

nary segments. 

Methods-Patients with diffuse rostenotic 

lesions (> 10 mm) in previously stented 

segments ·were treated with slow-pass 

ELCA+PTCA. Clinical- and angiographic 

follow-up ·was performed at 6 months. 

Quantitative coronary angiography (QCA) 

performed at th1'Oe stages - during stent 

implantation, pre- and post ELCA+PTCA, 

and at follow-up - included measurements 

of the minimum lumen diameter (MLD) 

and percent diameter stenosis (DS). 

Results-Seventeen consecutive patients 

were included. The (median+range) stent 

length was 37 mm (15-105 mm), with a 

restenotic lesion length of 32 mIll (10-90 

mm). Following ELCA+PTCA, the MLD 

increased from 0.61 ± 0.40 mm to 2.33 ± 

0.51 mm, while the DS decreased from 

75.3 ± 15.5% to 22.5 ± 8.2%. Despite 

adjunctive high presstU'e PTCA (balloon

artory ratio of 1.32 ± 0.29), the MLD post 

ELCA+PTCA remained smaller than the 

MLD post initial stont implantation, (2.33 

± 0.51 mm vs. 2.69 ± 0.32 nml, p<0.019). 

Adverse events included four ELCA relat

ed acute occlusions, necessitating addi

tional stenting. This included left main 

stenting in one patient, who was referred 

for elective coronary artery bypass graft

ing. One patient having received abcix

imab suffered from an intracerebral 

haematoma and died during the index 

hospital stay. Despite recurrence of angi

na in all, two patients refused follow-up 

angiography. Therefore, angiographic fol

low-up was completed in 14 patients 

(82.4%) showing a reocclusion in 6 

(42.9%), a >50% DS in 7 (MLD 0.89 ± 

0.55 mIll, DS 69 ± 17%) and a distal de 

novo lesion in one. 
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Conclusion-Although it was possible to 

achieve satisfactory acute angiographic 

results, the recurrence of significant 

restenosis in all patients suggests that 

ELCA+PTCA is not a suitable stand-alone 

therapy for diffuse in-stent restenosis of 

long stented segments. 

A
n improved clinical outcome 

after coronary stenting -as 

compared to balloon angio

plasty alone- has been proven for the 

treatment of short lesions in large coro

nary arteries.1-I Improved techniques for 

stent deploymenP and the introduction 

of many new stent designs have made 

intracoronary stenting a procedure ,vith 

a relatively predictable, high procedural 

success rate. As a consequence of the 

increasing rates of coronary stenting in 

the last five years (including in patients 

with lesions potentially loss favorable 

for stenting) a new iatrogenic disease 

"in-stent restenosis" has been generat

ed. Initial studies on the intermediate

term results of balloon angioplasty as a 

treatment for in-stent restenosis have 

reported recurrence rates ranging from 

20%6.7 to as high as 85%.8 It has been 

shown that in-stent restenosis is primar

ily based on intimal hyperplasia rather 

than stent recoi1. 9
•
10 Also, it has been 

demonstrated that extruded restenotic 

material recoiled towards the lumen 

within minutes following balloon 

dilatation. II Therefore, atheroablation of 
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neointima rather than mere re-dilatation 

seems a reasonable therapeutic 

approach. Excimer laser coronary angio

plast)' (ELCAj, given its capacity to 

ablate soft coronary plaque, is potential

ly an adequate technique to treat in

stent restenosis. 12
-
H As the type of 

restenosis appears to have a bearing on 

the late outcome after repeat percuta

neous treatment, it has been suggested 

that in-stent restenosis should he sub

classified as focal- «10 mm), marginal

(on the proximal and lor distal rim of 

the stent), or diffuse restenosis (>10 nun 

in-stent lesion or stent occlusion).9.14.17 

Thus far, no experience has been report

ed on catheter based treatment of 

patients with in-stent restenosis in long 

stented segments. Therefore, the pur

pose of this study was to evaluate the 

place of ELCA in the treatment of this 

patient sub-set. 

METHODS 
PATIENT AND LESION POPULATION 

Between November 1995 and November 

1997, seventeen consecutive patients 

(11 male, age 58.8 ± 12.9 years) with 

diffuse in-stent restenosis (stented 

lesion length >10 mm) following initial 

stent implantation were treated with 

ELCA+adjunctive PTCA. Written 

informed consent was obtained from all 

patients. The indication for initial stent 

placement was a sub optimal balloon 

result (n=7), recanalization of a chronic 



total occlusion (n~5), elective (n~4) or 

acute myocardial infarction (n=l). 

Vessels treated were the right coronary 

artery (RCA, n~8), left anterior descend

ing (LAD, n~7), left circumflex artery 

(LCX, n~l) and saphenous vein bypass 

graft (SVG, n~I). Fourteen patients had 

been treated with a single stent, three 

patients with two stants. The stents 

used and their specific lenghts are 

shown in Table 1. Risk factors for coro~ 

nary artery disease included diabetes in 

3 patients (18%), a positive family his~ 

tory in 15 (88%), hypercholesterolaemia 

in 10 (59%), hypertensiori in 7 (41%), 

and cigarette smoking in 4 (24%). The 

initial stent implantation was per

formed in a standard procedure, using 

high-pressure post dilatation (214 Atm) 

Table 1. Stell Is Used 

Patient Slenf-Type Slelil Length 

#1 Wallstent lx32nun 
#2 Wallstent Ix60mm 
#3 N1R 3x32nuu 
#4 Wallstcnt lx35nml 
#5 Wallstcnt lx35mm 
#6 N1R lx32,lxl6mm 
#7 N1R 2x32mm 
#8 Freedom 1x24mlll 

Palmaz-Schatz lx20mm 
#9 N1R 2x32, 2x16. Ix9mm 
#10 NIR 2x32,2xI6 
#11 Palmaz-Schatz Ixl5mm 
#12 NIR 2xl6mm 
#13 beStent lx35ml11 
#14 Multilink Ixl5mm 
#15 Palmaz-Schalz lx20mm 

Micrastent II Ixl8mm 
#16 Wallstent 1x22mm 

Palmaz-Schatz ixl5mm 
#17 Wallstent Ix20mm 

NIR 3xl6, Jx9mm 

and a balloon-artery ratio of 1.1 ± 0.10 

as determined by on-line QCA. 

Procedures were performed under iv 

heparin and aspirin. and all patients 

were post treated with Ticlopidine 250-

mg twice daily for fouT weeks. 

ELCA+PTCA PROTOCOL 

A repeat angioplasty was performed in 

case of recurrence of angina andlor 

objective signs of ischemia in patients 

with a >50% diameter stenosis on diag

nostic angiography. Patients were treat

ed with ELCA only, if the ill-stent 

stenosed segment had a minimum 

length of 10 mm as assessed by on-line 

QCA. The laser was a CVX 300 XeCI 

excimer laser (Spectranetics, Colorado 

Springs, CO), The fInence used ranged 

Manufacturer Coronaryarlery 

Schneider LAD 
Schneider SVG 
Medinol RCA 
Schneider RCA 
Schneider LCX 
Medinol LAD 
Medinol RCA 
Global LAD 
JJIS 
Medinal RCA 
Medinal LAD 
JJIS LAD 
Mcdinol RCA 
Medtronic RCA 
ACS LAD 
JJIS RCA 
AVE 
Schneider RCA 
)J]S 
Schneider LAD 
Medinol 
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from 45 to 60 mJ/mm2 (mean 50.6 ± 7 

mJ/mm2) with a pulse repetition rate of 

25 to 40 Hz (mean 29.7 ± 7 Hz). To 

ensure maximum debulking, we conse

quently used the largest diameter 

catheter available. At the onset of this 

study, this would be the 1.7 mm con

contric catheter (n=2). However, during 

the study, the 2.0 concentric (n=8), the 

1.7 mill eccentric (n=3), and the 2.0 mm 

eccentric laser catheter (n=4) became 

available. During activation of the laser, 

the laser catheter was moved forward at 

a speed of approximately 0.5 mm/sec. 

To optimize the procedure, a saline 

flush was used as described elsewhere.18 

The median number of pulses applied 

was 2407 (range 725-16,000) in 3.1 ± 1.9 

passes. High-pressure post dilatation 

was performed in all cases (maximum 

balloon pressure of 15.7 ± 3.7 atmos

phere), to achieve an optimal acute 

result «20% DS). The nominal balloon 

diameter size ranged from 2.5 to 4.5 mm 

(moan 3.4 ± 0.5 mm, balloon-artery ratio 

of 1.3 ± 0.3), with a balloon length of 

30.6 ± 9.6 mm. Procedural success was 

defined as an average diameter stenosis 

of less than 50% in two orthogonal 

views by on - line QCA. Clinical suc

cess was defined as procedural success 

without death, Q-1Nave myocardial 

infarction, coronary bypass surgery, or 

repeat angioplasty during the index 

hospital stay. A non Q-wave myocardial 

infarction was defined as a post proce-
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dure maximum CPK of more than 200 

U/L in the absence of new Q-wave for

mation on the ECG. 

QCA ANALYSIS 

Serial off-line QCA measurements were 

made of the stent implantation, before and 

after the treatment of in-stent restenosis 

and at intermediate-term follow-up, using 

an automated edge detection algorithm 

(CAAS II system, PIE Medical, Maastricht, 

The Netherlands). The non-contrast filled 

guiding catheter ,vas used as the calibra

tion standard. 19 The reference diameter 

(RD), MLD and percent DS were calculat

ed in multiple views and are given as the 

resultant average (Table 2). The lesion 

length was measured in the view with the 

least amount of foreshortening. 

PATIENT FOtLOW-UP 

All patients had a 30 day- and six month 

clinical follow~up. Angiographic follow

up was scheduled at 6-month post ELCA, 

or performed earlier if clinically indicat

ed. 

SfATISI1Cr\l. ANALYSIS 

Categorical data were presented as fre

quencies. Continuolls data were presented 

as mean ± SD, or in case of a non normal 

distribution of values as median with 

range. Comparisons of continuous vari

ables were performed using unpaired t 

tests. 1\ p value of <0.05 was considered 

statistically significant. 
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RESULTS 

PROCEDI)RAL RESULTS 

ELCA+PTCA ·was performed in seven

teen patients with diffuse in-stent 

restenosis 6.6 ± 2.6 months after the ini

tial stent implantation. The median 

stent length was 37.5 mm (range 15-105 

mm), with a restenotic lesion length of 

33.5-mm (range 10-90 mm). Due to in

stent restenosis, 018 MLD had decreased 

from 2.72 ± 0.30 mill (post stenting) to 

0.58 ± 0.39 mm (absolute loss 2.14 ± 

0.53 mIll, p<O.OOOl). In four patients the 

stent was totally occluded. Following 

ELCA+PTCA the tv= iUGTeased to 2.33 ± 

0.53 mm (absolute gain 1.76 ± 0.69 mm, 

1'<0.0001), while the DS was reduced 

from 76.3 ± 15.4% to 22.1 ± 8.3%. 

Despite this improvement, the MLD 

post ELCA+PTCA remained significant-

MLD(mm) 

3.5 

3 

2.5 

2 -
I 1.5
1 1 

0.51 
0-'---

T 
1 

1 

p~O.OI9 

2 

ly smaller than the original MLD post 

stenting (2.33 ± 0.53 vs. 2.72 ± 0.30, 

1'<0.013, Fig 1). 

PROCEDURAL COl\IPLICATIONS 

In four cases (24%), the ELCA proce

dure was complicated by intracoronary 

thrombus formation. After Lv. adminis

tration of abciximab and additional 

stenting, normal flow was restored. As 

this involved left main stenling in one, 

this patient was referred for elective 

CABG during the same hospital stay. 

High-pressure post dilatation induced 

edge dissections, required additional 

stenting in two patients. In two 

patients, the ELCA procedure ·was com

plicated by side branch occlusion, 

which resulted in a non Q-wave 

myocard~al infarction in one. Post pro-

~-
3 4 

Figul"O 1 QCA results of Mill measurements. 1 = post stent implantation, 2 = pre-ELCA, 3 = post 
ELCA+PTCA, 4 = 6 month angiogmphic follow-up. QCA= quantitative coronary angiography, 
.MLD= minimal/umen diameter, ELCA= excimer laser coronm)' angioplasty, PTCA= percuta
!leous tmnsluminal coronary angioplasty. Falues are gilren as mean ± SD_ 
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Table 2. Serial QCA measurements 

Reference diameter 

I MLD 
DS% 

Reference diameter 
MLD 

II DS% 
absolute loss 
relative loss 

Reference diameter 
MLD 

III DS% 
absolute gain 
relative gain 

Reference diameter 
MLD 

IV DS% 
absolute loss 
relative loss 
lossindcx 

3.29± 0.39 
2.69 ± 0.32 
15.7±6.2 

2.68 ±0.44 
0.61 ± 0.40 
75.3 ± 15.5 
2.08 ± 0,58 
0.79 ± 0.27 

3.05 ±O.55 
2.33 ±0.51 
22.5 ± 8.2 
1.71 ± 0.66 
0.57 ± 0.19 

2.91 ± 0.42 
0.63 ± 0.81 
79.8 ± 23.6 
1.74 ± 0.92 
0.59 ± 0.36 
0.99 ± 0.58 

n""17 

n=17 

n=17 

n=14 

Serial QCA measurements. 1= post slent deployment, 11= pre-ELCA, III=post ELCA+PTCA, 
IV= 6 month follow-up, Reference diameter, in mm, MLO= minimum lumen diameter, in mill, 
OS= diameter percent stenosis. All values are given as mean ± SO 

cedural CK values were elevated in 7 

patienl, (Table 3). Finally, in one patient, 

the ELCA catheter did not cross the lesion, 

due to an (initial) under deployment of the 

stent ("pseudo in-stent restenosis"). This 

could be confirmed with intravascular 

ultrasound, after which Ule stent was fC

dilated (Fig 2). Unforhmately, post-proce

dure this 58-year-old female patient devel

oped an intra-cerebral bleeding possibly 

related to the combined use of heparin, 

aspirin and abciximab. Despite adequate 

neurosurgical drainage, her condition 

deteriorated and she died post operativoly 
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from pulmonary complications. As a 

result, procedural success was achieved in 

all cases hut clinical success in 15 patients 

only (88%). 

OJNICAL- AND AI\'GIOGRAPlllC FOLLOW-UP 

After an interval of 7,1 ± 4.4 months, clini

cal follow-up 'was completed in all 16 

remaining patients. All patients had a 

recurrence of angina (CCS classification): 

class II in 5, class III in 7 and class IV in 3 

patients. Two symptomatic patients 

refused a repeat coronary angiography. 

Therefore, repeat coronary angiography 
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Table 3. CK values*" (n"014) 

Palient CK 

.1 889 

'2 219 22 
#3 397 28 

" 105 12 

'6 182 28 

" 249 20 ., 82 13 
.9 M 16 
.10 99 17 
#II 1M 18 
#12 117 9 
#14 69 9 

'15 36 , 
#16 221 25 

tNormal values: CK 110 UIL, CKl\lD 14 UIL 

was performed in 14 patients (82%). Of 

these, 6 segments were totally occluded 

while 7 segments showed a significant 

recurrence of in-stent restenosis (MLD 

0.89 ± 0.55 mm, absolute loss 1.74 ± 0.92, 

loss index 0.99). In those patients with 

stent reocclusion, the initial indication for 

stent implantation had been recanaliza

tion of a chronic total occlusion in two, 

and optimi7..ation of a sub-optimal balloon 

angioplasty result in four. The recurrence 

of angina in the patient electively referred 

to CABG was explained by a combination 

of reocclusion in the ELCA treated seg

ment and a de novo stenosis at the site of 

the anastomosis of the left internal mam

mary artery with the LAD. In one patient, 

a de novo lesion just distal to the segment 

previously treated with ELCA was held 

responsible for the recurrence of ischemia 

and subsequently treated with additional 

stenting. 

DISCUSSION 

THE PROBLEM 

Althongh the advantage of stenting has 

been confirmed for certain lesion sub

groups, snch as relatively short lesions 

in large vesselsl-l or chronic total occlu

sions,l°on the long-term advantage of 

stenting for a number of other indica

tions remains to be proven. Maybe, that 

in the current era with "optimal" opera

tor techniques for stent deployment 

(high-pressure post dilatation, IVUS 

guidance, Aspirin/Ticlopidine co-med

ication, etc.) stent implantation as a pri

mary approach for coronary revascular

ization, has become a more safe and 

predictable therapy. However, being 

technically capable of treating long 

lesions, small vessels or complex bifur

cations, it could be that the trade-of for 

these achievements is a sometimes seri

ously therapy resistant complication. 

Nevertheless, in Ole past few years the 

number of coronary stent procedures 

has steadily increased. As a result, the 

group of patients with in-stent resteno

sis is an uncomfortably growing cohort. 

THE MECHANISTIC APPROACH 

In-stent restenosis is typically the result 

of neo-intima formation within a 

stent. 9 •IO The mechanism of lumen 

enlargement after PTCA is probably a 

combination of tissue extrusion out of 

the stent and additional stent expan

sion.2t A repeat balloon angioplasty is a 

259 



FigUl"C 2 Intravascular ultrasound image of "pseudo 
in-sten! reslBllOsis" due to sten! collapse, .ll=-in the 
stent, proximal to tlw stenosis, B=in the stell!, at the 
site of the stenosis, 

relatively safe and effective therapy for 

focal in-stent restenosis.6.7 Nevertheless, 

given the possibility of tissue recoil in 
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to the stent following initial dilatation,ll 

a combined use of an atheroablative 

technique and balloon angioplasty 

seems a more logic approach. However, 

recently it emerged that the extent of in

stent restenosis (diffuse, or stent occlu

sion as opposed to focal intima hypor

plasia) had a direct bearing on the 

recurrence rate, regardless of the typo of 

ablative technology used. l
';,1& Given the 

median stented segment length (37.5 

mm, range 15-105) and lesion length 

(33.5 JllIll, range 15-90) as reported in 

this study, these patients could very 

well represent a "worst case scenario": 

despite aggressive laser dehulking and 

high pressure post dilatation with rela

tively oversized halloons, no more than 

85% of the original MLD post stenting 

could be regained. Moreover, the num

ber of procedural complications and the 

high percentage of target vessel failure 

at 6 Illonth follow-up (43% rnocclusion, 

50% re-restenosis nnd 7% de novo dis

tal disease) would suggest that ELCA+ 

PTCA -at least using the current 

methodology- Illay not be a suitable 

treatment for diffuse in-stent restenosis, 

Indeed, the use of multiple- and long 

stents have seriously broadened the 

scope of percutaneous revascularization 

and rnultivessel disease is no longer the 

exclusive domain of the cardiac sur

geon.n However, if proven to be associ

ated with an increased risk of diffuse 

in-stent restenosis, the initial use of 
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long stents, especially in the LAD, 

maybe should he reconsidered. An 

alternative concept of "spot~stellting" 

has been suggested within this con~ 

text. la 

TIlE ALTERNATIVES 

Intra coronary brachytherapy with 

gamma irradiation has been shown to 

be potentially beneficial in the treat

ment of in-stent restenosis in a small 

patient cohorL29 Whether this finding 

will borne out for beta irradiation in 

longer stents and in longer lesions, 

remains to be seen. In order to preserve 

the acute improvement achieved with 

debulking, brachytherapy could be use

fuHy combined with ELCA as a paten· 

tial treatment for diffuse in-stent 

restenosis. The combination of aggres

sive las or debulking followed by beta 

irratiation and balloon dilatation is cur

rently under investigation in our 

department. Thus far, fourteen patients 

with iterative in-stent restenosis have 

thus been treated and follow-up is 

pending. Meanwhile, in patients with 

particularly diffuse in-stent restenosis, 

coronary artery bypass surgery must be 

considered as an alternative to the 

"intraluminal mechanistic approach. "30 

STUDY LIMITATIONS 

The limitations of this study are 1). 

evolving catheter technology during the 

study: catheter diameters ranged from 

1,7 concentric to 2.0 eccentric. There

fore, the ablation therapy efficacy might 

not have been uniform throughout the 

study. 2). the number of patients in this 

single-center study is small. 

CONCLUSION 

This study evaluated the intermediate~ 

term efficacy of ELCA+PTCA in seven

teen consecutive patients with diffuse 

in~stent restenosis [stent length (medi

an/range) 37.5 mm (15-105), lesion 

length 33.5 mm (15-90), initial reference 

diameter post stenting 3.34 ± 0.38 mm]. 

ELCA+PTCA resulted in a significant 

acute angiographic improvement (MLD 

pre vs. post: 0.61 ± 0.4 vs. 2.33 ± 0.51, 

p<O.OOOl). However, in-hospital 

adverse events included one death and 

one CABG, while at 6-month foHow-up 

all patients had recurrence of angina 

and target vessel failure was angio

graphically confirmed in 14 (82%). 

Thus, ELCA+PTCA alone may not 

result in favorable intermediate-term 

results in patients with diffuse in-stent 

restenosis. 
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CONCLUSIONS 

T he hypotheses in this thesis, as 

presented in tho introduction 

section, were 

1. Damaging side-effects during 

excimor laser coronary angioplasty 

(ELCA) are related to intrinsic 

mechanisms of excimer laser tissue 

ablation 

2. Optimization of ELCA can he 

achieved by elimination of UV

absorbing media, reduction of 

catheter advancement speeds and 

by reduction of the non-light emit

ting area at the tip of a laser 

catheter 

3. Percutaneous recanalization of 

chronic total coronary occlusions 

by using laser guidewire is feasible 

and safe 

4. Revascularization therapy is superi

of to medical therapy in patients 

with chronic total coronary artery 

occlusions 

HYPOTHESIS 1 

Side effects of ELCA can be summa

rized into three categories 

• ELCA related mechanisms that 

interfere with the anatomic integri

ty of the coronary arterial vessel 

wall 

• ELCA related mechanisms that 

interfere with the functional integri

ty of tho coronary artery 

• ELCA related mechanisms that 

interfere with the mid-lang-term 

healing response 

Excimer laser tissue- ablation (as 

described in PaIt I) is based on heat pro

duction and accumulation (resulting in 

water vaporization) and photochemical 

dissociation. These mechanisms pre

dominantly occur in tissue lipids (e.g. 

cell membranes). A direct consequence 

of water evaporation and lipid dissocia

tion is VOltillle expansion. Therefore, it is 

likely that the mechanism of excimer 

laser tissue removal is a combination of 

forceful tissue disruption due to vohmle 

expansion, water evaporation and photo

chemical dissociation. This combined 

mechanism is reflected in the histology 

of tissue samples (Chapter 2), with the 

occurrence of lobes (incomplete tissue 

removal), tissue splits and vacuoles. If 

the results of the experiments as 

described in Part I of this thesis are rep

resentative of the phenomena during 

ELCA, it is conceivable that angiographic 

complications such as dissection, acute 

vessel closure andlor perforation are 

related to these physical phenomena. 

With regard to the functional integrity 
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of the coronary artery, the production of 

significant volumes of insoluble gas 

could result in coronary flow dishu

bances. The volumes of insoluble gas 

that were measured (Chapters 3 - 5) 

were ofton in excess of those as 

described in the litorature as being 

responsible for ischemic changes in 

myocardial function. It is of impor

tance, to note that optimal ablation was 

achieved using those parameters which 

also resulted in lower insoluble gas 

yields even in the presence of relatively 

large water vapor bubbles (see Chapters 

4 and 5). A major microscopic feature 

related to lower gas yields was a reduc

tion in the extent of mechanical tissue 

damage, or more specifically a reduc

tion in the presence of tissue vacuoles. 

The clinical introduction of ELCA in 

1988 was accompanied by high expecta

tions with regard to its efficacy and a 

possible reduction of angioplasty relat

ed restenosis rates. A few randomized 

studies powered to evaluate a difference 

in the angiographic restenosis rates at 

six months have been performed (e.g. 

the AMRO and ERBAC trials). 

Unfortunately, these studies failed to 

delllonstrate a difference in favor of 

ELCA. It should be noted that these tri

als were performed with first generation 

ELCA catheters and without the use of 

saline infusion. Also, ELCA procedures 

were performed with a manually con-
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trolled forward movomont of the laser 

catheters, typically at speeds of more 

than one millimeter per second. The 

poor results of tissuo ablation at 

catheter speeds of >0.5 lllm/s wore dis

cussed in Chapter 3. Therefore, it is 

possible that the angiographic resteno

sis propensity of ELCA in these studies 

is merely the reflection of such teclmi

cal andlor procedural shortcomings. 

'<\7hether the mid-lang-term results of 

ELCA can be improved by using opti

mally designed catheters [e.g. the 2.0 

High-Density catheter (see Chapter 4) or 

the recently introduced O(ptimal) 

S(pacing) catheter (Spectranetics Inc., 

CO. USA)], a saline infusion technique 

and significantly reduced catheter 

advancement speeds, should be evaluat

ed in a prospective, randomized trial in 

which these new developments are 

incorporated. 

HYPOTIlESIS 2 

Ablation in ELCA is the result of an 

interaction of photons with a wave

length of 308 nm with tissue. Therefore, 

any substance capable of photon 

absorption, which is located between 

the source of photons (the caU18ter tip) 

and U18 tissue would cause a reduction 

of the ablation efficacy. The absorption 

of, and interaction with 308 nm pho

tons by hemoglobin and angiographic 

contrast media was demonstrated 

(Introduction, chapter 1), while tho 



clinical benefit of a saline flush during 

ELCA (to wash out contrast medium 

and blood as much as possible), was 

confirmed by Decklebaum et aI. 

The efficacy of tissue ablation is 

reduced if the speed of catheter 

advancement exceeds the capacity of 

the laser system to ablate tissue. The 

cUlTently advised catheter advancement 

speed for ELCA procedures is 0.5·1 

mm/s. In ablation experiments, using 

1.7 mnl ELCA catheters and laser para· 

meters typical for ELCA, optimal abla· 

tion was achieved for catheter advance· 

ment speeds of 0.06 mm/s (Chapter 3). 

As such low advancement speeds are 

difficult (if not impossible) to control 

manually, it is likely that currently per~ 

formed ELCA procedures are sub·opti· 

mal and could be improved by intra· 

dueing an automated catheter advance· 

ment device (Chapter 3, Appendix 1). 

Furthermore, it is of practical relevance 

that the use of the new 2.0 High·Density 

catheter and higher pulse repetition 

rates (40 Hz instead of 25 Hz) allowed 

for higher catheter advancement speeds 

(up to 0.1 mm/s). This adjustment of the 

pulse repetition rate improved the in 

dim ablation efficacy ·without increas· 

ing the collateral tissue damago 

(Chapter 4). However, in case of a clini· 

cal introduction of improved catheter 

technology and an automated catheter 

advancement device, there are two 

major concerns. Secondary to an 

increase in tissue removal, we mea· 

sured a significant increase in the vol· 

ume of non·soluble gas. Consequently, 

it is conceivable that a volume of non~ 

soluble gas in excess of a certain critical 

value could result in a no·reflow phe· 

nomenon due to obstruction of the cap

illary bed. Second, the maximum tem

perature increase above ambient as 

measured during slow advancement 

speed experiments was 22 ± 3 0c, In a 

coronary artery, a tom perature increase 

of 22°C above ambient (± 37°C) would 

lead to a vessel wall temperature of 

approximately 60 °C. Thermal damage 

following porcine in vivo studies heen 

reported. Therefore, prior to a clinical 

introduction 'with slow catheter 

advancement speeds andlor higher 

pulse repetition rates, ELCA induced 

thermal necrosis of Ule vessel wall can

not be ruled out. 

The use of multifiber technology and 

more specifically, the absence of over

lap between light beams coming from 

individual fibers, results in the pres

ence of a certain amount of "dead 

space" at the catheter tip-tissue inter

face. The relative dimensions of the 

active area and total area at the catheter 

tip determine the efficacy of a multi

fiber catheter. Subsequently, reducing 

the amount of dead space increases the 

ablation efficacy. TIllS can be achieved by 
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increasing the number of fibers in a 

catheter (e.g. the High-Density catheter, 

Chapter 4), or by diffusing the emitted 

light prior to incidence into the tissue 

(Homogeneous Light Distribution, 

Chapters 1, 5 and Appondix 2). A direct 

comparison of the standard 2.0 mm 

ELCA catheter 'with the new 2.0 mm 

High-Density catheter (with an increased 

number of fibers) demonstrated the supe

rior ablation characteristics of the latter 

(Chapter 4). Diffusion of a certain amount 

of laser energy over a larger light emitting 

area results in a relatively lower energy 

density, which is an additional - and 

maybe more significant - advantage of 

eliminating dead space at the catheter

tip. Based on the results of consecutive 

measurements we found a relationship 

between energy density, gas yields and 

the dimension of water vapor bubbles: an 

increase in energy density led to an 

increase in gas yield and an increase in 

the diameter of the fast expanding vapor 

bubbles. Of importance was that the 

increase in gas :yield was linear up to an 

energy density of approximately 35 

mJ/nm12. Further, relatively minor incre

ments in energy density resulted in an 

exponential increase in gas yields, sug

gesting a "second threshold" for insolu

ble gas formation. Following an increase 

in gas yields and bubble diameters we 

found an increase in collateral tissue 

damage. Therefore, a reduction of the 

amount of dead space at the catheter-tip 
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allowed for ablation at lower energy den

sities, which in turn resulted in a reduc

tion of ablation related mechanical tissue 

damage. 

HYPOTIIESIS 3 

The safety and efficacy of the laser 

guidewire for recanalization of chronic 

total coronary occlusions, especially 

those refractory for recanalization with 

conventional guidewires, was established 

in a number of studies, conducted both 

in Europe and the United States of 

America (Chapters 6-12). In recent years 

we have seen the introduction of 

improved, conventional guidewire tech· 

nology. As a result, the outcome of the 

TOTAL trial, a randomized trial in which 

the safety and efficacy of the laser wire 

was prospectively evaluated as compared 

to mechanical guidewiros, showed no 

significant difference bet\veen bOUl shuly 

arms (Chapter 11). Nevertheless, the 1993 

introduction of the laser guidewire added 

significantly to the development of per· 

cutaneous techniques for recanalization 

of chronic total occlusions. \JVith the 

expected development of improved tech

nologies for guidance of interventional 

procedures, such as intravascular ultra

sound forward imaging. it is conceivable 

that the future of percutaneous recanal

ization techniques remains within the 

domain of "active guidewire teclmology". 
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HYPOTHESIS 4 

Percutaneous transluminal coronary 

angioplasty (PTCA) for recanalization of 

chronically occluded coronary arteries 

has been associated with lower proce

dural success rates and higher recur

rence rates in comparison with PTCA of 

non-occlusive stenoses. As a result, it 

has been a less favorable indication for 

PTCA. Therefore, it is not uncommon 

that these patients (especially when the 

occlusion is situated in the right coro

nary artery) remain on medical therapy. 

However, in a single center study. per

cutaneous or surgical revascularization 

resulted in significantly less irreversible 

events (death, cerebrovascular stroke 

and myocardial infarction. Chapter 12). 

This more favorable outcome following 

revascularization could be the result of 

a reduction in myocardial ischemia of 

the target area, but it could also be the 

result of a restoration of the capacity to 

supply collaterals in case of progression 

of disease in the contra-lateral coronary 

arteries. Therefore. it seems justifiable 

to state that the decision to refer a 

patient with single vessel occlusive dis

ease for coronary revascularization 

should involve a non-target vessel relat

ed risk strategy. 

In the last chapter of this thesis we 

reported the medium long-term out

come of excimer laser coronary angio

plasty for the treatment of in-stent 

restenosis. In a small series of seventeen 

patients with diffuse in-stent restenosis 

it was demonstrated that with a combi

nation of laser debulking and adjunc

tive balloon angioplasty approximately 

85% of the original lumen after initial 

stent implantation could be regained. 

However, with a late loss index of 0.99 

at the six-month follow-up angiography 

the initial benefit was not maintained. 

Thus far, no catheter based interven

tional modality has been proven effec

tive in the treatment of this iatrogenic 

disease. As there are accumulating data 

on the long-term efficacy of intra-coro

nary brachytherapy, a combined strate

gy of in-stent tissue debulking, followed 

by intravascular radiation therapy 

might prove to be the best possible 

treatment for this patient category. This 

combined therapeutic approach is cur

rently under investigation in our 

department. 

The studies described in this thesis are 

a reflection of ten years of applied 

research activities. During this period 

the authors tried to evaluate the work

ing mechanism and effectiveness of 

light as a therapeutic modality for the 

treatment of coronary artery disease. As 

could be expected, we must conclude, 

that we found more questions thun 

answers. In referring to the Gospel of 

Thomas: "Let him who seeks, continue 

seeking until he finds. \'Vhen he finds, 
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he will become troubled, "Vhen he 

becomes troubled, he will be aston

ished, and he will rule over the all", we 

did not reach beyond the first half of 

the third sentence: we are still aston

ished, indeed. Maybe we should go 

even further back, to the beginning of 

time when it was said: ... and darkness 

was upon the face of the deep and the 

spirit of G'd hovered over the face of the 

waters. And C'd said: "Let there be 

light" and there was light. And G'd saw 

the light that it was good and G'd divid

ed the light from the darkness". One 

could argue. tlmt (long before the days 
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of Andreas Griintzig), the creation of 

light was the very first intervention in 

the his tory of mnn. surely with far 

stretching consequences. In summary, 

the outcome of the experimental work 

and the increasing clinical experience 

with ELCA helped us to get a better 

understanding of the mechanisms 

involved in excimer laser induced tis

sue removal. These Hew insights, hope

fully, will prove their value in the ongo

ing development of this exciting tech

nology and the further refinement of 

percutaneous tools for ablative coronary 

angioplasty. 
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Spectranetics 

Catheter Advancement Device 

a device description 





SPECTRANETICS CATHETER ADVANCEMENT DEVICE 

IJEVICf<: DESCRIPTION 

The Spectranetics motorized advance~ 

ment device is designed to advance a 

laser catheter through a coronary lesion 

at a predetermined. constant rate of 

speed. 

The device is a hand~held, battery oper

ated unit housed in an anodized alu

minum case, The external drive mecha

nism is a 2.5 em stainless wheol con

taining 2 elastomeric a-rings mounted 

on the circumference. The drive wheel 

is designed to accept and provide fric

tion to the proximal catheter shaft. A 

spring-loaded housing surrounds the 

external portion of the drive wheel and 

contains two stainless steel pinch 

rollers, which provide a bearing surface 

for the catheter when loaded into the 

advancement device. The spring-loaded 

housing can be positioned to load the 

catheter and then repositioned to con~ 

tain the catheter between the pinch 

rollers and the drive wheel. A speed 

adjustment knob is located on the exte~ 

rior of the CAD housing and permits 

catheter drive speeds of approximately 

0.3 to 0.9 mm per second. A toggle 

switch is located on the exterior of the 

CAD housing and activates the drive 

wheel when moved to the ON position. 

COMPA'I1BILITY 

The motorized advancement device is 

compatible with all Spectranetics 

Vitesse fast exchange laser catheters. 

The motorized advancement device 

SPEl."1FICA nONS 

Model Number 

Height 

Width 

Length 

Weight 

Power Source 

Battery Life 

Speed Range 

Sterilization Method 

Multiple or Single Use 

518·015 

6crn 

3cm 

16 cm 

400 grams 

Two 3~voIt Lithium batteries 

Approximately 90 minutes 

0.3 to 0.9 fiun/second 

Autoclave 

Multiple Use 
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does not currently interface directly 

with the Spectranetics CVX 300 laser 

system so thore are no software changes 

associated with the use of this device. 

SUMMARY OF TESTING 

STERIUZATION & l.IFETIME 

• Inwhouse testing demonstrated the 

safety of exposing the device to 

autoclave conditions. 

• A testing laboratory performed prew 

liminary testing to demonstrate the 

device would become sterile when 

exposed to a standard autoclave 

cycle. 

• Batteries have demonstrated ability 

to operate in a continuous condiw 

tion for more than 24 haUl's. Start

stop operation and exposure to 

multiple autoclave cycles will 

shorten battery life. 

SPEED 

• Bench-top testing showed actual 

speed to range from approximately 

0.3 mm/second to 0.9 mIllIsecond. 

IIEART!\IODEL & USE 

• It is possible to deliver approxi w 

mately 0.8 lb. of linear force within 

the catheter shaft prior to slippage 

occurring between the catheter 

shaft and the advancement device 

drive whee1. This is 3 times the 

value expected with clinical use. 

• A delayed response is experienced 
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at the distal tip of the catheter if it 

is not placed in a compressed state 

prior to activating the CAD. 

• Movement of the catheter distal tip 

is approximately 77% of the movew 

ment of the proximal shaft at the 

location of the advancement device. 

SET-UP AND RECOMMENDED USE 

SET-tIP 

It is recommended to seCllre the guide 

catheter to the patient approximately 

3.5-6.0 cm distal of the hemostatic con

nector by sterile tape, a hemostatic 

clamp, etc. The catheter should be 

secUl'ed to the CAD approximately 5.0-

7.5 cm proximal of the hemostatic y

valve connector following the "Loading 

Catheter" instructions outlined below. 

The CAD can be held in hand or against 

the patient with slight pressure. This 

set-up allows for the CAD to be held 

static during lasing while providing the 

physician the opportunity to retract or 

advance the catheter with the CAD 

should it be necessary. 

Prior to lasing, select the desired 

advancement rate using the speed con

trol knob. The speed control knob 

allows the user to select one of ten dis

creet speeds. The units of the labeled 

speeds are microns per second. 



SPECTRAl>tTlCS CATHtITR ADVA:-.:n,~\E."IT DE\1C.R (CAD) 

SPEED KNOB ....... 

FRONTOASE 

a-RINGS I 
Figure 1. Catheter advancement de~'ice (CAD) 

USE 

LOADING CATIIETER 

After the catheter has been advanced to 

a point just proximal of the lesion, the 

catheter advancement device may be 

placed on the proximal catheter shaft. 

Depress the knob on the spring-loaded 

carrier in the direction of the arrow. 

Position the catheter in the center of the 

drive wheel and idler wheels and 

release the carrier knob to secure the 

catheter in the advancement device. 

Slide the catheter advancement device 

and catheter forward in unison until the 

catheter engages the lesion. This places 

the catheter under slight compression 

in the guide catheter. It is important 

GAP SCREWS 

SWITCH ElOOT 

CARRIER 

that the catheter be under compression, 

not tension, prior to starting the 

catheter advancement device during 

lasing. 

ACTIVATION OF ADVANCEMENT DEVICE 

The advancement device shall be 

turned on simultaneously with the acti

vation of the laser foot switch and 

turned off when the lasing train is ter

minated either by the user or by the 

laser software. An indicator light, locat

ed next to the speed control knob, will 

illuminate when the switch is moved to 

the on position. 
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OPTIONAL 

lfl'lLIZING TIlE CLAMPING MECHt\NISM 

First clip or slide the guiding catheter 

clamp onto the hub of the hemostatic y~ 

valve that attaches to the guide catheter. 

Slide the catheter advancement device 

proximal so the clamp is on tho proxi~ 

mal half of the hub. Be suro to use a 

herno~valve that insures homostasis 

while allowing uninhibited catheter 

movement. If tho CAD and catheter are 

withdrawn or advanced by hand 'while 

utilizing this set-up, be careful to 

remove the hemostatic valvo from the 

CAD clamp. 

OPTIONAL 

ATTACHING SAFIrIT LINE 

The safety line attaches to the CAD and 

the cathoterization table to prevent the 

device from falling to the floor should it 

be dropped. 

To install the safety line, insert a wash

er onto the thumbscrew. Pass the 

thumbscrew through the oyelet of tho 

safety line and screw into the threado? 

hole on the backside of the CAD. Use 

the threaded hole farthest from the 

drive whoel portion of the CAD. The 

safety lino is attached to the cathoteriza

tion table by looping the line around 

the bar on the table and adjusting the 

safety line for the proper length. Clamp 

the safety line back onto itself at the 

location for propor length adjustment. 
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CLEANING 

After completion of tho procedure, the 

spring-loaded carrier, drive wheol 0-

rings, and guide catheter clamp assem

bly may be removed for cleaning if nec

essary. If the unit does not bocome 

soiled during the procedure, disassem

bly of the unit is not required. Use the 

screwdriver to remove the two bolts 

securing the carrier to the advancement 

device. Use the pick to removo the 0-

rings from the drivo wheel. This is most 

easily accomplished by inserting the 

pick into the notch on the drive wheel 

and underneath the top a-ring. Next, 

pry the o"ring upward and pull to one 

sido to remove from tho drive wheel. 

Repeat wi th the second o~ring. The 

guide catheter clamp rod may be pulled 

out of its mounting hardware, and the 

mOlmting hardware can be removed by 

removing the two screws securing it to 

the catheter advancement device case. 

The carrier, shoulder bolts, compres

sion springs, a-rings, and guide catheter 

clamp assembly should be immersed in 

a aqueous high-level disinfectant (phe

nolic or quartenary ammonium) accord

ing to established hospital procedures. 

Prolonged immersion or soaking of the 

motorized portion of the advancement 

device must be avoided. The motorized 

portion lllay be dipped briefly in tho 

previously mentioned aqueous solution 

to wet the exterior for further cleaning. 



GuIda Catl'letet 
Clamp Rod 

CarrIer Push Knob 

GUide Calheter 
Clamp Mouol 

Running 
Indlca.or 
lamp 

Carrier .,\t:;;~$~j~--\:--------------~ Shoulder 
Boll -

Spring·loaded 
Carriet 

On·Off Switch 

Drive Wheel 

O·rlng Removal 
Notch 

11l!l!lOOlhOO~ IIEflWllYif 1IE~()ll'(1lA1KllIlf)IS~ 
((WlNff()J(OOffilL mE il8J (ill YII IffillOO: TO ~JIlJ IIlWIlIJtStJ 
I1I$C(WOO1(Nllf)lOBS Rrn!WiJ'(IIRf«eSI ~~l!D 
IiGOO~ ro IlIfl)rom!S!ilrn;IlYfli'IllGffi\ 

Figure 2 Catbeter advancement device, blueprint 

To clean the motorized portion of the 

advancement device, lise routine hospital 

or clinical procedlues for aqueous wash~ 

es. Use cleaning brushes to remove conta

IIlination from irregular surfaces such as 

the guides for the spring loaded carrier, 

the slil'face of the drive wheel, holes in 

the heads of the housing scrB'WS and SlIT~ 

faces of tho immersed components. After 

cleaning, rinse the dl'ivo unit and disas~ 

sembled hardware with purified water 

and allow to air dry. 

STERILlZA TION 

Reassemble the parts of the catheter 

advancement device that were removed 

during cleaning prior to sterilization. 

"Vrap or containerize the advancement 

device for steam sterilization according 

to practices at the hospital or clinic 

where the device is baing used. Expose 

the catheter advancemont device to a 

standard hospital autoclave cycle. 

Remove the catheter advancement 

device as soon as possible after comple~ 
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tion of the autoclave cycle. Document 

exposure, and transfer into use as a ster

ile item, again according to the routine 

procedures in place at the respective 

hospital or clinic. 
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Methode voor het verkrijgen van een homogene 

lichtdistributie (HLD) bij intravasculaire 

bestraling met laserlicht, 

alsmede daarbij te gebruiken lasercatheter, 

en werkwijze voor het vervaardigen daarvan 

Jaap N. Hamburgel; Geert H.M. Gijsbers 

Dutch patent application no. 9300064 concerning 
the concept of homogeneous light distribution 





METHODE VOOR HET VERKRlJGEN VAN EEN HOMOGENE 
LICHTDISTRIBUTIE (HLD) BIJ INTRAVASCULAlRE BESTRALING 

MET LASERLICHT, ALSMEDE DAARBIJ TE GEBRUIKEN 
LASERCATHETER, EN WERKWIJZE VOOR 

HET VERVAARDIGEN DAARVAN 

De uitvindil1g heeft betrekking ap een 

methode voor het verkrijgen vall een 

hOlllogene lichtdistributie (HLD) bij 

intravaSclllaire bostraling mot laserlicht, 

waarbij via een lasercatheter, die een 

bundsl flexibele, lichtgeleidende vezols 

bevat. het lieht van een excinierlaser 

wordt ingestraald in een bloedvat voor 

topische weefselablatie bij vaatver

nau,vingen. 

Vaatvernauwing ais govolg van arteria

sclerose en in het bijzonder atheroscle

roso varml eon ernstige bedreiging voor 

de gezondheid van de mOIlS. 

Ischaemische hartziekte, waaronder het 

acute myocardinfarct. is kwantitatief 

gezien de belangrijkste sterfte oorzaak 

in de westerse wemid. Het proces dat 

doorgaans aan doze ziokte ten grondslag 

ligt, is de athorosclerose, welke leidt tot 

vernauwing. c.q. afsluiting van de 

kranssJagaderen. Tegen hot eind vall de 

zeventiger jaron werd een techniok 

gei'ntroduceerd, de zogenaamde 

Percutane Transluminalo Caron air 

Angioplastiek (PTCA). wolke het 

mogelijk maakte am via de bloedbaan, 

met behulp van een mechanische kracht 

(to weten het opblazon van eon klein 

ballonnetjo) dergelijko vernauwingen in 

kransslagaderen op te heffen. Inmiddels 

blijkt PTCA een betrouwbare en veiHge 

bohandelingsrnethode te zijn. mot een 

initieel hoog behandolingssuccosper~ 

centage. De bolangrijksto tekortkoming 

van deze techniek wordt gevormd door 

het hoge restonoseringspercentage. 

Hiermee wordt hedoeld do kans dat na 

een succesvollo behandoling op do 

behandelde plaats in de kransslagader 

opnieuw een zodanige vernauwing 

ontstaat. dat deze aanleiding geeft tot 

hernieuwde klachton en/of klinische 

vorschijnsolen van myocardiale 

ischaemie. Uit Hteratuurgegevens blijkt 

dat de kans op restenosering het grootst 

is in de eerste zos rnaanden volgend op 

behandoling en in de orde van grooUe 

Jigt van 30 tot 40 % van de initieel suc~ 

cesvol behandeldo afwijkingon. De 

oorzaak van dit restenoseringsproces is 

nag niet gehoel verklaard. doch lijkt weI 

gerelateerd to zijn aan do invloed van 

mechanische kracht op de vaatwand. 

Met het streven dit restenoseringsper

centage te verlagen ·werden in do 

afgelopen jaren diverse niouwe tech

nieken ontwikkeld ter vervanging van 
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PTCA. Een voorbeeld hiervan is de 

introductie van Excimer Laser Coronair 

Angioplastiek (ELCA), een techniek welke 

gebruik maakt van laserlicht. 

In de afgelopen jaren is de ontwikkeling 

van nieuwe typen lasercatheters er 

onder meer op gericht geweest, om 

gebruik te maken van meer vezels van 

een kleinere diameter, teneinde de fiex~ 

ibiliteit van de catheter te vergroten, 

Voor aile op dit moment eommercieel 

verkrijgbare lasercatheters voor ELCA 

geldt, dat er door de gebruikte catheter

eonfiguratie, ondanks een goringe diver~ 

gentie van de uittredende lichtbundel~ 

tjes, geen sprake is van overlapping van 

het uittredende licht op het weefsel~ 

oppervlak. Er vindt zodoende laser~ 

weefselinteraetie plaats op het niveau 

van elke individuele vezel, met rondom 

elke vezel een zogenaamde "dade 

ruimte". 

EdIter, door berekeningen met behulp 

van een mathematiseh model welke het 

gedrag van fotonen besehrijft in weefsel 

(het zogenaamde Monte Carlo siInu~ 

latiemodel), werd een direkte relatie 

gevonden tussen de grootte van de 

lichtonergie op een wiHekeurig punt in 

het weefsel (fiuence rate pOl' irradiance) 

en de dianleter van de gebruikte vezel. 

Dit suggereert dat met eenzelfde 

laserenergiediehtheid met behnlp van 

een brede vezel meer weefsel per tijds~ 

eenheid en oppervlakte-eenheid verwij

derd kan worden dan met een smalle 
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vezel. Dit kon inderdaad exporimenteel 

worden bevostigd. 

Volgens de uitvinding is nu een sys~ 

teem ontwikkeld. waarbij enerzijds door 

gebruikmaking vall fijne vezels met een 

kleine diameter de flexibiliteit van de 

catheter kan worden gewaarborgd, ter

wijI anderzijds het nittredende Heht 

zodanig wordt gehomogoniseerd, dat elit 

ais het ware uit een enkele brede vezel 

lijkt te komen. 

Daartoe voorziet de uitvinding in een 

methode zoais omsehreven in de aan

hef, met het kenmerk. dat de nit fijne 

vezels bestaando vezelbundel aan haar 

lichtuittree-einde is afgesloten door een 

op de vezeleinden aansluitend, een 

integraal geheel daarmoe vormend, 

lichtdoorlatend venster waarvan de 

brekingsindex is aangepast aan die van 

het vezelmateriaal, en waarvau de dikte 

zodanig is gekozen. dat lichtconussen, 

die uittreden uit afzonderlijke vezels, 

binnen het venster tot overlapping 

komen. 

De uitvinding voorziet verder in een 

Iasercatheter. te gehruiken bij deze 

methode, bestaande uit een holle kern 

van flexibel, inert kunststofmateriaal, 

bijvoorbeeld polytetrafluorethyleen, 

omgeven door een coaxiale bunde} 

dunne, beklede kwartsvezels. welke 

bundel is illgevat in een buitellmantel 

van flexibel, inert materiaal, met het 

kenmerk, dat de lichtuitl.Tee~einden van 

de kwartsvezels zijn versmolten Illet 
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een gerneenschappelijk afsluitend 

kwartsvenster. 

Met doze catheterconfiguratie kon 

experimenteel opniouw een verdere toe~ 

name van de 'weefsolablatie-efficientie 

worden aangetoond. 

Het direkte voordeel van deze efficientie~ 

toename is dat oak met lagere Iaser~ 

energie woofsel venvijdord kan worden. 

Aangezien de mate van mechanische 

boschadiging van de vaatwand ~ door 

schokgolfformatie en gasvorming gerela

teorel is aan de hoogte van de ingevoer

de laserenergie, kan zodoende een 

aanzienlijke vermindering van rand

zoneheschadigillg bereikt worden. Het 

werken met lagere laserenergie geeft 

bovendion het bijkomende voordeel, dat 

de lasercatheter langer kan worden 

gobruikt. 

Do toepassing van een venster om lasol'

licht van een muItivezelcatheter te 

homogeniseren werd (am andere rede

nen) reeds eerder toogepast in comhi

natie met oen argon- on een holmium

laser. Daarbij wordt hot venster op 

mochanische wijze vastgezet tegen de 

vezeItips. Aangozien het excimerlaser

licht, dat bij de methode volgens de 

uitvinding gebruikt wordt eon aan

merkelijk kartere golflengte heeft dan 

argon of holmium, is het aIleen al om 

veiligheidsredenen niet mogelijk om 

voor de excimerlaser gebruik te maken 

van een apart aan de cathetertip te 

bovestigen venster. Dit probleem 'wordt 

bij de uitvinding ondervangen doordat 

het venster een integraal geheel vormt 

met de cathotervezels zoif. 

Een doelmatige werkwijze voor het ver

vaardigen van een lasercatheter volgens 

de nitvinding kan zijn gekonmerkt door 

de volgende stappen: 

het vormen van een bWldel van paral

lelle, fijne kwartsvezels, 

het smelten van het ene uiteinde 

van deze bundel tot een kwarts

druppel. 

het slijpen en polijsten van deze 

druppel tot een venster van gewcn

ste afmetingen, 

het centraal doorboron van het ven-

ster, 

het dompelen van de vezelbundel 

buiten het vonster in eon bekle

dings bad en drogen van de beklede 

vezels. 

het aanbrengen van de holle kern 

door de boring in het venster, 

het invatten van de bundel in een 

buitenmantel. 

Rekening houdende met de geringe 

warmtegeleidingscapaciteit van glas kan 

een dusdanig versmelten van de tips 

van de vezels plaatsvinden, zonder dat 

claardoor beschadiging in het kwarts 

ontstaat. Na de verdere bewerkingen. 

zoals het slijpon en polijsten tot de 

juiste dimensies voor het venster en het 

doorboren van hot venster waar 

doorheen het guidowire-kanaal (de 
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kern) wordt aangobracht, en na verste

viging door een kunstharslaag (epoxy) 

en invatten in eon kunststoflllantel, 

wordt een lasercatheter voor ELCA 

verkregen, met een uitstekende HLD 

aan het ablerende oppervlak. 

Het is oak Il10gelijk am het venster te 

vervaardigen vanuit een smeltvormbad, 

dat gesmolten kwarts in do vorm van 

het gewenste venster bevat, Daartoe 

voorziet de uitvinding in een werkwijze 

voor het vervaardigen van een laser

catheter, gekenmerkt door de volgende 

stappen: 

het vormen van eon bundel van 

parallelle, fijne k\vartsvezels, 

het inbrengen van het ene einde 

van deze bundel in een venster

vormbad van gesmolten kwarts, 

het stollen van het vOflllbad 'waar

door een kwartsvenster ontstaat, 

het centraal doorboren van het ven

ster, 

het dompelen van de vezelbundel 

buiten het venster in het bekle

dings bad en drogen van de beklede 

vezel-s, ~ het aanbrengen van do 

holle kernen door de boring in het 

venster, - het invatton van de bun

del in een buitenmantel. 

De uitvinding wordt thans nader 

toegelicht aan de hand van de 

tekening. In de tekening toont: 

Fig. 1 een scholllatisch aanzicht van 

het lasor-cathetersysteem voI

gens de uitvinding, 
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Fig. 2 eon schematische dwars

doorsnee van de catheterbuis, 

Fig, 3 eon schematische dwars

doorsnee van het distale einde 

van de cathetorbuis, en 

Fig. 4 in schematische langsdoorsnee 

het distale einde van de 

catheterbuis waar kwarts

spiegel en kwartsvezels inte

graal met elkaar versmolten 

zijn. 

Zoals getoond in do tekening bestaat hot 

feitelijke lasersysteem uit een excimor

laser 1, waarop een lasercatheter 2 is 

nangesioten, Een excimerlaser (Excited 

Dimer Laser) is een ultraviolet laser, 

waarvan hot lasermedium gevol'md 

wordt door een XeCl-mengsel. De laser 

is voorzien van een gebruikelijk reflee

tie- en focusseringssysteem, bestaande 

uit lenzen en spiegels (niet getoond) en 

heeft zijn uitgang aangesloten op de 

lasel'catheter 2. 

Zoals te zien is in Figure 2 bestnat de 

eatheterbuis uit en holle kern 3 van 

flexibel, sterk kunststofmateriaal, 

bijvoorbeeld een toflonbuis, welke 

omgeven is door cen groot aantal zeor 

fijne kwartsvezels 4. Deze kwartsvezels 

met een diameter van 50 mm zijn be

kleed met een gebruikelijke cladding, 

en bevinden zich dieht opeengestapeld 

random de kernbuis 3. De kwartsvezels 

worden bijeengehouden door een 

epoxyhars en zijn coaxiaal random de 

kern ingevat in een buitenmantel 5, die 
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eveneens van soepel teflon kan zijn. 

Deze zeer buigzame catheterbuis is 

bedoeld om ingebradIt te worden in een 

slagador, waarin UV-bestraling ter ver

wijdering van weefsel moet worden uit

gevoerd. 

De hollo kern vormt oen zogenaamd 

guidewiro-kanaal. Bij hot inbrengen van 

eon lasercatheter in een slagadersysteem 

wordt eerst een dunne metalen geleide

draad ingebracht via een vooraf inge

brachte kunststof guiding-catheter, waar

na de lasercatheter over do geleidedraad 

heon naar binnen wordt geschoven. 

Aan het dis tale einde van de catheter, 

waal' het laserlicht uitstraalt, bevindt zich 

een kwartsvenster 6, dat integraal 

versmolten is met de kwartsvezels 4. 

Zoals to zien in fig 4, gaan de 

kwartsvezels van de catheter continu 

over in het venster 6, waardoor de 

doorgelaten energie ongehinderd het 

kwartsvenster kan bereiken, om aldaar te 

worden gehomogeniseerd. Rekening 

houdende met de divergentie van de uit 

de afzonderlijke kwartsvezels tredendo 

lichtkegols kan de dikte van het 

kwartsvenster zodanig worden gokozen, 

dat de afzonderlijke lichtkegels elkaar 

overlappen hinnen het venster, Bij 50 

nun vozels is cen diklo van 1,25 nml voor 

het kwartsvenster voldoendo. De dia

meter van het kwartsvenster is afgestemd 

op de afmeting van de catheterbuis, die 

in het algemeen een diameter heeft in 

aflwnkelijkheid van de beoogde toepas-

sing lopende van 1,3 tot 2,0 nrnl. 

Het kwartsvenster 6 hoeft een centrale 

cloorboring 7 met het oog op het doorla

ten van de ho11o teflonkorn 3. 

Direkt achler hot kwartsvenster 6 is een 

dunne ring bladgoud aangebracht. dio 

dient als markering voor het vastste11en 

van de juiste lokatie van de cathetertip in 

eOIl te behandelen bloedvat. 

Eon bijzonder doelmatige wijze van ver

vaardigen het integra Ie venster 6 is om een 

naakle bundel kwartsvezels aan hun ene 

einde in vacuum te verhitten tot boven het 

smeltpunt van kwarts (ca. 1200 °C). 

Daarbij zullen de vezeJpunten met elkaar 

versmelten tot sen kwartsdruppel, die ver

volgens door polijsten en slijpeH kan wor

den afgewerkt tot een doelmatige inte

grale kwartsspiegel. Vervoigolls kan 

daarin een centrale opening "\vordt ge

boord, waar doorheen de holle teHonkern 

3 kan worden ingebracht en doorgevoerd 

hlsson de bundel holle vezels, nadat doze 

zijn bokleed met een geschikte cladding. 

Aldus kan op relatief eenvoudige wijzo 

een bijzonder doelmatige en met hoge 

efficientio werkende catheter ·worden ver· 

vaardigd. 

Dankzij de uitvinding is het mogelijk 

gemaakt, om met zeor fijne en dus zeer 

soepole kwartsvezels een groot bestra

lingsrende·ment van homogene straling to 

bereikell dankzij de voorziening van een 

integraal met do kwartsvezels gevormd 

venster, Met de lasercatheter volgens de 

uitvinding zijn storende ralldbeschadigin· 
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gen bij inwendige slagaderbestraling met 

excimerlicht nagenoeg verd\\'enen. 

Verdere modificaties en variaties van de 

uitvinding zullen de vakman na kemlis~ 

name van het bovenstaande duidelijk 

zijn. 

CONCLUSIES 
1. Methode voor het verkrijgen van' 

een homogene lichtdistributie 

(HLD) bij intravasculaire bestraling 

met laserHcht, waarbij via een laser~ 

catheter, die een bundel flexibele, 

lichtgeleidende vezols bevat. het 

lieht van een excimerlaser wordt 

ingestraald in een bloedvat vaal' 

topische weefselablatie bij vaatver 

nauwingen, TIl e the t ken mer k, 

dat de uit fijne vezels bestaando 

vezelbundel aan haar lichtuittroo

einde is afgosloten door een op de 

vezeleinden aansluitend, een inte~ 

graal geheel daarmee vormend, 

lichtdoorlatend vonster, waarvan de 

brekingsindex is aangepast aan die 

van het vezolmateriaal, on waarvan 

de dikte zodanig is gekozen, dat 

lichtconussen, die uittreden uit 

afzonderlijke vezols, bin non het 

venster tot overlapping kamen, 

2. Lasercatheter to gebruikon bij de 

methode volgens conclusie 1, 

bestaande uit een holle kern van 

flexibel, inort kunstslofmateriaal, 

bijvoorbeeld polytetrafluorethyleen. 
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omgevon door een coaxiale bundel 

dunne, beklede kwartsvezels, welke 

bundel is ingevat in een buitenman

tel van flexibel, inert materiaal, 

met h e t ken n e I' k, 

dat de lichtuittree~einden van de 

kwartsvezels zijn versmolten met 

een gemeenschappelijk afsluitend 

k\\'artsvenster. 

3. Vverkwijzo Vaal' het vervaardigen 

van een lasorcatheter volgens con

dusie 2, g 0 ken mol' k t d 0 0 I' de 

volgende stappen: 

het vormen van oon bundel van 

parallelle. fijne k\\'artsvezols, 

het smelten van het ene uiteinde 

van deze bundel tot een kwarts

druppel. 

het slijpen en polijsten van deze 

druppel tot een venster van gewen

ste afmetingen, 

het centraal doorhoren van het ven

ster, 

het dompelen vall de vezelbundel 

buiten het venster in een bokle

dings bad on dragen van de heklede 

vezels. 

het aanbrengen van de holle kern 

door de boring in het venster. 

het invatten van de bundel in oon 

buitonmantel. 

4. "Verkwijze voor het vervaardigen 

van een lasercatheter volgens con

dusie 2, g eke n mer k t d a a I' de 
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volgende stappen: 

het vormen van eon bundel van 

parallelle, njne kwartsvezels, 

het inbrengen van het ene einde 

van deze bundel in een venster

vormbad van gesmolten kwarts, 

het stollen van het vormbad, waar

door een kwartsvenster antstaat, 

het centraal doorbaren van het ven

ster, 

het dompelen van de vezolbundel 

buiten het venster in het bekle

dingsbad en drogen van de bekledo 

vezels, 

het aanbrengen van de holle kernen 

door de boring in het venster, 

het invatten van de bundel in een 

buitenmantel. 

UITI'REKSEL 

Bij Excimer Laser Coronair Angioplastiek 

(ELCA), een teehniek, waarbij het Iieht 

van een excimerlaser via een kwarts

multivezelcatheler 'wordt ingostraald in 

kmTIsslagaderen op plaatsen waar deze 

vernauwd zijn, wordt homogene licht

distributie (HLD) bij intravasculaire 

bestraling verkregen doordat de laser

catheter, bestaande nit een coaxiale 

bundel van zeer fijne kwarlsvezels aan 

het lichtuittree-eincle van de bundel 

voorzien is van een 

afsluitend kwartsvenster dat door 

versmeIting met de eindtips van de 

vezels een integraal geheel daarmee 

varmt, De diameter van het venster is 

aangepast aan de diameter van de vezol

bundel, en de dikte van het venster is 

zodanig gekozen dat uit de afzonder

lijke kwartsvezels tredende licht

conussen binnen dit venster tot overlap

ping kamen, Daardoor wordt bereikt, 

dat aan de uittreezijde van het venster 

een homogene lichtdistributie ontstaat, 

vergelijkbaar met die, 'wanneer het licht 

zou zijn geleid door een enkele. brede 

vezeI. 

Dankzij de grate homogeniteit van het 

aldus verkregen bestralingslicht zijn de 

zogenaamde "dade ruimtes" lussen 

afzonderlijke vozels geelimineerd, en 

treden er go en randzone-offekten op, 

De nieuwe lasercatheter behoudt het 

voardeel van het gebruik van een groat 

aantal fijne vezels, waardoor een soe

pele catheter kan worden verkrogen. 

maar heeft het nadeel daarvan, namelijk 

eon aanzienlijk aanta} dodo ruimtes, 

goelimineerd, 

289 



3 

7 

7 

6 

290 

APP£XIlIX 2 

FIG. 1 

FIG. 2 

6 

FIG. 3 

FIG. 4 

1 

EXCIMER LASER 
Xe Cl 

4 

~4 



SAMENVATTING EN CONCLUSIE 





SAMENVATTING VAN HET PROEFSCHRIFT "NIEUWE ASPECTEN 
VAN EXCIMER LASER CORONAIRE ANGIOPLASTIEK FYSISCHE 

ASPECTEN EN KLINISCHE RESULTATEN" 

m:r IN l'lTRO ONDERZOEK 

In de cardiologie wordt gebruik gemaakt 

van een zogenaamde excimor laser. Do 

oxcimer laser genereert laserlicht in het 

ultraviolette deel vaIl het electro~mag

notische spectrum. Het ver"wijderen. of 

"ableren" van vaatweefsel met behulp 

van ultraviolet laserlicht is gebaseerd 

op twoo fysische fenomonen. Enerzijds 

worden moleculaire verbindingen 

tussen grote organische moleculen door 

do energin van de laserlicht deeltjes \'or

broken. Het resultaat hiervan is dat een 

dee I van de moleculcn in het weefsel 

overgaan in de gasfase. Het op doze 

wij2.g ontstano gas is in water (bloed) 

niet aploshaar. Dit pIoces wordt photo

chemische dissociatie genoemd en is 

specifiek voor laser-weefsel interactie 

met ultraviolet laserlicht. Hot tweede 

mechanisme dat een belangrijke rol 

speeH is de olllzetting van laseronergie 

in warmte. Omdat een deel van de 

energie die vrijkomt niet resnlteert in 

photo-chemische dissociatie, maar 

direct wordt omgezot in wannte, zal het 

bestraalde weefsel in temperatllllr stij

gen. 

De volgende uitkomston van ons in 

vitro onderzoek waren essentieel voor 

de wijze 'waarop wij thans excimer 

laser-weefsel intoractie begrijpen en de 

toepassing van laser therapie bij de 

patienten trachten aan te passen. 

Ten eerste bleek de prodnctie van het in 

water niet-oplosbare gas vrij aanzienlijk 

te zijn. Als voorbeeld: bij het verwij

deren van een kransslagadervernauwing 

met een lengte van 10 mm met behulp 

van een zogenaamde High-Density lasor 

catheter wordt circa 382 pI niet-oplos

baar gas geproduceerd. Accumulatie 

van deze hoeveelheid gas in een 

vloeistof (zoals bijvoorbeeld in bloed) 

Ieidt tot de vorming van een gasbel met 

een doorsnede van circa 9 mm. 

Aangozien de diameter van een normale 

kransslagader 2.5 tot 5 mm bedraagt zal 

een dergolijk grate gas bel schade kun

nen veroorzaken door overrekking van 

de wand van het bloedvat. Tevens zan 

een dergelijke hoeveelheid niet-oplos

baar gas de normale bloedstroom door 

de kransslagador kunnen helemmeren. 

Ten tweede berekenden wij dat slechts 

vijf proeont van de laserenergie wordt 

gebruikt voor de vorming van dit niet-
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oplosbare gas. Dat betokent, dat (vol

gens de wet van behoud van energie) 

het grootste deel van de laserenergie 

wordt omgezet in warmte. Deze warmte 

vorming blijkt dusdanig intens, dat aan 

de tip van de lasercatheter na iedere 

laserpuls een waterdampbel wordt 

gevormd. Deze waterdampbellen 

expanderen in enkele microseconden 

tot een diameter van circa 3 tot 5 mm. 

Derhalve zouden oak deze waterdamp

bellen kunnen bijdragen tot het 

ontstaan, cq verergeren van vaatwand 

beschadigingen. Van belang is, dat 

zowel de hoeveelheid gas, als de grootte 

vall de waterdampbellen een directe 

relatie bleken te hebben met de 

energiedichtheid aan de tip van de 

lasercathetel'. Dat wil zeggen: hoe hager 

de energie per mm2 aan de tip van de 

lasercatheter is, des te meer niet-opIos

baar gas wordl geproduceerd en hoe 

groter de waterdamp belten zijn welke 

worden gevormd. Indien de relatieve 

grootte van dat deel van de cathetertip 

dat licht uitstraalt grater wordt. neemt 

de energie dichtheid (energie per mm2) 

aan de tip van de catheter juist af (dat 

wiI zeggen, in(lien de totale energie 

afgifte door de laser constant wordt 

gehouden). Hierdoor nemen de gas pro

ductie en de waterdampbel grootte oak 

af. Een dergelijke verlaging van de 

energiedichtheid kan worden bereikt 

door toepassing van de techniek van 

"homogene licht distributie". Door 
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toepassing van deze techniek wordt het 

licht dat uitstraald uit de individuele 

fibers in een multifiber lasercatheter, 

voordat het licht de catheter "verlaat", 

eerst verstrooid in een quartz venster 

aan de tip van de lasercatheter. Het 

zelfde offect -in mindere mate - wordt 

nagestreefd door toepassing van de 

zogenaamde High-Density techniek. Bij 

deze techniek wordt het uittredende 

licht niet eerst verstrooid, maar in de 

lasercatheter verdeeld over een grater 

aantal laserlichtgeleidende quartz 

fibers. 

Tenslotto bleek dal do snelheid 

waarmee eell lasercatheter door een ver

nauwing in een bloedvat wordt opge

voerd vall belmlg te zijn voor de effee

tiviteit waarmee een lasereatheter 

vaatweefsel kan verwijderen. Deze snel

heid werd aanvankelijk gesehat op circa 

0.5 mm/s, doch bleek bij nader onder

zoek veel lager te zijn. Deze waarne

ming resulteerde in het ontwerpon van 

een gemotoriseerde constructie welke 

een lasercatheter kan voortbewogen met 

gecontroleerde snelheden tussen de 0.3 

en 0.9 mm/s. Dientongevolge is recent 

de High-Density catheter techniek en 

het gebruik van de Motorized 

Advancoment Device in do kliniek geih

troduceerd. Het is nu eehter nag te 

vroeg om conclusies te formuleren ten 

aanzien van de klinische rosultaten 

welke worden bereikt met behulp vall 

doze nieuwo laser toopassingell. 
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DE KLINISCHE STUDIES 

De percutane transluminale coronair 

angioplastiek (PTCAJ of wei het 

"Dotteren "van de kransslagaderell \verd 

ais klinische therapie gei'ntroduceerd 

door Andreas Griintzig in 1977. 

Inmiddels zijn - naast de klassieke bal

Ion dilatatie - diverse andere catheter 

techniekell ontwikkeld die ten doel 

hebben OIll de door aderverkalking 

ontstane vernauwingen in de kranssIag

aders op te rekken, weg te boren, te snij

den, danwel weg te branden. "Vat al 

deze catheter technieken Illet elkaar 

gemeen hebben, is dat de catheters zelf 

niet stuurbaar zijn, Dat wil zeggen, om 

een ballonnetje op de plaats van de ver

nauwing te krijgen is de catheter net als 

een trein, aflIankelijk van rails am op de 

juiste plaats te komen. In het geval van 

een PTCA is de "rails"een dun metalen 

draadje (O.014-inchJ dat door de krans

slagader langs de vern au wing wordt 

gelegd, een zogenaamde gidsdraad. 

Vervolgens wordt de catheter over dit 

metalen draadje naar voren geschoven 

am de te behandelen plaats te bereiken, 

De Dotter techniek is derhalve primair 

gericht op het oprokken van vern au win

gen. Een technisch geheel andere situ

atie ontstant indien de klachten vnn de 

patient niet worden veroorzaakt door 

een vernauwing, maar door een totale 

afsluiting van een kransslagader. In dat 

geval moet eerst een gidsdraad door de 

verstopping tot achter in het bloedvat 

worden gebracht, alvorens de verstop

ping met behulp van een balloncatheter 

kan worden geopend. EdIter, de in de Ii

tcratullf vermelde succes percentages van 

een dergelijke behandeling waren aan

vankelijk niet hager dan circa 50%, 

meostal tengevolge van het feit dat het 

niet lukte am een metalen draadje door 

een dergelijke verstopping to krijgen. 

Gebruikmakend van de specifieke eigon

schappen van lasertechniek werd in 

samenwerking met de firma Spectranetics 

Corporation Inc. (gevestigd in Colorado 

Springs, Colorado, U.S.A.) een stuurbaar 

gidsdraadje ontwikkeld waarin enkele 

laserlicht geleidende fibertjes zijn ver

vat. Zodoende kon met behulp van 

laser-onergie het passeren van verstop

pend materiaal mogelijk worden 

vereenvoudigd. De vraag of de "laser 

gidsdraad" techniek veilig en in een 

hoger percentage dan de conventionele 

gidsdraden succesvol zou zijn bij de 

behandeling van patienten met totaal 

afgesloten kransslagaderen werd 

bestudeerd in de "TOTAL pilot-studio", 

de "TOTAL surveillance study", en in 

de gerandomiseerde "TOTAL trial". 

Zowel het dirocte resultaat, alswel het 

resultaat op midellange termijn werden 

beoordeeld met behulp van quanti

tatieve coronair angiografie (QCA). 

Tevens was voorzien in een poliklini

sche controle ter beoordeling van 

eventuele "klinische eindpunten" 

(sterfte, myocard infarct, corona ire 
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bypass opera tie, re-PTCA of angina pec

toris) na 30 dagen, 6 maanden en 1 jaar. 

RESULTATEN 

De TOTAL pilot-shIdy \verd uitgevoerd in 

het Thoraxcentrum van het Dijkzigt 

Ziekenhuis. In deze studie werden 51 

patienten bij wie een procedure met con

ventionele gidsdraden had gefaald alsnog 

met behulp van een laser gidsdraad 

behandeld. In de europese surveillance 

study, uitgevoerd in samenwerking mot 

twintig europese klinieken, was do laser

procedure succesvol in 60% van 345 

gevallen waarin conventionele draden 

hadden gefaald. Echter, het succes van de 

laser gidsdraad studios leidde in de jaren 

1997-1998 tot de ontwikkeling van kwali

latief sterk verbetorde conventionele gids

draden. speciaal ontwikkeld va or het 

passeren VillI totale afsluitingen. Mot name 

ten gevolge van de klinische introductie 

van deze verbeterde mochanische gids

draden was het vaordeel van de lasergids

draad in de gerandomiseerde TOTAL trial 

(303 patienten) statistisch niet langer sig

nificant. De patient was echter tach de 

uiteindelijke "winnaar": de belilllgrijkste 

klinische winst die werd hareikt door het 

doen van deze projecten. was een gelei

delijke toename in do (internationaal 

gepu-bliceerde) succespercentages van de 

behandeling van patienten met een afgo

slaton kransslagader. Als vaarheeid. in 

1998 bleok in onze afdeling - in een 

tijdsbestek van vier jaar - dit percentage 
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te zijn gestegen van circa 50% tot circa 

75%. Tevens kon bij dozo patienten mot 

behulp van echocardiografie al binnen 

48 uur na een geslaagde behandeling 

een belangrijke verbeterillg van de con

tractiekracht van de linker hartkamor 

worden aangetoond. 

Tenslotte bleek. dat zich minder vank ern

stige complicatios voordeden in do groep 

van patienten die een geslaagdo Dotter 

behandeling, dan weI een sUGcesvolle 

coronaire bypass operatie hadden onder

gaan tel' behillldeling van oon totale af

sluitillg, dilll in de graep van patienten dio 

na oon niet geslaagde Dotterbehandeling 

vorder werden behandeld met behulp VillI 

medicijnen. 

TOEKOMSTVER\\'ACIITING 

In het afgelopen jaar werd oen aanvang 

gemaakt met de evaluatie VillI de waarde 

van laser behandeling in combinatie mot 

brachytherapie (locale. intravasculaire 

bestraling met radioactieve fi·straloll) voor 

de behandeling VillI patienten met recidi

verende littekenweefselvorming na 

eerdere intracoronaire stentimplantatie. 

Nochtans zijn veertien patienten suc

cesvol lllet deze combinatie therapie 

bohandeld. Aangezion het aantal behan

delde patienten nag gering is, en hot kli

nisch vervolgonderzoek bij deze patiellten 

nog niet is voltooid, kunnen vooralsnog 

geen conclusies worden gotrokken ten 

aanzien VillI de effeclivlteit VillI deze COIll

binatie tilerapie op de langore termijn. 
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I
n the fifth century before common 

era the Roman army marched for 

the city of Corioli, defeating the 

army of the Voiscians.! Amongst the 

most distinguished of the young sol

diers in the camp at that time was 

Cuaeus MarGins. It was a brilliant strate

gic maneuver by Marcins, 'which had 

forced the Voiscians to surrender, for 

which he earned the epithet. Coriolanus. 

Following his achievements on the battle

field, Coriolanus went into politics. In a 

bitter dispute with the Roman Senate, 

he denied the recently acquired right of 

the Plebeians to have their own magis

trates. To underscore his arguments, he 

joined forces with the Voiscians, whose 

defeat he had just masterminded. What 

followed was a siege of Rome, resulting 

in a severe famine. As the Romans were 

not capable of breaking the siege by 

force, various political and religious 

leaders were sent to negotiate a political 

solution. However. Coriolanus refused 

to compromise and bitterly continued 

the siege, thus starving Rome's popula

tion. As a last resort, the Senate turned 

to Veturia. the mother of Coriolanus, 

and Volumnia. his wife. They succeed

ed in inducing the aged Veturia to go 

with Volumnia and her two little sons 

to the enemies' camp. On their arrival a 

message was sent to Coriolanus that a 

largo body of women wero present. He 

had remained unmoved by tile power of 

the State in the persons of its ambas

sadors and its priests; he was still more 

unyielding to tile tears of women. Then 

one of his friends said to him, "Unless 

my eyes deceive me, your mother and 

wife and children are here." Coriolanus 

sprung from his seat to embrace them. It 

was only when the commander ,vas 

confronted with his (hungry) beloved 

ones that he real ized the humanitarian 

consequences of his militar); actions. He 

broke down in tears and moved his 

camp away from the city of Rome. 

This story is a classical example of the 

specific capacity of women to put a 

man's work into a different perspective. 

This book on excimer laser coronary 

angioplasty had not been written with

out the adamant support of my wife, 

Iris. She changed my house into a 

home, allowed me to work on the man

uscript during endless nights and week

ends, raised and fed our children, and 

still allowed me the illusion of being a 

husband and father. In comparison, I 

realize that my contribution to this book 

pales into insignificance. 
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\IVriting a thesis is a long and humbling 

process of thoughts, ideas, and work 

shared with many others. The first per

son to be acknowledged is Professor dr. 

Patrick \'V. Serruys, my promotor. Dear 

Patrick, I clearly remember the first 

meeting we had in November 1992, 

when I came to Rotterdam to show you 

my initial findings on the topic of 

homogeneous light distribution. The 

research projects described in this book 

could, and would not have been real

ized if it was not for your scientific 

curiosity, imagination and inex

haustible drive. Your encyclopedic 

knowledge of interventional cardiology 

and your capacity to analyze complex 

situations make you an unparalleled 

medical teacher. 

Much lowe to Professor dr. Jos RT.C. 

Roelandt, who from the very start, 

strongly supported the efforts to expand 

the laser research in our department, 

and gave me the opportunity to further 

my career at the Thoraxcenter. Dear Jos, 

I remember when. shortly after the 

opening of the Laser Laboratory in 

Septem-ber 1993. you told me: "You are 

a difficult man, but successful. 

Continue to be difficult." I hereby apol

ogize for all those moments that I was 

difficult and less successful. 

A special and profound word of grati

tude is reserved for two of my teachers 

who supported me in my efforts to 
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write this thesis, and greatly honored 

me by making the effort to travel to the 

Netherlands to participate in the occa

sion of my PhD defense: Professor dr. 

lvlartin Leon, Head Department of 

Cardiology at the Washington Hospital 

Center, Washington D.C., U.S.A. and 

Professor dr. Raphael Beyar, Dean of the 

lvIedical Faculty at the Technion, Israel 

Institute of Technology, Haifa, Israel. 

Dear Marti, during my first visit to your 

unequaled "TCf" course in \'Vashington, 

in Febmary 1993, I was overwhelmed by 

your knowledge, and your capacity to 

integrate and present a vast range of 

topics within the field of cardiology. As 

such, you seemed to redefine interven

tional cardiology during a single course. 

Since then, I came to realize that with 

each following edition of "TCT", your 

personal, "seamless" presentation of 

each and every aspect of coronary inter

vention was nothing less than a yearly 

redefinition of our profession. The 

value of your detailed, and critical COlll

ments during the years tllat the manu

script of this book came into being. can

not be overestimated. That you call me 

"your friend" I consider as one of my 

greatest achievements in life. 

Dear Rafi, the combination of your pre

cise, and critical approach to medical 

science, and your warm, personal 

friendship have been a continuing stim

ulus for me. Throughout the past seven 

years we have had the chance to work 
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together on various projects, and each 

time you invited me to tho Technion, or 

the Rambam Hospital, you succeeded in 

making me feel at home. I continue to 

look forward to work with you, inside 

or outside your beautiful cathlab with 

"a view of the ocean." 

The final version of this book was con

siderably influenced by the involved 

criticism of Professor dr. ir. N. Born, 

and Professor dr. P.D. Verdouw. Dear 

Klaas, your decisive intervention in the 

autumn of 1998 resulted in the, much 

improved, current version of this thesis. 

Your advice to expand the scope of the 

book, and not to get carried away with 

the rushing spirit of the moment, great

ly contributed to a further maturation of 

the manuscript. It clearly demonstrated 

your position as a man who has seen all 

PhD students, and seen them twice. 

A separate chapter could be devoted to 

acknowledge the co-promotores of this 

thesis, Dr. Ir. G.H.M. Gijsbers, and Dr. 

P.). de Foijter. 

Dear Geert, where can I begin to thank 

you for your friendship? It was you, 

who taught me my "first stops in sci

ence." It was you, who soberly correct

ed me with the right, scientific argu

ments, whenever I allowed myself to get 

carried away with associations, rather 

than deductions. "Vhen together, we 

struggled through gazillions of porcine-

aortic-tissue samples, our minds 

shrouded by clouds of insoluble gas, 

our vision blurred by im-, and explod

ing vapor bubbles, it was you, who 

always managed to boost my spirit 
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