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The optimal method used to analyze quantiitivefy 
the immediate angiographic results of coronary 
stenting in the coronary arteries has not been stud- 
ied. Accordingly, minimal iuminai cross-sectional 
area was determined by 2 methods, edge detection 
and densitometry, in 19 patients who underwent 
percutaneous transfuminai coronary angiopfasty 
(PTCA) and then coronary stent implantation for 
symptomatic coronary stenoses. The correlation 
coefficient, 0.73 before angiopiasty, decreased to 
0.59 after coronary angiopiasty and then increased 
to 0.63 after stent implantation. The mean differ- 
ences between edge detection and densitometrfc 
determinations of minimal iuminai cross-sectional 
area were 0.31 f 0.51 mm2 before PTCA, -0.36 
f 1.22 mm2 after angioptasty and 0.35 f 0.79 
mm2 after coronary stenting. it is conch&d that, 
although the correlation and variability in the mea- 
surement of minimal iuminai cross-sectional area 
between edge detection and densitometry deterio- 
rate after PTCA, they are improved after stenting, 
probably because of smoothing of the vessel con- 
tours by the stent and remodeling of the stented 
segment into a more circular configuration. There- 
fore, in the stented coronary artery, edge detection 
and densitometry are equally acceptable methods 
of analysis. 
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S tenting of the coronary arteries is currently being 
investigated as an adjunct to percutaneous trans- 
luminal coronary angioplasty (PTCA).’ The opti- 

mal method used to analyze the immediate angiograph- 
ic results of stenting in the coronary arteries has not yet 
been determined and is part of a general and unsettled 
controversy in the immediate assessment of PTCA. 
Computer-based automatic edge detection angiographic 
analysis systems have reduced the variability resulting 
from visual and caliper-determined contour detection,2-4 
but their use may be limited in eccentric lesions, partic- 
ularly after angioplasty, when acute tears and dissec- 
tions additionally distort the anatomy. Densitometry 
has been proposed as an alternative method of angio- 
graphic assessment of the severity of coronary obstruc- 
tions because it is independent of the geometric shape.5q6 

The hemodynamic significance of a lesion has previ- 
ously been shown to be most closely correlated with the 
minimal cross-sectional area.7,8 The determination of 
this parameter from edge detection programs from a 
single projection requires an assumption, often incor- 
rect, that the vessel cross section is circular.g,10 Our 
group has previously shown that discrepancies exist in 
the postangioplasty analysis between edge detection and 
videodensitometric methods, although conflicting data 
have also been published5J’J2 However, the situation 
after stenting of the coronary arteries may be altered, 
because the arterial wall typically assumes a smoother, 
more circular appearance. We therefore undertook this 
study to determine if stenting of coronary arteries after 
PTCA improves the correlation and agreement between 
videodensitometry and edge detection methods. 

METHODS 
Study patients: Nineteen patients, 13 men and 6 

women, ranging in age from 41 to 70 years (mean 56), 
were enrolled after giving informed consent for stent 
implantation. The dilated and stented coronary artery 
was the left anterior descending coronary artery in 12 
patients, the circumflex coronary artery in 2, the right 
coronary artery in 3 and a coronary artery bypass vein 
graft in 2. This series consisted of the first 19 patients in 
whom edge detection and videodensitometry were used 
to evaluate the immediate results of the procedure. In 
each patient, the coronary artery stenosis was dilated 
first. After successful angioplasty, the balloon catheter 
was exchanged for the stent delivery system over a 
0.014-inch exchange guidewire. Unconstrained stents of 
15 or 20 mm in length, depending on the lesion, were 
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SBLE I Quantitative Angiographic Data 

Age (~0 
Pt. No. & Sex 

1 Prep 70M 
P0stP 
posts 

2 Prep 70M 
PostP 
posts 

3 Prep 52M 
PostP 
posts 

4 PreP 42M 
PostP 
posts 

5 Prep 52M 
PostP 

posts 
6 Prep 46M 

PostP 
posts 

7 Prep 69M 
PostP 
posts 

8 PreP 64F 
PostP 
posts 

9 Prep 62F 
PostP 

posts 
10 Prep 51M 

PostP 
posts 

11 PreP 41M 
PostP 
posts 

12 PreP 51F 
PostP 
posts 

13 PreP 69M 
PostP 
posts 

14 PreP 51F 
PostP 
posts 

15 Prep 54M 
PostP 
posts 

16 Prep 55F 
PostP 
posts 

17 Prep 54F 
PostP 
posts 

18 Prep 52M 
PostP 
posts 

19 Prep 65M 
PostP 
posts 

Mean f SD 
Prep 

PostP 

posts 

P=0oocofo=0.0002 

PTCA 
Vessel 

Conduit 

Conduit 

Right 

LAD 

LAD 

Right 

tAD 

IAD 

LAD 

LAD 

LAD 

LAD 

LAD 

Right 

LC 

LC 

LAD 

LAD 

IAD 

Obstruction 
Diameter 
(mm) 

0.9 
2.2 
3.0 
1.2 
1.6 
2.3 
1.8 
2.1 
2.8 
1.0 
1.6 
1.8 
1.3 
- 

1.7 
1.0 
1.8 
2.5 
1.1 
1.6 
2.1 
1.5 
2.0 
2.2 
0.7 
- 

2.2 
1.7 
2.0 
2.3 
0.6 
1.6 
2.5 
0.9 
2.1 
2.0 
1.3 
2.1 
2.4 
1.0 
2.3 
2.4 
1.2 
1.6 
2.3 
0.8 
1.6 
1.9 
1.2 
1.7 
2.1 
1.9 
2.7 
1.9 
1.1 
2.3 
2.6 

1.2f0.4 

1.9f0.3 

2.3 f 0.3 

Diameter 
Stenosis 
W) 

67 
24 

8 
55 
22 
10 
50 
46 
23 
54 
31 
23 
47 

26 
67 
46 
28 
62 
40 
28 
48 
26 
21 
73 

16 
27 
21 
15 
81 
51 
30 
61 
25 
26 
59 
30 
20 
60 
22 
21 
52 
39 
26 
61 
37 
25 
61 
35 
20 
52 
39 
36 
63 
17 
13 

58f 11 

32~10 

22k7 

Minimal Luminal Cross-Sectional Area 

Edge Detectron Densitometry 
(mm? hm2) 

0.7 0.4 
3.8 4.7 
7.1 7.1 
1.2 0.4 
2.1 2.3 
4.1 2.3 
2.6 2.5 
3.5 5.3 
6.1 5.7 
0.9 0.2 
2.1 1.9 
2.5 2.7 
1.3 0.9 
- - 

2.3 1.1 
0.7 0.3 
2.5 4.8 
4.9 5.7 
0.9 1.0 
2.0 2.1 
3.5 3.0 
1.8 2.0 
3.3 3.0 
3.8 3.6 
0.4 0.4 
- - 

3.8 4.0 
2.2 1.4 
3.1 2.4 
4.1 3.6 
0.3 0.3 
2.0 2.6 
4.9 3.8 
0.6 1.3 
3.5 4.3 
3.1 2.9 
1.3 1.2 
3.5 3.5 
4.5 4.5 
0.8 0.3 
4.1 3.4 
4.5 5.0 
1.1 1.1 
2.0 2.6 
4.1 4.1 
0.5 0.2 
2.0 3.1 
2.8 2.6 
1.1 1.2 
2.3 4.5 
3.5 3.9 
2.8 1.2 
5.7 7.1 
2.8 2.5 
0.9 0.0 
4.1 1.6 
5.3 2.9 

1.2f0.7 0.9 f 0.7 

3.0f 1.0 3.5f 1.5 

4.1f1.2 3.9f 1.4 

ALI = kit antekbescending artery;, CC = left circumflex artery: PreP = before percutaneous transluminal coronary ang~op(asty; Patp = after percutaneous transluminal 
onary angioplasty: Posts = after stentlng: Right = rght coronary artery; SO = standard dewation. 
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placed to cover the entire dilated arterial segment. Med- 
ications at the time of the initial angiogram were intra- 
venous heparin, acetylsalicylic acid, dipyridamole, ni- 
trates and calcium antagonists. Coronary angiograms 
were performed before and after angioplasty, and after 
stent implantation. 

Description of the stent: In this trial, the endovascu- 
lar prosthesis, Wallstent@, was provided by Medinvent 
SA, Lausanne. The method of implantation and de- 
scription of this stent have been reported previously.13J4 

Pre PTCA 
MLCA BY EDGE DETECTION (Mtd) 

. 

j.p , , 

0 2 4 6 

A MLCA BY VIDEODENSITOMETRY (MM2) 

Post PTCA 
MLCA BY EDGE DETECTION (MM2) 

B0 

2 4 8 

MLCA BY VIDEODENSITOMETRY hhl? 

/ 

J 

8 

/ 

J 

8 

This stent is a self-expandable, stainless steel-woven 
mesh prosthesis that can be positioned in the coro- 
nary artery with the standard over-the-wire technique 
through an 8Fr or 9Fr guiding catheter. The device is 
constructed of sixteen 0.08~mm-wide wire filaments. It 
is constrained in an elongated configuration on a 1.57- 
mm-diameter delivery catheter, with the distal end cov- 
ered by a removable plastic sleeve. As the sleeve is 
withdrawn, the constrained device returns to its original 
unconstrained larger diameter and becomes anchored 
against the vessel wall. Unconstrained stent diameter 
was selected to be 0.50 mm larger than the reference 
diameter of the stented vessel. 

Quantitative coronary angiography: All cineangio- 
grams were analyzed with the computer-assisted cardio- 
vascular angiography analysis system, which has been 
discussed in detail previously.15-‘8 The important steps 
will be briefly described. Any area sized 6.9 X 6.9 mm 
in a selected cineframe (overall dimensions 18 X 24 
mm) encompasing the desired arterial segment can be 
digitized by a high-resolution CCD-camera with a reso- 
lution of 5 12 X 5 12 pixels and 8 bits of gray level. Ves- 
sel contours are determined automatically based on the 
weighted sum of the first and second derivative func- 
tions applied to the digitized brightness information 
along scanlines perpendicular to the local centerline di- 
rections of an arterial segment. A computer-derived es- 
timation of the original arterial dimension at the site of 
the obstruction is used to define the interpolated refer- 
ence diameter. This technique is based on a computer- 
derived estimation of the original diameter values over 
the analyzed region (assuming there was no disease 

Post Stent 

MLCA BY EDGE DETECTION (MM’) 
8 

r = 0.83 

6 c 

0 I 1 

0 2 4 6 8 

C MLCA BY VIDEODENSITOMETRY (MM’) 

FIGURE l.l- data fot mlimal hmhal cross-sediod ama (MLCA) debwmll by e&e deleclh and ~Ideododlo- 
m&y (A) before and (B) aflor parwhnaour tr~slumimd coronary angioplasly (PICA) and (C) afler slemtiig. Diagond /im, 
equal measwmmenb by the 2 methods. Vahes above he were higher by edge detedon and below fine higher by densitometry. 
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present) according to the diameter function. The abso- 
lute diameter of the stenosis as well as the reference 
diameter are measured by the computer, which uses the 
known guiding catheter diameter as a calibration factor. 
All contour positions of the catheter and arterial seg- 
ments are corrected for pincushion distortion. The mini- 
mal cross-sectional area of the narrowed segment and 
the interpolated percent area stenosis are then derived 
by assuming a circular model and comparing the ob- 
served stenosis dimensions to the reference values. The 
angiographic analysis was done using the view in which 
the arterial narrowing appeared the most severe and all 
interventions were performed. 

Densitometric analysis: Densitometry is based on 
the approximate linear relation that exists between the 
optical density of a contrast-enhanced lumen and the 
absolute dimensions of the arterial segment. Constitu- 
tion of the relation between the path length of the x- 
rays through the artery and the brightness values re- 
quires a detailed analysis of the complete x-ray/tine/ 
video chain, including the film development process. 

For the first part of the chain, from the x-ray tube to 
the output of the image intensifier, we use Lambert 
Beer’s law for the x-ray absorption and apply certain 
models for the x-ray source and the image intensifier. 
From the output of the image intensifier up to the 
brightness values in the digital image, we use a simple 
linear transfer function. Details of this technique have 
been described elsewhere.5J5m18 

The cross-sectional area of a vessel is then obtained 
as follows: When selecting a cineframe for the densito- 
metric analysis, we ensure that the main axis of the seg- 
ment is reasonably perpendicular to the incoming x-rays 
(i.e., a nonforeshortening view is chosen). Contours of 
the artery are detected by automated contour detection 
as previously described. From the measured diameters 
along the analyzed segment, the diameter data de- 
scribed above are derived. On each scanline perpendicu- 
lar to the local centerline direction of the vessel, a pro- 
file of brightness values is measured. This profile is 
transformed into an absorption profile by means of a 
simple logarithmic transfer function. The background 
contribution is estimated by computing the linear re- 
gression line through the background points directly left 
and right of the detected contours. Subtraction of this 
background portion from the absorption profile within 
the arterial contours yields the net cross-sectional ab- 
sorption profile. Integration of this function gives a 
measure for the cross-sectional area at the particular 
scanline. By repeating this procedure for all scanlines, 
the cross-sectional area function is obtained. A refer- 
ence densitometric area is obtained following the same 
principles as previously described for the diameter mea- 
surements. It is clear that homogeneous mixing of the 
contrast agent and the blood must be assumed for the 
measurement to be correct. The complete procedure has 
been evaluated with the cinefilms of Plexiglas@ models 
of coronary obstructions.16 

To determine whether the physical properties of the 
stent itself interfere with the densitometric assessment, 
Wallstentb were placed inside known stenoses within 

perspex models and the minimal luminal cross-sectional 
area was calculated by densitometry. These cylindrical 
models, 5 mm in diameter at the ends and tapering to 
either 2 or 3 mm in the center, were filled with iopami- 
do1 (50 or 100% concentration) and angiographic stud- 
ies were done at 75 kV to approximate the clinical set- 
ting. The calculated values for minimal luminal cross- 
sectional area were 0 to 12% higher in the stented 
models, compared with identical phantoms that did not 
contain stems. 

Statistical analysis: The individual data for minimal 
luminal diameter and minimal luminal cross-sectional 
area by edge detection and densitometry, respectively, 
were used to calculate the mean value f standard devi- 
ation (Table I). Analysis of variance was performed to 
compare the mean minimal luminal diameter before 
and after PTCA and after stenting and, if significant 
differences were found, 2-tailed t tests were applied. A 
value <0.05 was considered statistically significant. 

To measure the strength of the relation between the 
2 methods of analysis-edge detection and densitome- 
try-in determining minimal luminal cross-sectional 
area, the product-moment correlation coefficient (r) 
and its 95% confidence intervals were calculated at the 
3 distinct times of study. The agreement between the 2 
measures was assessed by determining the mean and the 
standard deviation of the between-method difference, as 

MEAN DIFFERENCE hn3 
3 

i 
2 

1 

0 

-1 

-2 

-3 L 

1 

II 1 I I 

PRE-PTCA POST-PTCA POST-STENT 

FIGURE 2. Mean Cmerence klween edge detectien and dem- 
f3bMtlYandS5%~ intervals before and after per- 
cutaneeus transhninal cwmmy angbplasty (PTCA) and af- 
ter stenting. Msan afkrencecr wereslkhU~positive(O.3Z. 
0.25 mm2) before PTCA and after stehn& kspecti&, hd 
slightly negative (-0.38 m&l after PTCA. The widesf 95% 
cedence interval was in the analysis after PTCA, Mica&g 
them-da ssocmonbehveenthe2 -9 c0m-d 
with the analysis before PTCA and after stenfing. 
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suggested by Bland and Altman.i9 At each interval this 
was done by computing the sum of the individual differ- 
ences between the 2 methods to determine the mean 
difference and the standard deviation. 

RESULTS 
The individual data obtained by contour detection 

and videodensitometric analysis are listed in Table I. 
There was an overall significant increase in the minimal 
luminal diameter and a decrease in percent diameter 
stenosis after angioplasty (1.2 f 0.3 to 1.9 f 0.3 mm 
and 58 f 11 to 32 f lo%, respectively) and after stent- 
ing (2.3 f 0.3 mm, 22 f 7%). 

The correlation between edge detection and densi- 
tometry in the assessment of minimal luminal cross-sec- 
tional area before and after PTCA, and after stenting is 

shown in Figures lA, 1B and lC, respectively. Before 
angioplasty, correlation coefficient was 0.73 (95% confi- 
dence interval, 0.41 to 0.89), indicating a reasonably 
linear relation. However, this deteriorated after PTCA, 
resulting in a correlation coefficient of 0.59 (95% confi- 
dence interval, 0.15 to 0.83). However, linearity was 
significantly improved with the implantation of a coro- 
nary stent (correlation coefficient, 0.83; 95% confidence 
interval, 0.61 to 0.93). 

The agreement between the 2 measures is illustrated 
in Figure 2. The determination of minimal luminal 
cross-sectional area was slightly higher by edge detec- 
tion than by videodensitometry in the before PTCA and 
after stenting analyses (mean differences, 0.31 and 0.35 
mm2, respectively) and slightly lower after PTCA 
(mean difference, -0.38 mm2). The variability as deter- 

FlGURE 3. Edge contour and densitometric analysis of an obsfruction in the left anterior -w (LAD) artery before m- 
tansaustranshaninalcoramuy angioplasty [PTCA] (A), dwing balloon inflation (B), after PTCA (C) and after stsnting (0). 
Graphs show ths dtagnostic diameter fkmcthn (upper curve) and the densitometrk area function (lower curve). Lower horizon 
fa/ /he (OS1 mm in frame A) is the minimal haninal diameter. Gufsfde werfka/ lines on the graph and the 2 verSea/ lines on the 
angtogram are lssion boundaries. hmer vertical /he8 on igraph are the site in the lesion of minimal luminal diamskr. In ths an- 
SiogrMl before PTCA (A), contour and dsmhmdy curves are parallel. There was a marked improvement in ths minimal kmi- 
MI diameter of the lesion dwing balloon inflation (6). After PTCA (C), contour and dsnskometry curves diverge (arrow) at the 
stte of an intraluminal hazinsss (arrowhead). In ths diimetsr fumtion, there is a descending limb of ths curve that reachss a na- 
dir and immedtaMy is fdowed by an ascending limb. However, the densitometry curve shows a dsscemBng Ymb followed by a 
plateau. After stentlng (D), the relation between the 2 curves is restored. 
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mined by the standard deviation of the differences be- 
tween the 2 measurements was highest in the analysis 
after PICA (1.22 mm2), compared to before F’TCA 
and after stenting (0.51 and 0.79 mm2, respectively). 
An individual example is shown in Figure 3. 

DISCUSSION 
The ideal method by which to perform angiographic 

analysis after coronary interventions, including balloon 
angioplasty and stenting, remains debatable. Although 
densitometry is independent of geometric shape, its ap- 
plication is limited in the presence of branch vessels that 
may cause errors in the background correction tech- 
nique and in situations where the x-ray beam is not per- 
pendicular to the long axis of the vessel. Additional clin- 
ical factors that contribute to the inaccuracy of densi- 
tometry include x-ray scatter, light scatter within the 
image intensifier (veiling glare) and beam hardening of 
the polychromatic x-ray flux because of iodine and tis- 
sue thickness. Discrepancies between edge detection and 
densitometry are most likely to occur when the shape of 
the vessel wall at the level of the lesion deviates furthest 
from a circular configuration, because this is a basic 
assumption in the calculation of minimal luminal cross- 
sectional area by edge detection. 

This study illustrates several important points. First, 
we have shown that a relation exists between the 2 
measurements at all stages of the procedure, but the 

strength of this relation, based on the magnitude of the 
correlation coefficient, deteriorates after FTCA and 
then improves after stenting. Furthermore, although 
mean differences between the 2 methods were small in 
all analyses, the greatest variability and thus the poorest 
agreement occurred in the analysis after PTCA. The 
before and after PTCA results are in accordance with 
earlier observations by our groupe5 At that time we sug- 
gested that measurement of cross-sectional area from a 
single view is inaccurate. Subsequent studies by Tobis et 
al* l comparing edge detection in 2 orthogonal views and 
by Lesperance et alI2 comparing single versus the mean 
of multiple views have shown similar and high correla- 
tions both before and after PTCA. However, use of the 
correlation coefficient alone is not an adequate measure 
of agreement between 2 measurement techniques for 
several statistical reasons.19*20 Determination of the 
mean and standard deviation of the between-method 
differences should be included in the analysis. 

Two factors probably contributed to the improved 
agreement after stent implantation, Vessel contours ap 
peared more regular and smooth and in some cases inti- 
ma1 flaps appeared to be tacked back by the scaffolding 
property of this stent. However, even more important, 
the self-expanding property of this stent not only addi- 
tionally dilated the vessel, but also probably remodeled 
the stented segment into a more circular geometry. This 
has previously been shown in vivo after the implantation 
of coronary stents in animals and in some human coro- 
nary vessels (Figure 4, A, B and C). 

A potential limitation of densitometry in the analysis 
after stenting may be a spuriously high determination of 
minimal luminal cross-sectional area (up to 12% in the 

FIGURE 4. A, angiagrm of left anterior descend& ark-y 
stenosis after dissecth (amw) Mng perahneous translu- 

SY! - 
ammpbty. B, angiographii appearance of 

- ~arterylesionafterstentingslDowing 
smooth contour. C, in vitro intravasadar *ah examina- 
tionofudsvesssl24holwsaRer~ng(patientdiedfrom 
intracsrebral hemsrrhage 12 hours after stsnting). Ths innsr 
&de is due to intravascular probe. Ths autsr eehodenre pat- 
tern is due to steh wires (/afge arrowA The lumen @ma// 
openaffowJistheecho-freespaceinsidethestent.llwstent 
efkctivelytactiedbadrthediuec(ionandrestoredthecircu- 
br conttgurathn of the vessel (Wy of Gr. &mar&no 
TUCiDO). 
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phantom studies) because of interference from the stent 
itself. This is probably related to the composition of the 
stent, surface area or additional factors, such as in- 
creased scatter in the stenotic section because of the 
stent. Although the mean differences in minimal lumi- 
nal cross-sectional area between the edge detection and 
densitometry were small, the negative mean difference 
in the analysis after stenting (i.e., larger values by densi- 
tometry) in contrast to the positive mean difference af- 
ter PTCA can be partly explained by this contribution 
of the stent to the densitometrically determined values. 
The effect of other currently available stents should 
be separately assessed and considered in angiographic 
analyses using densitometry. 

Acknowledgment: We gratefully acknowledge the 
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